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PREFACE 

During recent years it has come to be more widely recognized 
in our Universities and Colleges that the course of study for 
students of Chemistry, no matter to what special branch of the 
subject they may intend to devote themselves later, cannot be 
regarded as complete or satisfactory unless it include both 
systematic and practical Physical Chemistry. While, however, 
the student of practical Inorganic or Organic Chemistry has 
at his command an abundant supply of text-books, both 
elementary and advanced, the student of practical Physical 
Chemistry has hitherto been forced to rely, almost entirely, on 
the text-book of Ostwald or Ostwald and Luther. Although 
this forms in every way an admirable guide and book of 
reference for the advanced worker in Physical Chemistry, it has 
not proved itself suitable as a text-book for the general student 
of Chemistry, whose chief desire is to obtain some knowledge 
of the experimental foundations of the subject. It is, no doubt, 
to the lack of a suitable elementary text-book in which the 
student of Physical Chemistry can find sufficiently detailed 
guidance and direction in the carrying out of the more im- 
portant physico-chemical measurements, that the complete or 
almost complete omission of practical Physical Chemistry from 
the ordinary course of chemical study in many of our British 
Universities and Colleges is largely due. 
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For several years practical Physical Chemistry has' formed 
part of the regular laboratory course for students of Chemistry 
in the University of Birmingham ; and it is primarily for the 
benefit of these students that the present book has been 
written. It is hoped, however, that the volume may be of value 
for other students also, and may help to promote the more 
general introduction of Physical Chemistry into the courses 
of study in other Uiiiversities. 

In making the choice of experiments described in the 
following pages, regard has been had to the requirements of the 
general student of Chemistry, and for this reason only typical 
methods and experiments, or such as are of fundamental im- 
portance in the study of Physical Chemistry, have been selected. 
The experiments are therefore designed, as supplementary to 
the more or less qualitative demonstrations in the lecture-room, 
not only to familiarize the student with the chief methods of 
experimentation and to assist him in understanding the general 
laws and principles of Physical Chemistry, but also to establish 
these more firmly in his memory. 

^Vith regard to the order of treatment of the different 
subjects, I have followed, for the most part, that adopted in my 
lecture course. But it is by no means necessary that the 
student should carry out the experiments in the order they are 
here described. The different chapters are, as far as possible, 
independent one of the other, and full freedom is therefore left 
to the teacher to take up the subjects in what order he may 
consider best. 

Where the time that can be devoted to practical Physical 
Chemistry is limited, it may be found impossible for each 
student to perform all the experiments described in the 
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following pages. In such cases it is very advantageous to group 
related experiments together, and to apportion the experiments 
among a group of students. Thus, for example, one student 
might determine the molar weight of camphor in benzene 
(p. II 8); another, the apparent molar weight of benzoic acid 
in benzene (p. 121); while a third might determine the apparent 
molar weight of sodium chloride in water (p. 122). In this 
way, each student would learn the method of molar weight 
determination by the freezing-point method ; and by comparing 
his results with those obtained by his fellow-students would 
obtain a very good idea of the principles involved in the 
different experiments carried out by them. This method of 
working enables each student to cover more ground than he 
otherwise would do, and is much more satisfactory than allow- 
ing two or more students to carry out one and the same 
experiment in common. 

In conclusion, I would express my indebtedness to the 
text-book on Physical Chemical Measurements by Ostwald and 
Luther, to which all advanced students may be referred ; and I 
would also thank my colleague Dr. A. du Pre Denning, not 
only for his assistance in reading the proof-sheets, but also for 
the friendly criticism which he was good enough to offer. 

A. F. 



University of Birmingham, 
November, 1906. 
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PRACTICAL 
PHYSICAL CHEMISTRY 

CHAPTER I 

CALCULATION OF RESULTS AND ERRORS 

Since it is only in rare cases that the numerical value of a 
physical property can be directly determined, it becomes 
necessary to calculate the value of the property from the 
different observations and measurements which have been 
made. Although this operation may necessitate the use of 
only simple arithmetical processes, both the method of calcula- 
tion and the manner of expressing the result demand attention 
if one is to avoid useless labour and at the same time give 
correct and significant expression to the results of the measure- 
ments performed. 

Number of Figures to be Employed.— Probably one of 
the first difficulties which confronts a beginner is to decide 
how many figures are to be employed; for it is just as easy, 
and apparently more natural, to make the mistake of using too 
many as of using too few figures. Thus, in carrying out, say, 
the process of multiplication or division with two numbers, it 
appears to be very difficult for one to get rid of the idea that 
the greater the number of places to which the result is calcu- 
lated, the more accurate must it be. However this may be 
with regard to the purely arithmetical value of the result, in- 
crease beyond a certain point in the number of figures intended 
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to represent the value of an experimentally determined physical 
property is a useless waste of labour. 

Since every measurement involves a certain error, or can 
be carried out only with a certain degree of accuracy, it is 
evident that the number expressing the value of a property 
depending on the measurement can only be approximate. 
However many figures we write down, therefore, as the result 
of our calculation, we cannot increase the accuracy of the 
value beyond that determined by the errors of the measure- 
ments. But, on the other hand, if we write down too few 
figures, the statement of the result may be much less accurate 
than the measurements allow. We have therefore to choose 
the number of figures in our result such that they indicate the 
limit of accuracy of which the measurements are capable. 
The result should therefore be expressed by such a number of 
figures that all, except the last, are known with certainty ; but 
that while the last figure is uncertain, the error is not greater 
than + 5 in the following place. This constitutes the maximum 
apparent error of the number. 

Thus, for example, in reading a burette, the error in read- 
ing may be taken at about o'oi c.c. If, therefore, we wrote 
down as the result of a reading, say, 2 2 '4 instead of 22*40 c.c, 
we should be committing the mistake of writing too few figures 5 
for, according to the rule given, the number 22-4 would indi- 
cate that the true value lay between 22"35 and 22*45, ^'^d the 
apparent error is therefore five times greater than the error of 
measurement. On the other hand, if, in taking the mean of 
the readings 22*38, 22*40, 22*42, 22*39, we wrote the result 
2 2 '39 7, we should commit the error of writing too many 
figures, for this would indicate that the error of measurement 
is only about + o.ooi c.c. The number should therefore be 
rounded off to 22*40. For the purposes of further calculation, 
however, one employs one figure more, i.e. one would use 
22*397. 
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Calculations with Approximate Numbers. — Having 
decided the number of figures to be used in expressing the 
result of a given measurement, the question still remains as to 
how many figures are to be retained in a final result obtained 
with these approximate numbers by the processes of addition, 
subtraction, multiplication, or division. 

In the case of addition and subtraction of approximate 
numbers, the greatest apparent error in any of the numbers 
gives the maximum apparent error in the final result. Thus, 
if the different numbers have all the same apparent error, the 
result will also have this apparent error. 

For example, in the addition — 

22'4 
I20I 

1425 



the maximum apparent error in each of the numbers is + 005 ; 
and this is also the maximum apparent error in the result, 
because the errors in the two numbers of the sum may have 
the same or opposite signs with equal probability, and may 
therefore with equal probability increase or cancel each other. 
If, however, we have the addition — 



22 


•4 


120 


•106 


12 


•2245 


I5473OS 



the maximum apparent error in the result must be + 0-05, 
which is the greatest apparent error in any of the single num- 
bers (2 2 "4). Consequently there is a derived error of 5 units 
in the figure 3, and the result ought therefore to be written 
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1547 ; although if the number is to be used in further calcula- 
tions it is better to retain, as is usual, one figure more, i.e. to 

use IS473- / 

Not only should one not write all the figures 1547305 as 
the final result, but one should seek to acquire the habit of not 
writing down the unnecessary figures in the numbers to be 
added. Thus, instead of writing 1 20-106 one should write 
i20"ii; and instead of i2'2245 one should write i2'22. In 
these cases the second figure of the decimal is retained in 
order to avoid introduction of fresh errors in rounding off the 
number. 

With regard to this operation of rott?iding off a certain 
number, the rule is that if the number in the place following 
the last to be retained is equal to or greater than 5, one unit 
should be added to the last place retained. Thus, if we wished 
to retain only the second place of decimals, we should make 

I2'224 into I2"22, I2"225 intO I2'23. 

In the case of multiplication and division of numbers, we 
are concerned only with the relative errors or proportional 
errors in the numbers, not with the apparent or the absolute 
errors ; and we have to remember that a given relative error 
in the numbers will produce a corresponding relative error in 
the result. Thus, in determining the area of a rectangle, if 
we find by measurement that the sides are equal to loo'o and 
lo-o cm. respectively, there is a possibility of error in measure- 
ment in both cases. If both lengths have been measured with 
the same absolute error, say o'l cm., then the relative errors 
in the two measurements will be o'l and i"o per cent, re- 
spectively. But if the correct lengths were loo'o and iot 
cm. respectively, the area would be not 1000 sq. cm., but 
loio sq. cm., or i per cent, greater. If the lengths were 
loo'o and 9*9 cm. respectively, the area would be 990 sq. cm., 
which again differs from the number 1000 by one-hundredth 
of the total value, i.e. by i per cent. 
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It will, of course, be quite evident that the error in the 
final area caused by the possible error in the length of loo'o 
cm. can amount -to only o"i per cent; that is, it is negligible 
as compared with the much greater error produced by the 
uncertainty of the number lo'o. Whenever, therefore, in an 
operation involving the multiplication of factors, the relative 
error in one is much greater, say from five to ten times greater 
than the relative errors in the other factors, the latter errors 
may be neglected altogether, and the error in the result will 
be determined only by the greatest relative error in the factors. 

Suppose therefore that we have to multiply 2*34 16 by 
2 '5 5, and suppose each of these numbers to have the maximum 
apparent error ; then the relative error in the first number is 
5 in 230,000, and the error in the second number is 5 in 
2500. Evidently, therefore, the result of the multiplication 
will also have an error of about 5 in 2500, or o"2 per cent. 
Consequently it would be quite incorrect to perform the 
multiplication in the ordinary manner, and write the result as 
5'97io8o; for this result has a derived error of o'2 per cent, 
or of about i unit in the second place of decimals. All the 
figures after this are therefore meaningless, and should be 
discarded, the result being written 5 '97. ' 

What has been said with regard to multiplication holds 
equally for division ; for in this case also, the greatest relative 
error in divisor or dividend, if it be five or ten times greater 
than the other relative errors, will determine the relative error 
in the result. (See also p. 16). 

Example — 

10-234 

Since i'45 contains the greatest relative error, viz. 5 in 
1500, or about 0-3 per cent., the final result will have an equal 
relative error from this cause. Hence there will be an error 
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of about 2 units in the third place of decimals, or, in other 
words, the 4 is somewhat uncertain. We may therefore write 
the result 0-805 ; and for further calculations we may use 
0-8048. 

Methods of Calculation. — From what has just been 
said, it will be seen that calculations carried out in the ordinary 
way frequently involve the manipulation of a number of useless 
figures, and that several of the figures obtained as the result 
of laborious calculation are afterwards discarded altogether as 
meaningless. We are therefore led to consider whether this 
useless expenditure of energy may not be avoided. 

In the first place, much labour may be avoided by adopting 
an abbreviated method of multiplication and division ; and in 
the second place, labour-saving methods of calculation, e.g. 
calculation by means of logarithms or by the slide rule may 
be employed. 

Abbreviated Multiplication. — Suppose that we have to 
multiply together 2-4321 and 0-4562. If we calculate this, 
we obtain — 



By ordinary multiplication. 


By abbreviated multiplication. 


2-4321 


2-4321 


0-4562 


2654 


48642 


97284 


145926 


12161 


121605 


1459 


97284 


49 



1-10952402 i"i0953 



As regards the method of shortened multiplication, first of 
all, it will be seen that the one number (0-4562) is inverted 
below the other, and the latter then multiplied by each number 
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of the second row from right to left, starting the multipUcation 
with the figure directly over the multiplier in the second row. 
Any fraction equal to or greater than 0-5 obtained from multi- 
plying the preceding figure in the multiplicand should be carried 
as I. In each case the first figure of the result is placed under 
the unit figure of the first multiplication. 

In the above case we obtain, by long multiplication, a 
result with eight decimal places, while, by abbreviated multi- 
plication, there are only five places of decimals. We have, 
therefore, to see whether the latter result is sufficiently 
accurate. 

We see that the greatest relative error in the factors is 
about 5 in 50,000 (in the case of the number o'4562), or an 
error of i in 10,000. This will also give us the error in the 
result ; and, hence, we see that the 5 in the result is uncertain 
to rather more than i unit. The correct result, therefore, 
should be written viog^. We see^ therefore, that by the 
shortened method of multiplication we have obtained the 
correct number of figures (the 3 being useful if the result is 
required for further calculations) ; whereas, in the case of the 
long method, we have three useless figures. 

One or two rules may now be given for carrying out the 
shortened method of multiplication, so as to obtain a sufficient 
but not too great a number of figures in the answer : — 

I. When the numbers are of equal length (cyphers follow- 
ing immediately after the decimal point being left out of 
account), one number is inverted under the other, so that the 
left-hand figure of the inverted number stands under the right- 
hand figure of the other number. It is immaterial which 
number is inverted, except when one of the numbers commences 
with a small figure, i up to 3. In this case, the number 
commencing with the high figure should be inverted. If both 
numbers commence with a low figure, the inverted number 
should be moved one place to the right. Thus, I'ozi X i"325. 
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i"325° 

120I 

1325° 
265 

13 

The reason for the above method of procedure is to avoid 
errors in carrying over fractions in the multiplication. 

2. If the two numbers are of unequal length, the longer 
number should be inverted under the shorter. ThuSj o"23i X 
7-4565— 

0-231 
56547 

1617 
92 
II 

I'720 



Since the last two figures of the longer number are not 
used, they need not be written down at all. 

A special case, however, should be mentioned. If the 
shorter number begins with the figure 5 or a higher figure, 
it should be inverted below the longer number; and the 
latter should be rounded off so as to contain only one figure 
more than the shorter number. Or, if the longer number is 
inverted, it should be moved one place to the right. Thus, 
5-234 X 9-3— 
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a. S'23 b. 9-30 

39 325 

4707 4650 

^57 186 

48-64 28 

48-64 

Since the apparent error in 9'3 is about 5 in 1000, the 
result of the multiplication may be written 48-6, and for further 
calculations we may use 48'64. 

Abbreviated Division. — In carrying out abbreviated 
division, one digit is struck off from the divisor after each 
operation ; and the remainder from the previous division is 
divided by this new divisor. The digit struck oflf from the 
divisor should, however, be taken into account for the purpose 
of " carrying." Thus, o'4265 -^-o'3i32 — 

3132)4265(1362 Result = o'i362. 
3132 



1133 
940 

193 
187 



This example will illustrate the method. We have still to 
consider, however, the number of figures in the result. If we 
consider the two numbers to have the maximum apparent 
error^ we see that the greatest error in divisor or dividend is 
about s in 30,000, or i in 6000. The number of significant 
figures in the result should therefore be such that the error is 
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not greater than this. In the above example, howeverj the 
result shows an error of about i in 1400 (in accordance with 
the rule given for the number of digits, p. 2). The error in 
the result is therefore too great, and the number of digits too 
few. The division must therefore be carried further. Thus — 

3132)42650(13617 Result = o'i36i7 
3132 



11330 
9396 

1934 
1879 



55 
31 
24 

22 

If the dividend is of the same length as, or is shorter than, 
the divisor, a cypher must be added to it so that the error in 
the last figure is great. If the dividend so obtained has fewer 
figures than the product of the divisor with the first figure of 
the quotient, one or more digits must be struck off from the 
divisor. Thus, o"8s6 — 0*23354 — 

23354)8560(3666 Result = 3-666. 

7006 

1554 
1401 

153 
139 

14 
14 
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In this example, the 4 of the divisor has not been used. 

If the dividend is longer than the divisor, it is only neces- 
sary to use so many figures of it that the last figure involves 
an error considerably less than the error in the divisor. Thus, 
4*52346 -^ 2'i64. Here the apparent error in the divisor is 
5 in 20,000. If we took the dividend as 4'523, the apparent 
error would be about 5 in 50,000, or about half the error in 
the divisor. We shall therefore use one figure more, and 
round off the number to 4'5235. We then obtain — 

2164)45235(20904 Result = 2*0904. 

4328 



1955 
1947 

8 
8 

With a slight mental exertion, the process of division can 
be still further shortened by carrying out mentally the multi- 
plication of divisor and quotient, and the subtraction of the 
product so obtained from the dividend, and only writing the 
latter result down. Thus, taking our first example again, 
0*4265 -f-o"3i32, we have the following — 

3132)4265(1362 



1133 

193 
6 



The mental operations are : first the multiplication, figure by 
figure, of 3132 by I, and the subtraction, figure by figure, of the 
product from 4265. This gives 1 133. Now multiply 3 13(2) by 
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3, and we get 3X3 = 9, and carrying i from the previous pro- 
duct of 3 X 2 = 6, gives (1)0. This subtracted from 3 gives 
3; 3 X I = 3, and carrying i gives 4; 4 from (1)3 gives 9; 
3 X 3 = 9 i to this must be added i carried in the previous 
subtraction; so that we get 10 from 11 = i. Hence we get 
the line 1 93 ; and so on. 

Logarithms,^— In making calculations with the aid of 
logarithms, the precautions adopted in the preceding methods 
for the avoidance of unnecessary figures, are introduced auto- 
matically, if it be so arranged that the number of figures in the 
logarithm is greater by one than the number of figures in the 
least accurate of the numbers involved in the calculation. In 
this way one ensures that the error in the result shall not be 
greater than the error in the numbers from which the result is 
obtained. If we had to multiply 2-54 X 4'3664 X 0-89676, 
we should use 4-place logarithm tables, and the second and 
third numbers should be rounded off to 4*366 and o*8968. 

The error inherent in the logarithm itself, decreases with 
the number of places in the logarithm, each additional figure 
in the logarithm being accompanied by about a tenfold decrease 
in the error. In the case of 4-place logarithms, the maximum 
possible error introduced into a calculation through their use 
may be taken as about i in 3000. For work of moderate 
accuracy, 4-place logarithms will be sufficient ; but in some 
cases, the error so introduced is greater than that due to 
experiment, <'.f. determinations of density. In the latter cases, 
therefore, where the accuracy of the calculation is desired to 
be equal to the accuracy of the experiment, logarithms with 
5 or 6, and even, in more exceptional cases, 7 places should 
be used. 

The Slide Rule. — In many of the cases mentioned in the 
preceding pages, we have been dealing with calculations in 
which the error involved was much less than that usually found 
in any but the best experimental work ; and in none of the 
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experiments described in the following pages will an accuracy 
in calculation be called for greater than can be obtained by 
the use of 4-place, or, at most, 5-place logarithms. Frequently, 
the accuracy required will be considerably less. 

For all calculations, where the required accuracy of ex- 
periment or calculation is not greater than about i in 500, 
the slide rule is of great assistance. With this instrument 
various degrees of accuracy can be obtained according to the 
size of the rule, but with the ordinary size of slide rule 
(25 cms. in length) the accuracy obtainable may be put uown 
at about i in 500 to i in 800. 

Errors. — The determination of the value of a physical 
property is always liable to errors of various kinds, so that in 
all cases the result of an observation or measurement is only 
an approximation to the truth. The two chief kinds of errors 
are : constant errors due to some error in the apparatus, or to 
the neglect of certain factors which exercise an appreciable 
effect, anA' accidental errors or errors of observation. 

In the case of constant errors, the different values of the 
given magnitude may differ by a very small amount from one 
another, but may nevertheless differ by a comparatively large 
amount — the deviations being all in the same direction — from 
the true value. It is evident, therefore, that increasing the 
number of determinations will not in that case increase the 
accuracy of the result ; and to exclude the constant errors, it 
is necessary to vary the method of observation or to alter the 
conditions of experiment. This also includes calibration of 
apparatus. 

In the case of errors of observation, the results of the 
different determinations may vary in either direction from the 
truth, i.e. the errors may have a positive or negative effect. 
Thus, in volumetric analysis the burette readings may fluctuate, 
so that one obtains such numbers as 20*22, 20"26, 20*24, 20*22, 
20"23. We have, therefore, to decide which of these numbers. 
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lying within the limits 2o'22 and 22'26, is nearest to the 
truth. In all such cases, when we are dealing with a series of 
measurements of the same property, carried out with the same 
care, the best representative number is the arithmetical mean of 
the different numbers. 

In certain other circumstances, individual errors of obser- 
vation can be diminished by a graphic method. Thus, in 
studying the variation of a magnitude with change of con- 
dition, e.g. change of viscosity with temperature, or the alte- 
ration of the freezing-point of a solution with composition, the 
best values of the magnitude are obtained by plotting the 
results, say in rectangular co-ordinates, and drawing a " smooth 
curve " so as to take in as many of the individual observations 
as possible. 

In this way one can obtain not only the best values of the 
magnitude under the particular conditions of the experiments, 
but also under other conditions, by taking the different points 
on the curves (Interpolation). It must, however, be remem- 
bered that the numbers near the ends of the curve are liable to 
greater errors than near the middle, because the position of the 
curve near its ends becomes doubtful. 

Influence of Errors of Observation on the Final 
Result. — It has already been stated that the value of a magni- 
tude is obtained only by indirect measurement ; by the deter- 
mination, that is to say, of another magnitude to which the first 
is related in some definite manner. Thus, if we wish to deter 
mine the length of the circumference of a circle we can make 
use of the relationship, circumference = 2irr; and by deter- 
mining the value of r we can then calculate the value of the 
circumference. The circumference is therefore given as a 
product, and as the numbers 2 and t are free from error, it 
follows from what has previously been said, that the relative 
error in the final result will be the same as the relative error in 
r. If we can measure r with an error of only o'l per cent. 
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then the error in the value of the circumference need not be 
greater than ot per cent. It is necessary, therefore, that the 
value which we take for w should be correct to less than o'l 
per cent. 

But on the other hand, suppose that we wish to determine 
the area of a circle by means of the relationship, area = w^, 
then an error of o'l per cent, in the determination of ;■ will 
cause an error of 0*2 per cent., or twice as great an error, in 
the result. 

Whenever, therefore, the value of a magnitude is propor- 
tional, directly or indirectly, to the quantity measured, the 
relative error in the result will be^ numerically, the same as the 
relative error in the quantity measured. 

Thus, \i X x y; an error of + a per cent, in y will cause 

an error of + « per cent, in x ; or \i x a: -, an error of + « 

per cent, in y will cause an error of + a per cent, in x. 

But when the value of a magnitude is proportional to the 
n'^ power of the quantity measured, the relative error in the 
latter will be magnified n times in the result.' 

In the above cases, we have assumed that the value of 
a magnitude depends only on the measurement of one quantity. 
But, in most cases a result is obtained by combining different 
kinds of measurements, and the accuracy {i.e. the relative 
error) of the final result will depend on the accuracy of the 
several determinations. Thus, the determination of the mole- 
cular weight by the cryoscopic method, involves measurements 

' These results can be readily obtained by differentiation. Thus, if 
x = k.y, dx- kdy, or -^ = -j^ = — . That is, the relative error in x 

( — I is equal to the relative error in jc ( — j. 

,dx 2,k.ydy 2dy _, . . 
Again, i{x = k .y\ dx = k. 2ydy ; and - = -j^ = -f. That is, 

the relative error in x is twice as great as the relative error iay. 
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of weight and of temperature ; the determination of the velocity 
of a reaction involves quantity and time. Now, it will be 
readily understood that some of these quantities are capable of 
more accurate measurement than others, but there would be 
no advantage in determining some of the factors with very 
great accuracy, if the errors involved in any of the other 
factors were much greater. This should always be borne in 
mind, as there is always a tendency to think that the final 
result can be increased in accuracy by carrying out every 
measurement with the maximum of accuracy of which it is 
capable. Remember that the accuracy of the final result is 
influenced chiefly by the accuracy of the least accurate measure- 
ment ; and if the errors in the other factors are considerably 
less, say five or ten times less, then they may be neglected 
altogether. 

In carrying out any composite determination, or one 
involving several different kinds of measurement, one should 
first of all, before proceeding to carry out the actual deter- 
minations, ascertain what is the influence on the result of a 
given error in each of the individual measurements j so that, 
on the one hand, special attention may be paid to those 
measurements having the greatest influence on the result, and, 
on the other hand, unnecessary excess of accuracy may be 
avoided in the case of the other measurements. 

To do this, write down the expression giving the relation 
between the final result and the different measurements from 
which it is obtained, and then, taking each factor in turn and 
regarding all the others as being constant, determine its in- 
fluence on the final result as described above. Thus, for the 
determination of the molecular weight by the cryoscopic 

w 
method, we have (p. in) M =k.-^-^, where w and W are 

weights, and </ is a temperature difference. It will be seen 
from this, that, taking each factor, w, W, and d separately, the 
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influence of each on the result is the same. But w and W can 
be measured with much greater accuracy than d, so that if the 
relative error in d is, say, 2 per cent., it will not be necessary 
to determine w and VV with a greater accuracy than o'2 — 0-4 
per cent. If, therefore, w is about 0-5 gm., and W about 
20 gms., the former need not be weighed to less than i mgm., 
nor the latter to less than about z cgms. 

When the relative error of one of the factors is not con- 
siderably greater than that of the other factors, the latter have 
also their influence on the accuracy of the final result, and it 
can be shown that the square of the relative error in the final 
result is equal to the sum of the squares of the relative errors 
of the individual measurements. 

Thus, for the determination of the specific rotation of an 
optically active substance, we have the formula (Chap. VI.) 

Ct 

[a] = T— . Suppose that the error in the determination of 

a = o'o5 per cent. ; in the determination of /, o'oi per cent. ; in 
the determination olc, o"o2 per cent. Then the error produced in 
the final result will be equal to ± V^o-os)^ -)- (o'oi)^ + (0-02)^ 
= 0.055 per cent. In accordance with what was said before 
(p. 16) we might neglect the error o'oi per cent, in com- 
parison with the error 0.05 per cent. 

Determination of the Error of Observation.— One 
point still remains. We have considered the effect of a given 
error of observation on the final result, and we have now to 
ask how, in experimental work, the error involved in a given 
determination is gauged. 

The simplest method which we may employ for this purpose 
is the determination of the average deviation of each observa- 
tion of a series from the general mean. Thus, in determining 
the angle of rotation of an optically active substance, the 
following values were successively read : 27-84°, 27"83°, 27'84°, 
27-80°, 27-82°, 27-84°. The mean of these numbers is 27-828°. 

c 
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The deviations of the individual readings from the mean are 
(neglecting sign): o'oiz, o'oo3, 0.012, o'o28, 0*008, o"oi2. 
The sum of the six numbers is 0-075 ; and the average devia- 
tion is therefore 0-012°. The error in the determination is 
therefore rather less than i in 2000, or about 005 per cent. 



CHAPTER II 

DETERMINATIONS OF WEIGHT AND VOLUME 

Before engaging on any physical measurement, it is of 
essential importance either to satisfy one's self that the different 
apparatus to be employed in the measurements are accurate, 
within definite limits, or to determine the errors attaching to 
the apparatus in order that the necessary corrections may be 
applied. The limit of accuracy which one can hope to attain 
will, of course, differ in the case of different instrum;ents and 
apparatus, for all are not capable of the same degree of 
accuracy ; it is necessary, however, to ascertain what is the 
degree of accuracy of each instrument or piece of apparatus. 
Since the apparatus for the determination of weight (or mass) 
and of volume are those most generally concerned, either 
directly or indirectly, in chemical or physico-chemical measure- 
ments, we shall first consider the methods of calibrating them. 
The methods of calibrating other measuring instruments will 
be described as occasion arises. 

The Balance 

The determination of the mass or weight ' of a body is one 
of the most fundamental of physical measurements, and it is 

' The weight of a body is proportional to the mass, being equal to the 
mass multiplied by the force of gravity. While the mass remains constant, 
the weight will vary with the place. 
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also one which is capable of a very high degree of accuracy. 
With a balance such as is employed in chemical analysis, it 
is not a matter of great difiSculty to determine the weight of 
a body, weighing say about loo gm., with an accuracy of one 
part in one hundred thousand. Indeed, the accuracy of the 
balance is in many cases greater than the accuracy with which 
a body can be defined or reproduced. Thus, in weighing 
vessels or apparatus of glass or other material before and after 
they have been used in an experiment, the difference in weight, 
due to the handling, the manner of drying the apparatus, etc., 
may sometimes amount to at least several tenths of a milligram, 
while the accuracy of the balance itself might quite well allow 
of the weight being determined to less than one-tenth of a 
milligram. 

After a balance has been placed in position and levelled, 
it should be tested with regard to its adjustment and its 
sensitiveness. 

The first requirement which a balance must satisfy is that 
it shall be consistent with itself; i.e. successive determinations 
of the weight of an object must be in agreement. From the 
closeness of agreement between the different weighings, the 
accuracy of the balance can be judged. 

Determination of the Zero Point. — Before using the 
balance, and also from time to time during a set of weighings, 
the zero point, or the position of rest of the beam when 
unloaded, should be determined. This is done by releasing 
the beam and allowing it to swing free. Readings are then 
taken of the extreme points on the scale reached by the 
pointer on either side of the middle line ; two readings being 
made on one side of the middle line, and one on the other, 
the first swing being neglected. Suppose tjiat the turning 
points on the right of the middle line were 6*o and 5-5, while 
the turning point on the other side was 57 ; then the turning 
point on the right corresponding with the point 5-7 on the 
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left is = 57. The corresponding turning points are 

therefore equidistant from the middle line, and the zero point 
is therefore correct. 

On the other hand, suppose that the following turning 
points were observed, the readings to the right being called 
positive and those to the left negative — 

+ 6-0 
- 4"S + 5-5 

then the turning point on the right corresponding with that 

on the left is — = + 57, and the resting point is 

therefore — — ^ = + o"6 ; i.e. the zero is o'6 division 

to the rig^f. Or again, suppose the turning points to be — 

then the corresponding turning points are — 6 "5 and + 4"8, 

+ 4-8 - 6-5 

and the zero is therefore = — o'S ; i.e. oS of a 

2 

division to the /eft of the middle line. 

Rule. — To find the position of rest, take the mean of the 
two readings on the one side, and divide the algebraic sum of 
this mean and the reading on the opposite side of the middle 
line by 2 ; the result gives the scale division corresponding 
with the resting point, and the sign (+ or — ) indicates on 
which side of the middle line the zero lies. 

Two or three determinations of the zero point should be 
made, and the mean taken. With a good balance the different 
determinations should not differ by more than one or two 
tenths of a scale division. 

Unless the zero point is considerably removed from the 
middle line, the adjustment of the balance need not be altered ; 
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but if it should be in excess of one scale division, the zero 
point should be corrected by means of the small screws at 
the ends of the beam, or of the metal flag which is above 
the centre of the beam. 

Sensitiveness of a Balance — Weighing by Oscilla= 
tions. — In determining the weight of a body, weights to the 
nearest centigram are placed on the scale-pan of the balance, 
and the milligrams and fractions of a milligram then determined 
by means of the rider. The fractions of a milligram can,- 
however, be determined more accurately by the method of 
oscillations. As this depends on the sensitiveness of the 
balance, the latter must first be determined. 

By the sensitiveness of a balance is meant the displacement 
of the resting point of the beam produced by an excess 
of I mgm. on either side of the balance. The sensitiveness 
varies with the load on the balance, although, as a rule, not 
to any great extent, and should be determined, therefore, with 
different weights in the scale-pans. To obtain the sensitiveness 
of a balance, place on one side of the balance a given weight, 
and counterpoise it to within i mgm. by means of weights 
and rider. Determine the resting point by the method given 
above. Now alter the position of the rider by an amount 
corresponding to i or 2 mgm., in such a direction that the 
resting point is now on the other side of the zero point. The 
sensitiveness is then given by dividing the number of scale 
divisions between the two resting points by the difference of 
weight in milligrams. 

Example.- — Suppose that with the weight io'354 gm. the 
resting point is found to be -f i'2; and with the weight 
io"355 gm. the resting point is - o-8. Then, the displacement 
of the resting point by a difference of weight of i mgm. is 2-0 
scale divisions; and the sensitiveness is therefore 2-0 scale 
divisions for a load of 10 gm. 

The sensitiveness can be increased or diminished by raising 
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or lowering the centre of gravity of the swinging parts of the 
balance by means of the so-called gravity bob, with which the 
better balances are furnished. Increase of sensitiveness, 
however, entails increase in the time of swing, and should not 
be carried too far. 

Having determined the sensitiveness of a balance at a 
number of different loads in the above manner, the operation 
of weighing can be shortened, because it is only necessary to 
■ adjust the weight to the nearest milligram, and to determine 
the resting point, provided the zero point has been previously 
determined. The fractions of a milligram can then be calcu- 
lated from the difference between the resting point with a given 
weight and the zero point, and the sensitiveness of the balance. 
Example. — Suppose that the zero point of the balance is 
+ 0*5, the resting point with the weight 10*354 gm., + i"2, 
and the sensitiveness 2*0 scale divisions. Then the additional 

weight required is ^ = 0-35 mgm. The correct weight 

is therefore io"35435 gm. 

We have here given the weight to five places of decimals, 
but whether or not the last place has any meaning, will depend 
on whether the weight of the object which is being weighed 
remains constant to within one or two hundredths of a milli- 
gram. If it may vary by some tenths of a milligram, it will 
evidently be absurd to state the weight to five places of deci- 
mals. To weigh correctly to one or two units in the fifth 
decimal place demands experience and great care, so that in 
ordinary work a greater accuracy than one or two units in the 
fourth place of decimals cannot be expected. 

As in all our work we shall be concerned only with differ- 
ences in weight, a slight inequality in the length of the arms 
of the beam will have no influence, provided the object to be 
weighed is always placed on the same side of the balance. 
This, of course, should be made a rule. 
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It should be unnecessary to emphasize here that accurate 
weighings can be expected only if the balance is kept clean 
and free from dust, and if the beam is released and arrested 
in such a manner as not to cause jarring of the knife-edges. 
The beam must never be released with a jerk, and should be 
arrested only when the pointer is passing the middle point of 
the scale. The balance, also, should not be exposed to unequal 
heating, and should not, therefore, be placed in a window 
exposed to direct sunlight. 

Calibration of Weights. — Even after the adjustment 
and accuracy of the balance has been tested in the manner 
described above, the accuracy of the weighings will still depend 
on the accuracy of the weights employed. Before undertaking 
accurate weighings, therefore, it is necessary to determine the 
errors in the weights ; and even in cases where great accuracy 
is not aimed at, a set of weights should always be calibrated, 
for errors of quite appreciable magnitude are sometimes found, 
even in expensive sets. 

The method usually employed for the calibration of weights 
is that due to Kohlrausch, which is described below ; and we 
shall assume that the set of weights consists of the following 
pieces— 50, 20, 10', 10", 5, 2, i', 1", f gm. weights, and cor- 
responding fractional parts. 

Having determined the zero of the balance, the 50-gm. 
weight is compared with the sum of the others. In order to 
determine the ratio of the balance arms, the method of double 
weighings is employed ; and the resting point is always deter- 
mined by the method of oscillations. 

Place the 50-gm. weight on, say, the left scale-pan, and the 
weights from 20 gm. downwards on the right, and determine 
what weight, if any, must be added to the weights on the right 
or left in order to give exact counterpoise, i.e. in order that the 
resting point coincides with the zero point of the balance. Now 
interchange the weights, placing the so-gm. weight on the right 
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and the other weights on the left, and determine what weight 
must now be added to the left or right, in order to obtain exact 
counterpoise. In this way we obtain the two equations — 

50 = 20 + 10' + 10" + 5 + 2 + i' + i" + i'" + r gm. 
20 + 10' + 10" + . . . + /gm. = 50 

From these two weighings we obtain — 

50 = 20 + 10' + 10" + . . . + i 0- + /) 

If, however, we know the ratio of the balance arms,^ -, then 

only one weighing is necessary, because, from the theory of 
levers, a weight w placed on the right pan is equivalent to a 

■D 

weight ze/ X y- on the left. Thus, suppose we have found the 

ratio Y ~ I '000009, and suppose we have also obtained the 

weighing — 

50 gm. (standard) = 50 + o'oooi 

then we obtain— 

50 gm. — o'oooi = 50 X I "000009 = 50 + 0*00045 
Therefore the true value of the 50-gm. weight is— 
50 (standard) - 0-00055 = 49'9995 g™- 

As the value of the ratio jj varies slightly with the load, it 

should be determined with different loads— say with 50 gm. 
and with 20 gm. on each scale-pan. The value found in the 
second case can then be used for the smaller weights, for in 
general the correction is so small as to be negligible. 

One proceeds, in the manner described above, with the 
comparison of the other weights among themselves, comparing 

. R /- r 

' The ratio of the balance arms is given by the expression l = ' + 100 ' 

where / and r have the meaning given above. 
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the 20-gm. weight with the sum of lo' + lo", lo' with lo", lo' 
with the sum of S + 2 -f i' + i" + i'", 2 with i' + i", i' with 
1" and with i'". Similarly with the fractions of a gram. In 
this way the relative values of the different weights are ob- 
tained, and if we know the exact value of any one of the pieces 
(by comparison with a standard weight), we can calculate the 
correct values of the other pieces ; or we can assume some one 
of the weights to be correct, and reduce the values of the others 
to that unit. This method is sufficient where we are dealing 
only with relative weighings. 

The following example will make the method quite clear. 
The weighings should be made to the fifth place of decimals 
by the method of oscillations. In the example below, the 
numbers have been rounded off to the nearest tgnth of a 
milligram. 

Example :— 

1. 50 gm. (standard) = 50 + o"oooi 

50 + o'ooio = 50 gm. (standard) 

hence 50 gm. (standard) = 50 + J(o"ooio + o'oooi) 
= 50 + o'ooo5 
Therefore 50 = 49-9995 gm. 

A, R 

Also, Y = I "000009 

2. 50 + 0-0057 = 20 + 10' + 10" + etc. 
20 + 10' + 10" + . . . = 50 + 0-0049 

hence 50 = 20 + 10' + 10" + . . . — 0-0053 

and -j- = 1-000008 

3. 20 = 10' + to" + o'ooiy 
10' + 10" + 0-0018 = 20 

hence 20 = 10' + 10" + 0-0018 

and ^ = I oooooi 
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4. 10 = 10 + O'OOOZ, ^ = I'OOOOOI 
.*. 10' = 10" + 0'0002 

5. 10' + 0-0022 = 5 + 2 + i' + i" + i"YNeglect ^) 

.-. 10' = 5 + 2 + l' + l" +1 '" - 0-0O22 

6. 5 = 2 + i' + i" + i'" - 0-0026 

and so on. 

By comparison with the standard weight we found that the 
piece marked 50 has the mass 49*9995 gm. 

From weighing (2), we therefore obtain — 

49*9995 g™- = 20 + 10' + 10" + . . . — o'oo53 
or, 20 + 10' + 10" + . . . = 50-0048 gm. 

But from the relationships found above, we can write — 

20 + 10' + (10' — o"ooo2) + (10' + o'oo22) = 50-0048 gm. 
or 20 + 10' + 10' + 10' = 50-0028 gm. 
Further, 20 = 10' + 10" + 0-0018 

= 10' + (10' — 0-0002) + o'ooiS 
= 10' + 10' + o'oot6 
Hence (10' + 10' + o-ooi6) + 10' + 10' + 10' = 50-0028 gm. 
or 5 X 10' = 50-0012 gm. 
therefore 10' = lo'oooa gm. 
and 10" = lo'oooo gm. 

20 = 20-0020 gm. 

and similarly with the lower weights. 

Correction for the Buoyancy of the Air.— In exact 
determinations of the weight of a body, the apparent weight, i.e. 
the sum of the face values of the weights used (corrected as 
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described above) must be corrected for the buoyancy of the 
air ; for a body will appear lighter by an amount equal to 
the weight of the air displaced. The greater the difference 
in the density or the specific volume of the body and the 
weights used to counterpoise it, the greater will be the 
correction. 

If we have a body of the density d counterpoised by brass 

weights of the value G gm., the volume of the body will be 
p 
7 c.c, and its weight will therefore be diminished by 

-3 — gm., where o"ooi2 gm. is the weight of i c.c. of air 

under ordinary conditions (mean room temperature, normal 
pressure, and average humidity). The true weight of the body 

/ 0'00I2G\ 

would therefore be I G -\ ^ I gm., if the true weight of 

the counterpoise were G gm. But the brass weights by which 
the body is counterpoised have a volume equal to ^ c.c, where 
8'5 is the density of brass ; and they therefore suffer a diminu- 
tion in weight of 5 gm. The true weight, G„, of the 

, , . , . , ^ io"ooi2G o'ooiaG 
body is therefore equal to G -\ -^ jr. , or 

„ „/ , O'00I2 O'00I2\ „/ . 0'OOI2 . \ 

In order, therefore, to obtain the true weight {i.e. the weight 
which the body would have in a vacuum) of a body weighed 
in air with brass weights, we must add to each gravi apparent 

weight (G) the quantity ( — -j 0-00014 ) gni- The follow- 
ing table given by Kohlrausch gives the value of this correction 
in milligrams for different values oi d : — 
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d 


Correction. 


d 


Correction. 


d 
9 


Correction. 


07 


+ 1-57 


2-0 


+ 0-457 


- o-oio 


0-8 


+ 1-36 


2-5 


+ o'337 


10 


- 0-023 


09 


+ 119 


30 


+ 0-257 


11 


- 0-034 


10 


+ i-o6 


35 


+ O"20O 


12 


- 0043 


ri 


+ 0-9S 


40 


+ 0-I57 


>3 


- 005 1 


I '2 


+ 0-86 


45 


+ 0124 


14 


- 0-057 


1-3 


+ 078 


5° 


+ 0-097 


•5 


- 0-063 


14 


+ 071 


5-5 


+ 0-075 


16 


-0068 


'J 


+ 0-66 


60 


+ 0-057 


17 


— 0-072 


1-6 


. +061 


6-5 


+ 0-042 


18 


- 0-076 


'7 


. +0-56 


70 


-j- 0-029 


19 


- o-o8o 


1-8 


+ 0-52 


7-5 


+ 0017 


20 


- 0-083 


1-9 


+ 0-49 


80 


+ 0-007 


21 


- o-o86 



Calibration of Volumetric Apparatus 

For volumetric work flasks, pipettes, and burettes are 
employed, which are constructed and marked so as to take up 
or deliver a definite volume of liquid. The apparatus were 
formerly graduated according to the method of Mohr, who 
took as the unit the volume of i gm. of water at 17 "5" when 
weighed in air with brass weights. Evidently, this volume will 
differ from the true cubic centimetre (i.e. the volume of i gm. 
of water at 4°, the weight being reduced to vacuum), owing to 
the neglect of the buoyancy of the air, and the change of 
volume with the temperature; and is, indeed, 2-4 parts per 
thousand greater than the volume in true cubic centimetres. 

In volumetric analysis this method of graduation gives rise, 
of course, to no error, because the volume measurements with 
the different apparatus are only relative. It is, therefore, of no 
consequence what volume is taken as the unit, provided the 
same unit is employed throughout for the different apparatus. 

The case is, however, very different when the volumetric 
apparatus is to be used for the purpose of preparing solutions 
of definite concentration, or for other purposes where the 
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different apparatus are used independently ; in this case the 
apparatus must be graduated in true cubic centimetres. 

In order to determine a given volume, one determines the 
weight of a liquid, generally water (distilled), required to fill 
the volume, the weight being reduced to vacuum. To save the 
trouble of making this reduction, use can be made of the 
following table, which gives the volume (in true cubic centi- 
metres) corresponding to an apparent weight of i gm. of water 
{i.e. weight in air) ; and the apparent weight of i c.c. of water, 
at different temperatures. The table applies only when the 
weighings are carried out with brass weights. 



Temperature. 


Apparent weight of i c.c. 
of water. 


Volume corresponding 

with an apparent weight 

of 1 gm. of water. 


IO° 


09986 


1-0014 


11° 


0-9985 


1-0015 


w° 


09984 


I -0016 


13° 


0-9983 


I -001 7 


14° 


0-9982 


I-OO18 


15° 


0-9981 


I -0019^ 


16° 


0-9979 


I -002 1 


17° 


0-9977 


1-0023 


18° 


09976 


1-0024 


19" 


0-9974 


1-0026 


20° 


-0-9972 


I-OQ28 


21° 


0-9970 


1-0030 


23° 


0-9967 


1-0033 


23° 


0-9965 


1-0035 


24° 


0-9963 


1-0037 


25° 


0-9960 


1-0040 



Calibration of Measuring Flasks. — For the purpose of 
measuring definite volumes of liquid, as, for example, in making 
solutions of definite concentration, flasks of various sizes, pro- 
vided with fairly long necks are employed. These should be 
fitted with accurately fitting, ground-in stoppers (hollow stoppers 
being preferable to those of solid glass), and are made so as to 
contain a definite, whole number of cubic centimetres of a 
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liquid when filled up to a ring marked on the neck. The bulb 
of the flask should be of such a size that the volume mark is 
near the lower end of the neck. 

With regard to the width of the neck, this should be of 
such a size that the error in reading the volume is not greater 
than the allowable error in the calibration of volu- 
metric apparatus, which may be taken as 0^05 per 
cent, of the volume measured. In the case of 
smaller flasks, for 50 c.c. or less, the Regnault 
flask (Regnault pyknometer) is very useful. This 
has a very narrow neck, so as to diminish the error 
in reading; and in order to obtain sufficient air- 
space to ensure ready mixing, the neck is widened 
at the top {Fig. i). 

Although the flasks made by the best makers 
will, as a rule, be found sufficiently accurate, no 
flask should be employed for accurate work with- 
out being tested. 

To calibrate a flask, the latter is first cleaned 
and thoroughly dried; it is then counterpoised on a balance, 
and distilled water, having a temperature of 15° to 18°, is run 
into the flask until the lower edge of the meniscus stands at 
the level of the volume mark on the neck. Any water which 
may have got on the neck above the mark should be removed 
by means of filter paper. The weight of the water is then 
determined. (For flasks having a volume of 200 c.c. upwards, 
the weighings should be carried out on a balance, which need 
not be accurate to less than a centigram ; in the case of smaller 
flasks, the weighing must be done on a more sensitive balance.) 

Having determined the weight of water contained in the 
flask up to the mark, the volume can be obtained from the 
table given above. For example, since an apparent weight of 
1000 gm. corresponds with a volume at 17° of ioo2'3 c.c, 
the true volume of the flask is obtained from the expression 




Fig. 1. 
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1002'^ X tU 

, where w is equal to the weights employed. If the 

error is at all considerable, a second ring, corresponding with 
the volume of looo c.c. (or other volume, according to the 
flask), should be etched on the neck. 

It may also be necessary sometimes to graduate a flask for 
one's self. In this case the flask, after being cleaned and 
dried, is counterpoised on a suitable balance; the necessary 
weights are placed on the scale-pan, and distilled water is then 
poured into the flask until counterpoise is obtained. In this 
case the last few cubic centimetres should be introduced by 
means of a pipette, any drops of water which may have formed 
on the upper part of the neck being first removed by filter 
paper. Since from the table we learn that the apparent weight 
of I c.c. of water at 17° is o'ggTj gm., the weights necessary 
for any given volume can be calculated. 

Marking a Ring on the Neck. — After the necessary 
amount of water has been introduced into the flask, the latter . 
is placed on a level table, and a strip of gummed paper is then 
fixed round the neck, so that its upper edge coincides with the 
lower edge of the water meniscus. The water is then emptied 
from the. flask, and the neck coated with a thin, uniform layer 
of paraffin wax, extending some distance on either side of the 
gummed paper. When the wax has become cold, a ring is cut 
by means of a knife along the upper edge of the gummed 
paper. The exposed glass is then etched by means of hydro- 
fluoric acid, the acid being rubbed into the cut in the wax by 
a little mop of cotton-wool wound round the end of a stout 
copper wire. 

Calibration of Pipettes.— Pipettes are calibrated by 
weighing the water which they deliver. In carrying out the 
calibration, however, several precautions must be observed if 
an accuracy of 0-05 per cent, is to be obtained. In the first 
place, it must be seen that the glass of the pipette is free from 
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all greasiness, so that the water runs from the pipette without 
leaving drops behind. If necessary, therefore, the pipette must 
first be thoroughly cleaned. This is best effected by filling the 
pipette several times with warm concentrated sulphuric acid, to 
which a quantity of a solution of potassium bichromate has 
been added, or the pipette may be left for some time full of the 
acid bichromate mixture.' If the liquid is sucked up by mouth, 
care must be taken not to suck the solution into 
the mouth. As this sometimes happens, owing to 
the end of the pipette being inadvertently raised 
above the level of the solution, it is wise to attach 
to the end of the pipette a safety tube of the form 
shown in the figure (Fig. 2). 

Again, attention must be paid to the way in 
which the pipette is allowed to deliver, and also 
to the time of delivery. In allowing a pipette to 
deliver, place the end against the side of the vessel 
into which the liquid is being run, and immediately Fig. 2. 
the liquid ceases to flow, blow through the pipette 
and then withdraw. The pipette, also, must not be allowed to 
deliver too rapidly, otherwise varying amounts of liquid will 
be left adhering to the sides, and, consequently, the volume 
delivered will vary. The time of outflow must therefore be 
regulated so that the time required for delivery is from 40 to 
50 seconds. This can be effected by partially closing the end 
of the pipette in the Bunsen flame. 

Having cleaned and regulated the time of outflow of the 
pipette, the position of the mark on the stem is first determined 
approximately. To do this, a mark is made on the stem with a 
pencil for writing on glass, or with ink ; distilled water is drawn up 

' When not in use, pipettesr should be kept standing in a tall cylinder 
full of the bichromate solution ; the glass will in this way be prevented from 
becoming greasy. The pipette in then rinsed out two or three times with 
distilled water before use. 
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to this mark, and then allowed to flow into a previously weighed 
stoppered or corked flask, and the weight of water determined. 
According as this weight is greater or less than the desired 
amount, a strip of gummed paper, with sharp cut edge, is 
placed round the stem of the pipette below or above the first 
mark ; water is sucked up into the pipette, its level adjusted to 
the upper edge of the paper strip, and the weight of water 
delivered determined. If the correct position has not yet been 
obtained, another strip of paper is fixed round the stem, and 
another weighing of the water delivered is made. Some idea 
of where this second strip must be placed will be obtained from 
the difference between the first two weighings and the distance 
of the two marks apart. The second strip should be fixed at 
such a point that the weight of water is on the opposite side of 
the correct weight from that given by the first strip ; i.e. if the 
former weight was too small, the second strip should be placed 
so as to give too great a weight. Having in this way deter- 
mined two points on the stem of the pipette, such that the 
weight of water delivered is too great in the one case and too 
small in the other, the correct position of the mark can be 
calculated fairly approximately from the difference of the two 
weighings and the distance of the paper strips apart. A third 
paper strip should then be placed at the calculated point, and 
the correctness of the position tested by weighing the water 
delivered. Three concordant weights, the mean of which does 
not differ from the correct weight by more than oo^ per cent., 
must be obtained. To obtain the correct weight, we again 
make use of the table on p. 30, in order to find the apparent 
weight correspondiiig with the volume desired. The tempera- 
ture of the water used should be that of the mean room 
temperature, 15° to 18°. 

The position of the mark on the stem having been deter- 
mined, a ring is etched as explained on p. 32.* 

' The calibration as carried out above is valid only for water and 
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For certain purposes {vide Chap. IX.) pipettes are required 
to take up a definite volume of liquid. To calibrate a pipette 
for this purpose, a stoppered flask containing distilled water is 
weighed ; water is then drawn up to a mark on the pipette, and 
the amount thus withdrawn determined by reweighing the flask 
and water. The correct position of the mark on the pipette is 
determined by trial in the manner described above, and the 
correctness of the position tested by repeating the operation 
several times, as in the previous method of calibration. In order 
that the amount of water adhering to the walls of the pipette 
shall be as nearly as possible the same each time, the pipette 
should be placed in an upright position, with 
the point resting on filter paper, and allowed 
to drain for about five minutes. 

Calibration of Burettes. — Burettes are 
most simply calibrated by the Ostwald method 
with the help of a small pipette (generally 2 
c.c), the volume of which has been accurately 
determined (Fig. 3). The 
calibration pipette is attached 
to the burette in the manner 
shown in the figure (Fig. 4). 
If the burette is furnished with 
a glass tap, the clip I is 
omitted. The pipette may be 
kept in position by means of 
a loop of copper wire passing 
round the burette and the 
upper end of the stem of the 
pipette. 

Before use, the burette Fig. 3. Fig. 4. 




aqueous solutions. Where the pipette is to be used for other liquids, a rede- 
termination of the volume of liquid delivered should be made by dividing the 
weight delivered by the density of the liquid at the particular temperature. 
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and the pipette must first be thoroughly cleaned with bi- 
chromate and sulphuric acid (p. 33). The pipette is then 
attached to the burette, and the latter filled full with water. 
The clip I (or the stop-cock of the burette) is then opened 
so as to ■ fill the side tube of the pipette and the lower 
part of the latter below the mark a, care being taken that 
all air-bubbles are driven out of the tubes. The level of the 
water is then adjusted so that it stands at the zero mark on 
the burette, and at the mark a on the calibration pipette. The 
clip I is then carefully opened, and water allowed to flow from 
the burette until it reaches the mark d on the pipette. We 
have thus withdrawn a definite volume (say 2 c.c.) from the 
burette, and the reading on the burette is compared with this. 
The cUp II is then opened, and water allowed to run from the 
pipette until it reaches the mark a, and is collected in a small 
flask which has been previously weighed. The flask should be 
kept corked except while water is being run into it. A further 
2 c.c. of water is allowed to run from the burette, and a reading 
again made ; clip II is again opened, and water allowed to run 
from the pipette until the level falls to a; the water being 
again collected in the weighed flask. These operations are 
repeated until the water has been run down to the lowest mark 
on the burette. The total weight of water thus run off' is de- 
termined, and front this the volume of the calibration pipette 
is obtained. Knowing the volume of the pipette, and the 
corresponding readings on the burette, the corrections for the 
latter are obtained. Thus, suppose that the volume of the pipette 
was found correct, equal to 2 c.c, and that the readings on the 
burette, after successive withdrawals of 2 c.c, were i'99, 3*96, 
5-98, 8'o2, io'o2, 1 1 "98, etc., then the corrections to be applied 
at the points 2, 4, 6, 8, 10, 12, etc., c.c. on the burette would 
be + o'oi, -f o'oSj., + o'o2, — o"o2, — o"02, + o"o2, etc., and 
at any intermediate point, the correction may be taken as 
proportional to the corrections on either side of it. These 
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corrections for every two 2 c.c. may be written in tabular 
form; but it is better, especially if the corrections are 
considerable, to draw a curve of corrections, the burette 
readings being represented as abscissse, and the value of 
the corrections being represented as ordinates above (for 
positive corrections) or below (for negative corrections) the 
abscissa axis. The correction values are then joined by 
straight lines, so that for any given reading on the burette 
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the correction can be seen at a glance. Such a curve of 
corrections, plotted from the figures given above, is shown 
in the diagram (Fig. 5). 

As with pipettes, so also in the case of burettes, attention 
must be paid to the rate at which the liquid is allowed to flow 
out. The minimum time of outflow advisable will depend on 
the volume of liquid delivered; for 30 c.c. it should be not 
less than about 40 seconds. 

With burettes the accuracy to te attained is not in general 
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so great as with pipettes, and will depend on the width of the 
burette. The latter should be as small as possible, consistent 
with convenience in length. For most purposes it is convenient 
to use a 30-c.c. burette, the width of which should be from 
8-10 mm. With such burettes an accuracy of about o"o8 per 
cent, can be obtained on a reading of 10 c.c. 



CHAPTER III 



DENSITY OF LIQUIDS AND GASES 

A. — Density of Liquids 

The density of a liquid or solid substance is the weight of a 
given volume of the substance, compared with the weight of 
the same volume of water at 4°, weighed in vacuo; or, it is 
the mass of unit volume of the substance. The description 
of the methods for the determination of the density of solids 
may be omitted here. 

The density of liquids is most easily determined by means 
of vessels of accurately defined volume, called pyknometers. 
These are made of very vary- 
ing shapes, but the simplest 
and most generally useful form 
is the Ostwald modification 
of the Sprengel pykno meter 
(Fig. 6). 

This form of pyknometer, 
which can be easily made by 
the student, consists of a 
moderately wide (10-15 m'ti-) 
and rather thin glass tube, to 
which narrower tubes, a and 
b, are sealed and bent as shown 
in the figure. These are preferably made of light capillary 
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tubing, with not too thick walls, and with a lumen of about 
i-i'S mm. in diameter. About the middle of the upper 
arm of the tube b, the bore of the tube should be slightly 
constricted, and a ring etched on the glass ; and tube a should 
be drawn out to a point, and the bore thereby constricted. 
If desired, the ends a and b may be fitted with caps, which 
may be ground so as to fit accurately, or which may simply be 
slipped over the ends of a and b. In general, however, these 
will not be absolutely necessary. 

The volume of the pyknometer should be about 5-15 c.c. 
This will allow of an accuracy of about i unit in the fourth 
place of decimals, which will be quite sufficient for all our 
purposes. 

In carrying out a determination of the density of a liquid, 
the pyknometer must first of all be cleaned and dried, by 
washing well with distilled water (if necessary, with other 
solvents first, and then with water), and then with a small 
quantity of alcohol (redistilled methylated spirit). It is then 
placed in a steam oven for 10-15 minutes, and a current of 
air drawn through by means of a pump. It should, however, 
be noted that after being heated, the pyknometer does not 
immediately acquire its true volume on cooling; and an ap- 
preciable error may be introduced, especially in more accurate 
work, if sufficient time (from 12 hours up to several days, 
according to the glass of which the pyknometer is made) is 
not allowed to elapse before the pyknometer is used. If it is 
not convenient to wait this time, the heating should be avoided, 
and the pyknometer cleaned and dried by washing successively 
with water, alcohol, and ether (redistilled), and then drawing 
a current of air through the tube. 

The pyknometer, cleaned and dried, is first weighed 
empty. For this purpose it is suspended from the end of 
the balance beam by means of a double hook (Fig. 7), made 
either from platinum or from copper wire, preferably the 
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former.' The pyknometer is then filled with distilled water, 
which has been recently boiled and allowed to cool, by 
attaching a piece of india-rubber tubing to the 
end b, and sucking gently while the end a dips 
in the water. The introduction of air-bubbles 
must be carefully avoided. The pyknometer thus 
filled is then suspended in a large beaker of water, 
the temperature of which must be kept constant 
to within o-i°, as shown by a thermometer im- 
mersed in the water. Where a number of deter- pjg_ 
minations of the density have to be made, it is 
more convenient to use a constant temperature bath (ther- 
mostat), the temperature of which is maintained constant by 
means of an automatic thermo-regulator (see p. 63). 

The pyknometer may be suspended in the bath by means 
of a wire hook placed over a glass rod laid across the top of 
the beaker; but it is better to use a holder cut from sheet 
zinc or copper (Fig. 8), and fur- 
nished with lugs which can be 
hooked over the edge of the 

bath. In the sheet of metal a X '^-^ 

hole is cut, which allows the 

body of the pyknometer to J I3^^~\ZT V, 

pass through, while the arms } V-y~^ ( 

rest against the ends a and b. Fig. 8. 

The length of the opening 

should be such as to allow the pyknometer to pass so far 

through, that the mark on the tube b of the pyknometer is just 

above the metal plate ; and the water in the bath should be of 

such a height that it just touches the under side of the plate. 

By means of this arrangement, the danger of water getting 

' It is not advisable to attach a wire permanently to the pyknometer, 
because of the greater difficulty in removing all moisture after the pykno- 
meter has been immersed in water. 
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into the ends of the pyknometer tubes is avoided, and the 
pyknometer is held in position more securely than by hooks. 

When the pyknometer and its contents have taken the 
temperature of the bath (say after 15-20 minutes), the amount 
of water must be so adjusted that it fills the pyknometer 
from the point of the tube a to the mark on b (Fig. 6). If 
there is too little water, a rod or tube carrying a drop of water 
is placed against the end of the tube a, when water will be 
drawn into the pyknometer by capillarity. If there is too 
much water, a piece of filter paper is carefully placed against 
the end of a, whereby water can be drawn from the pyknometer 
until the meniscus stands opposite the mark on b. This 
requires a little care. If too much water is withdrawn, more 
must be introduced as described above, and the adjustment 
again made by means of filter paper. 

Instead of using filter paper, the adjustment can also be 
made in the following manner : A piece of rubber tubing, a 
few centimetres in length, is placed over the end of b, and a 
rough adjustment made by pushing a glass rod into the open 
end of the rubber tube. The exact adjustment is then made 
by compressing the rubber tube with the fingers until the water 
is driven along to the mark. Before releasing the tube, any 
drop of water which may have collected at the point of a is 
removed by means of a glass rod. The pyknometer is now 
removed from the bath, and the outside carefully dried by 
means of a cloth, whereby care must be taken that none of the 
water is expelled from the pyknometer by the heat of the hand. 
When it has taken the temperature of the balance case, it is 
weighed. 

If concordant and accurate weighings are to be obtained, it 
is essential that the outside of the pyknometer shall always be 
dried and treated in exactly the same way, since otherwise the 
amount of moisture which remains absorbed on the surface will 
vary, and may cause an appreciable error. 
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After having determined the weight of the pyknometer 
filled with water, the pyknometer is once more dried out and 
filled with the liquid the density of which is to be determined. 
It is placed as before in the bath at constant temperature, the 
liquid is adjusted to the mark, the pyknometer dried with a 
cloth in the same manner as before, and weighed. 

Calculation of the Density. — If the temperature at 
which the pyknometer is filled with water and with the other 
liquid is the same, then the ratio of the weight of liquid (W) 
to the weight of the water (W) gives the approximate density 
(uncorrected for the buoyancy of the air) of the liquid com- 
pared with that of water at the same temperature. This is 

« W 
represented by (^ = --- . For certain purposes, as in the deter- 
mination of the relative viscosity (Chap. V.), this ratio is all 
that is required ; but in all cases where the absolute density of 
the liquid is desired, we must compare the weight of the liquid 
at the temperature f with the weight of the same volume of 
water at 4°. The density of the liquid at temperature t° 
compared with water at 4° is then given by the expression 

'° W 
d^" = — X D, where D is the density of water at / . (See 

Table below.) 

The value of the density just given must still be corrected 
for the buoyancy of the air by taking into account the density 
of the latter, and we therefore obtain as the expression for the 
density of a liquid — 

/ = ^ - o"o°i2(V V'- W ) 
4° W W 

If the temperature at which the pyknometer is filled with 
water and with the other liquid is not the same, then a further 
correction is necessary for the expansion of the glass, and we 
obtain as the complete expression for the density of a liquid — 
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/ WD o-ooi2(W'- W) , WD ^ . ,, ^x 

In this expression, 

W is the apparent weight of water in air at temperature t ; 
W is the apparent weight of the liquid in air at tempera- 
ture / ; 
D is the density of water at the temperature / ; 
0-000024 is the coefficient of cubical expansion of glass; 
o"ooi2 is the mean density of air. 



Density of Water at Different Temperatures 







Difference in density for 


Temperature. 


Density. 


0-1°, in units of the fiftli 
decimal place. 


0° 


0-999874 




t' 


I'OOOOOO 

999992 


0-8 
2'3 

3-8 
5-3 
6-6 


6° 


0999969 


7" 


0-999931 


8° 


0-999878 


9° 


0-999812 


8-1 


10° 


0-999731 




11° 


0-999637 


9'4 
10-7 
12-0 
i3'3 

15-6 
16-8 
18-0 


12° 
13° 


0-999530 
0-999410 


14° 


0999277 


15° 


0-999132 


16° 


0-998976 


17° 


0-998808 


18° 


0-998628 


19° 


0-998437 


19-1 


20° 


0998235 


20-2 


21° 


0-9981023 


21-2 


22" 


o- 997800 


22-3 


23° 


0-997568 


23-2 


24° 


^-^^. 0-997326 
0-997073 


24-2 

253 
26-2 


26° 


0-99681 I 


< 


0-996540 


27-1 
28-0 
29-0 


28° 
29° 


0996260 

0-995971 


30° 


0-995674 


29-7 
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B. — Density of Gases and Vapours 

Determinations of the density of gases and vapours are of 
value for the chemist on account of the fact that from the value 
of the density the molar weight of the substance in the gaseous 
condition at the temperature of vaporization can be calculated. 

As in the case of liquids, the (absolute) density of a gas is 
the mass of unit volume, i.e. of i c.c. ; but as the volume of a 
gas is greatly influenced by temperature and pressure, the 
density of a gas is defined as the mass of i c.c. at the tempera- 
ture of 0° and under the pressure of 760 mm. of mercury. 
More frequently, however, use is made of the relative density, 
i.e. the weight of a given volume of the gas compared with 
the weight of the same volume of another gas, the density of 
which is taken as the unit, when measured under the same 
conditions of temperature and pressure. As a rule, hydrogen 
is taken as the comparison gas, its density being put equal to 
unity. Not infrequently, however, air is employed for the 
same purpose. Since air is i4"4 times as dense as hydrogen, 
the density of a gas referred to that of air equal to i, can be 
reduced to density relatively to hydrogen by multiplying by i4'4. 

If the density of a gas, referred to that of hydrogen equal 
to unity, is d, then its molar weight is equal to 2 x d. 

Since, in chemistry, determinations of the density of gases 
are chiefly made for the purpose of obtaining the molar weight, 
it has been suggested (Ostwald) to refer the density of a gas to 
that of oxygen equal to 32, That is to say, as unit of density 
we choose that of an imaginary gas, the density of which is 
equal to g^ that of oxygen. In this way the number expressing 
the density also expresses the molar weight. Since oxygen is 
now taken as the basis of atomic weights, it is better also to 
take it as the basis of densities and of molar weights. 

Determination of the Density of a Qas. — For the 



46 



PRACTICAL PHYSICAL CHEMISTRY 




Fig. 9. 



determination of the density of a gas, the most convenient and 
at the same time most accurate method is to weigh the gas in 
a glass bulb of known volume. The bulb, 
which should be blown strong enough to 
withstand a pressure of i atm., may have 
a volume of 100-200 c.c. ; and sealed into 
it is a glass tube furnished with a well-fitting 
glass tap (Fig. 9). Before being used, the 
tap must be uniformly coated with a lubri- 
cant, the best being that recommended by 
Ramsay.^ If it is desired to determine the 
absolute density of a gas, the volume of the 
bulb must first be ascertained. This is done 
by weighing the bulb empty and then filled 
with distilled water at a known temperature. 
To fill the bulb with water, it is first 
exhausted as completely as possible by means q{ a pump,^ 
and the tap then opened while the end of the tube dips 
under the surface of a quantity of distilled water. The tap 
is again closed, so that its bore remains full of water, and 
the tube above the tap is then dried by means of filter 
paper. The bulb full of water is then weighed to i cgm. 
The volume of the bulb is then obtained by multiplying the 
weight of water by its density at the particular temperature 
(see p. 44). 

In order to eUminate as far as possible errors due to the 
buoyancy of air, a similar globe of approximately the same 
weight and volume should be used as a counterpoise. 

The water is then removed from the bulb by means of a 
filter pump, and the bulb dried by washing successively with 

' This is made by melting together 3 parts of vaseline, I part of paraffin, 
and 6 parts of soft rubber. 

'^ A Fleuss pump is the most convenient, but an ordinary water pump 
may also be used here. 
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alcohol and ether, warming in a steam oven and exhausting 
several times till all the ether has been removed. 

After a sufificient time has elapsed to allow the bulb to 
regain its normal volume (see p. 40), it is filled with the gas, 
the density of which is to be determined, and again weighed. 
Knowing the volume of the globe and the weight of the gas, 
knowing also the temperature and pressure at which the globe 
was filled, the density of the gas or the weight of i c.c. at 
N.T.P. can be calculated. 

If W is the weight of the gas filling the globe, the volume 
of which is v c.c, and if ^° is the temperature and/ mm. the 
pressure at which the globe was filled, then the volume of the 
gas at N.T.P. would be — 

° (273 + /)X76o; 

W 
The density of the gas is therefore d = —. 

Since i gm.-molecule of a gas at N.T.P. occupies the volume 
of 22400 c.c, the molar weight of the gas is given by 
„ __ 22400 X W 

Experiment. — Determine the Absolute Density of Dry Air. 

The volume of the bulb is first determined, as explained above, 
by filling it with water at a known temperature. The dry bulb 
is then clamped in a bath of water kept at a constant temperature, 
say 25° (see Chap. IV.), so that the bulb is entirely immersed, 
but not the stop-cock (Fig. 10), and a T-tube a is attached to it 
by means of pressure tubing. The side tube of a is connected 
with a Fleuss or mercury pump by means of pressure tubing 
on which there is a screw-cHp, I ; and to the end of a a tube 
of calcium chloride is attached, also tfy means of pressure 
tubing furnished with a screw-chp, II. This clip is kept closed, 
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and the bulb exhausted by means of the pump ; then clip I is 
closed and II partially opened so that a slow current of air is 

drawn into the bulb. 
The bulb should in this 
way be twice exhausted 
and twice filled. It is 
now allowed to stand 
in open communication 
with the air for about 
five minutes so that the 
gas may take the tempe- 
rature of the bath, and 
the stop -cock is then 
closed. The tube a is 
disconnected, and the bulb removed from the bath and care- 
fully dried, bearing in mind what was said with regard to the 
drying of pyknometers (p. 40). It is then allowed to take the 
temperature of the balance case and weighed, a similar globe 
being used as a counterpoise. The barometer must also be 
read. 

The absolute density is then obtained by means of the 
formula on p. 47. 

Experiment. — Determine the Density of Carbon Dioxide rela- 
tive to that of Air, and calculate ike Molar Weight of the Gas. 

First weigh the bulb filled with dry air in the manner de- 
scribed in the previous experiment; then fill it with carbon 
dioxide and weigh again. 

For the purpose of filling the bulb with carbon dioxide, an 
apparatus for generating this gas — best a Kipp apparatus — is 
attached to the calcium chloride tube, and after the bulb has 
been exhausted, a slow current of gas is allowed to pass into 
it, the exhaustion and filling being carried out twice after all 
the air has been driven from the connecting tubes. The bulb 
is then left in free communication with the CO2 apparatus for 
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about five minutes, the tap then closed, and the bulb discon- 
nected. Since the gas in the bulb is under a pressure greater 
than atmospheric (owing to the pressure in the generator), it is 
necessary before removing the bulb from the bath to slowly 
open and then immediately close the glass stop-cock, so that 
the pressure in the bulb becomes equal to the atmospheric 
pressure. The bulb is then dried as before and weighed. 

Since the bulb was filled with air and carbon dioxide at the 
same temperature and under the same pressure, and since the 
volume of the two gases is equally affected by changes of 
temperature and pressure, the ratio of the weights determined 
above will give the relative density, i.e. — 

density of CO2 _ weight of CO.^ 
density of air weight of air 

The error in the determinations must not exceed i per cent. 
Calculations — 

1. Given that the absolute density of air is o'ooi293, 
calculate from your determinations the absolute density of 
carbon dioxide. 

2. Having given that the density of air referred to that of 
oxygen equal to 32 is 28'8, calculate the molar weight of 
carbon dioxide. 

Deterinination of Vapour Density. — For the deter- 
mination of the density of the vapour of a substance when the 
latter is not a gas at the ordinary temperature, the most con- 
venient method is that due to Victor Meyer, or the allied one 
due to Lumsden. 

I. Victor Meyer's Method. — The Victor Meyer apparatus (Fig. 
1 1) consists of a cylindrical vessel, B, having a long, narrow neck, 
to which are sealed two side tubes C and D. The side tube D 
isclosed by a tightly fitting india-rubber stopper, through which 
a glass rod, with flattened end, passes air-tight. It should be 
lubricated with graphite. The side tube C is connected with a 
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bent capillary tube G, the horizontal portion of which may 
be made from i^ to 2 feet long; the free end of this tube is 

then attached to the top of 
a Hempel gas burette F, 
filled with water. In making 
these connections, thick - 
walled india-rubber tubing 
should be employed, and 
the ends of the two glass 
tubes should be brought up 
close together. 

The tube B, the upper 
end of which is closed by 
a rubber stopper, is placed 
in the wider tube A, which 
contains a liquid the boiling- 
point of which is at least 
2o°-3o° above the boiling- 
point of the liquid • to be 
vaporized.^ The mouth of 
A is closed by a large cork 
with a deep groove cut in 
one side to allow for ex- 
pansion of the air in the 
tube. In order to allow B 
to pass through, it will be 
necessary to cut the cork 
in two pieces. To prevent 
bumping, a few pieces of 
porous tile, or similar mate- 
rial, are placed in A, and the liquid is boiled, the three-way stop- 
cock H being meanwhile open to the air to allow the expanded 

' Suitable heating liquids are water (100°), aniline (183°), nitrobenzene 
(211°), o- bromonaphthalene (279°). 
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gas to escape. After the liquid in A has been boiling for ten 
minutes with such vigour that its vapour rises almost to the top 
of the tube, it is ascertained whether the temperature in B has 
become constant, by turning the tap H so as to make connection 
between B and the burette. If the temperature has become 
constant, the level of the water in the burette will remain 
unchanged. When constant temperature has been attained, 
the tap H is again opened to the air, the stopper at the end of 
B removed, and a weighed quantity of the liquid to be vaporized, 
contained in a small stoppered weighing bottle, is dropped on 
the flat end of the glass rod passing through D. The rubber 
stopper is then replaced, communication between B and the 
burette made through H, and the bottle with the liquid allowed 
to drop to the bottom of B by rotating the glass rod. On 
reaching the bottom of the tube, the liquid is vaporized, and 
expels a volume of air equal to the volume of the vapour at the 
particular temperature. As the air passes over into the burette, 
the reservoir must be lowered so that the level of the water in 
the reservoir and burette remain about the same. This 
diminishes the danger of leakage. So soon as the volume of 
air in the burette becomes constant, the water levels are 
adjusted and the volume of the expelled air is read off. At 
the same time the temperature is read from a thermometer 
hung up beside the burette, and the height of the barometer is 
also noted. 

If a gas burette is not available, an ordinary burette, 
arranged as shown in Fig. 12, can be employed. The upper 
end of the burette is closed by a rubber stopper, through which 
passes a T-tube furnished with a stop-cock, a. This takes the 
place of the three-way tap H of the Hempel burette. To this 
the tube G from the vaporization bulb is attached. The place 
of the movable reservoir is taken by the tube A, about i cm. 
wide, which is attached to the lower end of the burette, and is 
furnished with a piece of rubber tubing and spring clip B. 
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The burette is filled by pouring water into A, while the tap a 
is open, and the level is adjusted by means of the spring clip 
B. When the experiment is in progress, 
and as air is being expelled from the 
vaporization tube, into the burette, the 
water must be allowed to run from A so 
that the level in the two tubes remains 
about the same. At the end of the ex- 
periment the levels are accurately adjusted, 
and the volume of air in the burette is 
read off. 

It is a further advantage to have the 
burette surrounded with a mantle through 
which water circulates. The temperature is 
then determined by means of a thermometer 
hung inside the mantle. 

Details. — It is desirable that the process 
of vaporization should take place as rapidly 
as possible ; if it takes place slowly, diffusion 
and condensation of the vapour on the upper 
and colder parts of the tube may occur. The 
^^80 B volume of air expelled will then be too small. 
For the same reason, the volume of air ex- 
pelled should be read as soon as it becomes 
constant. 
It is sometimes found that the stopper of the weighing 
bottle becomes fixed, so that the liquid is prevented from 
vaporizing, or vaporizes very slowly. To obviate this, the 
stopper should be loosened, or removed altogether (if the liquid 
is not too volatile), before the weighing bottle is dropped on to 
the glass rod at D. In this case, care must be taken that the 
weighing bottle is not filled so full that the liquid wets the 
stopper; and the bottle must be lowered carefully, but as 
rapidly as possible, on to the glass rod by sliding it down the 
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side of B with a strip of paper folded lengthwise into the shape 
of a V. To prevent vaporization as far as possible while the 
weighing bottle and liquid rest on the rod at D, the upper end 
of the tube B should be protected from the heat of the flame 
and the bath A, by means of a sheet of asbestos board, placed 
on the top of the cork closing the mouth of A. 

To prevent the bottom of the tube B being broken by the 
fall of the weighing bottle, a small quantity of mercury should 
be poured into B before commencing the experiment, provided 
the temperature employed is not much above 150°. When 
high temperatures are used, a small pad of asbestos fibre can 
be used instead of the mercury. 

After each experiment, all vapour must be removed from 
the tube by blowing air through the latter. 

The error in the determination of the density by the above 
method should not exceed 5 per cent. 

Experiment. — Determine the Density and Molar Weight 
of Acetone or of Chloroform Vapour. 

The experiment is carried out as described above, water 
being used as heating liquid. 

Calculation. — Let — 

V be the volume of the air expelled, measured in c.c. ; 

t the temperature of the air ; 

b the barometric pressure ; 

/the vapour pressure of water at the temperature t {vide 
infra) ; 

VV the weight in gm. of the substance taken. 
Then the volume of the air expelled reduced to N.T.P. will 
be— 

" '(/+273)X76o 

f'„ is therefore equal to the volume which W gm. of the vapour 
would have at N.T.P., and the weight of i c.c. of the vapour 
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would therefore be — • Since i c.c. of the fictitious gas which 

we have chosen as the unit of density (p. 45) weighs 0-00004465 
gm., the density of the vapour referred to this unit will be — 

W W 

d = — — = = 22400 — 

4-465 X 10-'* X Wo »o 

This number also represents the molar weight of the vapour. 

The value of the vapour pressure of water at different 
temperatures is given in the following table : — 



Vapour Pressure of Water in Millimetres of Mercury 
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2. Lumsdefis Method. — In Victor Meyer's method, as we 
have seen, the pressure is maintained constant (equal to that 
of the atmosphere), and the increase in volume due to the 
formation of vapour is determined. In Lumsden's method, 
however, the volume is maintained constant, and the increase 
in pressure measured. 

Before using this method, read through the description of 
the Victor Meyer apparatus and method. 

The apparatus is shown in Fig. 13. The vaporization tube 
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B is essentially the same as in the Victor Meyer apparatus, 
only much shorter. It is fitted into the wide boiling-tube A, 




Fig. 13. 

which carries a spiral glass condenser, by means of an india- 
rubber bung.' 

' In the original apparatus described by Lumsden, the boiling-tube was 
sealed to the neck of the vaporization tube. This has the advantage that 
heating liquids which attack rubber can be used. It has, however, the 
disadvantage that the apparatus is thereby rendered considerably more 
expensive, and if the outer boiling-tube is broken, repair is impossible. It 
is much'better, therefore, in all cases in which the heating liquid permits 
of a rubber bung being used, to adopt the apparatus as shown in Fig. 13. 

In Lumsden's original apparatus, also, the horizontal capillary CG con- 
sisted of one piece. As this is very liable to be broken, it is better to cut 
the capillary, and connect the two pieces by means of thick-walled rubber 
tubing. In doing this, the two ends of glass tube should be brought up 
close to each other, and the rubber tubing should also be wired on. 
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The apparatus is best supported on a square asbestos 
heating box, and while the liquid in A is being boiled (use 
porous tile to avoid bumping), the stop-cock H is kept open 
to the air. To protect the upper part of the tube B from the 
hot air, a sheet of asbestos board, cut with a hole for the passage 
of the tube, is placed on the top of the rubber bung. 

The perpendicular capillary tube F, on which there is a 
fixed mark, is connected by means of thick-walled rubber tubing 
with the tube M, which is graduated in millimetres. The ends 
of the rubber tube must be wired to both F and M. This tube 
must be filled with so much mercury that when the mercury in 
F is at the fixed mark, the meniscus in M is at the top of the 
graduated portion, or even a little above it. Care must be 
taken that the mercury forms a continuous thread unbroken by 
air-bubbles. 

The preliminary heating of the vaporization tube is carried 
out as with the Victor Meyer apparatus. The attainment of 
constant temperature is shown by the mercury in tube F 
remaining stationary when the stop-cock H is closed. 

When constant temperature has been attained, introduce the 
weighing bottle with substance as with the Victor Meyer 
apparatus^ and replace the stopper at E. Adjust the mercury 
so that it stands at the fixed mark on F, close the stop-cock 
H, and then allow the weighing bottle to fall to the bottom of 
B, which must be protected by mercury or asbestos. 

As the liquid vaporizes in B, the pressure in the apparatus 
will increase. The mercury should always be kept near to the 
mark on F by raising the tube M. When the vaporization is 
complete and the mercury has become stationary, place the 
manometer tube M close to the tube F, and adjust the level 
so that the mercury stands at the mark on F. Then read off 
the difierence in height (/) of the two mercury surfaces. 
This represents the increase of pressure due to the vapour 
produced. 
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With the Lumsden apparatus, two methods can be employed 
for obtaining the value of the vapour density — a comparison 
method and an absolute method : — 

a. Comparison Method. — First determine the increase of 
pressure (difference of level of the two mercury surfaces) pro- 
duced by a known weight of a substance, the molar weight 
of which is also known. From this calculate, by simple propor- 
tion, the difference of level which would be produced by i mole 
of the substance. Then determine the pressure produced by a 
known weight of the substance, the density of which is desired, 
and calculate from this how many grams of it would be required 
to give a pressure equal to that produced by i mole of the 
known substance. The number thus obtained represents the 
molar weight of the substance, and also the density referred to 
that of oxygen equal to 32 (p. 45). 

After each experiment, all vapour must be removed by a 
current of air. 

b. Absolute Method. — In using this method, the volume of 
the vaporization tube must be determined, by weighing the tube 
empty and then full of water, In doing this the outer boiling- 
tube A should be removed, and the connection between C and 
G broken. (Decide with what accuracy this weighing must be 
done.) 

Let Vi be the volume of the vaporization tube, b the 
barometric pressure, and / the increase of pressure, in milli- 
metres of mercury, produced by the vaporization of a known 
weight (W gm.) of the substance. Jf the pressure were kept 
constant and equal to b, the volume of the air -f- vapour would 
be, say, v^. In order to reduce this volume to t\, the pressure 
^ -f / is necessary. Hence, since the product of pressure and 
corresponding volume is constant, we obtain bv^ = (b +J>)Vi, or 

Z)^ = ^'^ T . But the volume of the air under the pressure b 
b 

is Vi. Hence the volume of the vapour under atmospheric 
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pressure b is '"-^^H — v^ =b' '^'^'^' *^"' ^^ ^"^^ volume 
of W gm. of vapour under the pressure b and at the temperature 
(t) of vaporization (boiling-point of the heating liquid). The 
volume at N.T.P. is therefore — 

J, ^ VxP X 273 X ^ _ -dxp X 273 
° b-Kit-k- 273) X 760 {t + 273) X 760 

As before, therefore (p. 54), the density referred to that of 
oxygen equal to 32, and also the molar weight are equal to — 

W 
M = rf = 22400 — 

The error in the determinations should not exceed 5 per cent. 

Experiment. — Determine the Vapour Density and Molar 
Weight of Acetone. 

1. Make two determinations of the increase of pres- 
sure produced by known weights of chloroform, and calculate 
from these values the increase of pressure which would be pro- 
duced by I mole of chloroform. Then determine (after 
removing the vapour from the tube) the increase of pressure 
produced by a known weight of acetone. From the value 
obtained, and from the mean of the two values obtained with 
chloroform, calculate the density and molar weight of acetone. 

2. Determine the volume of the vaporization tube and the 
increase of pressure produced by a known weight of acetone. 
Calculate the molar weight of acetone, and compare the value so 
obtained with the value obtained in the previous experiment by 
the comparison method. 



CHAPTER IV 

THERMOSTATS 

As very many of the measurements in physical chemistry are 
markedly affected by temperature, it is necessary to have some 
means whereby experiments can be carried out at constant 
temperature. Constant temperature baths, or thermostats., are, 
therefore, a very essential part of the equipment of a physical 
chemical laboratory. 

The method employed for obtaining a constant tempera- 
ture will, of course, depend largely on the temperature required. 
Occasionally, changes of physical state, e.g. fusion and vaporiza- 
tion, in which the temperature is maintained constant by the 
process itself, can be employed with advantage ; more especially 
is this the case when boiling liquids can be used. This method 
finds its chief application when the apparatus can be entirely 
surrounded by a jacket filled with the vapour of the boiling 
liquid, e.g. in the Victor Meyer or Lumsden apparatus for the 
determination of vapour densities (p. 50). The method has 
the disadvantage that one is bound more or less to certain 
fixed temperatures; for although variations can be obtained 
by artificially controlling the pressure under which the liquid 
boils, the apparatus thereby becomes much more compli- 
cated. 

The melting of substances may also be used to produce 
constant temperatures, and in this connection the substance 
most commonly employed is ice. If a temperature of 0° is 
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desired, ice can be used, but it must be pure. It is therefore 
best to employ the ordinary ice to surround a vessel con- 
taining partially frozen distilled water. 

In a similar manner other temperatures dependent on the 
existence of invariant systems can be obtained, e.g. cryohydric 
temperatures and transition temperatures of certain salt 
hydrates. 

In by far the largest number of cases, however, constant 
temperatures are obtained by means of liquids, more especially 
of water. When the desired temperature is above that of the 
surroundings, heat is added to the bath to make up for the loss 
by radiation ; if the desired temperature is below that of the 
surroundings, the temperature is kept constant by adding cold 
water to the bath. 

The Bath. — The vessel for the constant-temperature liquid 
may vary, both as regards size and material, according to the 
purpose for which it is to be employed. For most purposes 
enamelled iron vessels are exceedingly convenient; or one 
may also use galvanized iron baths, which are everywhere 
obtainable at a small price. In the case of the latter, the 
inside of the bath should be painted either with ordinary white 
enamel, or, better, with "veluar" paint. In all cases it is 
better to surround the outside of the bath with felt. 

For some purposes, e.g. measurements of viscosity, it is 
necessary to have a transparent bath, or at least a bath with 
one of its sides transparent. In this case, a large beaker will 
often serve the purpose admirably. Or, if the temperature 
required is not very high, an inverted glass bell-jar can also be 
used ; but in general a metal bath fitted with glass sides will 
be preferred. Such a bath can be easily and cheaply made by 
having a strip of sheet iron bent so as to form two sides and 
the bottom of the bath, and furnished with flanged edges. The 
other two sides of the bath are then formed by clamping sheets 
of plate glass against the flanges, the joint being rendered 
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water-tight by the insertion of rubber tubing between the glass 
and the metal flange. 

As bath liquid, the most convenient is, of course, water. 
This can be used for all temperatures up to near its boiling- 
point; but when the temperature employed is higher than 
about 50°, it is well to cover the surface of the water with a 
layer of olive or paraffin oil, to prevent evaporation. The 
presence of these is, however, always more or less objection- 
able, and they can in general be dispensed with if a constant 
level apparatus is employed. For temperatures over 100° and 
up to 140°-! 50°, a concentrated solution of calcium chloride 
can be employed. 

Constant Level Apparatus. — When the temperature is fairly 
high, or when the bath is to be in use for a considerable time, 
it is convenient to have some 
arrangement for repairing loss by 
evaporation and maintaining the 
level of the water in the thermo- 
stat. This can be effected in 
various ways. A side tube of 
the form shown in Fig. 14 may 
be permanently attached to the 
bath ; water passes into the side 
tube and the bath through a, and 
the excess flows out through b. 
The water is therefore maintained 
at the level of the upper end of b. 

The same result can also be obtained by means of a Mariotte's 
bottle (Fig. 15). In this case, the water in the thermostat is 
maintained at the level of the lower end of the tube a, which 
must pass air-tight through the cork closing the mouth of the 
bottle. 

Another method is to have a bottle fitted with an air-tight 
cork, through which pass two tubes, a and b, bent as shown in 
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Fig. i6. The lower end of a, which should be placed in the 
thermostat at the height at which it is desired the water should 




Fig. 15. 



Fig. 16. 



be mainfained, should be widened out into a trumpet shape, 
while the end of 'the syphon tube b should be drawn out to a 
point so that the water flows from it in drops. Before use, this 
tube must be filled with water by blowing through a. 

The manner in which this works is as follows : If the level 
of the water in the thermostat falls, the end of a is opened to 
the air, and water will syphon from the bottle into the thermo- 
stat through b. This will continue until the water rises and 
closes the end of a again, whereby the action of the syphon is 
stopped. 

Regtdation of the Temperature. — When temperatures above 
that of the surroundings are to be maintained, heat must be 
added to the bath. This is generally effected by means of a 
gas flame, the size of which is automatically regulated by means 
of a thermo-regulator. 
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Various forms of gas therm o-regulators have been intro- 
duced; one of the most suitable for ordinary purposes 
shown in Fig. 17, which is very suitable 
when the vessel is not too large, and 
where the bath liquid is efficiently stirred. 
The wide end of the tube A is filled with 
toluene (on account of its considerable 
thermal expansibility and its fairly high 
boiling-point), while the bend and the 
narrow upright tube are filled with mer- 
cury. The upper end of the tube is of 
small bore, in ordel: to increase the sensi- 
tiveness of the regulator by giving a rela- 
tively large rise and fall of the meniscus 
for a given change of volume of the 
toluene. The gas passes in through the 
tube B, which is fixed by means of a 
cork in the upper expanded end of the 
regulator tube, and thence through the 
side tube C to the burner. If the tempe- 
rature of the bath should rise too high, 
the toluene expands and raises the sur- 
face of the mercury in the narrow tube, 
thus closing the end of the inlet tube B, 
and cutting off the gas supply. In order 
that the flame may not be completely extinguished, there is a side 
tube D (a by-pass), of india-rubber, through which gas passes 
directly to the burner. The clip on the rubber tube should 
be so regulated that the amount of gas which passes when the 
end of B is closed by the mercury, is just insufficient to main- 
tain the thermostat at the desired temperature. When the end 
of the tube B is closed, therefore, through the elevation of the 
mercury, the flow of heat to the thermostat will be diminished ; 
the temperature will fall, the toluene will contract, the mercury 
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meniscus will fall and so open the end of B again, and allow 
a larger supply of gas to pass. By means of this regulator, 
therefore, there will be a fluctuation of temperature about a 
certain mean value ; but if the regulator is working properly, 
the fluctuation should not exceed o"i°. 

Filling and Adjusting the Thermo-regulator. — Remove the 
inlet tube B and close the upper end of the regulator tube by 
means of an unbored cork. To the end of the exit tube C 
attach, by means of a piece of india-rubber tubing, a glass tube 
furnished with a stop-cock. Attach the end of the rubber tube 
D to a water pump, and exhaust the regulator, the stop-cock 
attached to C being meanwhile closed. Then close D, and 
open C under toluene. After toluene has passed into the 
apparatus, close C and again exhaust, placing the tube this 
time in a beaker of warm water, so that the toluene boils and 
expels the air. Close D and open C again under toluene, 
when a further quantity of toluene will enter the regulator. 
This operation must be repeated, if necessary, until the tube A 
is nearly full of toluene. Now remove the cork closing the 
end of the regulator tube, and pour in a quantity of mercury ; 
replace the cork, and, incUning the tube so that the mercury 
leaves the end of the capillary free, exhaust the tube once 
more ; place the tube upright and admit air. This operation 
must be repeated until there is sufficient mercury in the 
regulator. The amount of mercury will, of course, depend on 
the temperature at which the regulator is to be used ; for ordi- 
nary purposes, one may introduce sufficient mercury to fill the 
narrow upright tube and form a layer about i-i'5 cm. deep 
in the wide tube A. Any toluene which may have collected 
on the top of the mercury must be removed by means of a 
plug of cotton-wool, or by means of filter paper.^ 

' If sufficient care is exercised, the following method of filling the 
regulator may be employed : Warm the bulb A so as to expel some of 
the air, and then dip the end of the exit tube under toluene. As the bulb 
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The quantity of mercury must now be roughly adjusted for 
the temperature at which the regulator is to be used. For 
this purpose, the regulator is placed in a 
bath of water at the desired temperature for V 
several minutes. If too much mercury has 
been introduced, the excess is removed by 
means of a pipette (for which purpose that 
shown in Fig. 18 is very useful), until the 
mercury meniscus occupies the lower end 
of the tube above the capillary. If too 
little mercury has been introduced, then 
the regulator should be placed in a beaker 
of warm water so that the surface of the 
mercury rises above the end of the capil- 
lary, and a further quantity of mercury 
should then be poured in. The regulator 
is then placed in the bath again and the 
level of mercury adjusted. The exact ad- 
justment is carried out by means of the 
inlet tube B. 

Where the bath is larger, it is preferable 
that the regulating bulb should be laid along 
the bottom of the bath. In this case the form of regulator 
shown in Fig. 19 is very suitable. The large bulb, which 
rests on the bottom of the thermostat, has a long bent neck 
which passes up the side of the thermostat and connects with a 
U-tube, the bend of which is filled with mercury. The bulb 
and connecting tube may be filled either with toluene (in 
which case the connection at a must be made without rubber), 
or, as is also very suitable for many purposes, with a 10 per 
cent, solution of calcium chloride. 




Fig. 18. 



cools, toluene will be drawn into the tube. Re-warm the tube, and again 
allow toluene to be drawn into the regulator ; and proceed in this way till 
the tube is full. 

F 
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As indicated in Fig. 19, the regulating liquid fills the bulb 
and part of the adjacent limb of the U-tube. The small 



c 




Fig. 19. 

reservoir b serves to regulate the amount of liquid in the bulb, 
and thus to roughly adjust the temperature. The stop-cock 
connecting the reservoir with the U-tube should be left open 
until the temperature of the bath has come to within one or 
two tenths of a degree of the desired temperature. The final 
adjustment is then made by raising or lowering the gas inlet 
tube c. 

The regulator can be made more sensitive by arranging 
that the U-tube also is immersed in the water of the thermostat, 
whereby the mercury is withdrawn from the influence of 
changes of temperature outside the bath. 

The maintenance of a constant bath temperature lower 
than that of the surroundings is effected by means of a regu- 
lated stream of cold water. For this purpose the Foote 
regulator is very suitable (Fig. 20). This is filled with toluene 
and mercury as in the case of the gas regulator shown in 
Fig. 17, and the adjustment of the mercury level is effected 
by means of the screw working in the side tube e. A slow 
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stream of ice-cold water flows in at /i. When the temperature 

of the bath is below the desired temperature, the mercury in c 

falls and the end d of the tube / is opened. 

The cold water thus flows out through the 

tube / to the waste. As the temperature 

rises, the mercury also rises and closes the 

opening d, and the ice-cold water now flows 

out through g to the bath. The amount 

of water flowing through A must not be too 

great, and must be so regulated that it can 

be carried away by the tube d/ when the latter 

is open. 

Stirrers. — In order to maintain a uniform 
temperature throughout the bath, it will be 
found necessary in most cases to stir the water. 
In many cases, where the temperature is not 
too high, and where, therefore, evaporation is 
not too greatj the stirring may be effected by 
means of a current of air. A piece of soft 
metal tubing (compo. tubing), closed at one 
end and bent in the form of a ring, is laid on 
the bottom of the thermostat, and the open end 
of the tube, which passes up above the surface 
of the water, is attached either to a supply of 
compressed air, or to a blower. The ring of 
tubing in the bath is pierced at intervals by a 
number of pin-holes, through which the air can escape and 
thus stir the water. 

A convenient water-blower can be fitted up as shown in 
Fig. 21. Into the neck of a moderately large aspirating bottle, 
a, are fitted air-tight, by means of a mbber stopper, the filter 
pump b, connected with the water supply, and the outlet tube c. 
Water, carrying air with it, passes into the bottle, where the 
water collects while the air passes out through c. The pressure 
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is regulated by regulating the flow of water through the tap d 
(which can also be replaced by india-rubber tubing and a 
screw-clip). 

In general, however, a mechanical stirrer driven by a water 
turbine, hot-air engine, or electric motor, will be found most 
convenient. These stirrers may be of very varied form, 




Fig. 21. 




according to particular requirements. Stirrer i (Fig. 22) is 
perhaps the simplest, while it is at the same time very efficient. 
It consists of a glass tube bent sharply as shown, and at each 
bend a hole is blown in the glass. 

When the thermostat is narrow {e.g. a beaker), and when it 
contains apparatus permitting of little room for the stirrer, 
either of the forms shown in 2 or 3 is very convenient. In 2, 
the Witt stirrer, water is drawn in at the lower end of the bulb 
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and thrown out at the sides. Stirrer 3 consists of a glass or 
metal rod to which a spirally bent tube is attached. The 
stirrer is rotated in the direction in which the lower end of 
the tube points, the water being thus forced up the tube. 

As a bearing for the different stirrers, one may employ a 
piece of glass or metal tubing, slightly wider than the stem of 
the stirrer. If kept well lubricated by means of vaseline, this 
makes, on the whole, a fairly satisfactory bearing. For long- 
continued use, however, and especially when the rotation of 
the stirrer is rapid, a much better bearing is obtained by using 
a bicycle hub with ball bearings. In this case the stirrer is 
attached to the axle either by means of sealing-wax or Chat- 
terton cement, but preferably by means of a screw-cap, whereby 
different forms of stirrer can be fixed to the same hub. The 
driving pulley is screwed on to the upper end of the axle. 

Fitting up a Thermostat. — The bath having been placed 
in position, the regulator (filled and adjusted according to 
p. 64), the thermometer graduated in tenths of a degree, 
and the stirrer, are supported within the bath by means of 
retort clamps. The regulator is then connected with the gas 
supply and with the small burner for heating the bath." For 
temperatures up to about 40°, a small burner giving a luminous 
flame may be used, and the flame should be protected from 
draughts by means of a cylinder of glass, mica, or asbestos. 
(The jet of a Bunsen burner from which the tube has been 
removed is very suitable for this purpose.) For higher tem- 
peratures — above 50° — the large luminous flame necessary to 
maintain the temperature will give rise to too much soot. It 
is, therefore, better to supply most of the heat to the thermostat 
by means of a Bunsen flame which is so regulated that, by 

' For all connections of this nature, compo. tubing is very suitable ; it 
is not only less expensive than rubber tubing, but there is not the same 
danger of the gas supply being accidentally cut off owing to compression 
of the tube. 
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itself, it maintains the temperature about half a degree below 
that desired. The maintenance of the desired temperature is 
then effected by means of the luminous flame attached to the 
regulator. One may also use a Bunsen burner alone, connected 
with the thermo-regulator. Whenever a Bunsen flame is used, 
a gauze-cap or a rose burner should be placed on the end of 
the tube, to prevent the flame striking back. 

In fitting up a thermostat for the first time, the latter should 
be filled with warm water of nearly the desired temperature, 
and the temperature then further raised by means of Bunsen 
burners. In this way, raise the temperature, moderately slowly 
towards the end, to about o'i° below the desired temperature; 
light the burner connected with the regulator, and adjust the 
gas inlet tube of the latter so as just to touch the top of the 
mercury. It will then soon be ascertained whether the tube 
must be slightly raised or slightly depressed further. The by- 
pass should be so regulated that when the end of the inlet tube 
is closed, the flame is just insufficient to maintain the desired 
temperature. 

For supporting flasks and other vessels in the thermostat, 
a sheet of stout galvanized iron or copper netting can be sus- 
pended from the edge of the thermostat by means of wire 
hooks. 

Circulation of Water, — The maintenance of a constant 
temperature in apparatus outside the thermostat {e.g. refracto- 
meter) is most easily effected by passing through the apparatus 
a stream of water heated to the desired temperature by passing 
through a coil of metal tubing (compo. tubing) immersed in 
the thermostat. In this case, as there is a fall of temperature 
outside the thermostat, the temperature of the latter will require 
to be regulated to a slightly higher temperature than that 
desired in the apparatus. The necessary temperature will, of 
course, depend on the length of the outside circuit and the 
velocity of the stream of water, and must be determined by trial. 



CHAPTER V 

VISCOSITY AND SURFACE TENSION 

A. — Viscosity 

When a liquid flows through a narrow tube, the velocity of 
flow will depend, in the first place, on the force which pro- 
duces the flow. All parts of the liquid, however, do not move 
through the tube with the same velocity, but the layers next 
the sides of the tube move more slowly than the middle layers. 
There is thus a shearing, or a movement of the different layers 
past one another in the direction of flow; and this displace- 
ment of the different layers relatively to one another is opposed 
by the internal friction or viscosity of the liquid. We can, 
therefore, regard the liquid as made up of a number of con- 
centric tubes sliding past one another like the tubes of a 
telescope. 

When the liquid is moving through the narrow tube, there 
will be a constant difference in velocity between the difierent 
tubes of which we have regarded the cylinder of liquid made 
up, and it has been found that the force per unit area which 
is necessary to maintain this condition is proportional to the 
difference of velocity, v, of two adjacent tubes (or their relative 
velocity of displacement)^ and inversely proportional to their 
distance, x, apart, i.e. — 

Force = « x - 

X 
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where ?; is a constant known as the coefficient of viscosity. When 
the velocity of displacement of two layers is equal to the dis- 
tance between the layers (v =.x), the force per unit area 
becomes equal to the coefficient of viscosity. This gives the 
definition of the latter quantity. 

For the flow of a homogeneous liquid through a capillary 
tube^ the expression has been deduced — 



'? = 



TTprH 



€t 



C , 



r\f 



where/ is the driving force, ;■ is the radius of the tube, t is the 
time required for the volume, V, of liquid to flow through the 
tube of length /. This formula holds strictly, however, only 
when the ve%city of the liquid on leaving the tube is zero ; 
and when this is not the case, a correction for the kinetic 
energy of the liquid must be introduced. It is, therefore, 
better in practice to use an apparatus of such a form that the 
value of this correction is reduced to such an extent as to be 
negligible. For our present purpose no account 
need be taken of it. 

The apparatus now generally employed for 
the determination of the viscosity of liquids, is 
the Ostwald modification of Poiseuille's appar- 
atus, shown in Fig. 23. It consists of a fine 
capillary tube db (about 10 cm. long and o'4 
mm. bore)j through which a definite volume of 
liquid — namely, that contained between the two 
marks c and d — is allowed to flow under the force 
of its own weight. A definite volume of liquid 
is introduced into the larger bulb e through the 
tube f, by means of an accurately calibrated 
pipette (see p. 32), and is then, either by blow- 
ing through / or by sucking at a, forced up 
through the capillary until the level of the liquid rises above 
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the upper mark c. The liquid is then allowed to flow back 
through the capillary, and the time required for the surface of 
the liquid to pass from the mark c to the mark d is noted. 

The force driving the liquid through the capillary is equal 
to /< X i'l X g, where h is the mean difference of level of the 
liquid in the two limbs of the tube, s^ is the density of the 
liquid, and g is the acceleration of gravity. If, now, the same 
volume of a second liquid is introduced into the tube, the 
mean difference of level of the two liquid surfaces will also be 
h, so that the driving force is now hY.s^Y.g; or the driving 
force is proportional to the densities of the two liquids. But 

we have already seen that the viscosity, ?;, is equal to gTj-, -pi; 

i.e. for a given apparatus and the same volume, A^ of liquid, ■>/ 
is proportional to the driving force and to the time of outflow. 
Hence — 

fix h.Si.g.fi Vi 

This expression gives the viscosity of the second liquid 
relatively to that of the first. For many purposes only the 
relative viscosity of a liquid is required, and as comparison 
viscosity that of water at some particular temperature, either 
0° or 25", is generally chosen. It is, of course, easy to obtain 
the coefficient of viscosity of a liquid in absolute units, by sub- 
stituting in the above equation the value in absolute units of rj^, 
the coefficient of viscosity of the comparison liquid. 

Before being used, the viscosity tube must be thoroughly 
cleaned, so that there are no obstructions in the capillary, and 
the liquid must run clean from the glass without leaving drops 
behind. To secure this, the tube should be kept filled for 
some hours with a warm solution of chromic acid (sulphuric 
acid and potassium bichromate), and then thoroughly washed 
with distilled water, which may be drawn through the tube with 
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the aid of a filter pump. The tube is then dried by heating in 
a steam oven, and drawing air, filtered through cotton-wool, 
through the tube ; or it may be washed with alcohol and ether, 
and the latter removed by a current of air. 

As the viscosity of a liquid varies greatly with the tempera- 
ture (roughly 2 per cent, per degree), the tube and liquid must 
be kept at a constant temperature during the measurement. 
The tube is therefore suspended in a bath, the temperature of 
which can be regulated to within o'i°. As it is necessary to 
watch the flow of liquid, the thermostat must be transparent, 
or have transparent sides. We may therefore use a large beaker 
fitted with a thermo-regulator (p. 62) and stirrer, preferably a 
turbine or tube stirrer (p. 68) ; or a metal bath with transparent 
sides (p. 60). The viscosity tube must be supported in a per- 
pendicular position, and should be so far immersed in the liquid 
of the thermostat that the upper mark c is well beneath the 
surface. As a support for the tube, one may employ either an 
ordinary retort clamp, or a special clamp attached to the side 
of the thermostat. A simple holder for the tube can also be 
made as follows : — 

A loop, just large enough to allow the narrower limb of 
the viscosity tube to pass through, is made on two pieces of 
fairly thick copper wire, and these are then bound tightly round 
a small wooden block, so that the one loop is perpendicularly 
above the other (Fig. 24). The wooden block is then cemented 



is: 



Fig. 24. 
to a bar of plate glass or metal, which can be laid across the 
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top of the thermostat. The viscosity tube is supported in 
position by passing the end of the narrower limb through the 
wire loops, and then slipping a rubber band (cut from a piece 
of tubing of proper size) over it, so that the rubber ring rests 
on the upper wire loop. If necessary, the tube may be slightly 
weighted by hooking a strip of lead into the bend of the viscosity 
tube. 

For determining the time of outflow, a stop-watch, reading 
direct to 0*2 second, should be used. 

ExPERiMKNT. — Determine the Relative Viscosity of Benzene, 
and the Inflmnce of Temperature on the Viscosity. 

Set up a transparent thermostat and stirrer, and adjust the 
temperature to 25'o'' (p. 62). Having thoroughly cleaned a 
viscosity tube, introduce into the larger bulb e, by means of a 
calibrated pipette, a volume of water, recently boiled and 
allowed to cool, sufficient to fill the bend of the tube and 
half, or rather more than half, of the bulb e. Fix the viscosity 
tube in the thermostat, and after allowing 10-15 minutes for 
the temperature of the tube and water to become constant, 
attach a piece of india-rubber tubing to the narrower limb of 
the viscosity tube, and suck up the water to above the mark c. 
Then allow the water to flow back through the capillary, and 
determine the time of outflow by starting the stop-watch as the 
meniscus passes the upper mark c, and stopping it as the 
meniscus passes the lower marlf d. Repeat the measurement 
four or five times, and take the mean of the determinations. 
If the time of outflow is about 100 seconds, the different 
readings should not deviate from the mean by more than 
o'i-o'3 second. Greater deviations point to the capillary tube 
being dirty. 

The viscosity tube and pipette must now be dried, and 
an equal volume of pure benzene introduced into the tube in 
place of the water. Readings of the time of outflow are then 
made as in the case of water. The density of benzene at 25° 



76 PRACTICAL PHYSICAL CHEMISTRY 

compared with that of water at 25° (see p. 43) is then deter- 
mined, and the viscosity of benzene, relative to that of water 
at 25°, is calculated by means of the formula — ■ 

_ (time X density)i,e,izene 

'Jlben.ene, - ^^j^^ ^ density)™.,. 

To determine the influence of temperature on the viscosity, 

the time of outflow and the density (compared with that of 

water at 25°) should be determined at intervals of 5° between 

the temperatures of 25° and 50°. The values are then plotted 

on squared paper, and the value of the temperature coefficient 

An 

-r-J for each range of 5 calculated. 

Exercise. — Taking the value in absolute (C.G.S.) units of 
the viscosity coefficient of water at 25° as equal to 8 '95 X io~^, 
calculate the value of the viscosity coefficient of benzene at 
10°, 20°, 30°, 40°, 50°; the values of the relative viscosity to 
be read from the smoothed curve obtained in the preceding 
experiment. Compare the results with the following values : — 

Viscosity Coefficient of Benzene in Absolute Units 



Temperature. i 


11 X 10" 


10° 


7-59 


20° 


6-49 


30° 


S-62 


40° 


4-92 


50° 


4-37 



The errors should not exceed i per cent. 



B. — Surface Tension 



Several methods have been devised for determining the 
surface tension of liquids ; one of the most important of these 
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being the determination of the height to which the liquid rises 
in a capillary tube. 

If we denote the value of the surface tension by y, and by 
k the height in centimetres, to which a liquid of density s rises 
in a tube of radius ;• cm., we obtain the expression — 

where ^ is the value of gravity (981 dynes). We thus obtain 
the value of the surface tension in absolute units (dynes per cm.). 

The value of y is dependent on the nature of the liquid and 
also on the temperature ; rise of temperature being accompanied 
by a decrease of the surface tension. 

Suppose a gram molecule of a liquid suspended in a medium 
of the same density so that it is withdrawn from the action of 
gravity. The liquid will assume a spherical form, and the 
surface of the sphere may be called the molecular surface. 
Since any given area on the molecular surface of different 
liquids will contain the same number of molecules, the product 
of surfece tension and the molecular surface of different liquids 
should be comparable quantities. 

Since the volumes of different spheres vary as the cubes 
and the surfaces as the squares of the radii, it follows that the 
molecular surfaces are proportional to V^, where V is the 
molecular volume, or volume of i gm. molecule. Multiplying 
this quantity by the surface tension, we obtain yV^ or y(Mz')^, 
where M is the molecular weight and v is the specific volume. 
This expression y(Mz')^ is called the molecular surface energy. 

The molecular surface energy is a linear function of the 
temperature ; 'that is to say, the difference of molecular surface 
energy at two temperatures, divided by the difference of 
temperature, is constant. Moreover, the numerical value of 
this constant is the same for different liquids (with certain 
exceptions), viz. 2-12 when y is measured in absolute units. 
For different liquids, therefore, we have the expression — 
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4-/1 

The molecular surface energy is therefore a colligative 
property, and can be used for the determination of molecular 
weights. In this way it has been found that in the case of a 
number of liquids, more especially liquids containing the 
hydroxyl group, the value of the above expression, when 
calculated by means of the normal value of the molecular 
weight, is less than 2T2; and in order to obtain the latter 
value, it is necessary to multiply the normal molecular weight 
of the substance by a factor x greater than unity. This factor 
is called the association factor, and gives the number of times 
the mean molecular weight of the liquid is greater than the 
normal molecular weight. 

Apparatus. — For the purpose of the following experi- 
ments the simple apparatus shown in Fig. 25 may be em- 
ployed. The capillary tube (diameter of bore about o'\ mm.) 
passes through a cork fixed in the neck of the wide tube (a 
Beckmann freezing-point tube serves admirably), in which 
the liquid to be investigated is placed. On the capillary tube 
a millimetre scale is etched; or a millimetre scale ruled on 
glass or opal is attached by means of fine platinum or nickel 
wire to the capillary tube. The height to which the liquid 
rises in the capillary tube is then read off by means of a 
telescope, placed at a convenient distance. 

Experiment. — Determine the Radius of the Capillary Tube. 

The radius of the bore of the capillary tube can be most 
conveniently determined by measuring the rise of a standard 
liquid, e^. benzene, in the tube at a given temperature. 

Fit up a thermostat with transparent sides (p. 60), or a 
large beaker, and regulate the temperature to o'i° in the neigh- 
bourhood of 20°. Thoroughly clean the capillary tube with 
chromic acid mixture, wash well with distilled water, then with 
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redistilled methylated spirit, and lastly wash out once or twice 
with pure benzene. Place a quantity of pure benzene in the 
outer tube (Fig. 25), and fix the cork 
carrying the capillary tube in its place; 
the capillary, however, being drawn 
so far through the cork that the lower 
end does not dip into the benzene. 
Support the tubes in a perpendicular 
position in the thermostat, and, after 
the benzene has taken the temperature 
of the bath, lower the capillary and 
scale so as to dip beneath the surface 
of the benzene. By means of a tube 
passing through a cork in the side 
tube, cau^ the benzene to pass up 
and down the capillary, so that the 
walls of the latter may become com- 
pletely wetted. By means of a tele- 
scope placed at a convenient distance, 
read the position on the scale of the 
benzene meniscus in the wider tube 
and in the capillary. Three or four 
readings should be made, both after 
the benzene has been made to rise 
above (by blowing through C), and 
made to fall below (by sucking through 
C), its final position. The different 
readings should not differ from the 
mean value by more than ± 0*2 mm. 
from one another. Greater deviations 
point to the capillary tube being dirty. 

Having determined the rise of liquid at 20°, repeat the 
determination at, say, 40° ; the temperature being again kept 
constant to within o-i°. As the rise will in this case not be so 
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great as in the former case, the capillary must be lowered 
further into the benzene, in order that the meniscus in the 
capillary shall stand at the same point as before. If necessary, 
a further quantity of benzene should be poured into the outer 
tube. 

From these two determinations of the rise of benzene, the 
radius of the capillary at the point at which the meniscus stood 
can be calculated from the equation y = \.h.r .s.g, provided 
that we know the value of y and of s, at the temperatures of 
the determinations. These can be obtained by plotting the 
foll^^g values of y and of f for benzene^ and reading off the 
values at the appropriate temperatures from the curves. 



Surface Tension and Density of Benzene 



Temperature. 


Y 


• 

s 


10-0° 
46-2° 
78-2° 


29-36 
24-67 

20-68 


0-8885 
0-8499 
0-8147 



The mean of the values obtained at the two temperatures 
may be taken as the true value of the radius. 

Experiment. — Determine the Molecular Surface Energy and 
the Association Factor of Ethyl Alcohol. 

Having thoroughly cleaned the outer tube and capillary 
(the latter should be washed out once or twice with alcohol 
before use), the apparatus is again fitted together and fixed in 
the thermostat, which should be regulated for a temperature of 
about 20°. The amount of alcohol placed in the outer tube 
should be so regulated that the meniscus in the capillary stands 
at the same point as in the case of benzene. The capillary 
rise is determined in the same way as before ; several readings 
being taken both with falling and with rising meniscus. 
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A similar set of readings should be taken at a higher tem- 
perature, say about 40°. 

The density of the alcohol at the same temperatures as 
above must also be determined (p. 43). 

From the value of the capillary rise, the density, and the 
radius of the capillary as determined in the preceding experi- 
ment, the value of the surface tension at each temperature can 
be calculated. Compare the results with the values obtained 
by plotting the following values : — 

Surface Tension of Alcohol 



Temperature. 


Y 


io-o° 

20-0° 
40-0° 

6o-o° 


22-91 
22-03 
20-20 
18-43 



An error of 0*5 per cent, may be allowed in the values of 
the surface tension. 

From the values of the surface tension at the two tempera- 
tures, calculate the value of the molecular surface energy at 
each temperature, and also the mean value of the temperature 
coefficient between the two temperatures of experiment. From 
the value of the coefficient (k) so found, calculate the associa- 

/2-I2\3 

tion factor .v by means of the expression ^ — \~ T' )' 
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OPTICAL MEASUREMENTS 



A. — Refractometric Measurements 

Refractive Index. — When a ray of monochromatic light 
: passes from a less dense to a more dense 

. ] medium, it is bent or refracted towards the 

normal. Thus, in Fig. 26, if I is the less 
dense and II the more dense medium, a 
ray of light passing from I to II will be 
bent so that the angle of refraction e will 
be less than the angle of incidence i; and, 
according to the law of refraction, the 
relation between these two angles will be 




Fig. 26 
such that — 



sm I 
sin e' 



N 
n 



where n is the index of refraction of the less dense, and N the 

index of refraction of the more dense medium. As the angle 

i increases, the angle e also increases, and reaches its maximum 

value when i becomes equal to a right angle; that is, when 

the incident light is horizontal. Since sin 90° = i, the above 

I N . n 

equation becomes - — = — , or sm e= ^,. 
^ sm ^ «' N 

Determination of the Refractive Index of a Liquid. 

— The method which we shall employ for the determination of 
the refractive index of a liquid, is based on the law of refraction 
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just stated. The liquid, the refractive index of which is to be 
determin6d, is placed in a cell cemented to the top of a right- 
angled glass prism (Fig. 27), 
the refractive index of which 
must be known, and must be 
greater than that of the liquid. 
A beam of monochromatic 
light entering the liquid will be 
refracted through the prism in 
the manner shown in the figure. 
If we consider the path of the 
last ray to enter the prism. 




Fig. 27. 



namely, the horizontal ray (represented by the thick line), then 

sin « = >j, where « is the index of refraction of the liquid, and 

N that of the glass (referred to that of air equal to unity). 

Further, - — ■, = N. But sin e = cos i', and, therefore, « = N 
' sm « ' ' 



cos i'. But cos^ j' = I — sin'^ /'; hence, « = N^i — sin' i'. 

Sin t 
Substituting for sin'' i' the value -j^ we obtain — 



n = v'N^ — sin'^ i 

If, therefore, we know the value of N (the refractive index 
of the glass), and the angle i at which the light emerges from 
the prism, the value of n, the refractive index of the liquid, can 
be calculated. A table of values of VN^ — sin^ i for the par- 
ticular prism and for different values of i is supplied by the 
makers. 

Specific and Molecular Refractivity. — Whereas the 
refractive index of a substance varies with the temperature, 
it has been found (Gladstone and Dale) that the expression 

— -3 — , where d is the density, remains nearly constant at 
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different temperatures. Still more is this the case with the 

expression ^ . - (Lorentz and Lorenz). The value of 

these expressions is, therefore, dependent only on the nature 

of the substance, and is a characteristic of it. It is called 

the specific refractive power or refractivity of the substance. 

If the value of the refractivity is multiplied by the molecular 

weight of the substance, we obtain the molecular refractivity. 

„„ , . , . , Mn - i) «^ - I M 

1 he latter is, therefore, equal to -^ , or ^ . -7, 

where M is the molecular weight. 

Monochromatic Light. — Since the value of the refractive 
index varies with the wave-length of the light, it is necessary, 
in carrying out these measurements, to employ monochromatic 
light of definite wave-length. The lines of the spectrum for 
which one generally determines the refractive index, are the 
D line (given by the sodium flame), the C line (red line of the 
hydrogen spectrum), and the F line (blue line of the hydrogen 
spectrum). 

Sodium light can be easily obtained by heating a salt of 
the metal, such as the chloride, bromide, nitrate, or borate, 
in a Bunsen flame. The bromide gives a more intense light 
than the chloride, but can be used only under a draught hood 
on account of the evolution of bromine fumes. 

The salt may be supported in a Bunsen flame by means 
of a platinum wire or piece of platinum gauze, or it may be 
placed in a low heap round a circular opening cut in a sheet 
of asbestos board. The opening should be of such a size that 
the flame just passes through, and the asbestos should be sup- 
ported at such a height that only about one-third of the flame . 
is below the asbestos. The flame should also be protected 
from draughts by almost completely surrounding it by a 
cylinder of tin-plate, or other material. 

Another simple method of obtaining a bright sodium flame 
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is to place a few beads of fused sodium chloride on the grid at 
the top of a Meeker burner. In this case, also, the flame should 
be protected from draughts. 

To obtain light corresponding with the C and F lines, 
one employs a Geissler tube 
filled with hydrogen under low 
pressure, and worked by an 
induction coil. In order to 
obtain stronger illumination, 
it is best to use an end-on 
tube (Fig. 28). 



r 



r" 



I 




Fig. 28. 



Fig. 29. 



Regulation of the Temperature. — As the density, both 
of the prism and of the liquid under investigation, alters with 
temperature, it is necessary, in measurements of any con- 
siderable degree of accuracy, to be able to maintain the prism 
and the liquid at constant temperature. In the newer form of 
Pulfrich refractometer, made by Zeiss, to be described below, 



86 PRACTICAL PHYSICAL CHEMISTRY 

this is effected by means of the arrangement shown in Fig. 29. 
The prism is surrounded by a metal box, L, through which 
water circulates. After passing round the prism, the water is 
led, by means of an india-rubber tube, into the heating tube S, 
which is lowered into the liquid in the cell, and then passes to 
the waste. A thermometer screwed into the heating tube S 
shows the temperature of the circulating water, and must be 
fixed in position before water is passed through the heater. 

Pulfrich Refractometer. — The Pulfrich refractometer 
(as made by Zeiss) is shown in Fig. 30, the instrument being 
viewed from behind in order to show the optical parts. This 
instrument is arranged for illumination either by a coloured 
flame or by means of a Geissler tube (Q). 

Place the refractometer on a table sufficiently broad to 
allow of a sodium flame being placed about 20 inches away 
from it, and opposite to the reflecting prism N, which is 
arranged to swing outwards or inwards. The refracting prism 
(L), carrying its glass cell,^ is first of all placed in position on 
the triangular standard ; the prism being allowed to sink as far 
as it will go, and then fixed by means of the screw K.^ The 
flat face of the prism must, of course, point towards the tele- 
scope tube F. The india-rubber tube attached to the heater 
(at R) is placed in position over the conical connecting piece 
in the side of the prism case, and the thermometer screwed 

' The glass cell may be cemented to the prism by means of fish-glue or 
seccotine, the cement being applied in a thin uniform layer to the edge of 
the glass cylinder. This is facilitated by means of a glass block, the surface 
of which is ground so as to have the same curvature as that of the edge of 
the cylinder. The cement is first rubbed on the surface of the block, and 
the edge of the cylinder then placed on the block and carefully turned round 
so as to apply a thin coating of cement. 

When the temperature of the experiment is not high, the cell may fre- 
quently be attached to the cylinder by means of vaseline. In this case, 
however, it is very easily displaced. 

^ In this, as in all such cases, only 1 very gentle pressure must be 
exercised in tightening the screw. 
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into the top of the heater. Water from a thermostat can 
then be caused to circulate round the prism and through the 




Fig. 30. 

heater (S), the water being passed in at L, and allowed to run 
to the waste through the tube connected with the heater. 
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The light, after refraction through the prism, passes into 
the telescope tube through an elongated oblong slit in the 
cap F. This can be rotated through a certain angle, but there 
are four points at which it is fixed by stops, the action of which 
will be felt on rotating the cap. In one position the whole of 
the oblong slit is open to the prism, in two other positions 
only half the slit is open, while in the fourth position the 
aperture is closed altogether. The half-slits are used only 
when observations are being made with a divided cell ; when 
a. single cell is used, the whole slit must be open. 

On examining the face of the disc D, to which the telescope 
is attached, it will be seen that it is graduated over a quarter 
of its circumference into degrees and half-degrees (30') ; and 
there is a vernier with thirty divisions, by means of which 
single minutes can be read. The reading of the vernier is 
facilitated by a small lens, which can be moved in front of 
the scale. For the purpose of making fine adjustments, the 
disc is fixed by means of the screw H, and the fine adjustment 
made by means of the screw G. 

When it is desired to use a Geissler tube as the source of 
illumination, the latter (Q) is clamped to the standard c, so that 
the end of the capillary is opposite the middle of the lens P, 
whereby the light is focussed on the cell.' 

Determination of tiie Zero Point. — Before proceeding 
to make a measurement, the correction for zero, if any, must 

' In more recent forms of the apparatus, the upright standard is replaced 
by a curved arm carrying both the lens P and the Geissler lube ; and this 
arm can be moved upwards or downwards so that the angle at which the 
light enters the cell can be altered slightly. In this way, one can correct for 
slight displacements of the cell-walls from the perpendicular, and also their 
want of parallelism with the face of the prism, and so obtain sharper and 
clearer lines. This newer form of attachment also is furnished with a screw 
which allows of the Geissler tube being moved laterally ; and with a metal 
diaphragm which allows one to cut off some of the light passing through 
the lens, and so sharpen the spectrum lines in the field of view. 
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first be ascertained. This is done with the help of a small 
right-angled prism, a, let into the side of the telescope tube 
near the eye-piece. The disc is first of all 
rotated until its zero coincides approximately 
with the zero of the vernier, and is fixed in 
this position by means of the screw H. A 
source of illumination (best, an electric lamp) 
is then fixed opposite to the prism a. On 
looking through the eye-piece of the tele- 
scope, the field of view will have the appearance shown in 
Fig. 31. To the right is seen the prism a, while to the left 
of the field of view is seen a bright rectangular patch, d, crossed 
by two lines running parallel with the cross-wires w. This 
bright patch is the image of the prism a reflected from the face 
of the refracting prism (L), and the two marks are the images 
of the cross-wires. The zero of the instrument is given when 
the cross-wires 7U coincide with their images. The adjustment 
to coincidence is carried out by means of the fine adjustment 
screw G, and the point on the scale opposite to the zero of the 
vernier is then read. This is the zero of the instrument, and 
the difference of this reading from the zero mark is the correction 
which has to be applied to each subsequent reading of the 
scale. 

It happens, however, not infrequently that the prism L is 
slightly turned in its bed, so that the image of the prism and 
cross-wires is thrown either nearer to or farther from the centre 
of the field of view. In this case, simultaneous coincidence of 
both the cross-wires with their images cannot be obtained. 
The zero is, in such a case, determined by setting the upper 
cross-wire in coincidence with the upper image, then the lower 
cross-wire in coincidence with the lower image, and taking the 
mean of the two readings. 

Having ascertained the zero correction, we may now proceed 
to make measurements of the refractive index. 
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Experiment, — Determine the Refractive Index of Acetone 
for the D Line. 

The refractometer is set up as described above, a sodium 
flame being used as source of illumination. This flame is 
placed at a distance of i8 to 20 inches from the reflecting 
prism N, which must be swung into position so as to throw 
an image of the flame on the side of the cell on the top of 
the prism L. (The arm carrying the reflecting prism should 
be swung as far as it will go towards the back of the instrument.) 
In order to exclude extraneous light, and also to diminish 
fluctuations of temperature, a black wooden cap, W (Fig. 30), 
is placed over the cell. In one side of this cap a notch is cut, 
through which the light enters into the liquid in the cell. 

Place a small quantity of acetone in the cell so as to 
form a layer about 4 mm. deep. Swing the heating tubes into 
place, and lower the heater S (the outside of which must be 
quite clean) into the cell by means of the milled head T 
(Fig. 30) ; a stop prevents the heater from being lowered too 
far. Lower the movable flange on the heater until it is in 
contact with the top of the cell. Circulate water from a 
thermostat round the prism and through the heater, the 
temperature of the water being regulated to a temperature ofyj 
say, 25°. Make sure that the acetone does not evaporate 
entirely in the course of the measurements. 

When the temperature has become constant (within o'i°), 
loosen the screw H, and rotate the disc until the refracted 
beam of light is visible, forming a band of yellow light across 
the field of view. Fix the disc, and then, by means of G, 
place the intersection of the cross-wires on the upper sharp 
edge of the yellow band, the cross-wires having first been 
focussed sharply by rotating the eye-piece. 

Make several determinations of the point of coincidence, 
and take the mean as the correct value. The individual read- 
ings should not differ from the mean by more than one minute. 
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Having in this way determined the angle of emergence, 
the index of refraction can be obtained from the tables supplied 
by the makers of the instrument. 

To illustrate the use of the table, the following example 
may be taken : — 

Suppose the angle of emergence to be 64° 45'. On looking 
up the tables for the particular prism (la), we find the following 
numbers — 









Correction values for— 


• 


»D 


^n 




















c 


F 


G' 


640 30' 
40' 
so' 

65° 0' 


'■34647 
564 
480 

'•34397 


8'3 
8-3 


588 

8 

9 

589 


1475 
6 

7 
1478 


2729 
31 

3 
2735 



Under the heading i are the angles of emergence read; 
under «di the refractive index of. the liquid, calculated accord- 
ing to the equation n = VN^ — sin^ i. The numbers under 
A„ are the differences in units of the last decimal place of the 
value of the refractive index for a difference of i' in the value 
of the angle of emergence. The three last columns of the table 
will be explained later. 

The angle of emergence with sodium light (D line of sun's 
spectrum) we have supposed to be 64° 45'. The value of «d 
for 64° 40' is I "345 64, and the difference in the value of n for 
i' is 8'4; so that the value of % for the angle 64° 45' will be 
1-34564 - 0-00042 = 1-34522. 

Having obtained the value of the refractive index from the 
tables, and the density of the liquid at the temperature of the 
experiment having been determined (p. 43), -the specific and 
molecular refractivities can be calculated by means of the 
formulee — 
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R'^' = 



n — 1 I 



and 



MR<^' = 



n' -1 M. 



R'^' here represents the refractivity calculated according 
to the formula of Lorentz and Lorenz, involving the square 
of the refractive index, in order to distinguish it from R'", 
the refractivity according to the formula of Gladstone and 

Dale, -^. 

The value of MR'^' obtained, should be compared with the 
value calculated from the sum of the atomic refractivities. 
Some of these values, for the spectrum lines C, D, F, are given 
in the following table : — 

Values of Atomic Refractivities for some of the Elements, 
calculated according to the rl'' formula 



Element. 



Carbon (singly bound) 
Hydrogen . ■ , , 
Oxygen (in OH group) 

,, (in ethers) . 

,, (in CO group) 
Chlorine . 
Bromine . 
Iodine . 
Ethylene bond 
Acetylene ,, 



Symbol. 



c 

H 

O' 

o< 

O" 
CI 
Br 
I 















2-365 


2-501 


2-404 


I -103 


I -05 1 


1-139 


1-506 


1-521 


1-525 


1-655 


1-683 


1-667 


2-328 


2-287 


2-414 


6-014 


5-998 


6190 


8-863 


8-927 


9-211 


13-808 


14-12 


14-582 


1-835 


1-707 


1-859 


2-27 


2-10 


2-49 



0-039 

0-036 
0-019 
0-012 
o-oS6 
0-176 
0-348 

0-774 
0-23 

0-22 



In the above table — 
r denotes the atomic refractivity for the C line (red line of hydrogen 

spectrum) ; 
r denotes the atomic refractivity for the D line (sodium light) ; 

'p 1) ,) J, >> F line (blue line of hydrogen 

spectrum) ; 
r — r denotes the atomic dispersivity between the C and F lines. 

When a measurement has been completed, as much as 
possible of the liquid is withdrawn from the cell by means of 
a pipette, the point of which mtist be placed against the lower 
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junction of cell and prism, and must not be allowed to touch 
the upper polished surface of the prism, which might thereby 
be scratched. The last traces of liquid are removed by means 
of filter paper. 

Correction for Temperature. — The values of the re- 
fractive index given above (p. 92) refer, strictly, only to the 
temperature of 20°. When measurements are made at any 
other temperature, a correction has to be applied. Tables of 
temperature corrections for the different prisms are issued by 
the instrument makers. To illustrate the use of the tables, we 
may take the table for Prism I., supplied by Zeiss with their 
Pulfrich refractometer : — 

Table of Temperature Corrections 





Correction in units of the fifth decimal place of «. 




C 


D 


F 


I 60 
I-SO 
I -40 
1-30 


0-2S 
26 
0-28 
0-30 


0-29 
0-30 

0-33 
0-35 


0-40 
0-42 
0-4S 
0-49 



To make the temperature correction, look up the value of 
the correction for the different spectrum lines to be applied to 
values of n of the order given in the first column ; multiply 
this number by the temperature difference (t — 20), where t is 
the temperature at which the measurements were made, and 
add the result (units of the fifth decimal place) to the value of 
n taken from the tables. 

Thus, suppose a determination to have been carried out at 
30°, and the angle 64° 30' obtained as the angle of emergence, 
with Prism I. using the D line. From the table on p. 91 we 
see that «d = i '34647 at 20°. The value of the correction is, 
from the preceding table, 0*30 X (30 — 20) = ■3*o. This must 
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be added to the fifth place in the above value of «, and we 
obtain i '34650. 

Experiment. — Determine the Refractive Index of Acetone 
for the C and F lines. 

A Geissler hydrogen tube is clamped in position as already 
described (p. 88), so that the light is focussed at the notch of 
the wooden cap of the cell, the reflecting prism N (Fig. 30) 
being pulled forward out of the path of the light. After having 
placed a quantity of acetone in the cell, the position of the 
tube must be so adjusted, that on looking through the telescope, 
the lines appear at their brightest and are most clearly defined. 
The adjustment is best carried out by first roughly adjust- 
ing the position of the tube, while in action, by hand, and then 
moving the tube and lens upwards or downwards, or the tube 
sidewise by means of the different adjusting screws, until the best 
position is obtained. After the lines have been obtained quite 
clear and bright, they may be narrowed down and sharpened 
somewhat by means of the movable diaphragm in front of the lens. 

The chief lines of the hydrogen spectrum which one sees, 
are a bright red line on the extreme right (C line), a pale blue 
line (F line), and, on the extreme left, two violet lines (G' and 
G"). If, as is frequently the case, a little mercury is placed in 
the Geissler tubes, one also sees several lines between the C 
and the F lines, more especially a green line (one of the 
mercury lines). Measurements are generally confined to the 
C and F lines. 

The temperature having been regulated as described on 
p. 85, the Geissler tube is put in action, and the angle of 
emergence for the C line determined by bringing the inter- 
section of the cross-wires into coincidence with the upper edge 
of the red line. After reading the angle on the graduated disc, 
the latter is turned by means of the fine-adjustment screw G 
(Fig. 30) until the cross coincides with the upper edge of the 
blue line, when the angle is again read. 
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Instead of reading the angle of emergence for each line on 
the scale of the disc, it is only necessary to do so for one of the 
lines, the position of which is determined accurately. The 
position of the other lines is then determined by difference by 
means of the scale on the drum-head of the micrometer screw 
G. This drum is graduated into 200 partSj and moves in 
front of a horizontal scale, graduated into divisions corre- 
sponding to degrees and thirds of a degree (20'). One com- 
plete turn of the micrometer screw causes the drum to advance 
or retreat across one of the subdivisions of the horizontal scale, 
and the telescope to move through an angle of 20'. Con- 
sequently, as there are 200 divisions on the drum, each of 
these is equivalent to o-i'. The use of the graduated drum is 
especially advantageous for the determination of the angle of 
dispersion of a substance ; and the only precaution that requires 
to be observed in its use is to always turn it in the same 
direction when bringing the cross-wires of the telescope into 
coincidence with the boundary-line of light. 

Having obtained the value of the angles of emergence for 
the C and F lines, the value of the refractive index is obtained 
from the tables (p. 91), the numbers in the columns C, F, G' 
giving the numbers (in units of the fifth decimal place) which 
must be subtracted from or added to the value of «d in order 
to give the value of the refractive index for the other lines. In 
the case of the C line, the correction value must be subtracted 
from the value «d; in the case of the F and G' Unes, the 
correction value must be added. Thus, suppose the angles 
read were 64° 30' and 65° o' for the C and F lines respectively, 
then, from the tables we obtain — 

«c = 1-34647 - 0-00588 = 1-34059 
«F = 1-34397 + 0-01478 = 1-35875 

From the values of the refractive index, the molecular 
refractivity for the C and F lines should be calculated, and 
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also the value of the molecular dispersivity (the difference of 
the molecular refractivities) between the C and F lines ; and 
the numbers compared with the sum of the atomic refractivity 
and dispersivity given on p. 92. 

Refractivity of Substances in Solution. — In the case 
of not too strong solutions, the refractivity of the solute can 
be determined (with fair approximation, at least) from the 
values of the refractivity of the solution and of the solvent, 
according to the ordinary mixture formula. Let fii, f^, and n^ 
be the refractive indices of the solute, solvent, and solution 
respectively, and d^, d.^, d^ the corresponding densities; then, 
if the solution contains / per cent, of the solute, we obtain 
(using the R'" formula (Gladstone and Dale)) — 

«3 — I _ ?«i — I p «2 — I 100 — / 



ds ~ di ' 100 ' 


d.,_ ' 100 


or — 




«i — I «3 — I 100 


«2 — I 100 — / 


d, ~ d, ■ p 


d^ ■ P 


Or, if we use the R'^' formula— 




n^ — I I n.^ — T 100 


»2 — I 100 —p 


ni' + 2- d,- {n,' + 2)d,- p 


{n''+2)d,- p 



Experiment. — Determine the Molecular Refractivity of 
Potassium Chloride. 

Make up a solution of potassium chloride in water, approxi- 
mately 10 per cent, by weight, and determine the refractive 
index first of pure water, and then of the solution, for the D 
line at a temperature of about 20°. The density of the solution 
relatively to that of water at 20° equal to i must also be 
determined at the same temperature. From the refractive 
indices obtained, calculate the specific and molecular refractivity 
of potassium chloride. Use the Gladstone and Dale formula. 
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B. — POLARIMETRIC MEASUREMENTS 

When ordinary light is passed through a Nicol's prism 
(made from Iceland spar), the emergent ether vibrations 
take place in one plane, and the light is said to be plane- 
polarized. If this polarized light is now examined by means 
of another Nicol's prism, it will be found that, on rotating the 
latter, the field of view appears alternately light and dark, the 
minimum of brightness following the maximum as the prism 
is rotated through an angle of 90°. The prism by which the 
light is polarized is called the polarizer, and the second prism, 
by which the light is examined, it called the analyzer. 

If, when the field of view appears dark (which occurs when 
the axes of the two prisms are at right angles to each other), 
a tube containing a solution of cane sugar is placed between 
the two prisms, the field lights up ; and one of the prisms must 
be turned through a certain angle, a, before the field becomes 
dark again. The solution of cane sugar has therefore the 
power of turning or rotating the plane of polarized light 
through a certain angle, and is hence said to be optically 
active. When, in order to obtain darkness, the analyzer has 
to be turned to the right, i.e. clockwise, the optically active 
substance is said to be dextro-rotary ; and lavo-rotary when 
the analyzer must be turned to the left. 

It will, of course, be possible to obtain a position in which 
the field of view becomes dark by rotation of the analyzer either 
to the right or the left, because in one complete rotation of the 
prism through 360°, there are two positions of the analyzer, 180° 
apart, at which the field is dark, and similarly, two positions at 
which there is a maximum of brightness. In determining the 
sign of the activity of a substance, one takes the direction in 
which the rotation required to give extinction is less than 90°.' 

' This, however, is not an universal rule. See Landolt, ' ' Das optische 
Drehungsvermogen, " 2nd edit, p. 281. 
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The angle of rotation depends on (i) the nature of the 
substance, (2) the length of the layer through which the light 
passes, (3) the wave-length of the light employed (the shorter 
the wave-length, the greater the angle of rotation), (4) the 
temperature. In order, therefore, to obtain a measure of the 
rotary power of a substance, these factors must be taken into 
account, and we then obtain what is known as the specific 
rotation. This is defined as the angle of rotation produced 
by a liquid which in the volume of i c.c. contains i gm. of 
active substance, when the length of the column through which 
the light passes is i dcm. The specific rotation is represented 
by [a], the observed angle of rotation being represented 
simply by a. 

When, therefore, we are dealing with an homogeneous 
active liquid, the specific rotation is represented by — 

where / is the length of the column of liquid in decimetres, and 
d is the density. If, further, we take into account the other 
factors on which the rotation depends, viz. temperature and 
wave-length of light, we obtain a number which, for the par- 
ticular conditions of experiment, is a constant, characteristic 
of the substance. Thus, [a]!'" represents the specific rotation 
for the D line (sodium light) at the temperature of 25°. 

When the active substance is examined in solution, the 
concentration must be taken into account, and we obtain — 
J 

P , 100 .a 100 . a 

H = -7:7- "-^ H = t:^:^ 

where c is the number of grams of active substance in 100 c.c. 
of solution, / is the number of grams of active substance in 
100 gm. of solution, and d is the density of the solution. In 
expressing the specific rotation of a substance in solution, the 
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concentration and the solvent (which also has an influence on 
the rotation) must also be stated. 

Apparatus. — The Polarimeier. — Of the various forms of 
polarimeter which have been invented, only two need be con- 
sidered here, viz. the Lippich and the Laurent half-shadow 
polarimeters ; and these differ essentially only in the method 
of producing the half-shadow. 

In the case of the Laurent polarimeter, the arrangement 
of the optical parts is shown diagrammatically in Fig. 32. 
Monochromatic light from the source L passes through the lens 
A, which renders the rays of light parallel, and then through 
the polarizing prism B. It then passes through the observation 



KF 



1 ~*A'^ 



E)e ^d! p» , "0 :ic ^B ^M 



Fig. 32. 

tube O, and thence through the analyzer D. The field of view 
is observed through the telescope EF. At C, the circular open- 
ing of the tube carrying the polarizer is half covered by a thin 
quartz plate (as shown at C), the thickness of which is chosen 
such that the light in passing through the plate is altered in 
phase by half a wave-length,' but still remains plane-polarized. 
In this way, two beams of polarized light are obtained ; and if 
the polarizer is rotated so that the plane of polarization forms 
an angle (8) with the quartz plate, the planes of polarization 
will also be inclined at an angle, equal to 28. This is the half- 
shadow angle. On rotating the analyzer, a position will be 
found at which the one beam will be completely, the other only 
partially, extinguished. The one half of the field of view, 
therefore, will appear dark, while the other half will still remain 

' The apparatus can therefore be used only with light of one wave- 
length. 
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light. On rotating the analyzer still further, through the angle 
28, a second position will be found at which the second beam 
will be extinguished, while the first is no longer so. In this 
position of the analyzer, the half of the field which was formerly 
bright will now be dark, and that formerly dark will now be 
light. When, however, the analyzer occupies an intermediate 
position, the field of view will appear of uniform brightness ; 
and this is the position to which the analyzer must be set. 

By diminishing the angle 8 (by rotating the polarizer), the 
sensitiveness of the instrument can be increased, because now 
the angle 28, through which the analyzer must be rotated in 
order to cause the shadow to pass from one half to the other 
of the field of view, is diminished. By diminishing the angle 
of half-shadow, however, the uniform illumination of the field 
of view is also diminished^ so that the increased sensitiveness 
due to diminution of the angle of half-shadow is partly counter- 
acted by the greater difficulty in deciding when the field is 
uniformly illuminated, unless the light intensity of the source 
can at the same time be increased. With a source of light of 
given intensity, therefore, the angle of the half-shadow must be 
so fixed that the determination of the position of uniform illu- 
mination can be made without unduly straining the eyesight. 

The Lippich polarimeter differs from the Laurent form only 
in the method of producing the half-shadow. Instead of the 
quartz plate, there is a small Nicol prism which covers half of 
the opening at the end of the polarizer tube. The effect pro- 
duced is the same as with the quartz plate, and the apparatus 
possesses the advantage that it can be used with light of any 
wave-length. 

The complete polarimeter is shown in Fig. 33. 

At the end S, which is directed towards the source of light, 
are the lens and the light-filter, consisting either of a solution 
of potassium bichromate or of a crystal of this salt. The 
polarizing prism is at P, and is connected with the lever h, by 
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means of which it can be rotated, and thus the angle of half- 
shadow altered. The observation tube is placed in the middle 
part of the instrument, and is protected from extraneous light 
by a hinged cover. The analyzer is placed in the portion of 
the tube at A, and can be rotated, independently of the 




Fig. 33. 

graduated circle, by means of a screw. This allows of the 
correction of the zero point. F is the telescope with eye-piece. 
K is a graduated disc, which can be caused to rotate, along 
with the analyzer and telescope, past the fixed verniers n and 
«' by means of the rack and pinion T.' By means of the two 

' Various arrangements are employed for rotaling the analyzer, and the 
better instruments are also fitted with a fine adjustment. 
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movable magnifying lenses /, the accuracy of the reading is 
increased. 

Source of Illumination. — -As has already been said, the 
angle of rotation depends on the wave-length of the light used. 
It is therefore necessary to employ monochromatic light. On 
account of the ease with which the yellow light of the sodium 
flame (corresponding with the D line of the solar spectrum) 
can be obtained, most polarimetric measurements are carried 
out with this light. For methods of producing the sodium 
flame, see p. 84. 

In order to increase the homogeneity of the light, a light- 
filter, consisting either of a plate of solid potassium bichromate 
or of a solution of this substance, is oft-en inserted between the 
flame and the polarizer. 

Observation Tubes. — The observation tube in which the 
liquid to be examined is placed, generally consists of a tube of 




Fig. 34. 



thick glass with accurately ground ends. The tube is closed 
by means of circular plates of glass with parallel sides, which 
are pressed against the ends of the tube by means of screw- 
caps (Fig. 34). These caps must not be screwed so tightly 
that they strain the glass plates. Since the unit of length in 
polarimetry is i dcm., these tubes are made equal to i dcm. 
or to some multiple, e.g. 2 or 4 dcm., or a fraction, e.g. o'5 dcm. 
For the maintenance of a constant temperature, tubes are 
also made surrounded by a metal jacket, through which water 
at constant temperature can be passed. We shall later find 
a simpler tube to be useful. This tube (Fig. 35) is closed 
by plates of glass, cemented on with sealing-wax or with 
Chatterton compound, and is filled through the side tube a. 
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It is surrounded by a mantle through which water can be 
passed. 



Fig. 35. 

Adjustment of the Polarimeter. — Set up the polarimeter so 
that the polarizer end is opposite to a bright sodium flame, and 
at about 4 or 5 inches from it. Place a tube full of distilled 
water in the support between the polarizer and the analyzer^ and 
focus the telescope eye-piece on the line bisecting the field of 
view, rotating the analyzer if necessary so as to get unequal 
illumination of the two halves. Now determine the zero point 
by rotating the analyzer until equal illumination of both halves 
of the field of view is obtained. This position should be 
approached several times from either side, readings being made 
at each of the two verniers (in instruments supplied with these), 
and the mean of the readings taken. The object of making 
readings at the two verniers, i.e. at points of the graduated circle 
about 1 80° apart, is to correct for the excentricity of the latter. 

As the zero is altered by alteration of the angle of half- 
shadow, the position of the lever h, which rotates the polarizer, 
must be fixed before the zero point is determined. In some 
instruments it is possible to rotate the analyzer without rotating 
the graduated circle (or the vernier where the latter is movable), 
and it is therefore possible to adjust the zero so as to eliminate 
the correction for the zero point. Further, it is possible by 
this means to adjust the zero to different parts of the graduated 
scale, and thus eliminate errors in graduation. 
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Experiment. — Delermine the Specific Rotation of Cane 
Sugar. 

Make up a solution of pure cane sugar in distilled water of 
known concentration. This can be done either by weighing 
out the sugar, dissolving in water, and making the solution up to 
a definite volume (say loo c.c.) in an accurate measuring flask 
(see p. 31); or by weighing both the sugar and the solution, 
and determining the density of the latter by means of a 
pyknometer. The strength of the solution used may be about 
10 per cent. 

Having adjusted the polarimeter as described above and 
determined the zero point, the sugar solution, contained in an 
observation tube fitted with a water-jacket, is placed in the 
polarimeter, and the angle of rotation observed, several readings 
being taken as in the determination of the zero point. Mean- 
while the temperature of the solution is maintained constant, 
equal say to 20°, by circulating water from a thermostat (see 
p. 70) through the mantle. Having determined the value of 
the angle of rotation, the specific rotation is calculated by means 
of the formulae on p. 98. The value of [aj^" for cane sugar is 
+ 66-5". 

C. — Spectrometry 

When the light emitted by an incandescent gas or vapour 
is examined by means of a glass prism, a number of differently 
coloured bands or lines are seen, which constitute what is 
known as the spectrum of the substance. Moreover, these 
bands and lines have, for any given substance, perfectly 
definite positions, so that it is possible, from a determination 
of the position of the lines, to tell what is the nature of the 
substance. The determination of the wave length of the 
different rays emitted by an incandescent gas is, however, of 
value, not only for the purpose of identifying the substance, but 
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also on account of the relationships which have been found 
to exist between the spectra of allied elements. 

For ordinary purposes the determination of the wave length 
of the lines of a spectrum is generally carried out by a method 
of graphical interpolation, with the help of a number of fixed 
points. These fixed points are very commonly determined 
in one of two ways, viz. (r) by determining the angular devia- 
tion of lines of known wave length; (2) by determining the 
position on a fixed scale of lines of known wave length. 

Spectrometer. — The apparatus employed for these 
measurements is called a spectrometer, a simple form of 



Fig. 36. 

which is shown in Fig. 36. The essential parts of the spectro- 
meter are : (i) a collimator, A, at one end of which is an 
adjustable slit, and at the other a lens by which the rays of 
light can be rendered parallel — this collimator is clamped in 
a fixed position ; (2) a prism, P ; (3) a telescope, B, which can 
be moved round over a graduated circle, C. 

Adjustment of the Spectrometer. — The telescope is 
removed from its clamp, and the position of the eye-piece 
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altered until the cross-wires are in focus, the telescope being 
meanwhile directed to the open sky^ or towards a white back- 
ground. It is then necessary to focus the telescope for parallel 
rays, i.e. for infinity. This is done by pointing the telescope 
at a distant, sharply defined object (say too to 200 or more 
yards distant), and moving the whole tube containing eye-piece 
and cross-wires until the object appears sharply focussed. 
When this is done, the cross-wires and image should not show 
any relative displacement when the eye is moved in front 
of the eye-piece. The telescope is now in focus for parallel 
light. 

The telescope is replaced in its clamp, and is directed to 
look into the collimator, after having removed the prism. 
The slit of the coUimating tube is now illuminated and the 
distance of the slit from the coUimating lens altered until the 
slit, the image of which should be in the centre of the field of 
view of the telescope, appears quite sharp. Since the telescope 
was focussed for parallel light, it follows that the light coming 
from the collimator is now parallel. 

Now place the prism in its place, with its refracting edge 
parallel with the slit. Illuminate the slit by means, say, of 
a sodium flame (p. 84), and turn the telescope until the image 
of the slit is seen. Rotate slowly the table on which the 
prism stands, or, if the table is fixed, rotate the prism, until 
it is in the position of minimum deviation. This is done by 
rotating the prism backwards and forwards, and following the 
image of the slit with the telescope. In this way it is found 
that, as the prism is rotated continuously in one direction, the 
image of the slit appears to move first in one direction, and 
then at a given point to stop and move in the opposite 
direction. The position of minimum deviation is that at 
which the image changes its direction of movement. This 
position can then be ascertained more exactly, and the prism 
fixed. 
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We have now to determine the angular deviation of 
different spectral lines of known wave-length, by illuminating 
the slit with different incandescent substances, bringing the 
cross-wire of the telescope into coincidence with the different 
lines of the spectra, and reading off on the graduated scale and 
vernier of the instrument the angle of deviation for the different 
lines. The angles so read off are plotted as abscissae against 
the wave-lengths of the particular lines as ordinates, and a 
smooth curve drawn through the points so plotted. In this 
way we obtain a "map" from which the wave-length of any 
other line can then be obtained, by determining the angular 
deviation (the prism always being in the same position) of the 
particular line, and' reading off from the curve the corre- 
sponding wave-length. 

Instead of determining the angular deviation of the different 
lines, one may make use of a fixed scale. This is contained 




Fig. 37. 



in a third tube, D (Fig. 37), and is seen in the telescope by 
reflection from the face of the prism, the scale being illuminated 
by a small gas flame or electric lamp placed opposite the end 
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of the tube. Too strong an illumination should be avoided, 
otherwise difiSculty will be found in seeing the weaker spectrum 
lines. 

To adjust this scale, place a sodium flame in front of the 
slit of the collimator, and turn the telescope until the D line 
is seen in the centre of the field of view ; illuminate the scale, 
and focus it quite sharply on the face of the prism; then 
adjust the position of the scale so that the sodium line 
coincides with some definite scale mark — say loo. The 
position of other spectral lines is then read off on the scale, 
and the scale numbers are plotted against wave-lengths. 

Experiment. — Construct a Spedrinn Map, and determine 
the Wave-lengths of the Chief Lines of the Spectra of Hydrogen 
and of Helium. 

The spectrometer is adjusted as described above, the slit 
being directed towards a clear, non-luminous Bunsen flame, 
protected from draughts. The prism should be shielded from 
extraneous light by means of a cloth or a cardboard box. The 
chlorides of potassium, lithium, sodium, thallium, and strontium 
are vaporized in the Bunsen flame, and the angular deviations, 
or the scale-divisions, corresponding with the different well- 
marked lines of the spectra determined. The substances may 
be employed in the form of solids, and may be supported in 
the flame by means of clean platinum wire ; or strong solutions 
of the salts, acidified with hydrochloric acid, may be placed in 
a glass tube and fed into the flame by means of a wick of 
fibrous asbestos. Care should be taken that the rays of light 
always fall on the slit at the same angle, otherwise a slight 
displacement of the lines will result. All danger of such 
displacement can, however, be avoided by focussing the light 
on the slit by means of a lens. 

When solids are used, the flame coloration is often rather 
transient, but can be revived by moistening the solid with 
hydrochloric acid. 
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For the construction of the map, the following lines may 
be plotted :— 



Chloride of— 


Colour of line. 




Wave* length in Angstrom 
units.' 


Potassium 

Lithium 

Strontium 

Sodium 

Thallium 

Strontium ... 


Red 

»i 
Orange 
Yellow 
Green 
Violet 


7669 
6708 
6409 
5893 

5351 
4608 



Having constructed the map, a Geissler vacuum tube (pre- 
ferably an end-on tube, p. 85), containing hydrogen or helium, 
is fixed before the slit, and connected with the secondary of 
an induction coil. The chief lines in the case of the hydrogen 
spectrum are a red line (C line), a blue line (F line), and two 
violet lines ; while the chief lines in the helium spectrum are 
two red lines, a yellow line, two green lines, a blue line, and a 
violet line. The wave-lengths of the most important lines are 
as follows : — 



Hydrogen. 


Helium. 


Line. 


Wave-length. 


Line. 


Wave-length. 


C (red) 
F (blue) 


%\ 


Red 

Yellow 
Green 


7065 
6678 
5876 
5016 






11 

Blue 
Violet 


4922 

4713 
4472 



' One Angstrom unit = i ten-millionth of a millimetre (=01 jti|u). 



CHAPTER VII 

MOLAR WEIGHT OF SUBSTANCES IN SOLUTION 

In Chapter III. we learned how the molar weight of a sub- 
stance in the gaseous state could be determined; the molar 
weight being there defined as that weight which at o° and 
under the pressure of 760 mm. would occupy a volume of 
22,400 cc. On the basis of the laws of osmotic pressure, and 
the analogy between a substance in the state of vapour and in 
solution, we could, in a similar manner, define the molar weight 
of a substance in solution as that weight which when contained 
in 22,400 cc. of solution gives at 0° an osmotic pressure of 
7 60 mm. Closely related to the osmotic pressure is the 
depression of the vapour pressure of the solvent, so that from 
this also molar weights might be determined. The direct 
measurement, however, either of the osmotic pressure or of the 
depression of the vapour pressure is difficult, so that for 
ordinary practical purposes recourse is had to other methods, 
\yhereby these quantities can be indirectly determined. These 
are the determination of the depression of the freezing-point 
and the elevation of the boiling-point of the solvent. 

I. Freezing-point (Cryoscopic) Method 

If 20 gm. of a substance when dissolved in W gm. of a 
solvent lower the freezing-point of the latter by d°, the molar 
weight of the solute is obtained by means of the expression 
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where ^ is a constant depending only on the solvent employed. 
Its value for the commonest solvents employed is given in the 
following table :— - 



Solvent. 



Water . . 
Benzene . 
Acetic acid 



Freezing-point. 



o° 

5-5° 
17° 



i860 
5000 
3900 



The method can be employed only when the solute does 
not form an isomorphous mixture (solid solution) with the solid 
solvent, i.e. only when the solvent crys- 
tallizes out pure. 

Apparatus. — In order to find the 
value of d in the above expression, it 
is necessary to determine the freezing- 
point of the pure solvent and of a 
solution of known concentration. This 
determination is carried out in the ap- 
paratus shown (Fig. 38).^ The cooling 
bath consists of a glass or stoneware 
vessel, A, on the top of which rests a 
lid of brass, L. Through a hole in the 
centre of the lid there passes a wide 
glass tube, B, which is fixed in place 
by means of a cork ; and through 

' The method to be described here, and 
which is due essentially to Beckmann, is that 
which is most commonly used in chemical 
laboratories where only a moderate degree of j,-[q ,8. 

accuracy is required. For a description of the 

more exact methods and the precautions to be observed, see Ostwald- 
Luther, " Physikalisch-chemische Messungen." 
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another opening in the lid there passes a -stirrer, E, by means 
of which the temperature of the bath can be kept more 
uniform. A third opening in the lid allows of the passage of a 
thermometer. 

The freezing-point tube C, which is furnished with the side 
tube D, is supported in the neck of tube B by means of a cork 
or asbestos ring, so that the freezing-point tube is surrounded 
by an air-mantle. This ensures a slower and more uniform 
rate of cooling of the liquid. Through a cork in the neck of 
C there pass a thermometer, T, and a stirrer, S, to the upper 
end of which a non-conducting handle of cork or wood is 
attached. To ensure freedom of movement and guidance to 
the stirrer, the latter is made to pass through a short piece of 
glass tubing inserted in the cork of the freezing-point tube. 

In order to keep the temperature of the cooling bath more 
uniform, it is well to surround the latter and to cover the hd 
with thick felt. 

Precautions. — Special mention may be made here of a 
few precautions which should be observed in all determinations 
of the molar weight by this method : — 

I. The temperature of the cooling bath must not be too low. 

When we consider the factors affecting the temperature of 
the liquid in the freezing-point tube, we see that they are 
(chiefly) three in number, viz. abstraction of heat by the cool- 
ing bath ; addition of heat from the outside by conduction 
through the stirrer, thermometer, etc. ; addition of heat (latent 
heat of fusion) to the liquid by the solidifying solvent^'' If, for 
the moment, we suppose no solidification to take place, it will 
be evident that the final temperature of the liquid will be the 
resultant of the action of the first two factors. This tempera- 
ture, called the convergefic e temperature, will, of course, be all 
the lower, the lower the temperature of the cooling bath ; and 
it will also, in general, lie below the true freezing-point of the 
liquid. If, now, in this supercooled liquid, solid begins to 
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separate out, the latent heat of fus-. 
ion will be added to the licLuid, and 
the temperature will therefore rise. 
But the temperature which is now 
reached will not necessarily he the 
true freezing point of the liquid, 
for it is the resultant of two oppos- 
ing factors, viz. the rate at which 
heat is withdrawn (which in turn de- 
pends on the difference between the 
temperature observed and the conver- 
gence temperature), and the rate at 
which heat is given to the liquid, 
which will depend on the latent heat 
of fusion and on the velocity of crys- 
tallization. Since we can take the 
velocity of crystallization as being 
proportional to the degree of super- 
cooling, we see that the final ob- 
served temperature will be lower than 
the true freezing-point by an amount 
directly proportional to the differ- 
ence between the observed temperature 
and the convergence temperature, and 
by an amoxint inversely proportional to 
this difference; that is - 

T = t + -(t- t') 
Z 

where T is the true freezing-point, 
t the observed freezing-point, t' the 
convergence temperature, k a constant 
depending on the rate of abstraction 
of heat, and Z a constant depending on 
the rate of addition of (latent) heat. 
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In order to diminish the value of the 
correction v 

|(t - t'), 

the temperature 
difference ft - t') should be small. 
This is the reason why the temperature 
of the cooling hath should not be too 
low. To obtain the accuracy at which 
we are at present aiming, the tempera- 
ture of the cooling bath should not ex- 
ceed 3° below the freezing-point of the 
liquid. 

2. The amount of supercooling should 
not exceed 0.3° - 0.5°. 

From the equation given above, it 
will be seen that the value of the cor- 
rection V 

|(t - f) 

can also be di- 
minished by increasing the value of K, 
i.e., by increasing the degree of super- 
cooling and so obtaining the separation 
of a large amount of the solid solvent. 
If this is done, however, the concentra- 
tion of the solution is appreciably al- 
tered, and the depression of the freez- 
ing-point is therefore apparently too 
great ^. For our present purpose, the 
above limits of supercooling may be 
taken. 

3. The stirring should not be too 
rapid, and should be as uniform as pos- 
sible . 

The stirring should be just suffi- 
ciently rapid to maintain the contents 
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of the tube at a uniform temperature. 
Too rapid stirring should he avoided, 
so as not to give rise to too much 
heat by friction. An up-and-down 
movement of the stirrer at the rate of 
about once per second will be suffi- 
cient. 

4. Always tap the thermometer be- 
fore taking a reading. 

As the bore of the capillary of 
the thermometer is very small, the mer- 
cury is inclined to "hang", and the 
purpose of tapping the thermometer with 
the finger or a small padded hammer is 
to overcome this. 

The Beokmann Thermometer .- In 
order that the determination of the 
molar weight shall be made with suffi- 
cient accuracy, it is necessary to be 
able to read the temperatures with an 
error not exceeding 0.001 - O.OOS*. 
The thermometer should therefore be 
graduated to, at least, hundredths of 
a degree. Such a thermometer, however, 
if made in the ordinary way, would have 
only a very short range unless its length 
were made inconveniently great. It 
would be necessary, therefore, to have a 
number of these thermometers for use at 
different temperatures. To obviate this 
necessity, a thermometer was 

(continued on p. 115) 
Note : See p. 114a. . 
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^ (p. 113a) - The change in the concen- 
tration can "be caloulated as follows : 
If c is the specific heat of the li- 
q.uid5 L the latent heat of fusion, t 
the amoxmt of supercooling in degrees 
.Centigrade, then the fraction of the 
total amoimt of liquid which will so- 
lidify will be Q^ 

so that instead 
of there being W gm, of solvent to 
w gm. of solute, there will now be 

W(l -fi). 
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designed by Beckmann, which, although it does not allow of 
the absolute temperature being read, enables one to determine 
differences of temperature at any desired absolute 
temperature. 

The Beckmann thermomekr (Fig. 39) as usually 
employed in the laboratory has a range of only five 
or six degrees; and is generally graduated into 
degrees, tenths and hundredths of a degree. The 
peculiarity of the Beckmann thermometer is that the 
amount of mercury in the bulb, and therefore the 
temperature at which the thermometer can be used, 
can be altered. The lower the temperature, the 
greater must be the quantity of mercury in the bulb. 

This regulation of the amount of mercury in the 
bulb is rendered possible by having at the upper end 
of the capillary a small reservoir, R, into which the 
excess of mercury can be driven, or from which a 
larger supply of mercury can be introduced into the 
bulb. 

Setting the Beckmann Thermometer. — Be- 
fore using the Beckmann thermometer, it must be 
" set,'' i.e. the amount of mercury in the bulb must be 
so regulated that at the particular temperature of the 
experiment, the end of the mercury thread is on 
the scale. This is done as follows : — 

Hang the thermometer in a beaker of water the 
temperature of which is regulated according to the 
experiment,^ with the help of an ordinary thermometer 
graduated, preferably, in fifths or tenths of a degree,^ 

■ Since the scale of the Beckmann thermometer does not 
extend upwards to the end of the capillary, the temperature of '^!^ 
this bath must be at least 2°^3° higher than the highest tem- FiG. 39. 
perature to be met with in the experiment. 

^ The accuracy of this thermometer should be tested previously by 
comparison with a standard thermometer. 
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and see whether or not the top of the mercury of the Beck- 
mann thermometer stands on the scale. If it does not, then 
suppose in the first place that it does not rise so far as the 
scale ; that is, suppose there is too Uttle mercury in the bulb. 
In this case, place the thermometer in a bath the temperature 
of which is sufficiently high to cause the mercury to pass up to 
the top and to form a small drop at the end of the capillary; 
Now invert the thermometer, and tap it gently so as to collect 
the mercury in the reservoir at the end of the capillary and to 
join with the mercury there. Return the thermometer carefully, 
without shaking, to the upright position, and place the bulb 
again in the first bathj regulated at the proper temperature. 
The mercury in the bulb will contract and draw in more 
mercury from the reservoir. After several minutes, when the 
thermometer will have taken up the temperature of the bath, 
strike the upper end of the thermometer against the palm of 
the hand so as to cause the excess of mercury to break off 
from the end of the capillary. Make sure, now, that the 
amount of mercury has been properly regulated, by placing 
the thermometer in a bath the temperature of which is equal 
to the highest that will occur in the experiment, and see that 
the mercury stands on the scale. If it stands above the scale, 
too much mercury has been introduced, and some of it must 
be got rid of by driving the mercury once more up into the 
reservoir and shaking off a little of it from the end of the 
capillary. Of course, if the mercury is found to stand too low 
on the scale, then more mercury must be introduced in the 
manner described above, these operations being repeated until 
the proper amount of mercury has been introduced. This 
must always be tested by placing the thermometer in a bath 
at the temperature of the experiment and making sure that the 
mercury remains on the scale. 

On account of the so-called "thermal after-effects" met 
with in the case of glass, owing to which glass, after being 
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heated, does not immediately acquire its original volume 
(see p. 40), it is advisable to have at least two Beckmann 
thermometers, one for use at lower, the other for use at higher 
temperatures. 

Tabloid Press. — When the substance under investigation 
is a solid, it will be found very convenient to compress it into 
k short rod or tabloid, in which form it can be readily weighed 
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Fig. 40. 



and introduced into the freezing-point tube. For this purpose 
a mould and press of the form shown is very useful (Fig. 40). 
The mould consists essentially of a cylinder, a, with a circular 
bore, which can be closed by a metal stopper l>, a collar c, and 
the plunger d. 

After carefully cleaning these different parts, the end of the 
cylinder is closed by the stopper l>, and the collar c is then 
placed in position over the other end of the mould. The 
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Fig. 41. 



substance to be compressed is placed, in small quantities at a 
time, inside the collar and gently pressed down the mould by- 
means of the plunger. When a suflficient 
quantity of the substance has been intro- 
duced, the plunger is placed in the mould 
and the whole inserted in the press, the sub- 
stance being then compressed by means of 
the screw S. Do not, however, compress 
the substance too much, otherwise it will be 
very difficult to remove it from the mould. 
If this should happen, the substance should 
be dissolved out by means of a suitable 
solvent. 

When the substance has been sufificiently compressed, 
remove the mould from the press, detach the stopper b, place 
the collar over this end of the cylinder, and, inserting the plunger 
again in the mould, place the whole once more in the press 
and force the rod of substance out (Fig. 41). 

After use, the mould and plunger must be well cleaned (if 
necessary, with the help of a solvent), dried and oiled before 
being put away. 

Experiment. — Determination of the Molar Weight of a 
Substance in Benzene. 

First set up the apparatus (p. in) completely, to make 
sure that the different parts fit properly ; and see that the 
stirrer in the freezing-point tube works smoothly without striking 
against the bulb of the thermometer. Remove the thermometer 
and stirrer from the freezing-point tube, and fit the latter, which 
must be clean and dry, with an unbored cork. Weigh this 
tube, and then pour in 15-20 gm. of pure benzene, and weigh 
again. For this purpose a balance weighing to a centigram 
should be used. Now set the Beckmann thermometer so that 
at the temperature of 5-5° (melting-point of benzene) the 
mercury stands not lower than the middle of the scale. Dry 
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the thermometer thoroughly and insert it, along with the 
stirrer, in the freezing-point tube, so that the bulb of the 
thermometer is completely immersed in the benzene. Fill 
the vessel A with water and ice, so that a temperature of 
about 2°-3° is obtained. This can be regulated by varying the 
amount of water and ice. The freezing-point of the benzene 
is then determined. 

In doing this, make a first approximate determination by 
placing the freezing-point tube directly in the cooling bath,^ so 
that the temperature falls comparatively rapidly. When solid 
begins to separate, quickly dry the tube and place it in the air- 
mantle in the cooling bath ; stir slowly and read the temperature 
when it becomes constant. Now withdraw the tube from the 
mantle and melt the solid benzene by means of the hand. If 
in this operation the temperature of the liquid is raised more 
than about 1° above the freezing-point, place the tube again 
directly in the cooling bath and allow the temperature to fall 
to within about half a degree of the freezing-point as determined 
above ; quickly dry the tube and place it in the air-mantle and 
allow the temperature to fall, stirring slowly all the while. 
When the temperature has fallen to from 02° to 0-5° below the 
approximate freezing-point found above, stir more vigorously. 
This will generally cause the solidification to commence, and 
the temperature will now begin to rise.^ Stir slowly again, 
and, with the help of a lens, read the temperature every few 
seconds, tapping the thermometer firmly with the finger each 

' For this purpose push the lid of the bath aside ; do not remove it 
from the bath. 

' It is sometimes found that solidification does not commence in the 
supercooled liquid, even on stirring vigorously. In such cases too great 
supercooling should be avoided by the introduction of a small crystal of the 
solid solvent through the side tube D, the stirrer being raised and touched 
by the crystal. In cases, therefore, where supercooling readily occurs, it is 
well to have a tube containing a small quantity of the solidified solvent 
standing in the cooling bath. 
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time before doing so. Note the highest temperature reached. 
Again melt the solid benzene which has separated out, and 
redetermine the freezing-point in the manner just described. 
Not fewer than three concordant readings of the freezing-point 
should be made, the mean of these being then taken as the 
freezing-point of the benzene. The deviations of the 
separate readings from the mean value should not exceed 

0'002°. 

The freezing-point of the solvent having been determined, 
a weighed amount of the substance (e.g. camphor, naphthalene, 
anthracene), compressed into the form of a rod (p. 117), is now 
introduced into the benzene through the side tube D, of the 
apparatus.' The amount taken should be sufficient to give a 
depression of the freezing-point of not less than o"i". After 
the substance has dissolved, the freezing-point of the solution 
is determined in exactly the same manner as described for the 
pure solvent; first an approximate and then not fewer than 
five accurate determinations being made. In each case note 
the degree of supercooling. 

Two further additions of the substance should -be made, 
and the freezing-point of the solution determined after each 
addition. From each set of determinations, calculate the molar 
weight of the solute. The error should not exceed 3-5 per 
cent. 

Abnormal Molar Weights. — In the case of a number 
of substances (very commonly in the case of organic acids and 
hydroxy-compounds in benzene), it is found that the molar 
weight determined by the cryoscopic method is greater than 
that calculated from the usual chemical formula of the sub- 
stance, by an amount exceeding the experimental error. We 
are therefore led to the assumption that these substances 
associate in solution, i.e. two or more molecules combine to 

' Where a tabloid press is not available, the substance may be shaken 
out from a narrow tube inserted through D. 
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form a larger molecule. As an example of this, we may take 
the case of benzoic acid (CeHj.COOH) in benzene. 

Experiment. — In the manner just described, determi?te the 
apparent Molar Weight 0/ Benzoic Acid in Benzene, and from the 
mtmbers obtained calculate the Degree of Association, assuming that 
two single molecules combine to form one compound molecule. 

The degree of association can be calculated in the following 
manner: If ^ represents the degree of association, or the 
fraction of the total number of molecules which combine to 
form larger molecules, and if n represent the complexity of the 
new molecules, then of each mole of substance taken there will 

X 

be I— a: moles unassociated, and - moles associated. Conse- 

n 

quently, instead of there being i mole there will be only 

i—x-\—ox\—x\'i—-\ In other words, the number of 
n \ n) 

dissolved molecules has decreased in the ratio of i : i - .t f i — - j. 

But the depression of the freezing-point is proportioned to the 
number of moles (in a given volume) ; hence, if d, represent the 
depression calculated on the assumption of no association, and 
a'o the depression actually obtained — 

d, _ '~'^'~") . or X = '^'-'^\ 

Or, if the molar weight is first calculated from the depressions 

produced — 

M„ - M, 



M, 



0(1 -i) 
\ nl 



where Mo represents the molar weight calculated from the 
observed depression, and M, the molar weight calculated from 
the chemical formula. 
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Not only can the molar weight determined from the depres- 
sion of the freezing-point have a value greater than that 
corresponding with the ordinary chemical formula of the sub- 
stance, but it can also have a value much smaller, thus pointing 
to a dissociatio7i of the molecules in solution. This is found, 
for example, in the case of almost all salts, acids and bases in 
aqueous solution, and the degree of dissociation (ionization) 
can be calculated in a similar manner to the degree of associa- 
tion given above. Thus, if x represent the degree of dis- 
sociation, and if n be the number of dissociated molecules 
(ions) formed from each molecule of the solute, then the relative 
increase in the number of molecules (or molecules plus ions) 
in the solution will be as i : i -^ (n—i) x. 

Hence, if d„ and 4 represent the observed and the theoretical 
(on the assumption of no dissociation) depressions, we have — 

dj ^ T. Ar{n- \)x Q^ ^ ^ d^- d, 



d, I di{n — i) 

Hence, it follows — 

^ ^ M, - M„ 



M„(;2 - i) 

(In the case of aqueous solutions, the depression produced by 
I mole of a normal (non-associating and non-dissociating) 
substance in loo gm. of water is i-86o°.) 

Experiment. — Determine the apparetit Molar Weight of 
Potassium or Sodium Chloride in Aqueous Soltition, and fivm the 
value obtained calatlate the degree of Ionization of the Salt. 

The determination is made in the same manner as in the 
case of the benzene solutions (p. ii8). It may, however, be 
found that crystallization commences with greater difficulty than 
in the case of benzene, so that, in order to prevent too great 
supercooling, it may be necessary to add a small crystal of ice 
to the supercooled solution. 

In the cooling bath, a mixture of a salt solution and ice 
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should be employed, the temperature being regulated (to — 2° 
or - 3°) by varying the strength of the salt solution. To lower 
the temperature, increase the strength of the salt solution, to 
raise the temperature diminish it. Ice must always be present. 
Calculations — 

1. From the determinations of the freezing-point of the 
benzene solutions, calculate {a) the value of the freezing-point 
constant ; {b) the latent heat of fusion of benzene ; the theo- 
retical molar weight being assumed for the solute. (The latent 
heat effusion of benzene is 30"! cals.) 

2. From the depression of the freezing-point in the case of 
the aqueous solutions, calculate the osmotic pressure of the 
latter, and the latent heat of fusion of ice. (The latent heat of 
fusion of ice is yg'g cals.) 

3. Determine what error will be introduced into the value 
of the degree of association or ionization by an error of ± i 
per cent, in the determination of the molar weight. 



II. Boiling-point (Ebullioscopic) Method 

The molar weight of a substance in solution can also be 
determined from the elevation of the boiling-point which is 
produced, provided that the solute is not appreciably volatile 
at the temperature of the boiling solvent. 

If w gm. of a substance when dissolved in W gm. of a 
solvent raise the boiling-point of the latter by e°, the molar 
weight of the dissolved substance is given by the expression — 

w 

yi = k. — fTv 
^. w 

in which .4 is a constant, the value of which depends only on 
the solvent. Its value for a few of the more common solvents 
is given in the following table : — 
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Solvent. 



Ether . 
Acetone 
Benzene 
Water . . 
Ethyl alcohol 



Boiling-point. 


k 


34-9° 


2100 


56-3° 


1700 


80-3° 


2700 


ioo-o° 


520 


78-3° 


1 150 



Apparatus and Method. — The apparatus which is gene- 
rally employed for the purpose of molar weight determinations 
by the boiling-point method is that designed by Beckmann, 

one form of which, to- 
gether with the manner of 
using it, will be described 
here. 

The apparatus (Fig. 42) 
consists of a boiling tube, 
with a long side tube sur- 
rounded by a water con- 
denser, C. A Beckmann 
thermometer, T, passes 
through the cork in the 
end of the tube, which is 
surrounded by a mantle, 
M, made of glass, porcelain, 
or metal, in which a quan- 
tity of the solvent is kept 
boiling. By this means the 
boiling solvent or solution 
in A is surrounded by a 
jacket of nearly constant 
temperature, so that the 
heating is made more uni- 
form and the tube is protected against loss of heat by radiation. 
The mantle and boiling tube rest on an asbestos heating box, 
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in the centre of which is a hole filled in with wire gauze; 
and it is well to cover this gauze with a thin layer of teased 
asbestos fibre. Two chimneys, F, carry the hot air up past 
the apparatus. To prevent the passage of currents of air 
between the boiling tube and the mantle, the former should 
be fixed into the latter by means of a ring of asbestos paper. 

In the case of the porcelain mantles, there are two open- 
ings, O, pierced on opposite sides of the mantle, which enable 
one to see the liquid in the boiling tube. To protect the boil- 
ing tube from the surrounding air, these openings should be 
filled in with mica. 

Manipulation. — Before commencing the determination of 
the boiling-point of the solvent, the thermometer must be set 
(p. 115) so that the mercury stands not higher than the middle 
of the scale at the boiling temperature of the solvent. The 
boiling tube is fitted with unbored corks and weighed, and then 
about 15-20 gm. of the solvent introduced and the tube 
reweighed. In order to secure uniform ebullition and to pre- 
vent superheating, glass beads, garnets, or similar material, are 
introduced into the tube, so as to form a layer about 3-4 cm. 
deep ; the thermometer is then placed in position, so that the 
bulb is a few millimetres above the beads and is entirely 
surrounded by liquid. 

About 10-15 ^■^- °f ^^^ solvent (residues from former 
experiments) are introduced into the mantle along with a few 
beads or pieces of porous tile (to prevent bumping). The 
mantle, with the condenser, C, attached, is supported in 
position on the heating box, and the boiling tube inserted in 
the mantle, so that the end of it rests on the wire gauze of the 
heating box. The condensers of the mantle and the boiling 
tube are fitted up in series, so that the water passes from the 
one (boiling-tube condenser) to the other, and a flame is then 
placed under the heating box. This flame, which should be pro- 
tected from draughts by means of a chimney, and, if necessary, 
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also by screens, should not be placed immediately under the 
boUing tube, but somewhat to the side; and the size of the 
flame and its position should be so chosen, that the liquid both 
in the boiling tube and the mantle is kept in a state of vigorous 
ebullition. In the case of the liquid in the mantle, this con- 
dition can be gauged from the amount of vapour which con- 
denses. As the temperature registered by the thermometer 
varies slightly with the vigorousness of the ebullition, the latter 
should be maintained as uniform as possible throughout a series 
of determinations. 

The boiling-point of the pure solvent must first be deter- 
mined. It will be found that perhaps twenty minutes or half 
an hour will elapse before the temperature of the liquid becomes 
constant ; and the final reading of the thermometer should not 
be made until the mercury has remained stationary for about ten 
minutes.^ As mentioned previously (p. 114), the thermometer 
must be tapped firmly with the finger before a reading is taken. 

While the temperature is becoming constant; "•<tg,bloids of 
the substance to be investigated should be prepared and 
weighed. When the temperature has become constant, one of 
these weighed tabloids should be introduced through the side 
tube into the solvent, and the temperature again noted, after it 
has risen and remained constant for five minutes. Two further 
quantities of the substance should be introduced, and the 
temperature read after each addition. From the boiling-points 
of the pure solvent and of each of the solutions, the molar 
weight is calculated for each concentration. In making the 
calculation, 0-2 gm. should be subtracted from the weight of 
solvent taken, when this is benzene, ether, acetone, etc., to 
allow for the vapour contained in the tube and condenser ; in 
the case of water, 0-35 gm. should be deducted. 

' Considerable fluctuations of the temperature may be caused if the 
apparatus is placed in a draught, or if the flame is placed immediately 
under the boiling tube. 
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On account of the influence of pressure on the boiling-point, 
the barometric pressure at the beginning and end of the experi- 
ment should be noted, and, if necessary, a corl-ection applied/ 

In the case of the determination of the molar weight of 
liquids, the latter are introduced into the boiling tube by means 
of a pipette with long tube (Fig. 43). 




Fig. 43. 

Experiment. — Determine the Molar Weight of Camphor or 
of Anthracene in Benseiie. 

Experiment. — Determine the Molar Weight of Ethyl Ben- 
zoate in Benzene. 

Calculation — 

Assuming the theoretical molar weight of the solute, calcu- 
late, from the measurements made, the heat of vaporization of 
the solvent and the value of the boiling-point constant. The 
following are the values of the latent heat of vaporization of 
the solvents previously mentioned. 

' See Ostwald-Luther, " Physiko-chemische Messungen," p. 307. 
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Ether 84"8 cal. 

Acetone . . . . ... I25'3 " 

Benzene ... . . 94'^ u 

Water 53^ .. 

Ethyl alcohol . . . . . 216-4 » 

Landsberger= Walker Method. — For ordinary chemical 
purposes, when it is only desired to decide what multiple of 




Fig. 44. 



the empirical formula of a compound represents the molecule ; 
where, therefore, an accuracy of 5-10 per cent, is sufficient, 
the Landsberger method, as modified by Walker and Lumsden, 
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may conveniently be employed. The advantage' which this 
method possesses is, that several determinations of the molar 
weight can be carried out with one and the same sample of 
material, so that only one weighing is necessary. Instead also 
of determining the amount of the solvent by weight, its amount 
by volume is measured ; this makes no difference in the calcu- 
lation, except that a different constant is employed, which is 
equal to the Beckmann constant divided by the density of the 
solvent at its boiling-point. 

Apparatus. — The apparatus (Fig. 44) consists of a boil- 
ing flask F, and a graduated tube N, surrounded by the wider 
tube E, which is connected at the bottom with a condenser. 
The graduated tube is fitted with a cork carrying a thermo- 
meter, T, graduated in tenths of a degree, and a tube, R, by 
means of which vapour can be led into the tube N from the 
boiling flask. Excess of vapour passes out through the hole 
H, near the top of N, forms a hot mantle for the graduated 
tube, and is then condensed, and can be used over again in 
the flask F. S is a safety-tube. 

Carrying out a Determination. — The apparatus is 
fitted together as shown in the figure, the boiling flask contain- 
ing a quantity of the pure solvent. About 10-12 c.c. of the 
solvent are also placed in the graduated tube, and vapour is 
then passed through it from the flask F, until the drops fall 
regularly from the condenser at the rate of one a second, or 
one every two seconds. The temperature is then read on the 
thermometer with the help of a lens, the hundredths of a degree 
being estimated. 

The boiling-point of the pure solvent having been thus 
determined, most of the liquid is poured out of the graduated 
tube, only 5-7 c.c. being left. In this a weighed quantity 
of the substance to be investigated is dissolved, and the 
apparatus again fitted together. Vapour is then passed through 
the solution until the liquid drops from the condenser at the 
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same rate as before. The temperature is now read, and the 
boiling flask immediately disconnected from the graduated 
tube. If the solvent is inflammable, the flame must first be 
removed or extinguished. Remove the thermometer and the 
inlet tube, place the graduated tube in a perpendicular position, 
and read the volume of the liquid, the tenths of a cubic centi- 
metre being estimated. The upright position of the graduated 
tube is best ensured by passing it through a hole in a wooden 
board which rests on the ring of a retort stand. The hole in 
the board should be just large enough to allow the narrow part 
of the tube to pass through, so that the bulb of the tube rests 
on the wood. 

After having determined the volume of the solution, put the 
different parts of the apparatus together again, and again pass 
vapour through the solution^ until the liquid drops from the 
condenser at the same rate as before. Read the thermometer 
and measure the volume of the liquid as above. Three readings 
of the temperature and the corresponding volume should, if 
possible, be made. 

To ensure the uniform ebullition of the solvent in the 
flask F, a fresh piece of porous tile should be placed in the 
flask each time the apparatus is disconnected and before 
proceeding to pass the vapour into the solution. 

The molar weight is calculated by means of the formula — 

w 

M = K.— 

ev 

where K is a constant for the solvent employed, w the weight 
in grams of the substance taken, e the elevation of the boiling- 
point, and V the volume of the solution. The values of some 
of the constants are as follows : — 

K 

Alcohol 1560 

Ether 3030 

Acetone 2220 
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The best solvents to employ are alcohol and ether. With 
benzene the volume of the solution increases so rapidly on 
account of the low heat of condensation of benzene vapour, 
that not more than two, sometimes not more than one reading 
can be obtained with the same weight of solute. Water is also 
not a good solvent to use, on account of the fact that for a 
given strength of solution, only a comparatively small elevation 
of the boiling-point is obtained. 

Experiment. — Determine the Molar Weight of Benzoic Acid 
in Ether and in Ethyl Alcohol. 



CHAPTER VIII 

DISTRIBUTION OF A SUBSTANCE BETWEEN TWO 
NON-MISCIBLE SOLVENTS 

An operation which is frequently practised, especially in organic 
chemistry, is that of extracting a substance from its aqueous 
solution by means of ether. The underlying principle of this 
method is that when a substance is shaken with two non- 
miscible solvents, it is distributed between them in a definite 
manner, which depends on the solubility of the substance in 
each of the solvents separately. 

The ratio in which the solute is distributed between the 
two solvents depends, however, not only on its solubility in 
each, but also on whether or not it possesses the same molar 
weight in the two solvents ; and for this reason, the study of 
the relationships which obtain here are of importance in 
chemistry, as affording a means of determining the state of 
association or dissociation of a substance in solution. 

I. The solute has the same molar weight in each of the solvents. 
When the solute has the same molar weight in each of the 
solvents, it is distributed between them in a ratio which depends 
on the temperature, but is independent of the absolute concen- 
tration. Hence, if c^ denote the concentration (in moles per 
litre) of the solute in the first solvent, and c.^, the concentration 
in the second solvent, then when equilibrium has been estab- 
lished between the two solutions, the ratio - has a constant 
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value, provided the temperature is constant. The value of 
this ratio is called the coefficient of distribution or the coefficient 
of partition. 

Experiment. — Determine the Coefficient of Distribution of 
Succinic Acid between Ether and Water. > 

No special apparatus is required for this experiment; a 
bottle, preferably tall and narrow, furnished with a well-fitting 
glass or rubber stopper, may be used. In the bottle place 
100-150 CO. of an aqueous solution^ (approximately i per 
cent.) of succinic acid, and add an equal volume of ether, and 
then immerse the bottle up to the neck in a thermostat, the 
temperature of which is maintained constant, say at 25°. The 
bottle should be kept in the thermostat for about half an hour, 
and should be shaken vigorously every four or five minutes. 
After a final shaking, a rotatory motion is imparted to the solu- 
tions, in order to loosen any drops of liquid which may adhere 
to the sides of the bottle, and the bottle again placed upright 
in the thermostat until complete separation into two layers has 
taken place. The concentration of the acid in the ethereal 
layer is then determined by removing the solution by means of 

a pipette, and titrating with — or — baryta solution (p. 141), 

using phenolphthalein as indicator. The end of a bent 
capillary tube is then placed in the aqueous solution, and the 
1 attersiphoned off into a clean flask, and also titrated with 
baryta solution. The first cubic centimetre or so of the 
aqueous solution should be rejected. 

Having determined the concentrations of succinic acid in 
the aqueous and ethereal solutions, repeat the determination as 
above for different total concentrations, using approximately 
o'S and 0*25 per cent, aqueous solutions to start with. 

• In this, as in all the other experiments in this chapter, distilled water 
free from carbonic acid should be employed. For method of preparation, 
see p. 140. 
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^1 



Tabulate the values of c-^, c^, and - obtained in each case. 

II. The molar weight of the solute in the two solvents is 
different. 

If, in the one solvent, the solute has the normal molar 
weight, but in the second solvent is partially associated 
according to the equation — 

n{K) ^ (A)„, 

then, at a given temperature, the ratio - will no longer be 

constant. 

According to the law of partition, however, there exists a 
constant ratio of partition for each class of molecule ; hence a 
constant ratio should be found between the concentration of 
the single molecules in the first solvent and the single molecules 
in the second solvent. But, according to the law of mass 
action, the concentration of the single molecules in the second 
solvent is proportional to the ra* root of the total concentra- 
tion (provided that the degree of association is large) j and 
therefore, if c-^ is the concentration of the solute in the first 

c, 
solvent, and c^ the concentration m the second, the ratio ;^ 

should be a constant. 

Experiment. — Determine the Partition Coefficient of Benzoic 
Acid between Water and Benzene, or between Water and Chloro- 
form, at 25°. 

The determination is carried out as described for the pre- 
ceding experiment. Three solutions of benzoic acid in benzene, 
of strengths approximately 10, 6, and 4 per cent., should be 
prepared; for each determination 50 c.c. of the benzene solu- 
tion and an equal volume of water (free from carbonic acid) 
should be shaken together, and 10 c.c. removed for titration. 

Since, at the concentrations given above, the benzoic acid 
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exists for the most part as associated molecules (C6H5.COOH)2 
in the benzene solution, the ratio -^ should be found constant. 



Tabulate the values of c^, c^, -, and -^. 

(2 Vca 



Determination of the Molar Weight of Dissolved Substances 

From what has been said, it will be evident that from a 
study of the ratio of distribution of a substance between two 
non-miscible solvents, the relative molar weight of the substance 
in the two solvents can be determined. Further, from the 
change, if any, in the value of the partition coefficient with 
concentration, valuable information, quantitative as well as 
qualitative, can be obtained with regard to the change in 
molar weight, owing to association or dissociation, in the two 
solvents. To illustrate this, the following experiments should 
be performed : — 

Experiment. — Betermitte the Change in the Value of -/^ 

7vith Concentration in the Distribution of Benzoic Acid betweett 
Water and Benzene, ajid calculate therefrom the Dissociation 
Constant (/(QHj.COOHja. 

It has just been found that in fairly concentrated solutions 

of benzoic acid, the ratio — ^ in water and benzene is constant 

at constant temperature. As we pass to more and more 
dilute solutions, however, two factors affect the constancy of 
this ratio to an increasing extent. These are, the increasing 
ionization of the benzoic acid in the aqueous solution, and the 
dissociation of the double into single molecules in the benzene 
solution. The value of the latter factor can be determined 
from the change in the value of the partition coefficient in dilute 
solutions. 
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Let (Ti = the concentration in the aqueous phase, 
(Ta = „ „ benzene phase, 

a = the degree of ionization of the acid in water, 

and, therefore, Ci(i — a) = the concentration of the normal 
unionized molecules in the aqueous phase. 

If ii is the affinity constant of the acid (see Chap. IX.), we 
have — 

„2 

d = 



(l — a)v 



where v is the volume in litres containing i mole of acid. 
Hence — 



(For benzoic acid </ = 6 X 10 ".) 

Further, according to the law of partition, the ratio of con- 
centrations of the single molecules in the two solutions is 
constant. Therefore, ii m = concentration of the sing/e mole- 
cules in benzene — 

'Al^l^ = ki or, m = 'ALJl^ 
m k 

If, now, we apply the law of mass action to the dissociation 
of the double into single molecules, we have (since c^ — mi^ 
the concentration of the double molecules) — 



cAl — a) 
Hence, from the equation m = , , we obtain- 



k'' .C2 — Ci(l — a)k 

Since K is constant independently of the concentration, we 
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have for any other concentrations d^ and d^ in the aqueous and 
benzene solutions — 

{^1(1 - <i)f _ T. _ {a(i - g)}' 



= K = 



i^Va — f'i(l — a.)k k^C^ — <r,(l — a)^ 

With the help of these two equations, the value of k can be 
calculated. From the value of k we can obtain the value of m, 
and hence also the value of K, the dissociation constant of the 
complex molecules. 

The measurements are to be carried out in the manner 
explained above, the concentrations of the benzoic acid in the 
aqueous and benzene solutions being determined by titration with 

baryta j — to — Y using phenolphthalein as indicator. Water 

free from carbonic acid must be used in all cases. 

The first determination should be made by shaking zooc.c. 
of a benzene solution containing about 5 gm. of benzoic 
acid with 200 c.c. of water, and withdrawing 50 c.c. for a 
titration. After each titration replace the solutions removed by 
equal volumes of water and benzene. 

A series of three or four determinations should be made, 
and the value of K calculated for the different concentrations. 
The deviations from the mean should not exceed 3-5 per cent. 

Instead of studying the distribution of benzoic acid between 
water and benzene, one may, as alternatives, study the distri- 
bution of benzoic acid between water and chloroform, of salicylic 
acid between water and benzene, or of salicylic acid between 
water and chloroform. 

Ddermination of the Degree of Hydrolysis oj Salts 

Since in the aqueous solution of a salt of a weak base and a 
strong acid, or of a weak acid and a strong base, there is an 
equilibrium between the salt, the free base and the free acid, this 
equilibrium can be determined by studying the partition of the 
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weak base or weak acid between water and another solvent, 
such as benzene or chloroform. 

Thus, if an aqueous solution, say of aniline hydrochloride, 
which is partially hydrolyzed into aniline and hydrochloric acid, 
is shaken with benzene, the free aniline will distribute itself 
between the water and the benzene in the ratio of the partition 
coefificient. Hence, from the concentration of the aniline in 
the benzene solution, the concentration of the free aniline, and 
from this the degree of hydrolysis in the aqueous solution, can 
be calculated in the following manner : — 

The hydrolysis of a salt is represented by the equation — 

salt + water ^^ base + acid 

and for all mixtures of acids and base, or of salt and water, the 
equilibrium is given by Guldberg and Waage's law of mass 
action as — 

m-^ . m^ = k , m^ . Mi . 

where m-^, m-i, m^, nii are the concentrations of base, acid, salt, 
and water respectively. Since the concentration of the water 
remains practically constant, ntt is constant, and therefore k . m^ 
is also constant, and equal say to K. 

Let Cj = initial amount of hydrochloric acid. 
(Ts = „ „ aniline (or weak base). 

c = concentration in gm.-equivalents per litre of the 

weak base in the aqueous layer. 
F = coefficient of distribution of the base between 

water and the other solvent, say benzene. 
q = volume of benzene employed per 1000 c.c. of 

water. 

Then, when equilibrium is established, c = m^. But if there 
are c gm. in 1000 c.c. of the aqueous solution, there must be 
cqY gm. in the benzene solution. Hence, the total quantity of 
free base is c{i + ^F). The initial amount of base was c^, hence 
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there must be c^ - c{\ + ^F) gm. of the base in the form of the 
salt (existing in the aqueous layer only). The concentration of 
the salt is therefore m^ = Ci- c{i-\- qY). There must, of course, 
be an equivalent amount of acid in combination, and as the 
initial amount was c^, the amount of combined acid must be 
"^i — <^2 + c(\ + ^F) gm. As the salt exists only in the aqueous 
layer (1000 c.c. in volume), the concentration of the acid is 
m„ = fj — Cg 4. c(i + qY). Substituting these values for OTj, Wg, 
and m^ in the above equation, we obtain — 

cW - ^2 + c{t. + qY)] = K . k2 - c(t + qY)] 
or jj^ _ fki - f2 + c{\ + ^F)} 

(Tj - f(l + ^F) 

If the acid and base are taken in equivalent proportions, 
i.e. if one dissolves the salt in water, then m-^ = m^, and 
m^ = Ci— Ml. Hence — 

m^^ = Y:.. (cj - OTi) 

Having obtained the value of K, and knowing the value of 

Cj, OTi can be calculated. But the degree of hydrolysis is the 

ratio of free base actually present to what would be present if 

no salt formation took place, i.e. if the whole of the base taken 

remained free. The degree of hydrolysis is therefore given 

, m, , , , . . , 100 m-i 
by — , or the percentage hydrolysis by . 

Experiment. — Determine the Percentage Hydrolysis of 
Aniline Hydrochloride at 2^°. 

The partition coefficient, F, of the free base between water 
and benzene must first be determined. For this purpose, shake 
up a known quantity of aniline with a mixture of 1000 c.c. of 
water and 60 c.c. of benzene in a bottle, placed in a thermostat 
at 25° After equilibrium has been established, allow the 
layers to separate and withdraw 50 c.c. of the benzene layer. 
Into this solution pass dry hydrogen chloride, in order to 



140 



PRACTICAL PHYSICAL CHEMISTRY 



precipitate the aniline as hydrochloride, and evaporate off 
the benzene by gently heating on the water bath, at the same 
time drawing a current of air over the surface of the liquid. 

A known weight of salt (equivalent amounts of acid and 
base) is then shaken with the same quantities of water and 
benzene (1000 c.c. and 60 c.c. respectively), and the amount 
of aniline in the benzene layer determined as above. Instead 
of using the salt, one may preferably proceed as follows : 
Shake up 1000 c.c. of a solution of hydrogen chloride of 

tt 

known concentration (say — ) with 60 c.c. of benzene, in which 
^ ' 10' 

an amount of aniline equivalent to the hydrochloric acid taken, 

is contained. 

In order to allow for the solubiUty of benzene in water, 
and loss by evaporation during the experiment, i c.c. should 
be subtracted from the volume of benzene taken, i.e. the 
total volume of benzene should be taken as 59 c.c. 

The following results may serve as a comparison : — 



Base. 


F 


Initial cone, of 
acid and base. 


Weight of 

hydrocliloride 

from so c.c. of 

benzene solution. 


c 


Percentage 
hydrolysis. 


Aniline . . 


lO'l 


0-09969 
003138 


O'o8o6 
o'04o5 


000123 
0-00062 1 


1-56 

2-SI 



Preparation of Water free from Carbonic Acid. — 

Water can be freed from carbonic acid by drawing a current 
of air, free from carbon dioxide, through the water. The air 
is purified by passing through a tube containing, first, a layer 
of calcium chloride, then a layer of soda-lime, and lastly (at 
end next the water), a layer of cotton-wool. This operation 
should, of course, be carried out in an atmosphere free from 
fumes (not in the ordinary laboratory), and the air should 
preferably be drawn from out-of-doors. 
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The water is preserved in a flask (preferably of Jena glass), 
or in a bottle fitted with a siphon tube passing through a 
closely fitting rubber stopper, or cork protected by paraffin ; 
and the air which enters into the flask, on withdrawing water, 
should be made to pass through a tube of soda-lime. 

Preparation of Standard Baryta Solutions.— First 
prepare a clear, saturated solution of barium hydroxide in the 
following manner. Boil, in a flask, about 250 to 300 c.c. of 
distilled water with excess of barium hydroxide (about 30 to 
40 gm.), so as to obtain a saturated solution, and then fit into 
the neck of the flask C (Fig. 45), a cork carrying a soda-lime 
tube, and a longer glass tube E. At this stage, the tube should 
be drawn through the cork, so that the lower end does not 
dip into the solution, and the upper end should be closed by 
a cap. When the solution becomes cold, the excess of baryta 
will crystallize out, and will drag down with it the suspension 
of barium carbonate, leaving a clear solution, which will have 
a strength of about 0*4 normal. 

Procure a Winchester quart or other bottle. A, capable of 
holding, say, 2 litres of solution, and fit it with a paraffined 
cork or india-rubber stopper, bored with two holes. Through 
one of these pass the end of a soda-lime tube, and through the 
other a bent glass tube, one end of which reaches nearly to the 
bottom of the bottle, while the other end is connected by means 
of india-rubber tubing, carrying a spring clip, to the side tube 
of the burette B. The upper end of the burette is closed by 
an air-tight cork through which passes a soda-lime tube, D, 
fitted with rubber tubing carrying a glass mouthpiece. The 
burette may be clamped free from the bottle in an ordinary 
burette or retort clamp, or may be, very conveniently, fixed 
to the bottle by means of an Ostwald burette clamp (Fig. 46). 
The wider ring is clamped round the neck of the bottle, while 
the smaller ring holds the burette. 

Having closed the loWer end of the burette, attach the 
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soda-lime tube on A to a filter pump, and draw a current of 
air (freed from carbon dioxide by means of the soda-lime) 




Fig. 45. 




Fig. 46. 
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through the burette and bottle for about 10 minutes. Now 
close the tube D and draw into the bottle, through the lower 
end of the burette, about i| litres of distilled water, free from 
carbon dioxide (p. 140, or the water may be freed from 
carbon dioxide in this bottle). Connect the end of the tube E 
with the lower end of the burette ; attach the soda-lime tube 
on C to a filter-pump, and draw a current of COa-free air 
through D, the tube connecting the burette with the bottle A 
being meanwhile closed. After the tube E has been freed 
from carbon dioxide, the current of air is stopped, and the 
tube E is carefully pushed through the cork until the lower 
end is just a little above the solid baryta at the bottom of the 
flask C. Tube D is now closed, the connection between the 
burette and the bottle A is opened, and the clear solution of 
baryta is drawn into A. The flask with the baryta is then 
disconnected from the burette, and the solution in the bottle 
thoroughly mixed by drawing a current of COa-free air through 
the solution. The solution thus prepared is approximately 
^ normal. It is best standardized by means of pure succinic 
acid, phenolphthalein being used as indicator. 

If the burette does not have a side tube, the bottle should 
be connected with the lower end of the burette, and the tube E 
with the upper end. The necessary modification in the 
manipulation will be quiterctear.— • 



CHAPTER IX 

CONDUCTIVITY OF ELECTROLYTES 

When a current of electricity flows through a uniform con- 
ductor ai, the strength or intensity of the current depends on 
the difference of potential between the two points a and b, and 
the resistance of the conductor ; and according to Ohm's law, it 
is equal to the difference of potential divided by the resistance, 

e . 

i.e. i = -. When the current is measured in amperes, the 
r 

difference of potential in volts, and the resistance in ohms, we 

obtain the definition that one ampere is the strength of current 

produced in a conductor which has a resistance of i ohm, and 

between the ends of which there is a difference of potential of 

I volt. 

We may further define these factors. The resistance of 
I ohm is the resistance offered by i4"452i gm. of mercury 
at 0° when in the form of a uniform cylinder io6'3 cm. long, 
having a section, therefore, of practically i sq. mm. The 
strength of current of i amp. is obtained when i coulomb of 
electricity, i.e. an amount of electricity capable of depositing 
o'ooiiiS gm. of silver, passes a point in the conductor each 
second. Finally, when a current of i coul. per second is 
passing through a column of mercury io6'3 cm. long and 
I sq. mm. cross section, the difference of potential at the two 
ends of the mercury column will be i volt. 

The unit of electrical energy is i volt X i coul. = lo' ergs j 
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but the strength of the current, and therefore also the amount 
of electricity flowing in unit time, depend on the resistance, 
or on the conductance, which is the reciprocal of the resistance. 
It will therefore be seen that the amount of energy conveyed 
through a conductor will depend on the difference of potential 
between its ends and on its resistance or conductance. We 
shall therefore consider the measurement of these two factors ; 
taking first, the measurement of conductance or resistance. 

The resistance offered by a regular cube of the conductor 
having sides i cm. long, is called the specific resistance or 
resistivity of the material, and the reciprocal of this is called 
the specific conductance or the conductivity. We shall represent 
the latter by k. Although a knowledge of the conductivity, 
whether of a metal or of a liquid conductor, is of importance 
in physics and electro-technics, it is not, in itself, of so much 
importance in chemistry or physical chemistry, with which 
we are here chiefly concerned j for in the case of conducting 
solutions, with which alone we are going to deal, the con- 
ductance does not depend on the whole of the material between 
the electrodes, but only on the solute. When, therefore, we 
wish to compare different substances with respect to the 
conductivity which they exhibit in solution, we should compare 
chemically comparable quantities, i.e. equivalent or equi- 
molecular quantities. In this way we obtain the equivalent 
conductivity and the molecular conductivity. By equivalent 
conductivity is meant the conductance of a solution which 
contains i gm.-equivalent of the solute, when placed between 
two electrodes of indefinite size and i cm. apart. It is repre- 
sented by A, and is numerically equal to the specific con- 
ductance or conductivity (k) multiplied by the volume in cubic 
centimetres (<^) containing i gm.-equivalent of solute. That 
is, A = K . <^. 

By molecular conductivity is meant the conductance of a 
solution containing i mole of the solute when placed between 

L 
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two electrodes of indefinite size and i cm. apart. It is repre- 
sented by /* = K . <^, where <f> is the volume in cubic centimetres 
containing i mole of the solute. 

Outline of Method and Apparatus. — For the purpose 
of measuring the resistance of a solution, one usually employs 

the Wheatstone bridge 
method, the arrangement 
of which is shown dia- 
grammatically in Fig. 47. 
Since, during the electro- 
lysis of an aqueous solu- 
tion between platinum 
electrodes, gases are 
evolved, and a back elec- 
tromotive force (polarization e.m.f.) therefore produced, one 
cannot readily measure the resistance of a liquid conductor 
by means of a direct current, but must employ an alternating 
current such as is given by an induction coil. The wires 
from the secondary circuit of the induction coil, which should 
be placed at a distance of two or three feet, so that it 
does not directly affect the telephone, are connected with the 
ends of the wire ad, which is made of platinum, platinum- 
iridium, or nickelin, and is stretched above a scale divided into 
millimetres. R is a resistance box, and V is a conductivity 
vessel containing the solution to be investigated. In order to 
determine the position of balance, a telephone is inserted 
between the sliding contact c and the junction of the resistance 
box with the conductivity vessel. (In actual practice it is 
found better to interchange the telephone and induction coil, 
so that the former is connected with the ends of ad and the 
secondary of the latter connected with the sliding contact and 
the resistance box. This is shown in Fig. 47.) A resistance 
is inserted in R of the same order as that in the conductivity 
vessel, and the sliding contact ( is moved along the wire ad 
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until there is silence in the telephone. When this is the case, 
then the resistance of V is given by the expression — 

'K-.Y = ac:cb-, or V = R.- 

We have just said that a position on the bridge wire ab 
must be sought at which there is silence in the telephone, but, 
as a matter of fact, a position of complete silence will rarely if 
ever be found. One has therefore to determine the position 
of minimum sound, and this is best done by finding two points, 
one on either side of the minimum, at which the sound becomes 
equally intense. The distance of these two points apart, and 
therefore the sharpness with which the point of balance can be 
determined, depend |on various factors such as the resistance of 
the solution, the size of the electrodes, their distance apart, and 
the nature of their surface. With solutions of medium con- 
ductivity, however, it should be easily possible to find two 
points of equal loudness not more than 5 mm. apart, and by 
repeating the readings several times, it should be possible to 
determine the mean position of sound minimum with an 
accuracy of o'3-o'4 mm. When the minimum cannot be 
determined with this degree of sharpness, it is generally (except 
in the case of solutions of very low or very high resistance) an 
indication that the electrodes require replatinizing (see below). 

The induction coil should be a small one, so that the amount 
of electricity which passes at each pulse, and therefore the 
polarization produced, is small. The " hammer," also, should 
be a light one, so that it can be made to vibrate rapidly, and 
thus produce a high-pitched and more readily audible sound. 
The coil is most conveniently actuated by a single lead accumu- 
lator, or by a dry cell, and the strength of current should be 
so regulated that the sound of the coil is just distinctly audible. 
For this purpose a sliding resistance may be inserted in the 
circuit between the cell and the coil ; but it is better, especially 
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when the experiments are to continue for some time, to insert 
a fixed resistance of thin, insulated manganin wire, the length 
of which can very soon be determined by trial. The strength 
of current must be suflficient to secure the continuous vibration 
of the hammer H (Fig. 48), which effects the "make and 
break " of the current ; the contact being regulated by allowing 
the current to pass and very slowly turning the screw S in or 
out while the free end of the hammer is gently " plucked." 

The resistance box contains a number of wire resistances, 
the ends of which are attached to brass blocks on the top of 
the box, electrical connection between these being made by 
means of brass plugs (Fig. 49). By removing the plugs, 
resistance is placed in the circuit, the current being then made 
to pass through the wire. The value of the resistance inserted 
is marked opposite each plug-hole. 



^ 




Fig. 48. 



- Fig. 49. 



Care must be taken that these plugs do not become dirty. 
When taken out, they should be placed on the top of the box 
or in the blind holes made for them, and not on the working 
bench. The plugs should be wiped from time to time with a 
cloth moistened with petroleum ; and when the box is not 
in use, they should all be inserted in their places. 

The conductivity vessel may have various forms, according 
to the liquid for which it is to be used. The two forms which 
come most generally into use are shown in Fig. 50. They con- 
sist of cylindrical glass vessels, either of uniform diameter or 
narrowed at the foot, for use with liquids of greater conductivity. 
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The electrodes are circular platinum plates sealed into glass 
tubes, and electrical connection is made by means of mer- 
cury. These two tubes pass through an eboinite cover, and 
their relative positions must be fixed either by means of a glass 
tie, or by cementing the tubes to the cover. The cover is also 
furnished with two holes for the insertion of a thermometer (if 
desired) and of a pipette (see below). When not in use, these 
should be closed by means of small corks or rubber plugs. 
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Fig. 50. 




The glass vessels are best cleaned and dried by first 
subjecting them for five or ten minutes to the action of steam, 
and then drawing a current of air through them by means of a 
filter pump. A very convenient apparatus for the purpose of 
steaming out the vessels is shown in Fig. 51. The glass tube T 
is fitted by means of a piece of rubber tubing into the stem of 
a funnel which passes through the cork in the neck of the flask 
F. The vessel to be cleaned is placed over the end of the tube 
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T, and water is boiled in the flask. The steam passes up through 
the tube, and the condensed steam collects in the funnel. 

Platinizing the Electrodes. — The sharpness with which 
the sound minimum can be determined, depends largely on the 
nature of the surface of the electrodes, and is increased by 
coating these with platinum black. This is best done electro- 
lytically. 

A quantity of platinizing solution (3 gm. of platinum chloride, 
o"02-0'03 gm. of lead acetate, 100 c.c. water) is placed in the 
conductivity vessel, and the electrodes, previously cleaned by 
means of chromic acid lowered into the solution. The vessel 
should be supported in an inclined position, in order to allow 
the gas which is evolved during electrolysis to escape readily. 
The electrodes are connected with a battery of two lead 
accumulators (4 volts) through a commutator, which allows of 
the current being reversed. By means of a sliding resistance 
the current is regulated so that there is only a moderately 
rapid evolution of gas. The current should be passed for 10-15 
minutes, its direction being reversed every half-minute. The 
coating should be black and velvety in appearance. 

A suitable form of commutator is shown in Fig. 52. It 
consists of a block of wood or paraffin wax furnished with six 
mercury cups and terminals; and it can be used either for 
directing the current through one or other of two circuits 
or for reversing the current. When used for the former 
purpose, the poles of the battery are connected by means of 
the terminals 2 and 5 with the corresponding mercury cups, 
and the wires of the two circuits are connected respectively 
with the terminals i and 6, and 3 and 4. By means of a 
rocking bridge consisting of two T-shaped pieces of copper rod 
connected by an insulating bar of glass or ebonite, the current 
can be sent through one or other of the two circuits. When in 
the position shown in Fig. 52, A, the current, will be sent 
through the circuit connected with the terminals 3 and 4 ; and 
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when the bridge is thrown over so that the ends dip into the 
mercury cups i and 6, the current will be sent through the 
circuit connected with these. 

When the key is to be used for reversing the current, 
the mercury cups i and 4, and 3 and 6 must be connected 
by two insulated copper wires (Fig. 52, B). The battery 
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Fig. 52. 

is again connected with the terminals 2 and 5 as before, and 
the circuit through which the current is to be sent, either with 
the terminals i and 6, or 3 and 4. When the ends of the 
arched portions of the bridge are in the cups i and 6, the 
current will pass in one direction, and when they are in the 
cups 3 and 4, it will pass in the opposite direction through 
the circuit. The ends of the rocking bridge should be 
amalgamated. 
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On account of the absorbing power of platinum black, the 
removal of the last traces of platinizing liquid and occluded 
chlorine sometimes causes difficulty. It can best be effected 
either by placing the electrodes in a solution of sodium acetate 
or dilute sulphuric acid and passing a current for about quarter 
of an hour, with reversal of the current every minute ; or by 
connecting the two electrodes together and making them the 
cathode in a solution of dilute sulphuric acid, another platinum 
electrode being employed as anode. In this case the current 
is, of course, not reversed. 

After being treated in this manner, the electrodes are well 
washed with warm distilled water, and then several times with 
COa-free water (p. 140), until all soluble matter has been 
removed (see p. 162). 

The Measuring Bridge. — This very commonly consists 
of a thin wire of platinum, platinum-iridium, or nickelin, 
stretched over a scale i metre long and graduated in milli- 
metres (Fig. 53). A sUding contact, c, having a platinum 
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knife-edge, makes contact with the wire. At the end of the 
bridge are terminals T, by means of which electrical contact 
with the bridge wire can be established. 

Since it is possible, in most cases, to arrange that the 
reading on the bridge wire shall be less than 50-60 cm., the 
bridge can be made shorter, while the wire still remains the 
same length, the excess of wire being wound on a small drum 
below the end of the scale. 

The position of sound-minimum can be determined most 
sharply when the sliding contact is near the end of the bridge 
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wire ; but, on the other hand, an error in the reading near the 
end of the wire has a greater influence on the result than when 
the sliding contact is near the middle of the wire. In order, 
therefore, to balance the errors of setting and of reading, it is 
best to so arrange the resistances in the box, that the position 
of balance on the bridge wire lies between 20 and 40, or 
between 60 and 80 cm. 

Calibration of the Brid$:e Wire. — Before being used, 
the bridge wire must be calibrated. This is best done by the 
method of Strouhal and Barus, the arrangement for which is 
shown diagram matically in Fig. 54. 




Fig. 54. 

The calibration bridge A consists of a strip of wood carry- 
ing II mercury cups. These cups are connected by 10 
approximately equal resistances, the sum of which should be 
about the same as the total resistance of the bridge wire. 
These resistances, one of which should be marked differently 
from the others, are very suitably made of thin manganin wire 
soldered to thick copper wires, the ends of ■^tivda, previously 
cleaned and amalgamated^ dip into the mercury cups (Fig. 55). 

' In all measurements of electrical resistance or conductance, whenever 
connections have to be made by means of copper wires dipping into 
mercury, one should invariably make it a rule to see that the ends of the 
copper wires are rubbed quite clean, and, if necessary, freshly amalgamated. 
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The ends of the calibration bridge are connected by non- 
resistance wires (thick copper wires), WW, to the ends of the 



Fig. 55- 

measuring bridge (Fig. 54); and the latter is also connected with 
the secondary of an induction coil, I. The primary of the latter 
is connected, if necessary, through a resistance (see p. 147), with 
a single lead accumulator or other suitable source of current ; 
a switch or other key being inserted in this circuit, and the coil 
kept in action only while measurements are being made. For 
this and all other similar purposes, a small electric-light switch- 
key, mounted on a wooden base with terminals, is very con- 
venient. The sliding contact c is connected with one terminal 
of a telephone T, while the other terminal is connected with 
one or other of the mercury cups. 

The connections having been made, and the resistance 
wires placed in position in the calibration bridge, place the 
lead from the telephone in the second mercury cup from the 
left end of the calibration bridge, i.e. between the first and 
second resistances. Move the sliding contact c until the 
position of sound minimum is obtained (see p. 147). The 
resistance of this length of the measuring wire, which we shall 
call a, will evidently bear the same relation to the total resist- 
ance of the wire, as the resistance i bears to the sum of the 
ten resistances. Now interchange resistance i with resistance 
2, the lead from the telephone being still kept in the second 
mercury cup.^ Again determine the position of sound minimum, 

• 

' Since the method of calibration consists in dividing the measuring 

wire into ten portions of equal resistance, each proportional to the 

resistance of one of the ten calibration resistances, it is well to have one of 

the latter specially marked. At the commencement of the calibration, this 
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and let this reading be b. The resistance of this length of wire 
will bear the same relation to the total resistance of the bridge 
wire, as resistance 2 bears to the sum of the ten resistances. 

Now move the lead from the telephone into the third 
mercury cup, and again determine the position of sound 
minimum. This point, c, on the bridge wire marks off a 
resistance which bears the same relation to the total resistance, 
as the sum of the resistances i and 2 bears to the sum of the 
ten resistances. By subtracting b from c, a length on the 
bridge wire is obtained which bears the same relation to 
the total resistance of the bridge wire as resistance i bears to 
the sum of the ten resistances. That is, the resistance of the 
length c- b\i equal to that of a. 

Interchange the resistance i with resistance 3, and again 
find the position of sound minimum, with the lead from the 
telephone still in the third mercury cup. This reading, d, will 
give a length of wire, the resistance of which bears to the total 
resistance the same relation as the sum of the resistances 2 and 3 
bears to the sum of the ten resistances. Now place the lead 
from the telephone in cup 4, and find another position of sound 
minimum, say e. Then it follows, as before, that ^ - </ is equal 
to a. 

The measurements are continued in this way along the 
bridge until the resistance i has successively occupied the place 
of each of the others, and has reached the right-hand end of 
the calibration bridge. The last position of sound-minimum 
(in the neighbourhood of 90 cm.) is determined with the lead 
from the telephone in the tenth mercury cup, and this reading 
is subtracted from 100 to give the final length of the bridge 
wire equal to a. By this method, the bridge wire has been 
divided into 10 equal resistfcces, each of which is equal, or 
approximately equal, to one-tenth of the whole resistance. 

special resistance must be placed at the extreme left of the calibration 
bridge ; it is the resistance which we have numbered I. 
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The ten lengths are added together, and the difference of the 
sum from loo taken. One-tenth of this difference is then sub^ 
tracted from (or added to) each of the a values, so that these 
now add up to loo. The corrected value of a^ then gives the 
length corresponding with lo cm. of the bridge wire; a^ + ag, 
that corresponding with 20 cm. of the bridge wire, etc. The 
differences of ^i, fli + th, etc., from 10, 20, etc., give the correc- 
tions to be applied at these points of the bridge wire. The 
correction to be applied at an intermediate point is obtained 
by interpolation, which is best carried out graphically as in the 
case of the calibration of a burette (p. 37). 

The following table, giving the values actually obtained for 
one wire, will illustrate the foregoing description : — 



No. 
of 
read- 
ing. 


Reading 

on bridge 

wire. 


Length pro- 
portional to 
resistance i. 


Correction 

to reduce 

sum of 

lengths to 

100. 


Corrected 
lengths of 

equal 
resistance. 


Length corre- 
sponding with 
the readings 
10, 20, 30, etc., 
cm. on bridge 
wire. 


Correction in 
mm. to be 
applied at 
the end of 

each 10 cm. 


a 


lO'OS 


10-05 


— 0-04 


10-01 


10-01 


-0-1 


b 
c 


IO-I2^ 
20- 1 2 


to -00 


— 0-04 


9-96 


19-97 


-f-0-3 


d 
e 


29-60/ 


9'9S 


— 0-04 


9-91 


29-88 


-1-1-2 


t 


29'6ol 

39-60/ 


lO'OO 


— 004 


9-96 


39'84 


-H-6 


h 

i 


39-53 

49-60/ 


10-07 


— 0-04 


10-03 


49-87 


+ 1-3 


J 

k 


49 701 
59-80/ 


10-10 


— 0-04 


10-06 


S9'94 


-f 0-6 


I 
m 


S97o\ 
69-80/ 


10-10 


— 0-04 


10 -06 


70-00 


0-0 


n 




6973\ 
7973/ 


10-00 


— 004 


9-96 


79-96 


-t-0-4 


P 
1 


79 -93 
89-92/ 


9'97 


- 0-04 


9'93 


89-89 


-l-i-i 


r 


89-9S\ 
100-00/ 


10-15 


- 0-04 


lO-II 


100-00 






100-39 


99-99 
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Instead of using an alternating current for calibrating the 
bridge wire, one may also employ a direct current. The con- 
nections are the same as those given in the diagram (Fig. 54, 
p. 153), but the place of the induction coil is taken by a lead, 
cupron, or other cell, and the telephone is replaced by a galva- 
nometer. A tapping key (p. 1 95) is inserted in the galvanometer 
circuit, so that the current can pass through the galvanometer 
only when the key is depressed. The sliding contact is then 
moved along the bridge wire until a position is found such that 
on depressing the tapping key no movement of the galvano- 
meter needle takes place. 

In calibrating the short bridge wires, where the scale is 
only 60 cm. long, the length of wire coiled up at the end of 
the bridge must first be so adjusted that the middle point of 
resistance of the wire coincides with the mark 50 on the scale. 
To ascertain whether or not this is the case, the ends of the 
measuring bridge are connected, as described previously (p. 154), 
with the ends of the calibration bridge j the lead from the 
telephone is placed in the sixth mercury cup, so that the resist- 
ance on either side of it is nearly the same (five resistances on 
one side and five on the other).' The point of balance on the 
bridge wire is then determined ; call it rtj. Now reverse the 
calibrating bridge, so that the five resistances which were pre- 
viously to the right of the telephone lead, are now to the left 
of it. Again find the position of balance on the measuring 
wire; call it a^. Then the resistance middle point of the 

bridge wire is given by ■ ' . If this is not 50, loosen 

the clamp which fixes the end of the bridge wire at the end of 
the scale, and either lengthen or shorten the wire, until, on 
testing in the manner just described, the resistance middle 
point coincides with mark 50 on the scale. 

' One can also replace the two sets of five resistances by two single 
approximately equal resistances, 
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When this has been done, the calibration is carried out in 
exactly the same manner as described for the metre bridge 
(p. 154), except that only the readings a-h are taken, and h 
subtracted from So'oo. The different values are then corrected 
so as to add up to 50, and the corrections determined as 
before. 

Conductivity Water. — On account of the sensitiveness 
of the conductivity method, it is necessary to use water of a 
high degree of purity. The purest water which has so far 
been obtained had a specific^ conductance of o"4 X lo"' mhos 
(reciprocal ohms) at 18°; but for most purposes, except those 
demanding the highest degree of accuracy, water having a con- 
ductivity of 2-3 X io~^ mhos will be sufficiently pure. Water 
having a conductivity greater than 3-4 x lo"" mhos should not 
be employed. Since the two chief causes of the increased con- 
ductivity are ammonia and carbonic acid, the ease with which 
satisfactory conductivity water can be obtained will depend 
to some extent on the quality of water with which we start. 
Occasionally the ordinary distilled water of the laboratory is 
sufficiently good; and where it is not, water of the desired 
degree of purity can frequently be obtained by redistillation, 
with rejection of the first and last thirds of the distillate. This 
redistillation must be carried out in an atmosphere free from 
fumes, and best in the open airj and the distillation should 
not be carried out too rapidly. The condenser is best made 
of block tin, but a tube of Jena or "resistance" glass can also 
be used with good result. It is well, also, to insert a trap 
between the still and the condenser, so as to retain, as far as 
possible, portions of the liquid which may be carried over by 
the steam. A suitable form of trap is shown in Fig. 56. It 
consists of a piece of fairly wide glass tubing, A, to which a 
side tube, drawn out to a capillary point, is attached. Through 
this side tube the water which collects in the trap passes out. 

A good conductivity water can also be obtained from a 
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lower quality of water by treating the latter for several hours 
with potassium permanganate acidified with sulphuric acid. It 




Fig. 56. 

is then distilled, and the distillate is treated with baryta and 
again distilled. 

• Water which has been distilled in air always contains car- 
bonic acid derived from the atmosphere. This can be removed, 
and the conductivity of the water thereby somewhat improved, 
by drawing C02-free air through the water (p. 140). 

The water so prepared should be kept in a flask or bottle 
fitted with a paraffined cork, through which pass a siphon tube 
and a tube containing soda-lime. Since water dissolves an 
appreciable amount of matter from ordinary glass, the flask or 
bottle in which the conductivity water is stored should either 
have been thoroughly " seasoned," or should be made of a 
sparingly soluble glass, e^. Jena glass. 

The Cell Constant. — The specific conductance or con- 
ductivity, we have seen, is the conductance of i cm. cube (not 
I c.c.) of the material. If, therefore, the electrodes of the 
conductivity vessel are not exactly i sq. cm. in area and 
I cm. apart, the measured resistance or conductance of a solu- 
tion placed between them will have to be multiplied by a factor, 
in order to reduce the value to that which would be obtained if 
the electrodes enclosed between them i cm. cube of the liquid. 
This factor, which depends on the size and shape of the elec- 
rodes, and on their distance apart, is known as the resistance 
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capacity of the cell or the cell constant. It will be evident that if 
C is the specific conductance and c the measured conductance, 

then the cell constant K = - . 

c 

The value of the cell constant can be most easily obtained 
by measuring the conductance <r of a liquid of known conduc- 
tivity. The liquid which is commonly used for this purpose is a 

— solution of potassium chloride.' The conductivity of this 

solution, expressed in reciprocal ohms or mhos, is as follows — 



Temperature. 


Conductivity. 


10° 

1 8° 
25° 


I '996 X 10— 
2'399 X io-= 
2768 X io-= 



Experiment. — Determine the Cell Constant of the given 
Cell. 

Fit up a thermostat and regulate its temperature at 25'o°. 
Since the temperature has a great influence on the conductivity 
of a solution, viz. about 2 per cent, per degree, the thermostat 
must be regulated so that the fluctuation of temperature does 
not exceed o"o5°-oT° (p. 62). Arrange the apparatus as shown 
in the diagram (Fig. 47, p. 146). All connections should be 
made with fairly thick copper wire, so as to have a negligible 
resistance j and the ends of the wires, where they are attached 
to metal terminals, must be scraped or rubbed clean with a knife 

• Such a solution contains — — gm. KCl in a litre at 18°. If the salt 
is weighed with brass weights, and if we allow for the buoyancy of the air, 
the apparent weight will be —^- The error introduced by neglecting the 
buoyancy of the air is for the purpose of these experime.nts negligible. 
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or emery-paper, and where they make contact with mercury (at 
the conductivity vessel) they must be amalgamated. 

The conductivity cell V is best supported in the thermostat 
by means of a holder such as is shown in Fig. 57. It consists 




Fig, 57. 

of a plate of brass in which a hole is cut large enough to allow 
the conductivity cell to pass through, the cell being supported 
by means of a thick rubber ring. Electrical connection 
between the electrodes and the rest of the apparatus is made by 
means of fairly stout copper wires, the ends of which (amalga- 
mated) dip, on the one hand, into the mercury in the glass tubes 
which carry the electrodes, and on the other hand, into two 
small mercury cups, M, attached to the holder. Into these cups 
the amalgamated ends of the wires leading to the resistance box 
and to the bridge wire also dip. 

If the electrodes have been freshly platinized, it is necessary, 
before proceeding to make a measurement, to make sure that 

M 
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they have been completely freed from soluble substances by 
determining the resistance of the conductivity water in the cell. 
If any soluble matter remains in the electrodes it will gradually 
pass into solution, and thus impart a greater conductivity to the 
water in the cell ; and as the soluble matter is removed, the con- 
ductance of the water will diminish, or the resistance will increase. 
The electrodes must therefore be washed for such a time that 
they no longer affect the conductivity of the water. Sufficient 
water is placed in the cell to cover the electrodes to a depth at 
least equal to the distance between the two electrodes, and care 
is taken that no air-bubbles are enclosed between the electrodes.' 
When the water has taken the temperature of the bath, say after 
7-10 minutes,^ insert a resistance of about 10,000 ohms in the 
resistance box ; put the induction coil in action, and determine 
the position of minimum sound on the bridge wire. Empty the 
cell, and fill it with another sample of the conductivity water, and 
again determine the resistance in the above manner. If the elec- 
trodes were not quite clean, the resistance should now be found 
greater than before. Again wash out the cell, and determine 
the resistance of a fresh portion of the conductivity water ; and 
repeat the operation until a constant value for the resistance of 
two successive portions of the water is obtained. Owing to the 
high resistance measured, it will probably be found that the 
minimum is somewhat indistinct. Several determinations of 
the minimum position should therefore be made, and the resist- 
ance of the water can be taken as constant when the readings 
on the bridge wire for successive portions of the water do not 
differ by more than 2-3 mm. Make a note of this reading. 

' If the electrodes have been allowed to become dry, it is sometimes 
found that they are not readily moistened. When this is so, first wash the 
electrodes with alcohol and then rinse in water. It should be made a rule 
to keep the electrodes, when not in use, in distilled water. 

' If the water used has been freed from carbonic acid, it may be found 
that on longer standing, the resistance begins to diminish, owing to absorp- 
tion of carbon dioxide from the air. 
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Having in this way made sure that the electrodes are clean, 
the cell and electrodes are rinsed several times with a ^ normal 
solution of pure potassium chloride. A quantity of the solution 
is then placed in the cell, and allowed to take the temperature 
of the thermostat. The resistance of the solution is then 
determined by inserting a certain resistance in the box, and 
determining the position of sound-minimum on the bridge wire. 
Keeping in view what was said regarding the accuracy of the 
readings on the bridge wire (p. 153), the resistance inserted in 
the box should be so regulated that the readings lie on the 
middle third of the bridge wire, i.e. between the marks 30 and 
70 cm. 

Several determinations of the resistance of the same sample 
of solution should be made with different resistances inserted 
in the box, and in each case several determinations of the 
position of the sound^minimum made. The cell is then filled 
with a fresh sample of the solution, and again several determina- 
tions of the resistance made, in the manner just described. 
The value of the cell constant is then calculated from each 
determination of the resistance, and the mean of the different 
values taken. 

The value of the cell constant is calculated as follows : If 
R is the resistance inserted in the box, and if the sliding 
contact at the position of balance divides the bridge wire 
in the ratio x:ioo — x, where x is the bridge reading in 
centimetres, then the resistance, R', of the solution is given by 

-01 R.(ioo — ^) ^^ , , , r , 1 • 

•K- = ^^ . Hence, the conductance, ^r, of the solution 

is c' = _ , = - — ; If C denote the specific conduct- 

R R.(ioo — x) 

ance (conductivity) of the solution (p. 145), then the cell constant, 

K, is given by the expression — 

K = C . (100 — a)R 
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Having now obtained the value of the cell constant, we can 
calculate the value of the conductivity of the water used, from 
the determinations of the resistance made above. 

If the resistance inserted in the box was R ohms, and if the 
bridge reading at balance was x cm., then the conductance f' is 

equal to fr? ^v- But if K is the cell constant, the con- 

'■ R(ioo — x) ' 

ductivity, K, of the water is given by k = K V = ^r • 7 r. 

R (100 — X) 



The values of the fraction 



-, for values of x from 



100 — X 

©•i-g9'9 cm., can be obtained from the following table 
compiled by Obach : — 



Tables of Values of 



-, FOR X = o'l-99'9 cm. 



X 


o"o 


o'l 


0"2 


o'3 


0-4 


o'5 


0-6 


0-7 


0-8 


0-9 





O'OOOO 


0010 


0020 


0030 


0040 


0050 


0060 


0071 


cx)8i 


0091 


I 


OIOI 


01 1 1 


0122 


0132 


0142 


0152 


0163 


0173 


0183 


0194 


2 


0204 


0215 


0225 


023s 


0246 


0256 


0267 


0278 


0288 


0299 


3 


0309 


0320 


0331 


0341 


0352 


0363 


0373 


0384 


039s 


0406 


4 


0417 


0428 


0438 


0449 


0460 


0471 


0482 


0493 


0504 


o5«S 


S 


0526 


0537 


0549 


0560 


0571 


0582 


0593 


0605 


0616 


0627 


6 


0638 


0650 


0661 


0672 


0684 


0695 


0707 


0718 


0730 


0741 


7 


0753 


0764 


0776 


0788 


0799 


081 1 


0823 


0834 




0858 


8 


0870 


0881 


0893 


090s 


0917 


0929 


0941 


0953 


0965 


0977 


9 


0989 


lOOI 


IOI3 


1025 


1038 


1050 


1062 


1074 


1087 


1099 


10 


OIIII 


1 124 


I 136 


1 148 


1161 


"73 


1 186 


1 198 


1211 


1223 


II 


1236 


1249 


I26I 


1274 


1287 


1299 


I312 


1325 


1338 


I3S« 


12 


1364 


1377 


1390 


1403 


1416 


1429 


1442 


I4SS 


1468 


148 1 


13 


1494 


1508 


1521 


1534 


«S47 


1561 


IS74 


1588 


1601 


1614 


14 


1628 


I64I 


1655 


1669 


1682 


1696 


1710 


1723 


1737 


1751 


15 


1765 


1779 


1793 


1806 


1820 


1834 


1848 


1862 


1877 


1891 


16 


1905 


1919 


1933 


1947 


1962 


1976 


1990 


2005 


2019 


2034 


17 


2048 


2063 


2077 


2092 


2107 


2121 


2136 


2151 


2i66 


2180 


18 


219s 


2210 


2225 


2240 


2255 


2270 


228s 


2300 


23'S 


2331 


19 


2346 


2361 


2376' 


2392 


2407 


2422 


2438 


2453 


2469 


2484 
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- 


o'o 


o-i 


0-2 


0-3 


0-4 


0-5 


0-6 


0-7 


0-8 


0-9 


20 


0-2500 


2516 


2531 


2547 


2563 


2579 


2595 


2610 


2626 


2642 


21 


2658 


2674 


2690 


2707 


2723 


2739 


2755 


2771 


2788 


2804 


22 


2821 


2837 


2854 


2870 


2887 


2903 


2920 


2937 


2953 


2970 


23 


2987 


3004 


3021 


3038 


3055 


3072 


3089 


3106 


3123 


3141 


24 


3158 


317s 


3193 


3210 


3228 


3245 


3263 


3280 


3298 


3316 


25 


3333 


335 « 


3369 


3387 


3405 


3423 


3441 


3459 


3477 


3495 


26 


3514 


3532 


3550 


3569 


3587 


3605 


3624 


3643 


3661 


3680 


27 




3717 


3736 


3755 


3774 


3793 


3812 


3831 


3850 


3870 


28 


3889 


3908 


3928 


3947 


3967 


3986 


4006 


4025 


4045 


4065 


29 


4085 


4104 


4124 


4144 


4164 


4184 


4205 


4225 


4245 


4265 


30 


0-4286 


4306 


4327 


4347 


4368 


4389 


4409 


4430 


4451 


4472 


31 


4493 


45 H 


4535 


4556 


4577 


4599 


4620 


4641 


4663 


4684 


32 


4706 


4728 


4749 


4771 


4793 


4815 


4837 


4859 


4881 


4903 


33 


4925 


4948 


4970 


4993 


S015 


5038 


5060 


5083 


5106 


5129 


34 


S152 


5175 


S198 


5221 


5244 


5267 


5291 


5314 


5337 


5361 


35 


5385 


S408 


5432 


5456 


5480 


5504 


5528 


5552 


5576 


5601 


36 


5625 


5650 


5674 


5699 


5723 


5748 


5773 


5798 


5823 


5848 


37 


5873 


5898 


5924 


5949 


5974 


6000 


6026 


6051 


6077 


6103 


38 


6129 


6155 


6181 


6208 


6234 


6260 


6287 


6313 


6340 


6367 


39 


6393 


6420 


6447 


6475 


6502 


6529 


6556 


6584 


6611 


6639 


40 


0-6667 


669s 


6722 


6750 


6779 


6807 


6835 


6863 


6892 


6921 


41 


6949 


6978 


7007 


7036 


7065 


7094 


7123 


7153 


7182 


7212 


42 


7241 


7271 


73°i 


7331 


7361 


7391 


7422 


7452 


7483 


7513 


43 


7544 


7575 


7606 


7637 


7668 


7699 


7731 


7762 


7794 


7825 


44 


7857 


7889 


7921 


7953 


7986 


8018 


8051 


8083 


8ii6 


8149 


45 


8182 


821S 


8248 


8282 


8315 


8349 


8382 


8416 


8450 


8484 


46 


8519 


8553 


8587 


8622 


8657 


8692 


8727 


8762 


8797 


8832 


47 


8868 


8904 


8939 


8975 


901 1 


9048 


9084 


9121 


9157 


9194 


48 


9231 


9268 


9305 


9342 


9380 


9418 


9455 


9493 


9531 


9570 


49 


9608 


9646 


9685, 


9724 


9763 


9802 


9841 


9881 


9920 


9960 


5° 


I -000 


1-004 


1-008 


1-012 


i-oi6 


1-020 


1-024 


1-028 


1-033 


1-037 


51 


1-041 


I '045 


1-049 


1-053 


1-058 


1-062 


1-066 


1-070 


1-075 


1-079 


52 


1-083 


1-088 


1-092 


1-096 


I-IOI 


1-105 


I -no 


1-114 


1-119 


1-123 


S3 


I -128 


1-132 


I -137 


1-141 


I -146 


1-151 


1-155 


i-i6o 


1-165 


1-169 


54 


1-174 


i-t79 


1-183 


I -188 


I -193 


1-198 


1-203 


1-208 


1-212 


1-217 


ss 


I '222 


1-227 


1-232 


1-237 


1-242 


1-247 


1-252 


1-257 


1-262 


1-268 


56 


1-273 


1-278 


1-283 


1-288 


1-294 


1-299 


1-304 


1-309 


1-315 


1-320 


57 


1-326 


1-331 


1-336 


1-342 


J-347 


1-353 


1-358 


1-364 


1-370 


1-375 


58 


I -381 


1-387 


1-392 


1-398 


1-404 


1-410 


1-415 


1-421 


1-427 


1-433 


59 


1-439 


1-445 


I -45 1 


I -457 


1-463 


1-469 


1-475 


1-481 


1-488 1-494 
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' 


o'o 


O'l 


0'2 


0-3 


0-4 


°-5 


0-6 


0-7 


0-8 


0-9 


60 


I -500 


1-506 


1-513 


1-519 


1-525 


1-532 


1-538 


1-545 


I-551 


1-558 


61 


1-564 


I-57I 


1-577 


1-584 


1-591 


1-597 


1-604 


I -61 1 


I -618 


1-625 


62 


1-632 


1-639 


1-646 


1-653 


I -660 


1-667 


1-674 


1-681 


1-688 


1-695 


63 


1-703 


1-710 


1-717 


1-725 


1-732 


1-740 


1-747 


1-755 


1-762 


1-770 


64 


1-778 


1-786 


1-793 


1-801 


1-809 


I-817 


1-825 


1-833 


I -841 


1-849 


6s 


1-857 


1-865 


1-874 


1-882 


1-890 


1-899 


1-907 


1-915 


1-924 


1-933 


66 


1-941 


1-950 


1-959 


1-967 


1-976 


1-985 


1-994 


2-003 


2-012 


2-021 


67 


2-030 


2-040 


2-049 


2-058 


2-067 


2-077 


2-086 


2-096 


2-106 


2-115 


68 


2-125 


2-135 


2-145 


2-155 


2165 


2-175 


2-185 


2-195 


2-205 


2-215 


69 


2-226 


2-236 


2-247 


2-257 


2-268 


2-279 


2-289 


2-300 


2-311 


2'322 


70 


2-333 


2-344 


2-356 


2-367 


2-378 


2-390 


2-401 


2-413 


2-425 


2-436 


71 


2-448 


2-460 


2-472 


2-484 


2-497 


2-509 


2-521 


2-534 


2-546 


2-559 


72 


2-571 


2-584 


2-597 


2-610 


2-623 


2-636 


2-650 


2-663 


2-676 


2-690 


73 


2704 


2-717 


2-731 


2-745 


2-759 


2-774 


2-788 


2-802 


2-817 


8-831 


74 


2-846 


2-861 


2-876 


2-891 


2-906 


2-922 


2-937 


2-953 


2-968 


2-984 


75 


3-000 


3-016 


3-032 


3-049 


3-06S 


3-082 


3-098 


3-115 


3-132 


3-149 


76 


3-167 


3-184 


3-202 


3-219 


3-237 


3-255 


3-274 


3-292 


3-310 


3-329 


77 


3-348 


3-367 


3-386 


3-405 


3-425 


3-444 


2-464 


3-484 


3-505 


3-525 


78 


3-545 


3-566 


3-587 


3-6o8 


3-630 


3-651 


3-673 


3-695 


3-717 


3-739 


79 


3-762 


3-785 


3-808 


3-831 


3-854 


3-878 


3-902 


3-926 


3-950 


3-975 


?° 


4-000 


4-025 


4-051 


4-076 


4-102 


4-128 


4-155 


4-181 


4-208 


4-236 


81 


4-263 


4-291 


4-319 


4-348 


4-376 


4-405 


4-435 


4-465 


4-495 


4-525 


82 


4-556 


4-587 


4-618 


4-650 


4-682 


4-714 


4-747 


4-780 


4-814 




f3 


4-882 


4-917 


4-952 


4-988 


5-024 


5-061 


5-098 


5-135 


5-173 


5-211 


84 


5-250 


5-289 


5-329 


5-369 


5-410 


5-452 


5-494 


5-536 


5-579 


5-623 


85 


5-667 


5-711 


I'^si 


S-803 


5-849 


5-897 


5-944 


5-993 


6-042 


6-092 


86 


6-143 


6-194 


6-246 


6-299 


6-353 


6-407 


6-463 


6-519 


6-576 


6-634 


87 


6-692 


6-752 


6-813 


6-874 


6-937 


7-000 


7-065 


5-130 


7-197 


7-264 


88 


7-333 


7-403 


7-475 


r547 


7-621 


7-696 


7-772 


7-850 


7-929 


8-009 


89 


8091 


8-174 


8-259 


8-346 


8-434 


8-524 


8-61S 


8-709 


8-804 


8-901 


90 


9-000 


9-101 


9-204 


9-309 


9-417 


9-526 


9-638 


9-753 


9-870 


9-989 


91 


lo-ii 


10-33 


10:36 


10-49 


10-63 


10-77 


10-90 


11-05 


11-20 


11-35 


92 


11-50 


11-66 


11-82 


11-99 


12-16 


12-33 


12-51 


12-70 


12-89 


13-08 


93 


13-29 


13-49 


13-71 


13-93 


'fi5 


14-38 


14-63 


14-87 


15-13 


15-39 


94 


15-67 


15-95 


1624 


16-54 


16-86 


17-18 


17-52 


17-87 


18-23 


18-61 


95 


19-00 


19-41 


19-83 


20-28 


20-74 


21-22 


21-73 


22-26 


22-81 


23-39 


96 


24-00 


24-64 


25-32 


26-03 


26-78 


27-57 


28-41 


2930 


30-25 


31-26 


97 


32-33 


33-48 


34-71 


36-04 


37-46 


39-00 


40-67 


42-48 


44-45 


46-62 


98 


49-00 


51-6 


54-6 


57-8 


K\ 


65-7 


70-4 


75-9 


82-3 


899 


99 


99-0 


110 


124 


142 


166 


199 


249 


332 


499 


999 
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Experiment. — Determine the Molecular Conductivity and 
the Dissociation Constant of an Acid. 

The apparatus remains the same as in the preceding experi- 
ment. The conductivity cell and electrodes must be cleaned 
and dried. This is best effected, in the case of the former, by 
the method given on p. 149, and in the case of the latter, by 
rinsing them well with water, removing most of the water 
by placing a piece of filter paper against the edges of the elec- 
trodes, and then drying by waving the electrodes backwards 
and forwards in the hot air above a Bunsen flame. 

Now prepare 50 or 100 c.c. of a ^ molar solution of the 
pure acid. If the latter cannot be weighed, e.g. acetic acid, the 
strength of the solution must be determined by titration with 
a standard solution of baryta (p. 141), using phenolphthalein as 
indicator. Further, two pipettes must be obtained and cali- 
brated, one to deliver, the other to take up, 10 c.c. (p. 35). 
When not in use, these pipettes should be placed in an upright 
position, with their ends resting on filter paper. 

Into the conductivity vessel, fixed in the thermostat, intro- 
duce 20 c.c. of the acid solution with the delivery pipette, and 
after the solution has taken the temperature of the bath, 
determine the resistance of the solution, as described in the 
preceding experiment; readings being taken, as before, with 
three different resistances in the box. 

Having taken a set of readings for the resistance of the 
solution, withdraw 10 c.c. of the solution with the withdrawal 
pipette, and introduce 10 c.c. of conductivity water with the 
delivery pipette ; ^ mix the solution well by moving the elec- 
trodes up and down, but be careful not to deform the electrodes 
or to alter their relative positions, and also see that no air-bubbles 

' A sufficient quantity (say 100-200 c.c.) of water should be kept in a 
stoppered flask in the thermostat, so that there need be no delay in waiting 
for the solutions to take the temperature of the bath after addition of 
water. 
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are enclosed between them. After having determined the 
resistance of this second solution, which is only half as con- 
centrated as the first, in the same manner as before, again with- 
draw 10 c.c, of the solution and add lo c.c. of water. Determine 
the resistance of this third solution. Proceed in this manner 
until the dilution reached is 1024 litres (i.e. i mole in 1024 litres). 

In carrying out the dilution it is not necessary to remove 
the cover from the conductivity vessel, but the pipettes are 
inserted through the hole in the cover provided for the purpose. 
To prevent the accidental displacement of the electrodes by 
the end of the pipettes, a small india-rubber ring should be 
slipped over the latter to prevent the pipette from passing too 
far through the hole in the cover. 

The results obtained should be controlled by a second 
series of determinations, carried out in the same manner with 
a fresh portion of the initial solution. 

In order not to introduce carbon dioxide into the solution 
from the breath, it is better not to expel the last drop of water 
from the pipette by blowing, but by closing the upper end of 
the pipette with the finger and grasping the bulb of the pipette 
in the hand. The expansion of the air then forces the liquid 
out of the pipette. If, however, the other method is preferred, 
then a soda-lime tube must be attached to the end of the pipette. 

Calculation, — The specific conductance, k, of the solution 

K X 

is given, as we have seen, hy k= 1^ . . But the mole- 

° -^ R 100 - X 

cular conductivity is equal to k . ^, where <^ is the volume in 

cubic centimetres in which i mole is dissolved. Hence, the 

molecular conductivity is given by /x = k . ^ = -^5-^ 



R " 100 — .*■• 

The value of the fraction '■ — can again be obtained from 

100 — X ° 

the table, p. 164. 

Arrange your results under the headings ^, R, x, fx.. 
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Suitable acids for this experiment are acetic acid, succinic 
acid, benzoic acid, mandelic acid. Weak polybasic acids (if.^. 
succinic acid), in the dilutions employed here, act electrically 
as monobasic acids, i.e. only one hydrogen atom is ionized. 

Degfree of Ionization and Ionization Constant. — 
Since the conductivity of a solution depends on the concentra- 
tion of the ions, the degree to which a dissolved electrolyte is 
ionized can be determined from the conductivity of the solution. 
If the molecular conductivity at dilution ^ is represented by 
/i0, and that at infinite dilution by /*„, then the degree of ioni- 
zation, a, is given by a = -*. If, therefore, we know the value 

/*« 
of /i^,' and determine, in the manner described, the value of 
/t0, we can obtain the value of a. 

In the case of weak binary electrolytes, it was shown by 
Ostwald that the equilibrium between unionized molecules and 
ions obeys the law of mass action. If, therefore, a is the 
degree of ionization, (i — a) will represent the unionized por- 
tion. If V is the volume in litres containing i gm.-equivalent, 

a 

the application of the law of mass action gives us (smce - 

and represent the concentrations of ions and unionized 

molecules respectively) — 

where k is the dissociation or ionization constant, or, in the 
case of acids and bases, the so-called affinity constant. Since 
this number is generally very small, it is usual to employ 
the hundred-fold greater value K = 100^, and to call this the 
dissociation constant. 

' In many cases this cannot be determined directly, but must be calcu- 
lated from the sum of the ionic conductivities. 
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CalciUation. — From the values of y.i^ obtained above, calculate 
the degree of ionization and the ionization constant of the acid 
investigated. 

In making this calculation use may be made of the follow- 
ing values of yu.^ (for the temperature of 25°). The values of 
K = 100^ are added for comparison ; — 



. Acid. 


M« 


K = loo/i- 


Acetic acid 

Succinic acid 

Benzoic acid 

Mandelic acid 


389 
381 

378 


1-8 X io-» 
6-65 X io-= 
6-0 X 10-2 
4"I7 X io-= 



The calculation of the dissociation constant from the values 
of a is facilitated by the following table ' : — 

' The position of the decimal point will be easily decided with the help 
of the following table of values of a and corresponding values of ; — 



a 


or 
I - a 


o-oioo 


OOOOIOIO 


00312 
0-0952 
0-271 
0-691 


0-001005 
0-01002 
0-1007 
I -006 


0-917 
0-991 


10-13 
109- 1 



Suppose, for example, that a has been found equal to 0-451. On 



looking up the table for the value of 



corresponding to this, we find 



the number 3705. From the above table we see that, for all values of o 

the values of lie between o-l and I'o. 

I — o 

corresponding with the value of a = 0-451, is 



between 0-271 and 0-691, the values of lie between o-l and I'o. 

I — o 



Hence, the value of 
0-3705. 
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Table of Values of , for Values of o from o'oioo-o-qqq 

I — a 



a 





I 


= { 3 


4 


5 


6 


7 


8 


9 


Q-OIO 


lOIO 


1030 


105 1 


1072 


1093 


1114 


1 136 


"57 


"79 


1201 


Oil 


1223 


1246 


1268 


1291 


1315 


1337 


I361 


1385 


1408 


»433 


OI2 


1457 


1482 


1507 


1532 


1557 


1582 


1608 


•633 


1659 


1686 


013 


1712 


1739 


1765 


J 792 


1820 


1847 


187s 


1933 


1931 


J959 


014 


1987 


2016 


2045 


2074 


2104 


2»33 


2163 


2193 


2223 


2253 


o'S 


2284 


2314 


2345 


2376 


2408 


2440 


2473 


2505 


2537 


2569 


016 


2602 


2635 


2668 


2706 


2734 


2768 


2802 


2836 


2871 


2905 


017 


2940 


297s 


3010 


3046 


3081 


3118 


3154 


3190 


3226 


3262 


018 


3299 


3336 


3373 


34" 


3449 


3487 


3525 


3563 


3602 


3641 


019 


3680 


3719 


3758 


3798 


3838 


3878 


3918 


3958 


3999 


4040 


0'020 


4082 


4123 


4164 


4206 


4248 


4290 


4333 


4376 


4418 


4461 


021 


4505 


4548 


4591 


4635 


4680 


4724 


4759 


4813 


4858 


4903 


022 


4949 


4994 


5041 


5087 


5133 


5'79 


5226 


5273 


5320 


'5367 


023 


5415 


5462 


55JO 


5558 


5607 


5655 


5704 


5753 


5802 


5852 


024 


5902 


5952 


6002 


6052 


6103 


6154 


6204 


6256 


6307 


6358 


025 


6410 


6462 


6514 


6567 


6619 


6672 


6725 


6778 


6832 


6886 


026 


6940 


6995 


7049 


7104 


7159 


7213 


7269 


7324 


7380 


7436 


027 


7492 


7548 


7605 


7662 


7719 


7777 


7834 


7892 


7949 


8007 


028 


8066 


8124 


8183 


8242 


8301 


8360 


8420 


8478 


8538 


8599 


029 


8661 


8721 


8782 


8844 


8905 


8966 


9028 


9090 


9152 


9215 


0030 


9278 


9341 


9404 


9467 


953" 


9595 


9659 


9723 


9788 


9852 


031 


9917 


9982 


1005 


lOII 


1017 


1025 


103 1 


1038 


1044 


1051 


032 


1057 


1063 


1070 


1077 


1084 


109 1 


1098 


1 104 


iiii 


1118 


033 


II2S 


1 132 


1 138 


1 146 


"53 


1 160 


1167 


"74 


n8i 


118S 


034 


1 196 


1204 


1212 


1219 


1226 


1233 


1241 


1248 


1255 


1263 


o"o35 


1270 


1277 


1285 


1292 


1300 


1307 


1314 


1322 


1330 


1337 


036 


1345 


«352 


1360 


1368 


1375 


1383 


i39« 


1398 


1406 


1414 


037 


1422 


1430 


1438 


1446 


1454 


1462 


1470 


1478 


i486 


1494 


038 


1502 


1510 


1518 


1526 


«534 


1543 


1551 


1559 


1567 


«575 


039 


1583 


1592 


1600 


1608 


1616 


;62S 


1633 


1642 


1650 


1658 


0'040 


1667 


1675 


1684 


1692 


1 701 


1710 


1718 


1727 


1736 


1744 


041 


1753 


1762 


1770 


1779 


1788 


1797 


1805 


1814 


1823 


1832 


042 


1841 


1850 


1859 


1868 


1877 


1886 


1895 


1904 


1913 


1922 


043 


1932 


1941 


1950 


1959 


1968 


1978 


1987 


1996 


2005 


2015 


044 


2024 


2034 


2043 


20S3 


2062 


2071 


2081 


2090 


2100 


2110 
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a 





1 


2 


3 


4 


5 


. 6 


7 


8 


9 


O-045 
046 
047 
048 
049 


2119 
2217 

2317 
2420 
2524 


2129 
2227 

2327 
2430 

2534 


2139 
2237 

2337 
2440 

2545 


2149 
2247 
2347 
2450 
2555 


2IS9 

22S7 

2357 

2461 

2566 


2168 
2267 
2368 
2471 
2577 


2178 
2277 

2379 
2482 

2587 


2188 
2287 
2389 
2492 
2599 


2198 
2297 
2399 
2503 
2610 


2208 
2307 
2409 

2513 
2620 


O'OSO 
051 
052 

053 
054 

056 
057 
058 
059 


2631 

2741 
2852 
2965 
3081 

3199 
3321 
3444 
35 70 
3699 


2642 
2752 
2863 
2977 
3093 

3211 
3333 
3457 
3583 
37" 


2653 
2763 
2874 
2989 

310S 

3223 
3345 
3469 
3595 
3724 


2663 

2774 
2885 
3000 
3116 

3235 
3357 
3481 
3608 
3737 


2674 
2785 
2897 

3012 
3128 

3248 
3370 

3494 
3621 

3751 


2685 
2796 
2908 
3023 
3140 

3260 
3383 
3507 
3634 
3764 


2696 
2807 
2919 
3035 
3152 

3272 

3395 
3520 
3647 

3777 


2707 
2818 
2931 
3047 
3164 

3284 
3407 
3532 
3660 
3790 


2718 
2829 
2942 
3058 
3176 

3296 
3419 
3545 
3673 
3803 


2729 
2840 

2953 
3070 

3187 

3308 
3432 

Hi 

3816 


o-o6o 
061 
062 
063 

064 

065 
066 
067 
068 
069 


3830 
3963 
4098 
4236 
4376 

4519 
4664 
481 1 
4961 
SiiS 


3843 
3977 
4111 

4250 
4391 

4534 
4679 
4826 
4976 
5130 


3856 
3990 
4125 
4264 

4405 

4548 
4694 
4841 
4992 
S146 


3870 
4004 

4139 
4278 
4419 

4563 
4708 
4856 
5007 
5161 


3883 
4017 

4153 
4292 

4434 

4S77 
4723 
4871 
5023 
5177 


3896 
4030 
4166 
4306 
4448 

4592 
4738 
4886 
5038 
5192 


3910 
4044 
4180 
4320 
4462 

4606 
4752 
4901 
5054 
5208 


3923 
4057 
4194 

4334 
4477 

4621 

4767 
4916 
5069 
5223 


3936 
4071 
4208 
4348 
4491 

463s 
4782 

4931 
5085 
5239 


3950 
4084 

4222 

4362 
4505 

4650 
4796 
4946 

5100 

5254 


0-070 
071 
072 

073 
074 

07s 
076 
077 
078 
079 


5269 
5426 
5586 
5749 
5914 

60S I 
6251 
6424 

6599 
6776 


5284 
5442 
5602 
5766 
5931 

6098 
6268 

6^17 
6794 


S300 
5458 
5619 
5782 
5947 

611S 
6286 

6634 
6812 


S316 
5474 
5636 

5799 
5964 

6132 

6303 
6477 
6652 
6829 


5331 
S490 

5652 
5815 
5981 

6149 
6320 
6494 
6670 
6847 


5347 
5506 
5668 
5832 
5997 

6166 
6338 
6512 
6687 
6865 


5362 

^^5 
5848 
6014 

6183 

6355 
6529 
6705 
6883 


5378 
5538 
5701 
5865 
6031 

6200 
6372 

6547 
6723 
6901 


5394 
5554 

5881 
6047 

6217 
6390 

6564 
6740 
6919 


5410 
5570 

5733 

6234 
6407 
6582 

6758 
6937 


o'oSo 
081 
082 
083 
084 


6955 
7139 
7325 
7513 
7703 


6973 
7158 

7344 
7532 

7722 


6992 
7176 
7362 
7551 
7741 


70IC 
7197 
7381 
7570 
7761 


7029 

7215 
7400 

7589 
7780 


7047 

7234 
7418 
7608 
7799 


7066 
7252 
7437 
7627 
7819 


7084 
7270 
7456 
7646 
7838 


7103 
7288 

7474 
7665 

7857 


7I2I 
7307 

7495 
7684 
7876 
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a 



7896 


I 


2 


3 


4 
7975 


5 
7994 


6 


7 
8033 


8 


9 


0085 


7916 


7935 


7-555 


8014 


8053 


8072 


086 


8092 


8112 


8131 


8151 


8171 


8190 


8210 


8230 


8250 


8270 


087 


8290 


8310 


8330 


8350 


8370 


8391 


841 1 


8431 


8451 


8471 


088 


8491 


851I 


8532 


8552 


8572 


8593 


8613 


8633 


8654 


8674 


089 


869s 


8715 


8736 


8757 


8777 


8798 


8819 


8839 


8860 


8881 


0-090 


8901 


8922 


8942 


8963 


8984 


9005 


9026 


9047 


9068 


9089 


091 


91 10 


9I31 


9152 


9173 


9195 


9216 


9237 


9258 


9280 


9301 


092 


9322 


9343 


9365 


9386 


9408 


9429 


945 > 


9472 


9494 


95 "5 


093 


9536 


9557 


9579 


9601 


9622 




9666 


9687 


9709 


973' 


094 


9753 


9775 


9796 


9818 


9840 


9862 


9884 


9906 


9928 


9950 


095 


9972 


9994 


1002 


1004 


1006 


IC08 


ion 


1013 


1015 


1017 


096 


1020 


1022 


1024 


1027 


1029 


103 1 


"033 


1036 


1038 


1040 


097 


1042 


1044 


1047 


1049 


105 1 


1054 


1056 


1058 


1060 


1063 


098 


1065 


1067 


1069 


1072 


1074 


1076 


1079 


1081 


1083 


1086 


099 


1088 


1090 


1092 


109s 


1097 


1099 


IIOI 


1 104 


1106 


1109 


o-io 


nil 


1135 


IIS9 


1 183 


1207 


1232 


J257 


1282 


1308 


1333 


II 


1360 


1386 


1413 


1440 


1467 


1494 


1522 


1550 


1579 


1607 


12 


1636 


1666 


1695 


1725 


«755 


1786 


1817 


1848 


1879 


1911 


13 


1943 


1975 


2007 


2040 


2073 


2107 


2141 


2175 


2209 


2244 


14 


2279 


2314 


2350 


2386 


2422 


2459 


2496 


2533 


2571 


2609 


IS 


2647 


2686 


2725 
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i 

188s 
2025 
2173 
2329 
2493 


I 


2 


3 


4 

1940 
2083 
2234 
2394 

2562 


5 

1954 
2098 
2250 
2410 

2579 


6 


7 


8 

1996 

2143 
2297 
2460 
2631 


9 


0-35 
36 

38 
39 


1898 
2040 
2188 

2345 
2510 


1912 
2054 
2203 
2361 
2527 


1926 
2068 
2219 

2378 
2545 


1968 
2II3 
2266 
2427 
2596 


1982 
2128 
2281 

2443 
2614 


20U 
2158 
2313 
2477 
2649 


0-40 

41 

42 

43 
44 

45 
46 

47 
48 

49 
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2849 
3041 
3244 
3457 

3682 

3919 
4168 

4431 
4708 
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2868 
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3265 
3479 

■3705 
3943 
4194 
4458 
4736 
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2887 
3081 
3286 
3501 

3728 
3967 
4219 
4485 
4765 
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2906 
3101 
3307 
3523 
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4245 
4512 
4794 


2739 
2925 
3121 
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3546 
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4017 
4271 
4540 
^4823 
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2944 
3141 
3349 
3568 
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4042 
4298 
4568 
4852 
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3591 
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4067 
4324 
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4881 
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4613 
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8490 


5030 
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5667 
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7645 
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8590 
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5404 
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6841 

7253 
7689 
8151 
8640 


5121 
5436 
5768 
6119 
6490 

6882 
7296 

7734 
8199 
8691 
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5469 
5803 

6528 

6922 
7339 
7779 
8246 

8741 


5183 
5501 
5837 
6192 

6566 
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7382 
7825 
8295 
8792 
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5534 
5871 
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7003 
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7871 

8343 
8844 


5245 
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8392 
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62 

64 
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67 
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9541 
1012 
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1445 
1536 
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1 145 
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1085 
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1222 
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1158 
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1473 
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1036 
logS 
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1236 
1312 

1393 
1482 

1574 
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9824 
1042 
1105 
1172 

1244 
1320 
1402 
1491 
1583 
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9882 
1048 
iiii 
"79 

1251 
1328 
1410 
1499 
1593 
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I0S4 
1118 
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1336 
1419 
1508 
1603 
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1344 
1428 

1S17 
1613 


9485 
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1066 
1131 
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1526 
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71 
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1633 
1738 
1851 

1974 
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1749 
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1999 

2134 

1 


1664 
1771 
1887 
2012 
2148 


1674 
1783. 
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2025 
2162 


1685 

1794 
1911 
2039 
2177 


1695 
1805 
1924 
2052 
2191 
1 


1706 
1817 
1936 
2065 
2206 


1717 
1828 
1949 
2079 
2220 


1727 
1840 
1961 
2092 
2235 
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76 
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2440 
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3083 
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2887 
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2727 
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2746 
2950 
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82 

84 

85 
86 

87 
88 
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3453 
3736 
4052 
4410 

4816 
5283 
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6453 
7201 


3224 
3480 
3766 
4086 
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4860 
5333 

6522 
7283 


3249 
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3796 
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4905 
5384 
5941 
6593 
7367 
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6001 
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7453 
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3921 
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.4648 
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5652 
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3706 
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4372 
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?i 
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9201 
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1805 
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1846 
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5005 
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2436 
3374 
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3507 
5684 
1409 
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9714 
1123 

1321 

1592 

1979 
2582 
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6052 
1647 
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1141 

1345 
1624 

2027 
2660 
3803 
6468 
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8732 
9989 
1158 
1369 
1658 

2077 
2744 

3970 
6945 
2480 


8846 
1013 
1177 

1393 
1692 

2130 

2833 
4150 

7493 
33J3 


8962 
1028 
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1419 
1728 

2185 
2928 
4347 

4980 


9080 

1043 
1215 

1445 
1766 

2244 
3029 
4564 
8892 
9980 



Basicity of Acids. — It has been found that the difference 

between the equivalent conductivity of — and solutions 

of the sodium salt of an acid is approximately equal to 10 x B 
units, where B represents the basicity of the acid. To deter- 
mine the basicity of an acid, therefore, it is only necessary to 
determine the equivalent conductivity of its sodium salt in a 
dilution of 32 litres and 1024 litres respectively, and to divide 
the difference of the values so found by 10. The nearest whole 
number then represents the basicity of the acid. 

Experiment. — Determine the Basicity of Succinic Acid. 
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For the purpose of this experiment, sodium hydrate free 
from carbonate is required. This is best prepared as follows : 
Metallic sodium in roughly weighed amount, according to the 
quantity and strength of the solution required, is freed from 
the adhering paraffin or other liquid, and from the crust of 
oxide, and placed in the funnel F (Fig. 58), made of nickel 




Fig. 58. 



gauze. This funnel stands in a basin containing a quantity of 
water which has been made distinctly alkaline with ordinary 
caustic soda (more especially if the water contain much car- 
bonic acid in solution), and over all is placed a bell-jar, the 
neck of which is closed by a cork carrying a soda-lime tube. 
The end of this tube, which passes into the bell-jar, shoul(J be 
bent so that any moisture which may condense shall not drop 
on the sodium. Under the apex of the funnel is placed a 
basin, D, of platinum, silver, or nickel ; but this basin should not 
swim free on the surface of the water, but should be placed on 
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a glass tripod, porcelain stand, or block of wood (weighted). 
The metallic sodium is now in an atmosphere free from carbon 
dioxide and saturated with water vapour. The water vapour 
acts slowly on the sodium, and a strong solution of sodium 
hydrate trickles down into the basin placed under the 
funnel. 

The operation can, if desired, be hastened by passing steam 
through a coil of lead or compo. tubing, T, placed in the water in 
the basin. The vaporization of the water is thereby increased, 
and the action on the sodium accelerated. Care must, how- 
ever, be exercised, especially if large amounts of sodium are 
being acted on, that the action does not become too vigorous ; 
and it is advisable to discontinue the passage of steam from 
time to time, so that the vaporization of the water under the 
bell-jar does not become excessive. 

To prevent the condensed steam from blocking up the 
heating tube, it is well to connect the exit end of the latter to 
a filter pump, a condensing bottle being inserted to prevent the 
possible breaking of the pump by the hot steam. 

After all the sodium has been converted to hydroxide, the 
latter is transferred as rapidly as possible to a bottle containing 
sufficient distilled C02-free water to make the solution of about 
the concentration desired. The solution can be standardized 
by means of succinic acid (the solution of which is also pre- 
pared with COa-free water), using phenolphthalein as indicator. 

In making up the — solution of the salt, one may, if the 

H 

acid is solid, prepare exactly — solution of caustic soda and 

neutralize this with the solid acid, using a drop of phenolphtha- 
lein as an indicator ; but in most cases it will probably be found 
most convenient to have the acid also in solution. In this 

n 
case the caustic-soda solution must be stronger than — , and 

N 
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may suitably be about —?. Having ascertained the titre of the 

alkali solution, as much of it is run from a burette into a 
measuring flask as contains the amount of sodium hydroxide 

71 

required to give a — normal solution when diluted to a given 

volume, say loo c.c. This is then neutralized carefully by 
means of the acid solution. The acid must be added care- 
fully, towards the end of the process drop by drop, until the 
pink colour of the phenolphthalein, added as indicator, just 
entirely disappears ; better a slight excess of acid than of 
alkali. The solution is now made up to the given volume, 

say 100 c.c, thus yielding a — solution of the sodium salt of 

the acid. The equivalent conductivity of this solution is de- 
termined in the manner previously described. The solution is 
then diluted by the successive withdrawal of lo c.c. of the 
solution and addition of lo c.c. of water (p. 167), until the 

concentration is normal ; and the equivalent conductivity 

at this dilution determined. 

Determination of the Neutralization Point by Con = 
ductivity. — Measurements of the electrical conductance can 
also be employed in order to determine the point of neutraliza- 
tion of an acid by an alkali, or vice versd ; and the method is 
of especial importance when dealing with coloured or turbid 
solutions, in which the change of colour of an indicator would 
be more or less masked. 

When a strong acid is added to an alkali, the conductance 
of the solution will decrease owing to the disappearance of 
hydroxidion, and their replacement by the less mobile anion 
of the acid ; but when all the hydroxidion has been removed, 
by combination with hydrion from the acid added, then any 
further addition of acid will cause the conductance to increase, 
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owing to the addition to the solution of free hydrion. Since 
hydrion has a much greater mobility than any other ion, the 
presence of a slight excess of free acid will cause a marked 
increase in the conductance. 

Experiment.— ZJ^/^rw/w the Strength of a Solution of 
Sodium Hydroxide. 

Place a known volume of the solution of caustic soda (free 
from carbonate) in the conductivity cell, insert a resistance in 
the box, and determine the point of balance on the bridge 
wire, exactly as in the preceding measurements. The resistance 
which is inserted should be such. that the bridge reading is 
about 50 cm. From a burette, run in a standard solution of 
acid (HCl or H2SO4) in small quantities at a time, and after 
each addition determine the point of balance on the bridge 
wire, the resistance in the box being kept the same throughout. 
After each addition of acid, the solution must be well mixed. 
It will be found that as acid is added to the alkali, the sliding 
contact must be moved first towards the zero end of the wire, 
indicating a decrease in the conductance of the solution ; and 
then, after a certain point, must be moved in the opposite 
direction. Several readings on either side of the turning-point 
must be obtained. 

In order to obtain the strength of the alkali solution, the 
bridge readings are plotted as ordinates against the number of 
cubic centimetres of acid added, and curves are drawn through 
the points so obtained. The point of intersection of the two 
curves then gives the number of cubic centimetres of acid 
required to exactly neutralize the solution of alkali (Fig. 

59. A). 

The result obtained electrically should be controlled by 
titration, using phenolphthalein as indicator. 

If not only the acid, but also the alkali is strong, one may 
also add the base to the acid. In this case there is first a 
diminution of the conductance owing to the replacement of 
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hydrion by a less mobile cation, and then, after the neutral 
point has been reached, an increase in the conductance, which 




Xumber of C. C. AlkalC 

Fig. S9- 

is also sharply defined owing to the fact that the OH' is also a 
highly mobile ion. 

When, however, the acid is weak, it is necessary to add 
the acid to the alkali (and in this case a strong base must be 
chosen), and not the alkali to the acid. If the base is added 
to a weak acid, the minimum will not be sharp owing to the 
fact that the change in conductance is due not so much to 
the disappearance of the fast-moving hydrion (which is 
present in comparatively small concentration), as to the re- 
placement of the unionized acid molecules by the ions of the 
salt formed. When, however, the acid is added to the alkali, 
we get replacement of the hydroxidion by the much slower 
anion of the acid, and a consequent diminution of the con- 
ductance of the solution. As the acid is, however, only slightly 
ionized, and the ionization is further reduced by the presence 
of the neutral salt, the addition of excess of acid does not 
generally lead to an increase of the conductance. In this 
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case, the neutral point is indicated by a sharp change in the 
direction of the conductance curves, as shown in Fig. 59, B. 

Experiment. — Determine the Strength of a Solution of 
Acetic Acid. 

The experiment is carried out in exactly the same manner 
as the previous experiment. As solution of acetic acid, one 
may use crude vinegar (brown), whereby the utility of the 
method will be rendered more obvious. 



CHAPTER X 

TRANSPORT NUMBERS 

When a current of electricity is passed through an electrolyte, 
it is found that the change of concentration at the two elec- 
trodes is, in general, not the same. It follows, therefore, that 
since equivalent amounts of positive and negative ions are dis- 
charged at the two electrodes, the velocity with which the ions 
move under the fall of potential must be different. From this 
difference in the velocity of migration of the two ions it follows 
that since the electricity is carried through the solution by the 
ions, the amount of electricity carried in one direction by the 
positive ions, must be different from that carried in the opposite 
direction by the negative ions ; these two amounts being, in- 
deed, in the ratio of the velocities of migration of the cation 
and anion respectively. 

Since the total amount of electricity passed through a 
solution is proportional to the sum of the velocities, u -f- v, of 
the cation and anion, it follows that the fraction of the total 

u 
current carried by the cation is — r— , and that carried by the 

V 

anion . . These fractions are known as the transport 

number of the cation and anion respectively (Hittorf). The 
transport number can therefore be obtained by determining the 
total amount of electricity which passes through the solution, 
and the amount of one of the ions which has passed away from 
the space round one of the electrodes. 
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In this method of determining the transport number of an 
ion, it is assumed that change in the concentration takes place 
only in the neighbourhood of the electrodes, and that the inter- 
mediate portion of the solution remains unaltered. It is 
evident, therefore, that the current must not be allowed to pass 
for too long a time. Another reason, also, for limiting the 
time during which the current passes is that alteration in the 
composition would otherwise be caused by ordinary diffusion. 

Experiment. — Determine the Transport Numbers of the 
Silver Ion and Nitrate Ion in a Solution of Silver Nitrate. 

For this experiment the apparatus shown in Fig. 60 may 
be employed. The tubes are first 
filled with a solution of silver nitrate 

(about — ), the composition by weight 



of which is determined by titration, or 
by electrolytic deposition. Into the 
tubes are fixed by means of corks, two 
silver electrodes made by fusing pieces 
of thick silver wire to copper wires, 
and cementing the latter into glass 
tubes so that only the silver is ex- 
posed. The wire to be used as anode 
should be freshly plated with silver. 

As we shall be concerned only with 
the change in the composition of the 
solution at the anode, it is not neces 
sary to have a silver cathode ; and its 
place can be taken by a copper elec- 
trode. In this case a layer (about 5 
cm. in depth) of a strong solution of 
copper nitrate, slightly acidified with 
nitric acid, is first introduced into the 
shorter limb of the apparatus, and the 




Fig 
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rest of the apparatus then filled with the silver nitrate solution. 
This must be done carefully so as not to disturb the layer of 
copper nitrate. It is most easily accomplished by placing 
a disc of cork on the top of the copper nitrate solution, and 
running the silver nitrate solution on to this from a pipette. 

The apparatus is now connected with a batteryj and a 
current of about o'oi or o'oi5 amp. sent through the 
solution.' A milliammeter and a copper voltameter, together 
with a sliding resistance, should also be inserted in the circuit, 
all in series; the ammeter being used for the approximate 
regulation of the current, and the voltameter for the determi- 
nation of the total amount of electricity passed through the 
solution. The electrical potential which must be employed 
in order to give a current of about lo milliamperes will depend, 
of course, on the resistance, and, therefore, on the dimensions 
of the apparatus employed. In general, a potential of 30-40 
volts will be necessary ; and where this cannot be obtained 
from a battery, one may make use of the electric light circuit, 
a sufficiently large and adjustable resistance being inserted in 
the circuit. 

As copper voltameter one may employ a beaker containing 
a copper solution of the composition given below, in which dip 
two electrodes, about i'5 cm. square, cut from copper sheet. 
The plate to be used as cathode must first be cleaned and 
weighed ; and at the conclusion of the experiment is withdrawn 
from the solution, washed well with distilled water and with 
alcohol, dried in the hot air over a flame, and again weighed. 
While the experiment is in progress, a current of carbon dioxide, 
washed by bubbling through water, should be passed through 
the solution. 

' Sufficiently accurate results can also be obtained with a current of 
about 7 milliamperes ; but too strong a current should not be used on 
account of the heating effect, and the consequent danger of convection 
currents causing a mixing of the different layers of solution. 
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The copper solution should have the following composition : 



Copper sulphate . 
Sulphuric acid 
Alcohol 


• 150 gm. 

• 50 .. 


Water 


. 1000 „ 



The same solution can be used repeatedly. 

The current is allowed to pass for 2-3 hours, according to 
the strength of the current employed ; and the cathode of the 
voltameter is then removed and weighed. The silver nitrate 
solution round the anode is run off into two weighed or tared 
flasks ; about two-thirds of the solution being run into one 
flask, and the remainder (constituting the middle layer of the 
solution) into the other. The solutions are then weighed and 
the amount of silver determined by titration or by electrolytic 
deposition. If the solution in the second flask does not have 
the same composition as the original solution, it shows that 
the experiment has been allowed to continue too long ; and 
it must therefore be repeated, the current this time being 
stopped after a shorter period. 

The method of calculation will be made clear by the 
following example : — ■ 

Composition of silver solution before electrolysis — 

9'973 gin- of water 
o'o847 „ „ silver nitrate 



lo'osS „ „ solution 

That is, for every 9*973 gm. of water there are 0-0847 g™- 
of silver nitrate or 0*000498 gm. equivalents of silver. A 
current of about 6-7 milliamperes was passed through the 
solution for about 25 hours. 

After electrolysis, the solution had the composition — 
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26'76 gm. of water 
0-2818 „ „ silver nitrate 

27'04 „ „ solution. 

Tliat is, for every 26-76 gm. of water, there are o-28i8 gm. 
of silver nitrate, or 0-001658 gm. equivalents of silver. 

If the solution had remained unchanged in composition, 

26-76 gm. of water would have been associated with 

0-000498 X 26-76 . , , ., 
-. — = 0-001337 gm. equivalents of silver. 

There has been an increase, therefore, of 0-001658 — 
0-001337 = 0-000321 gm. equivalents of silver. 

The weight of copper deposited in the voltameter amounted 
to 0-0194 gm. or to o-ooo6io gm. equivalents; and the total 
amount of electricity must be proportional to this number. 

If none of the silver had wandered away from the anode, 

there ought, therefore^ to have been an increase of o-ooo6io 

gm. equivalents. But the increase found amounted only to 

0-000321 gm. equivalents. Hence there must have wandered 

away, 0-000610 — 0-000321 = 0-000289 gm. equivalents of 

silver; and this number must be proportional to the velocity 

of the silver ion. Hence the fraction of the total current 

. , , , . 0-000289 _ 

carried by the cation amounts to ^— = 0*474. rrom 

o'ooo6io 

this it follows that the fraction carried by the anion amounts to 

1—0-474 — 0-526. These two numbers, 0*526 and 0-474, are 

called the transport numbers of the anion and cation respectively, 

and are usually represented by n and i —n. 



CHAPTER XI 

MEASUREMENTS OF ELECTROMOTIVE FORCE 

Just as, in hydrodynamics, the energy of falling water is de- 
termined not only by the amount of water that falls, but also 
by the height of fall, so also in electricity, the electrical energy 
involves the two factors, amount of electricity, and fall of 
potential or electromotive force. This latter factor constitutes 
the driving force, and its measurement is of the utmost 
importance. 

For our present purpose, which is chiefly to study the 
relations between chemical and electrical energy, measurements 
of the electromotive force are of especial importance. When 
a chemical reaction takes place, it is said to be due to the 
action of chemical afifinity, which cannot, however, in general 
be measured quantitatively, nor, indeed, qualitatively, except in 
a somewhat indefinite way by means of the heat of reaction. 
In the case, however, of electrolytic reactions which give rise to 
electrical energy, as, for example, in galvanic cells, the measure 
of the affinity is given by the electromotive force of the cell. 
Therefore, although the amount of electricity delivered by two 
cells may be the same, the energy need not be so ; for just as 
the chemical affinity in different reactions is different, so also 
is the electromotive force produced when these reactions take 
place in a galvanic cell so as to give rise to an electric current. 
Nor can the heat of reaction be taken as the measure of the 
electrical energy which a given cell will yield, because only in 
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a few cases is the latter equal to the heat of reaction ; in most 
cases it is either greater or less. The electromotive force of a 
cell, therefore, is a measure not of the heat of reaction, but of 
the diminution of the free energy of a system, which is the 
thermodynamic expression of what was called above chemical 
affinity . 

For this reason, and also on account of the problems which 
measurements of the electromotive force enable us to solve, 
the latter form one of the most important sections of physical 
chemical practice. 

Measurement of the E.M.F. of a Cell — Outline of 
the Method. — The method usually employed for the de- 
termination of the e.m.f. of a cell is essentially that known 
as the Poggendorfif compensation method. 

If a source of electricity, A (Fig. 6r), of constant e.m.f. is 
connected with the two ends of a wire, CD, of uniform re- 
sistance, then the fall of 
potential along the wire 
will be uniform. The 
difference of potential 
between C and any 
point E of the wire will 
be proportional to the 
Fig. 6i. distance CE, and will 




be equal to the fraction 
of the total fall of potential along the wire. If another 



CE 
CD 

cell, B, the e.m.f. of which is less than that of A, is inserted 
along with a suitable measuring instrument, such as an elec- 
trometer or galvanometer, in a side circuit, CGBE, so that it is 
opposed to A, and if the sliding contact E is moved along the 
wire until no current passes through the measuring instrument ; 

CE 

then the e.m.f. of B is equal to that of A multiplied by ^tf;- 

If the e.m.f. of the cell A, the working cell, were quite 
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constant and sufficiently accurately known, the measurement 
of an unknown e.m.f. could be made in the manner described. 
As a rule, however, neither of the above conditions is fulfilled. 
It is therefore necessary to have a standard cell, the e.m.f. of 
which is accurately known. The point of balance E on the 
bridge wire is then determined when the standard cell occupies 
the place of B ; and then the point E' (say) when the cell of 
unknown e.m.f. is in place of B. The unknown e.m.f is then 
obtained from the relationship — 

CE _ e.m.f. of standard cell 
CE' unknown e.m.f. 

Apparatus. — The Working Cell. — As working cell A, one 
must employ a cell with a greater e.m.f. than is to be measured. 
Since in all cases to be studied here, the e.m.f. is less than 
2 volts, the most convenient working cell to use is a lead 
accumulator, which, when fully charged, has an e.m.f. of some- 
what over 2 volts. In order that the cell shall not run down 
too rapidly, and the e.m.f. therefore, fall, an accumulator of 
fairly large capacity should be employed. Where large fixed 
cells are not available, a portable accumulator of 30 to 40 
ampere-hours capacity is very suitable. 

Instead of a lead accumulator, one may also conveniently 
employ two or three cupron cells connected in series; the 
e.m.f. of a cupron cell being about 0-85 volt. 

Measu?-ing Wire. — The measuring wire described on p. 152 
may be employed, and should be calibrated as described on 
p. 153 before being used. Although for most purposes the 
shortened bridge (60 cm. of scale) is sufficient, there are oc- 
casions when the longer scale is, if not necessary, at least 
rather more convenient. 

If we take the fall of potential along the bridge wire as 
being 2 volts, then i mm. of wire corresponds with 2 millivolts. 
So far as the bridge wire is concerned, therefore, an accuracy 
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of 0-2 to o"4 millivolts (corresponding with o'l and 0*2 mm. 
on the scale) is attainable. Whether or not it is attained in 
practice will depend largely on the sensitiveness of the galvano- 
meter or other measuring instrument employed. For all our 
purposes, an accuracy of i millivolt will be sufficient. 

Standard Cell. — Various cells have from time to time been 
recommended as standards of e.m.f., but the most convenient 
and the one now most generally employed is the cadmium 
cell (Weston cell). This possesses the advantages not only 
of being easily reproduced, but also of having a small 
temperature coefficient of e.m.f.' 

For ordinary laboratory purposes, the form of cell shown 
in Fig. 62 is very convenient, and 
can be put together by the student 
himself. The cell itself consists 
of a H-shaped glass vessel with 
platinum wires sealed in near the 
closed ends of the side tubes. The 
vessel is supported on a wooden 
base by means of a metal clamp, 
or, more simply, by means of a 
large cork cut to the appropriate 
shape. The platinum wires are 
connected, without strain, to two 
terminals. 

I. Mercury. Prepare a saturated solution of 

mar°™fol1"^i^hatf"'" '"'^'""^ ""^ Pure, crystalUzed cadmium sulphate 

cryLfsT^adtilt^hare'! '"^= (CdSO^H^O), either by shaking 

5': Smln"To.sSl'rf' cadmium ^xccss of the finely powdered salt 

''"'e'' Paraffin ^''^ distilled water, or by grinding 

l %°^\.- crystals of cadmium sulphate in a 

8. Sealing-wax. •' ^ 

mortar under water. In making 

' Another cell, sometimes used as a standard of electromotive force is 
the Clark cell. 




Fig. 62. 
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this saturated solution, the temperature should not be raised 
above 75°, because at this temperature the salt CdSOi.fHaO 
changes to the monohydrate, CdSOj.HjO. 

Into the one limb of the H-shaped vessel there is poured 
a quantity of cadmium amalgam containing about ly^ percent, 
of cadmium. This is prepared by adding i part by weight 
of pure cadmium, free especially from zinc, to 7*5 parts of pure 
mercury (vi^e infra) and warming on a water bath. The 
amalgam which is liquid at temperatures of about 100°, should 
be well stirred with a glass rod and then poured into the limb 
of the H-vessel, which is kept warm by immersion in hot water. 
When sufficient amalgam has been poured in to cover the 
platinum wire to a depth of about half a centimetre, the vessel 
is removed from the hot water and allowed to cool. On 
cooling, the amalgam solidifies. 

On the top of the amalgam there is placed a thin layer, 
about 2 mm. deep, of moist, finely powdered cadmium sulphate 
crystals (left undissolved in the preparation of the saturated 
solution). 

Into the other limb of the H-vessel, a quantity of pure 
mercury is poured so as to cover the platinum wire and form a 
layer about i cm. deep, and on the top of this is spread a layer, 
3 mm. deep, of mercurous sulphate paste. The latter is made by 
rubbing together in a mortar, mercurous sulphate and mercury 
together with a small quantity of cadmium sulphate crystals 
and sufficient of the saturated solution of cadmium sulphate 
to form a thin cream. The liquid is then filtered off through 
a plug of cotton-wool placed in the stem of a funnel, with the 
aid of a filter pump. The paste is again rubbed up with a 
further quantity of the cadmium sulphate solution, and again 
filtered. The process should be repeated a third time. The 
purpose of this is to remove any mercuric sulphate which may 
be present. 

Having placed this paste, moistened with a little solution 
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of cadmium sulphate, on the top of the mercury, several fairly 
large and clear crystals of cadmium sulphate are placed in 
either limb of the vessel, which is then filled up to within 
about I '5 cm. of the open ends with saturated cadmium 
sulphate solution. The open ends of the tubes are then 
closed by means of a layer of paraffin wax and a disc of cork, 
and the latter is then entirely covered with sealing-wax. 

In closing up the ends of the vessel, the precaution should 
be observed of having a small air-space in one or both limbs 
of the vessel, so as to allow for the expansion of the liquid in 
hot weather. If any difficulty is experienced in enclosing an 
air-bubble, it can easily be got over in the following manner : 
A thin layer of melted paraffin is first poured into one limb 
only of the vessel ; and when this has solidified, a small 
pin-hole is made through it and the vessel inclined slightly 
so as to draw air in through the pin-hole. The latter is then 
closed by means of more paraffin while the vessel is still 
inclined. 

The finished cell has the appearance shown in Fig. 62. 

The e.m.f. of the cadmium cell prepared in the above 
manner has the following values : — 



Temperature. 


e.m.f. in volts. 


5° 


I 0189 


10° 


I '0189 


15° 


I -0188 


20° 


I -0186 


25° 


I '0184 



At the ordinary temperature (i5°-i8°) we may, for our 
purpose, take the e.m.f. as equal to I'oig volts. In this cell 
the mercury forms the positive, the amalgam the negative pole. 

Purification of Mercury. — For the above purpose, and 
also for many other purposes in physical chemistry, pure mercury. 
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free especially from less noble metals such as zinc and lead is, 
required. For the purification, either of the following methods 
can be employed; preferably the latter when the amount of 
mercury to be purified is comparatively small. 




Fig. 63. 




1. The mercury is placed in a moderately wide tube, bent 
as shown in Fig. 63, and a current of air is drawn for several 
hours through the metal with the help of a filter 
pump. The zinc and lead are thereby oxidized, 
and rise to the surface as a scum. The pure mer- 
cury is then at once poured out through the lower 
end of the tube. 

2. If the amount of mercury is smaller, it is best 
shaken for ten or twenty minutes (according to the 
degree of impurity) with a solution of mercurous 
nitrate acidified with nitric acid. It is then well 
washed with distilled water, and dried by means of 
filter paper. Still better, the purified mercury is 
poured in a fine stream, by means of a funnel with 
drawn-out point, through a layer of mercurous nitrate 
solution acidified with nitric acid, contained in a tube 
to the lower end of which a bent capillary tube (i mm. 
bore) is sealed (Fig. 64). The length of the latter 
should be so fixed that mercury ceases to flow from 
it, when there is still a layer of mercury in the wide 

tube of about 2 cm. in depth. By means of this apparatus, the 
mercury is obtained dry. 

In fining this tube for the first time, pure mercury must first 

O 




Fro. 64. 
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be poured into the tube, and then the solution of mercurous 

nitrate; and in no case should impure mercury be poured 

through the tube. 

Capillary Electrometer.— ^ ox the purpose of determining the 

point of balance on the bridge wire (p. i88), one may employ 
either a sensitive galvanometer, or an 
electrometer. For our purpose, the 
most convenient instrument is the capil- 
lary electrometer, of the form shown in 

Fig- 65. 

Pure dry mercury is poured into the 
limb A of the electrometer so as to 
cause the meniscus to stand about two- 
thirds up the capillary portion. Mercury 
is also poured into the other limb, Bi 
so as to about half fill the bulb, and 
the rest of this tube is then filled by 
means of a fine pipette with dilute 
sulphuric acid (i part of acid to 6 
parts of water by volume), which has 
previously been shaken with a little pure 
mercury. In order to get the sulphuric 
acid into the capillary, a piece of india- 
rubber tubing is attached to the end of the limb A, and mercury 
blown out through the end of the capillary into B. On now 
sucking back, the mercury is brought again within the capillary, 
and the acid follows it. Care must, however, be taken not to 
suck so strongly that the acid is drawn round the bend of the 
capillary into A. When in use, also, the walls of the capillary 
must be kept well wetted with acid, and this is effected in the 
same way by blowing or sucking through a tube attached to the 
limb A, so as to move the mercury up and down the capillary. 
Contact with the mercury in either limb is effected by means 
of thin platinum wires fused or soldered to thin, well-insulated 
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copper wires. (The platinum and copper wires can be easily fused 
together in the blow-pipe flame.) In the case of the wire making 
contact with the mercury in the limb A, the junction of the 
two wires must be carefully covered by means of sealing-wax or 
varnish, in order to prevent the copper coming in contact with 
the mercury. In the case of the other wire, either a sufficiently 
long piece of platinum must be used to pass down through the 
acid into the mercury, or a short piece of platinum wire may be 
fused to a thin copper wire, and the latter protected from the 
acid by sealing the wire into a narrow, thin glass tube, made by 
drawing out a test-tube. The upper end of this tube may be 
closed and strengthened by means of sealing wax. 

The position of the mercury meniscus in the capillary de- 
pends on the surface tension between the mercury and the 
sulphuric acid; and this, in turn, depends on the electrical 
potential between the mercury and the acid. If this potential 
is altered, as, for example, by connecting the two mercury elec- 
trodes with a cell or with two points of a circuit between which 
there is a difference of potential, the meniscus will move ; and 
for small differences of potential, the amount of movement is pro- 
portional to the difference of potential. In order,-however, that 
the meniscus shall take up a definite position, the two electrodes 
must be connected together except when making a measure- 
ment. This is effected by means of a triple contact Morse key, 
shown in Fig. 66. The elec- 
trical connections between the oj^ 
terminals a, b, c and the con- ^^^^^^^^^^ on^ 
tacts d, V, c' are indicated by /a.' ^C!^~^^^^^C 

means of the dotted lines. The ( Z- ' ly ^^ \ 

electrodes of the electrometer Eieanmaa- 

are connected with the terminals Fig. 66. 

b and c, so that they are con- 
nected together when the key is in its normal position. The 
terminals a and e are connected with the rest of the circuit, so 
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that on depressing the key, the current can pass from a to a', 
thence through the bar of the key to b, and through the electro- 
meter to c. 

In using the capillary electrometer, care should always be 
taken that the direction of the positive current through the 
electrometer is from the large electrode to the capillary. This 
is ensured by making the connections as shown in Fig. 67. The 





Fig. 67. 

reason for this is to prevent the formation of mercurous sul- 
phate in the capillary, which might occur if the capillary mercury 
were anode, and a rather large current were sent through the 
electrometer at any time, such as when looking for the point of 
balance. 

In order that the capillary electrometer shall work well, it 
is necessary that the glass and mercury shall be quite clean. 
Usually, the tubes as supplied by the makers will be found to 
give satisfactory results, without any treatment. If the tube 
should become dirty through use (or misuse), it is frequently 
better to discard it altogether, although it can, as a rule, be 
cleaned by treatment with hot nitric acid followed by a hot 
solution of potassium bichromate and sulphuric acid ; or a hot 
solution of caustic soda, and again followed by hot nitric acid. 
It must then be well washed with distilled water, and dried by 
drawing air, filtered through a plug of cotton-wool, through the 
tube. 

As the movements of the mercury meniscus near the point 
of balance are very small, they must be observed by means of 
a microscope. A convenient form of electrometer stand is 
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shown in Fig. 68. The capillary electrometer is fixed opposite 
the end of a microscope by means of a small clamp, and the 
surface of the meniscus is illumi- 
nated by means of a mirror or by 
a small electric lamp, the light 
of which should be diffused by 
means of white tissue paper or 
ground glass. The sharpness of 
the image of the meniscus in the 
microscope is increased by cement- 
ing a thin strip of glass (micro- 
scope cover glass) with Canada 
balsam on the front of the capil- 
lary. In the eye-piece of the 
microscope there is a scale, which 
allows of the movement of the 
mercury in the electrometer being 
measured. 

Experiment. — Standardization 
of tJie Cadmium Cell. 

After the cadmium cell has 
been prepared as described on p. 
190, it should, before being used 
for measurements, be compared 
with an accurately known e.m.f., 

say, with another cadmium cell which has already been 
standardized. 

Fit up the apparatus as shown in the diagram, Fig. 69. 
A is the working cell (p. 189) which is connected through the 
key Ki {e.g. an electric switch key) to the ends of the bridge 
wire ab. E is the capillary electrometer, the electrodes of 
which are connected with the terminals Tj and T2, by means of 
thin, insulated copper wire. M is a Morse tapping key (p. 195), 
and K.J is a two-way key by means of which either cell Wj or 




Fig. 68. 
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cell W3 can be put in circuit. C is the sliding contact on the 
bridge wire. The different connections are best made with 
flexible well-insulated wire. 




If a two-way key K3 is not available, its place can be taken 
by the arrangement shown in Fig. 70, A. This consists of a 
block of wood or of parafifin (obtained by melting parafifin and 
pouring it into a cardboard mould, e.g. the lid of a photographic 




plate box) furnished with three mercury cups, into which the 
amalgamated ends of the wires from the tapping key and from 
the cells are placed. Between the cups i and 2 and i and 3 
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a shallow groove is cut in which the connecting wire of thick 
copper, fixed into a glass tube, rests. 

In order to prevent the ends of the wires lifting out of the 
mercury cups, they should be passed underneath small clips of 
wire or foil fastened beside the cups (Fig. 70, B). 

A three-way key (Fig. 71) can be made in a similar 
manner. 

The apparatus having been connected together, the current 
is allowed to flow from the working cell through the bridge 
wire. By means of the two-way key, place the 
standardized cell (Wi) in the circuit, and move 
the sliding contact C to, say, mark 60 on the 
measuring bridge. Depress the tapping key 
sharply but not violently, and notice if there 
is any movement of the mercury in the elec- 
trometer. Suppose the mercury moves up 
(apparently down in the microscope). Move ^lo 71. 

the sliding contact down the wire until a point 
is reached at which, on depressing the tapping key, the mercury 
in the electrometer moves in the opposite direction. The point 
of balance must then lie between these two positions. Now 
move the sliding contact up the bridge again, say i cm. at a 
time, and note the point at which there is again a reversal of 
the direction of movement of the mercury. The sliding con- 
tact should now be moved i mm. at a time, and in this way 
two points can be found, not more than i mm. apart, between 
which the point of balance must lie. We may now move the 
sliding contact carefully within this distance of i mm. and find 
the point at which there is no movement in the electrometer ; 
or, with the sliding contact at two points about i mm. apart 
and on either side of the point of balance, we may note the 
number of divisions on the scale of the microscope over which 
the mercury meniscus passes, and calculate from these, by 
proportion, the position of the point of balance. 
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On nearing the point of balance, it will generally be found 
difficult to detect the movement of the mercury meniscus on 
depressing the tapping key. In this case, keep the key 
depressed for say 5 seconds, and then release quickly, and 
note if there is any movement of the meniscus. Several 
readings should be made in this way with the sliding contact in 
the neighbourhood of (not more than half a millimetre away 
from) the point of balance. Having' obtained a reading for 
the standard cell Wj, alter the two-way key so as to put the 
cell W„ in circuit, and find, in the manner described above, the 
point of balance for W2. Then determine the point of balance 
for Wj again in order to make sure that the fall of potential 
along the wire has not altered. 

If Ri and R2 are the readings for the standardized cell Wj, 
and for the cell to be standardized, W., respectively, we have — 

e.m.f. ofW2 _R, 
e.m.f. of Wi Ri 

■p 

or, e.m f. of Wo = i^-^ X e.m.f. of Wi 

Seat of Electromotive Force of a Cell. — When we 
have a galvanic cell inserted in a circuit, it is, in general, 
possible for sudden changes of potential to occur at different 
points of the circuit. Thus, suppose we have the cell-^ 



metal I 



solution containing 
ions of metal I 



solution containing I lifctal II 
ions of metal 11 



and suppose the two poles to be connected through a length of 
resistance wire, say of nickelin. Then, sudden differences of 
potential are possible (i) at the junctions of the nickelin with 
the poles; (2) at the junction between the metal I and the 
solution ; (3) at the junction between metal II and the solution ; 
(4) at the junction between the two solutions. Under ordinary 
conditions, when the temperature is constant, the potential 
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differences under (i) vanish. Not so, however, the potential 
differences between the two solutions (contact potential). Here 
an appreciable potential difference may exist, due, as the theory 
shows, to the difference in the velocities of migration of the 
ions. In some cases this potential difference can be calculated, 
but not in all cases ; and it is better, where possible, to reduce 
this contact potential so as to make it negligible. Two chief 
ways of doing this are, first, to have present in the two solutions 
a relatively large (and equal) concentration of an indifferent 
electrolyte (potassium nitrate being frequently useful for this 
purpose) ; and, second, to insert between the two solutions a 
concentrated solution of potassium chloride (three or four 
times normal). In this way, the chief and, practically, the only 
differences of potential occur at the junctions of the metals 
with the solutions ; and, therefore, the e.m.f of the cell will be 
equal to the algebraic sum of these potentials. 

The difference of potential between a metal electrode and 
a solution of one of its salts may be regarded as due to the 
passage into solution and ionization of the metal (in which case 
the electrode becomes negative to the solution), or to the dis- 
charge of the metal ions in the solution at the electrode (in 
which case the electrode becomes positive to the solution). 

The potential which is observed will therefore depend on 
the metal which forms the electrode, and also on the concen- 
tration of its ions in the solution surrounding it (see below). 
When the metal is positive with respect to the solution, it is 
said to have a positive (+) potential; when it is negative to 
the solution, it is said to have a negative ( — ) potential. This 
convention is, however, not universally employed. 

Measurement of Single Electrode Potentials. — In 
order to measure the potential between an electrode and a 
solution, it is necessary to have another electrode and solution, 
the potential difference between which is known. As standard 
electrode we shall employ what is generally known as the 
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calomel electrode. This consists of mercury in contact with a 
solution (normal or deci-normal) of potassium chloride saturated 
with mercurous chloride. 

Preparation of the Calomel Electrode. — As a vessel to contain 
the mercury and the solution, one may use a small, wide- 
mouthed bottle or a short glass cylinder with foot ; but one of 
the most convenient forms of vessel is shown in Fig. 72. It 




consists of a glass tube furnished with a bent side tube A, and 
a short straight side tube B, near the top. It is most convenient 
to have the tube A in two portions connected by rubber tubing, 
so that the free end can be detached and washed out when 
necessary. Over the end of the side tube B there should be 
passed a piece of india-rubber tubing which can be closed by a 
spring or screw-clip. Connection with the mercury electrode 
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is efTected by means of a platinum wire, either sealed into the 
bottom of the electrode vessel, or sealed into a glass tube and 
passed through a rubber stopper in the mouth of the tube. In 
the latter case, electrical connection is made by means of 
mercury in the tube C, into which an amalgamated copper wire 
dips ; or the copper wire may be fused to the platinum wire 
before the latter is sealed into the tube. 

First prepare the normal solution of potassium chloride, 
using pure recrystallized potassium chloride (dried) for the 
purpose. In the bottom of the electrode vessel, previously 
thoroughly dried or washed out with the solution of potassium 
chloride, place a small quantity (1-2 c.c.) of pure mercury (p. 
192), and over this a layer of calomel paste. This paste is 
prepared by rubbing together in a mortar calomel and mercury 
with some of the solution of potassium chloride. It is then 
washed two or three times with a quantity of the potassium 
chloride solution, the mixture being allowed each time to stand 
until the calomel has settled, and the solution then decanted 
off. Finally, the paste is shaken up with the remaining quantity 
of the potassium chloride solution (in order to saturate the latter 
with calomel), which should then be decanted off and kept in a 
stoppered bottle for future use. 

Having placed the mercury and the calomel paste in the 
tube, insert a rubber stopper or parafifined cork, carrying the 
glass tube C, with platinum wire, which must dip into the 
mercury at the bottom of the tube. The vessel is then filled 
with the solution of potassium chloride saturated with calomel 
and mercury, by sucking in the solution through the bent side 
tube A, and then closing the rubber tube on B with a clip. 
The potential difference between the mercury and the solution 
is + o's6o volt at 18°, the mercury being positive to the 
solution. The potential difference increases by o"ooo6 volt 
per degree. 

The vessel may be supported for use, either in the clamp of 
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a retort stand, or, very simply and conveniently, in a split brass 
collar on a block of wood or metal (Fig. 73). For making 
connection between the mercury electrode 
and the rest of the circuit, it is very con- 
venient to have a double terminal, T, 
screwed into the base. 

Electrode Potentials. — When a 
metal is placed in a liquid, there is, in 
general, a potential difference established 
between the metal and the solution owing 
to the metal yielding ions to the solution, 
or the solution yielding ions to the metal. 
In the former case, the metal will become 
negatively charged to the solution ; in 
the latter case, positively charged. 
Since the total e.m.f. of a cell is (or can in many cases be 
made practically) equal to the algebraic sum of the potential 
differences at the two electrodes, it follows that if we know the 
e.m f. of a given cell, and the value of the potential difference 
at one of the electrodes, we can calculate the potential difference 
at the other electrode. For this purpose, use is made of the 
standard calomel electrode, which is combined with the electrode 
and solution between which one wishes to determine the 
potential difference. 

In the case of any particular combination, such as the 
following— 



Fig. 73. 



Zn 



^-solution 
of ZnSO. 



Hg,Cl, 
in «-KCl 



Hg 



the positive pole of the cell can always be ascertained by the 
way in which the cell must be inserted in the side circuit (Fig. 
67, p. 196), in order to obtain a point of balance on the bridge 
wire. In order to obtain a point of balance, the cell must be 
opposed to the working cell ; and therefore, if the positive pole 
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of the latter is connected with the end a of the bridge wire, it 
follows that the positive pole of the cell in the side circuit must 
also be connected with a. 

On measuring the e.m.f. of the above cell, we shall find it 
to be about I'oy volts, and from the way in which the cell has 
to be connected to the bridge wire, we find that the mercury is 
the positive pole ; hence, the current must flow in the cell from 
zinc to mercury. We therefore draw an arrow under the diagram 
of the cell showing the direction of the current, and place beside 
it the value of the e.m.f., thus — 

Zn I «-ZnSOi | Hg^Cla in «-KCl | Hg 
> 

V0'J2 

We further know that the mercury is positive to the solution 
of calomel, so that the potential here tends to produce a current 
from the solution to the mercury. This is represented by 
another arrow, alongside of which is placed the potential 
difference between the electrode and the solution, thus — 

Zn I «-ZnS04 | Hg^Cls in n-KCl \ Hg 

-» 

0-560 

> 

I "07 2 

Since the total e.m.f. of the cell is i'o72 volts, and since 
the potential difference between the calomel and the mercury is 
0-560 volt, it follows that the potential difference between the 
zinc and the solution of zinc sulphate must be 0-512 volt, and 
this also must assist the potential difference at the mercury 
electrode. Thus we have — 

Zn I «-ZnS04 | Hg^Cls in « -KCl | Hg 



0-512 0-560 

> 

i'072 

From the diagram we see that there is a tendency for 
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positive electricity to pass from the zinc to the solution, i.e. 
the zinc gives positive ions to the solution, and must, therefore, 
become itself negatively charged relatively to the solution. We 
therefore say that the potential difference between zinc and the 
normal solution of zinc sulphate is — o'5i2 volt. By adopting 
the above method, errors both in the sign and in the value of 
the potential difference can be readily avoided. 

Preparation of Electrodes. — The copper and zinc electrodes 
to be used in the following experiment are prepared as follows : 
Pieces of pure zinc and copper rod, about 3 cm. in length, are 
soldered to fairly thin, insulated copper wire, and then cemented 
into glass tubes by means of sealing-wax, care being taken that 
the soldered junction is completely protected by the wax. 
Before use, the zinc electrodes are amalgamated by placing 
them in dilute sulphuric acid and rubbing mercury over them 
with a mop of cotton-wool ; after which they are well washed 
with distilled water. The copper electrodes, on the other 
hand, should first be cleaned by rubbing them with emery- 
paper or by dipping them in dilute nitric acid, and then, after 
being washed, coated electrolytically with copper. For this 
purpose, the solution of copper sulphate used in the voltameter, 
p. 185, may be employed, a strip of copper being used as 
anode. In order to obtain a fine, adherent deposit, a small 
current density (not exceeding o'5 amp. per 100 sq. cm. at 
the cathode) should be used. At least two electrodes should 
be prepared in the above manner from each metal ; and before 
use, the uniformity of each set of electrodes must be tested by 
determining whether they give any e.m.f. when immersed in 
the same solution of copper sulphate (in the case of the copper 
electrodes) or of zinc sulphate (in the case of the zinc elec- 
trodes). 

Testing the Uniformity of the Electrodes. — Fix the electrodes 
into tubes like the one used for the standard electrode (p. 204, 
cf. Fig. 72), and fill the tubes with a solution of copper 
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sulphate (in the case of the copper electrodes) and with a solu- 
tion of zinc sulphate (in the case of the zinc electrodes). Deci- 
normal solutions of the salts may be used for this purpose. 
Liquid connection between the electrodes is made by means of 
an intermediate solution of copper sulphate or of zinc sulphate 
(Fig- 74). 




Fig. 74. 

Fit up the apparatus as shown in Fig. 69, p. 198, re- 
placing the cell W2 by the cell Cu | solution of CUSO4 | Cu 
or the cell Zn | solution of ZnSOj | Zn connected in series with 
the standard cell W,. By means of the two-way key, the point 
of balance on the bridge wire is determined, with the cell Wj 
alone in the circuit, and then for the cell Wj together with one 
of the above cells. If the two copper (or zinc) electrodes are 
uniform, the point of balance should be the same in the two 
cases, i.e. the cells Cu | solution of CuSO^ | Cu and Zn | 
solution of ZnSOi | Zn should exhibit no e.m.f. If, however, 
an e.m.f. of more than i millivolt should be found (for method 
of calculation, see p. 200), then the two copper (or zinc) 
electrodes should be placed in a solution of copper sulphate 
(or zinc sulphate) and short-circuited for several hours or a 
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day, until they no longer give an e.m.f. when placed in the 
same solution. Only when this is the case should the elec- 
trodes be used for the following experiment : — 

Experiment. — Determine the Potential Difference between 
Zinc and a Solution of Zinc Sulphate, and between Copper and a 
Solution of Copper Sulphate. 

Having prepared uniform zinc and copper electrodes as 
described above, fix them into the electrode vessels as before, 
and fill the latter with deci-normal solutions of zinc sulphate 
and copper sulphate respectively. In order to determine the 
potential difference between the metal and the solution, each 
electrode is combined separately with a standard calomel elec- 
trode (p. 202) by means of an intermediate solution of potassium 
chloride (3-norm.) to form a galvanic cell in the manner shown 
in the diagram. Fig. 74, p. 207. 

The apparatus is fitted up as shown in Fig. 69, p. 198, the 
W^eston cell X^!^ being replaced by the cell 



Zn 



Cu 



--ZnS04 



-CuSO^ 



KCl 



KCl 



. Hg,Cl, 
in «-KCl 

Hg,Cl, 
in «-KCl 



Hg 



Hg 



As it will, in general, be unknown which is the positive and 
which the negative electrode of the above combinations, it will 
be more convenient to replace the two-way key (Kg in Fig. 69) 
by a set of four mercury cups (K'^ in Fig. 75; cf. Fig. 71, p. 199) 
so that the connections can be readily altered. Thus we obtain 
the following arrangement (Fig. 75) : Assuming that the posi- 
tive pole of the working cell is connected with the end a of 
bridge wire, then the wire from the Morse tapping key M 
will remain permanently in the mercury cup 4, the positive 
(mercury) pole of the Weston cell will be permanently con- 
nected with cup 2, and the negative pole with cup i. With 
this cup also the sliding contact C will be connected. 
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By means of a piece of thick copper wire with bent ends 
(amalgamated) make connection between the cups 4 and 2, 




Fig. 75. 

thus putting the Weston cell in the circuit. Determine the 
point of balance on the bridge wire. Then connect the elec- 
trodes of the combination cell (S) with the cups i and 3, and 
place the connecting bridge between the cups 4 and 3, thus 
putting the cell S in circuit. If no point of balance can be 
obtained, i.e. if the mercury in the electrometer moves in one 
direction only, no matter where the sliding contact is placed, 
this shows that the wrong pole (the + pole) of the cell S has 
been connected with the sliding contact. Interchange, there- 
fore, the . two wires from S, putting that which was previously 
in the cup i into the cup 3. It should now be possible to 
obtain a point of balance on the bridge wire. This also indi- 
cates which is the positive and which the negative pole of the 
cell S. If the e.m.f. of S is small, the point of balance will be 
near the end a of the bridge wire, and in this case the error in 
reading will be comparatively great. In this case, therefore, it 
is better to connect the cell S in series with the Weston, which 
is done by connecting the negative pole of the cell S with the 
cup 2, while the positive pole is of course connected with the 
cup 3. The reading now obtained on the bridge wire corre- 
sponds with the sum of the e.m.f.'s of the Weston and the cell S. 

p 



2IO PRACTICAL PHYSICAL CHEMISTRY 

Take several readings, alternately, of the point of balance 
for the Weston alone and for the Weston plus the cell S. The 
e.m.f. of S is then obtained from the equation (cf. p. 200) — 

e.m.f. of W + S _ R2 
e.m.f of W R, 

where R3 and Ri are the readings for the Weston plus S, and 
for the Weston alone, respectively. Putting the value of the 
e.m.f. of the Weston equal to I'oig volts, we obtain — 

e.m.f. of S = (— ^ X I'oig) — I'oig volts 

From this, knowing the potential of the calomel electrode (p. 
203), the potential between the copper and copper sulphate 
or zinc and zinc sulphate can be calculated (see p. 205). 

Further Measurements. — Having determined in the above 
manner, the electrode potentials — 



Zn 



— -ZnS04 
10 



and Cu 



— -CUSO4 

10 



determine, in the same way, the electrode potentials- 



Zn 



-^^-ZnSO, 

TOO 



and Cu 



-^-CuSOi 
100 



Further, determine the e.m.f. of two or more of the com- 
binations — 



Zn 
Zn 
Zn 
Zn 



-ZnSO. 



KCl 



10 

— -ZnS04 I KCl 
100 I 

— -ZnS04 I KCl 



- -CUSO4 
10 



-CUSO4 



10 
n 



CUSO4 



— -ZnSOj 
100 



KCl 



^^-CuS04 
100 



Cu 
Cu 
Cu 
Cu 
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and compare the values of the e.m.f. found with the sum of the 
electrode potentials as determined above. 

Influence of Concentration. — It has already been re- 
marked that the potential difference between a metal and a 
solution of one of its salts depends on the concentration of the 
metal ions in the solution ; and this difference will have already 
become evident from the experiments just described. 

If we are dealing with completely ionized binary electro- 
lytes, then, according to the theory, the change in the electrode 
potential with concentration is given by the expression — 

<? = ^0 + 2-3026 -=■ logic p^- 

where e is the potential difference for the ionic concentration 
C ; e^ that for the concentration Co ; R is the gas constant 
(= 8"32 X 10' absolute units); T the absolute temperature at 
which the measurement is made ; n the valency of the ion 
furnished by the electrode ; F signifies i faraday (96,580 
coulombs), e must be taken with its proper sign ; and we see, 
therefore, that if the electrode potential is positive, it will be 
diminished by dilution, while if it is negative, it will increase 
with dilution, i.e. will become more negative. 

RT 
The numerical values of 2'3026 -^ at 0°, 15°, and 25° Cen- 
tigrade are as follows : — 



273° 
273 + 18° 

273 + 25° 



RT 

2-3026 -jT 



o'o542 

0-0577 

0-0591 



At the ordinary temperatures (i5''-2o°) we can take the 
value as being o'osB volts. Hence it follows that if the metal 
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ion is monovalent, a ten-fold increase or diminution in the 
concentration of the metal ions will produce a change in the 
potential difference between the metal and the solution of 
o'o58 volts. If the metal ion is «-valent, the corresponding 

change in the potential difference will be • — 5_ volts. 

The electrode potential of zinc in deci-normal and centi- 
normal solutions of zinc sulphate, and of copper in correspond- 
ing solutions of copper sulphate, has already been measured. 
The values obtained should be compared with those required 
by the above theory. Since the ionic concentrations are not 
the same as the total concentrations, we should put C = ac, 
and Co = ooCq, where a and oo are the degree of ionization at 
the concentrations (total concentrations of salt) c and c^- 

The values of u, for the different zinc and copper sulphate 
solutions may be taken as follows : — 

— ZnSO. : u, = o'-?Q 
10 •'^ 

n 
— -ZnSOj : a = o'6^ 

lOO •^ 

n 

— CuSOi : a = o'^7 

lO * ''' 

)i 
— -CuSOj : a = o'6o 

lOO 

Experiment. — Determine the Influence of Concentration on 
the Potential Difference between Silver and Solutions of Silver 
Nitrate. 

Prepare two silver electrodes from stout silver wire, cement- 
ing them into tubes as in the case of zinc and copper electrodes 
(p. 206). The electrodes should be coated with a fresh deposit 
of silver, and the uniformity of the electrodes must be tested 
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in the manner given for the zinc and copper electrodes (p. 206). 
The e.m.f. of the cells — 



and 



Ag 
Ag 



100 



-AgNO, 
AgNO, 



«-KNO, 



w-KNG, 



Hg,Cl, 
in «-KCI 

H&Cl, 
in «-KCl 



Hg 
Hg 



should then be measured as described above. The degree of 
ionization at 18° of silver nitrate may be taken as o'8i in the 
case of the deci-normal solution, and 0*93 in the case of the 
centi-normal solution. 

An error of 2 millivolts may be allowed. Consider, there- 
fore, the accuracy with which the solutions must be prepared. 

Concentration Cells. — Since the potential difference 
between a metal and its solution depends on the concentration 
of the latter, and since the e.m.f. of a cell depends on the 
differences of potential at its poles (electrodes), it follows that 
if we have two electrodes of the same metal dipping in solu- 
tions of a salt of the metal of different concentrations, such a 
combination will possess an e.m.f. and can give rise to a 
current. A cell of this description, the e.m.f. of which is due 
to a difference in the concentration of the same electrolyte 
around the two electrodes, is known as a concentration cell?- 

In such cases the e.m.f. is not merely equal to the sum of 
the electrode potentials as measured against a calomel electrode, 
but is given by the expression — 

^^ . _2^^o;os8 Q 

n ■\-v n C2 

when we are dealing with a completely ionized binary electro- 



lyte. In the above equation. 



u -{- V 



represents the transport 



number of the anion, and n the valency of the metal ion ; while 
' Strictly, u "concentration cell with migration." 
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Ci and C3 are the ionic concentrations of the metal ions in the 
two solutions. 

Experiment. — Determine the Concentration of Silver Ions 
in a given Solution. 

In order to determine the concentration of silver ions in a 
given solution, it is only necessary to measure the e.m.f. of a 
cell of the type — 



Ag 



solution containing Ag' solution containing Ag 
of concentration Ci of concentration C2 



Ag 



n 



For the purpose of our experiment we may take a solu- 

100 

tion of silver nitrate as the solution in which the concentration 
of silver ions is to be determined. Prepare, therefore, the 
following cell — 



Ag 



--AgN03 
10 



«-KN03 



^-AgNOs 
100 



Ag 



after the pattern of the cell shown in Fig. 74, p. 207. The 
silver electrodes should be prepared as described on p. 206, 
their uniformity being ascertained before they are employed 
for the measurements. The e.m.f is then determined as in 
the experiment, p. 212. Putting the transport number of the 
anion equal to 0*5 3, the concentration of the silver ions in the 

solution is given by the equation — 

100 

e = 0-53 X 2 X 0-058 logio — ^ 

where a is the degree of ionization of silver nitrate in — -solu- 

10 

tion (o-8i). Since the degree of ionization of silver nitrate in 

solution is 0-93 at 18°, the value of x should be 0-0093. 

In this experiment an error of 5-10 per cent, in the value of x 
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is allowable. This large error is permissible here partly on 
account of the errors in the determination of the e.m.f., and 
partly on account of the deviations of the solutions of the above 
concentration from the simple gas laws and dilution laws. 

Solubility Measurements. — An important application 
of the measurements of the e.m.f. of concentration cells consists 
in the determination of the solubility of sparingly soluble salts. 
To illustrate this, the following experiment should be made : — 

Experiment. — Determine the Solubility of Silver Chloride 
in Water. 

For this purpose the following cell is fitted up — 



Ag 



-^-AsNO^ 



KNOi 



AgCl 
in ''-KCl 



Ag 



The silver electrodes are prepared as in the previous experi- 
ment. To the solution of — -KCl, surrounding one electrode, 

10 

one or two drops of a silver nitrate solution are added, in order 
to give a precipitate of silver chloride. A saturated solution 

of silver chloride in — -KCl is thus obtained. Determine the 
10 

e.m.f. of the cell in the manner described above. Representing 

the e.m.f. by e, we have — 

e = 0-53 X 2 X 0-058 logio -^ 

where x is the concentration of the silver ions in the — solu- 

10 

tion of potassium chloride. Further, the concentration of the 

chloride ions is known, since it is equal to the concentration of 

Cr in — -KCl solution. That is, it is approximately equal to 
10 

I X 10-'. 

For a saturated solution we have — 
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cone, of Ag" X cone, of CI' = solubility product = K 

The value of K is then found by multiplying the concentration 
of Ag" as given by the value of the e.m.f. of the above cell by 
I X io~' (or, more correctly, by this number multiplied by the 
degree of ionization of potassium chloride in deci-normal solu- 
tion). Since in pure aqueous solution the concentration of the 
silver ions is equal to the concentration of the chloride ions, 
it follows that the concentration of either is equal to i^K. 
Further, if we assume, as we may, that the silver chloride at 
this dilution is completely ionized, then ^K also gives the 
concentration of silver chloride in the solution, i.e. the solubility. 

In this way, the solubility of silver chloride in aqueous 
solution was found to be i"2 x lo"" gm. equivalents per litre 
at 2 5°. 

As in the above experiment, the measurements were carried 
out at room temperature, and as the calculation has been carried 
out with approximate concentrations of the ions, deviations from 
the above value of the solubility to the extent of 5-10 per cent, 
may be allowed. 

Gas Cells. — In the case of the cells already discussed, we 
have been dealing with reversible soluble electrodes. But by the 
use of insoluble electrodes, e.g. platinum, reversible electrodes 
can also be prepared whereby we are enabled to measure the 
e.m.f. of other reactions in which metal ions are not involved, 
e.g. combination of hydrogen and oxygen. Thus, for example, a 
platinum electrode surrounded by hydrogen or oxygen gas and 
partly immersed in an electrolytic solution containing H' and 
O" (or OH'),' acts as a reversible hydrogen or oxygen electrode, 
the potential of which depends on the concentration of the H' 
or O" (or OH') in the solution, as well as on the pressure of the 
gas around the electrode. Cells of this nature, the e.m.f. of 

' The oxygen ions, O", are derived from a dissociation of the OH' 
according to the equation 4 OH' ^2 O" + 2 H^O. 
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which is due to interaction between gases, are known as gas 
cells. Although, as already stated, the theory of these cells is 
the same as for the cells already described, several experiments 
should nevertheless be performed with the gas cells on account 
of the importance of their applications. For this purpose we 
shall employ hydrogen electrodes. 
If we have a cell of the type — 



H, 



acid solution (H-) 
(concentrated) 



acid solution (H') 
(dilute) 



H. 



then the e.m.f. will be given by the equation (p. 213) — 

e = — j — X 2 X o"os8 loEfio - 

for temperatures between 15° and 20°. Whereas, in the cases 

previously studied, the value of — 7 ~ was but little different 

from o'5 (cf. the silver ion concentration cell), the value of this 
ratio in the case of acid solutions approximates more nearly to 
o'2, on account of the fact that the mobility of H' is very much 
greater than that of any anion. 

Calculating the value of the e.m.f. of the cell— 

H3 I o-i-«HCl I o-oi-;rHCl | H^ 

we obtain, for temperatures between 15° and 20° — 

e = 0T7 X 2 X 0-058 logio — -' 

= 0-17 X 2 X 0-058 logio 9-49 
= 0-0193 '^'o'f- 

ExPERiMETXT. —Deferfume the E.M.F. of a Hydrogen Con- 
centration Cell. 

Preparation of the Electrodes. — As electrodes, oblong strips 
of platinum foil may be used. The foil is welded to a piece of 
platinum wire, which is then sealed into a glass tube; and 
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electrical connection with the outside circuit is made with the 
help of a small quantity of mercury. In order to obtain con- 
stant values of potential between electrode and solution, it is 
necessary or, at least, advisable, to coat the electrode with 
platinum black. This is best done electrolytically in the 
manner described on p. 150. Further, since the amount of 
hydrogen absorbed will depend on the thickness of the coating, 
care should be taken that the deposits on the two electrodes to 
be used in the concentration cell are as nearly as possible the 
same. The current used in platinizing the electrodes should 
therefore pass for equal times in each direction. 

Before the electrodes are platinized, they should be cleaned 
by treatment for 5 minutes with a warm solution of potassium 
bichromate acidified with sulphuric acid, and then well washed 
with distilled water. After being platinized, the electrodes may 
be freed from occluded chlorine by immersion for 
quarter of an hour in a mixed solution of ferrous and 
ferric salts acidified with sulphuric acid. They are 
1 1 then thoroughly washed with distilled water, and kept 

' ^ in distilled water till required for use. 

When platinum foil is used for the electrodes, many 
hours may be required for the equilibrium between 
the gas and the solution, and therefore for a constant 
electrical potential, to be established. It is better 
therefore to employ thin films of platinum ' on glass. 
These electrodes can be prepared in the following 
manner : — 

A piece of glass tubing (preferably of Jena glass), 

Fig. 76. of length and diameter adapted to the electrode vessel 

to be employed, is drawn out as shown in Fig. 76; 

the end of the narrow portion A being sealed, while the other 

end of the tube is left open. By means of a small brush, coat 

' Iridium is still better. The iridium electrode can be prepared in a 
similar manner to the platinum one. 
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/ 



the surface of the tube down to a with " liquid platinum,'' and 
warm the tube carefully in the hot air above a non-luminous 
Bunsen flame, meanwhile slowly rotating the tube so that the 
coating becomes uniform. The liquid should then be slowly 
dried off, by passing the tube fairly rapidly through the lower 
portion of the flame, care being taken that the heating is not 
so great as to cause the film to blister. As the drying pro- 
ceeds, the film becomes darker in colour, and at last appears 
almost black j but care should still be exercised in the heating 
until white metallic platinum begins to make its appearance. 
The tube should now be heated more strongly ; and when all 
the organic matter has been burned away, the whole tube 
should be raised to a bright red heat in the blow-pipe flame. 
Do not, however, heat so strongly that the glass 
softens and the tube becomes deformed. If the 
coating has not been sufificiently burned on the 
tube it will probably peel off when used as an 
electrode. The proper amount of heating can 
only be learned by experience. 

If the deposit of platinum is too thin, another 
may be put on in the same manner, after allowing 
the tube to cool. When a satisfactory coating 
has been obtained, seal off the tube at a. 

The electrode is now cemented by means 
of sealing-wax or Chatterton compound into a 
narrower glass tube widened out at the end so 
as to fit down on the shoulder of the electrode ; 
and the end of A must pass up through the 
cement to enable electrical contact to be made 
with a copper wire by means of a little mercury 
(Fig. 77). Before use, the electrode must be 
platinized as described above ; and when not in use, should be 
kept in distilled water. 

The Electrode Vessel. — For the purpose of the following 



■ 



mercury 






V 

Fig. 77. 
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experiments, the most convenient form of electrode vessel is 
that shown in Fig. 78. It consists of a fairly wide glass tube, 
A, into the bottom of which a bent glass tube, B, through which 
the gas can be passed, is sealed. The electrode E is fixed in 
the tube by means of a rubber stopper, and connection between 
the electrolytes is established by means' of the bent tube C, 
which is furnished with a stop-cock. There is another side 
tube, D, to which a small vessel, F, containing mercury to act 
as an air-trap, can be attached. 

The electrode vessel can be most conveniently supported 
in a small brass clamp screwed into a block of wood (Fig. 79). 




Fig. 78. 



Fig. 79. 



This block of wood also carries a double terminal, T, to which 
the thin copper wire from the electrode, and also the wire 
making connection with the rest of the circuity can be 
attached. 

Carrying out the Measurement. — Prepare two solutions of 
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hydrochloric acid, one deci-normal, the other centi-normal. 
Fill two electrode vessels with deci-normal HCl, and fix them 
in position in their holders. With the stop-cocks on C open, 
and the exit tubes of F closed, pass hydrogen slowly into the 
electrode vessels through B, thereby forcing acid out through C. 
Before entering the electrode vessels, the hydrogen should be 
made to pass through a solution of potassium permanganate, 
then through a saturated solution of mercuric chloride, and 
lastly through a solution of hydrochloric acid of the same 
strength as is contained in the electrode vessel When the 
level of the acid in the latter has fallen to just above the 
level of the side tubes C, the stop-cocks are closed and 
the gas now allowed to escape through F. Continue the 
passage of the gas for about 30 minutes. In this way, the 
greater portion of the electrodes is surrounded by hydrogen 
gas, while the lower end, about i cm. in length, dips into the 
acid. The supply of hydrogen is now cut off, and the elec- 
trodes allowed to remain surrounded by gas for some time, 
when it will probably be found that hydrogen is absorbed by 
the electrodes, as shown by the movement of the mercury in the 
trap-tubes F. If this is so, be careful not to allow air to enter 
the apparatus, and pass hydrogen again through the apparatus 
for 15-30 minutes, until the gas is no longer absorbed in 
appreciable amount by the electrodes. 

The ends of the side tubes C are now placed in a deci- 
normal solution of hydrochloric acid, the glass stop-cocks are 
opened, and a measurement made to determine whether or not 
the cell possesses an e.m.f. due to difference in the nature of the 
electrodes. If any e.m.f. is exhibited, the passage of hydrogen 
through the cell must be renewed, until no e.m.f. is shown. 
When this is the case, we may consider that the two electrodes 
are voltaically the same, and may then proceed to the measure- 
ment of the e.m.f. of a concentration cell. 

In one of the electrode vessels, the deci-normal hydrochloric 
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acid is replaced by centi-normal acid, and hydrogen passed 
in as before, and the e.m.f. of the cell — 



H. 



--HC1 



TOO 



H., 



determined. While the measurement is being made, hydrogen 
may be passed in a slow stream through both electrode vessels, 
in which case the stop-cocks on C must remain closed ; ' or 
the passage of the gas may be interrupted and the stop-cocks 
opened. The intermediate conducting solution may be either 
deci- or centi-normal HCl. 

As the e.m.f. of this cell is small (see p. 217), it will be 
necessary to combine it either in series with or in opposition 
to the standard cell. Measurements of the e.m.f. should be 
made from time to time, say every quarter of an hour, until 
the e.m.f. is constant. The passage of hydrogen through the 
cell should be continued meanwhile. 

The value of the e.m.f. thus found should be compared 
with the theoretical value; and, further, from the value 
obtained, the concentration of H' in the centi-normal solution 
should be calculated. For the degree of ionization of HCl we 
may take the following values : — 

In deci-normal solution = 0*9 1. 
In centi-normal solution = o"96. 

Ionization of Water. — Another hydrogen concentration 
cell may be studied, not only on account of the importance of 
the result, but also because it will afford us an opportunity 
of calculating the contact potential between two binary electro- 
lytes. This cell has the following construction : — 

' If no vaseline is used on the stop-cocks and the latter are wetted by 
the acid solutions, the latter is generally sufficient to ensure electrolytic 
connection and to allow of the passage of the current. When this is not 
so, the passage of the gas through the electrode vessels must be discontinued, 
and the stop-cocks opened. 
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Ha I acid solution | salt solution | alkali solution | Ho 
e.g. H., I o'oi w-HCl I o-oi «-NaCl \ o-oi «-NaOH | Ho 

the salt solution being inserted between the acid and alkali to 
prevent alteration in the concentration by the interaction of 
the latter. 

In accordance with the law of mass action — 

cone, of H- X cone, of OH' = k. cone, of HjO 

and as the concentration of the unionized water is large com- 
pared with the concentration of the ions, we can write 
k. cone, of H2O = K. Hence, cone, of H" X cone, of 
OH' = K. Now, no matter how much the concentration of 
OH' is increased, the aqueous solution must still contain a 
finite concentration of H" ; and, consequently, in the above 
cell we have a hydrogen concentration cell, in which the 
concentration of H" on one side (alkali) is very small. 

In the case of the above cell, the e.m.f. which is measured 
is not equal merely to the sum of the electrode potentials, but 
includes also the contact potentials between the solutions of acid 
and salt, and alkali and salt. These potentials, unlike those 
between most simple salts (such as those previously studied), are 
by no means negligible, on account of the great difference in 
the mobilities of the hydrogen and hydroxyl ions as compared 
with those of sodium and chloride ions. These contact 
potentials, can, however, be calculated as follows, assuming 
complete ionization of the electrolytes, and also equivalent 
concentration throughout — conditions which are very approxi- 
mately satisfied in the case of the above solutions. 

For the contact potential between two completely ionized 
binary electrolytes, giving only monovalent ions, we have — 

RT , i^ + v" ,, 
^=-F--^°S«z7+^''°'' 
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For a mean temperature of i8°, this may be taken as equal to 
(cf. p. 211) — 

e = 0-058 logio -j^j—p volt . 

In these formulae, li and li' represent the mobilities of the 
cations, »' and tJ' those of the anions. 

The mobilities of the ions with which we are concerned 
here, may be taken as — 

H- = 3i8 
Na' = 44 '4 
Cr= 65-9 
OH' = 174 

From these numbers we obtain the following values of the 
contact potentials : — 

HCl - NaCl = 0-0314 volt 
NaCl- NaOH = 0-0172 „ 

As these potentials both act in opposition to the electrode 
potentials, the e.m.f. of the above cell will be less than the sum 
of the electrode potentials by 0-0486 volt (say 0-049 volt), and 
this number must therefore be added to the measured e.m.f. in 
order to obtain the e.m.f. of the concentration cell freed from 
the contact potentials between the liquids. 

For the determination of the concentration of H- in the 
alkali solution, therefore, we obtain — 

e + 0-049 = o'oSS logio ^^ 

where e is the e.m.f. measured. 

From the determination of the e.m.f. of the above cell, 
then, we obtain the concentration of H- in the alkali j from the 
known concentration of the alkali (o-oi normal) we obtain the 
concentration of OH', by multiplying by the degree of ioniza- 
tion (0-92). Hence, we can calculate the value of the product 
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Ch- X CoH' = K. Since in pure water Ch- = Coh-. it follows 
that Ch- = CoH' = Vk, which gives us the degree of ionization 
of water. At 18°, Ch- = Coh- = (approximately) i X lo"'. 
Experiment. — Determine the E.M.F. of the Cell— 

Ha I o-oi «-HCl I o-oi «-NaCl | o-oi «-NaOH | H^ 

and calculate therefrom the degree of ionization of water. The 
measurement is carried out in exactly the same manner as 
described for the simple hydrogen concentration cell (p. 220). 
Use sodium hydroxide free from carbonate (p. 176). 



CHAPTER XII 

VELOCITY OF CHEMICAL REACTION IN HOMOGENEOUS 
SYSTEMS 

The fact that all chemical reactions require time for their 
accomplishment gives rise to the problems : What are the laws 
governing the velocity of a chemical reaction, and how can the 
rate of change be measured ? 

As regards the laws by which the velocity of a chemical 
reaction is governed, the basis of these is to be found in 
Guldberg and Waage's law of mass action. According to 
this law, the velocity with which a reaction occurs is, at any 
moment, proportional to the existing concentrations of the 
reacting substances. If we neglect here the cases where the 
reaction is reversible to an appreciable extent, and consider only 
those in which the reaction takes place with practical complete- 
ness in one direction, we can express the velocity of a reaction 
by the equation — 

-~r = k(a — x)(6 — x){c — x) . . . 

where x represents the amount, in gram molecules, of the 

doc 
substances changed in time t, -r. the velocity of the reaction 

at any given moment, and a,b, c . . . represent the initial con- 
centrations (in gram molecules per litre) of the interacting 
substances. 
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In the cases where only one molecular species undergoes 
change (monomolecular reaction or reaction of the first order), 
the velocity of the reaction will be represented by the equation 

-J = k{a — x) ] from which, on integration, we obtain the 

expression — 

, I , a logio a — logio (a — x) 

When two molecular species undergo change in concen- 
tration during the reaction (bimolecular reaction or reaction 
of the second order) the velocity of the reaction will be 

expressed by the equation -r. = k{a — x){b — x), which, on 

integration, yields the expression — ■ 

_ I (^ ~ •*)^ _• 2'302 {a — x)b 

'' ~ (a - b)i- ^°S» (b - x)a ~ (a - b)f^°^"' \b - x)a 

When the initial concentrations, a and ^, are the same, the 

dx I X 

corresponding equations are -r; = k{a — xf and k = - —. r 

dt t {lict ~~ x) 

The expressions for the velocity of reactions ol a hl^Her 
order, in which the concentration of three or more molecular 
species undergoes change, can be obtained in a similar manner. 
We shall not deal, however, with these here. 

As regards the methods by which the progress of a chemical 
reaction can be followed, use can be made of the ordinary 
methods of chemical analysis; or physical methods may be 
employed in those cases where the reaction is accompanied by 
a sufficiently definite or great change in the physical properties 
of the system. The actual method employed in any given case, 
will depend, of course, on the reaction which is being studied, 
and one will naturally choose that method which can be carried 
out most conveniently and quickly, and at the same time with 
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sufficient accuracy. In general, one would employ a physical 
method, where possible, on account of the fact that there is less 
danger, or no danger, of disturbing the condition of the reacting 
system ; a danger which is by no means absent when a chemical 
method, depending as it must on the addition of other substances 
to the reacting system, is employed. 

Of the physical methods which have received application 
for this purpose, we may mention : measurement of the change 
in- volume of the system, and the change of the rotary power^ 
in the case of optically active substances. To these may be 
added, determination of the volume of gas evolved or absorbed 
during the reaction. 

Of the chemical methods, one may employ those either of 
volumetric or of gravimetric analysis; the former being em- 
ployedj where possible, on account of the convenience and 
rapidity with which they can be carried out. In the case of 
reactions which proceed with considerable velocity, it may be 
necessary, when chemical methods of analysis are employed, 
to adopt means for stopping the reaction at a particular moment, 
or for so greatly reducing the velocity that practically no 
change occurs during the time necessary for carrying out the 
analysis. 



A. — Reactions of the First Order 

Hydrolysis of an Ester in presence of an Acid.— 

When an ester, such as methyl acetate, is acted on by water, 
it is partially converted into alcohol and acid, according to 
the equation — 

CH3.COOCH3 + H,0 ^ CH3.COOH + CH3OH 

and when the amount of water is relatively large, the reaction 
takes place practically completely, as represented, from left to 
right. This decomposition or hydrolysis of an ester, which 
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takes place more or less rapidly even with pure water, is 
accelerated by the presence of acids ; and the acceleration is, 
in dilute solutions, proportional to the concentration of the 
hydrion. It is evident, therefore, that determinations of the 
velocity of hydrolysis of esters under the influence of acids, 
may be used for the purpose of determining the concentration 
of the hydrion in a solution, or for determining the strength of 
an acid. 

The following experiments will illustrate this : — 
Experiment. — Determine the Relative Strengths of Hydro- 
chloric and Sulphuric Acids. 

A standard solution of baryta, approximately — should 

be prepared (p. 141), and its titre determined by means of 

pure succinic acid, using phenol- 

phthalein as indicator. By means 

of this baryta solution, prepare 

also semi - normal solutions of 

hydrochloric acid and sulphuric 

acid, the solutions being in all 

cases made up with COa-free 

water (p. 140). Procure also two 

small Erlenmeyer flasks of about 

40-50 c.c. capacity, preferably 

made of Jena glass. These 

should be washed clean, and then 

subjected to the action of steam 

for 10-15 minutes (p. 149), and 

thereafter dried ; and they should 

also be fitted with corks, previously soaked in melted paraffin, 

and be weighted by means of leaden plates. The latter may 

be attached to the flasks either by turning up the edges of the 

lead round the flask, or by means of thin copper wire passing 

through the corners of the lead plate and twisted round the 




Fig. 80. 
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neck of the flask ; or a band of lead may be made to encircle 
the lower portion of the flask (Fig. 80). 

Procure, further, one or two Erienmeyer flasks of 50-100 
c.c. capacity, fitted with corks, in which to carry out the 
titrations; two pipettes, the one made to deliver i c.c, the 
other to deliver 2 c.c. ; and a small stoppered bottle with pure 
methyl acetate. 

Into the two small Erienmeyer flasks, prepared as described 

u fl 

above, pipette 20 c.c. of the --HC1 and --H2S04 respectively, and 

place them in a thermostat, the temperature of which has been 
adjusted to 25 '0° (p. 62). The flasks may be either suspended 
from the side of the thermostat or placed on a tray of strong 
wire-netting or perforated zinc plate, which should be placed 
at such a depth that the flasks are immersed up to the neck 
in the water of the thermostat. The bottle containing the 
methyl acetate should also be placed in the thermostat. 

After, say, ten minutes, when the liquids will have assumed 
the temperature of the bath, pipette i c.c. of the methyl 
acetate into one of the flasks of acid, shake well, and im- 
mediately withdraw 2 c.c. of the solution. This is allowed to 
run into 20-30 c.c. of COa-free water ^ (contained in one of the 
larger Erienmeyer flasks), in order to arrest the reaction, and 
the acid titrated as soon as possible by means of the baryta 
solution. Note the moment, to the nearest second, at which 
the solution is run into the water ; this is taken as the starting- 
point of the reaction. 

Having thus determined the initial titre of the one acid 
solution, I c.c.^ of the methyl acetate is pipetted into the 
second acid, and the initial titre determined as in the previous 
case. 

' In order to arrest tlie reaction still more effectually, the water may 
be cooled by placing the flask in a basin of ice. This is, however, not 
absolutely necessary unless the titration with baryta is delayed unduly. 
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About 10-15 minutes after the first titration, again with- 
draw 2 c.c. of the mixture from each of the flasks, and determine 
the titre as before, noting, in each case, the moment at which 
the reaction is arrested. Further titrations are made from time 
to time in the same manner after successive intervals of, say, 
20, 30, 40, 60, 120 minutes. The remainder of the reaction- 
mixtures should then be left in the thermostat for 48 hours, 
when the final titration may be made. 

The value of the velocity constant in the two cases can 
then be calculated in accordance with the formula for a mono- 
molecular reaction (p. 227). Since the initial concentration a 
is proportional to T„ — T„, where T^ is the final titration, and 
To the initial titration in cubic centimetres of the baryta solu- 
tion ; and since a — x, the concentration at time 4 (counted 
in minutes from the commencement of the reaction) is pro- 
portional to T„ — T,„ where T„ is the titration at time 4, we 
can write — 

k = --f°[log,„ (T„ - T„) - log,„ (T„ -T„)] 

Instead of counting the time and the change of concentra- 
tion from the beginning of the reaction, one can also reckon 
them from titration to titration. If T^, and T,, are the titrations 
at the times 4 and 4, the velocity constant is given by the 
expression — 

k = ,-^[log,o (T - T.) - log,„ (T,- T,)] 

The values of the "constant" in any given series should 
not differ from the mean of all the values by more than 3-4 
per cent. The first value of the " constant," however, generally 
shows greater deviations, and may be excluded. The results 
should be tabulated under the headings, time, titration, k ; the 
nurnbers in the first column giving the time in minutes from 
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the commencement of the reaction at which the particular 
titration was made. 

The value of the velocity constant in the case of the 

ft 

mixture 20 c.c. — HCl + i c.c. methyl acetate at 25° is o'oo32. 

From the known values of the degree of ionization of the acids 

(for --HC1, a = o"85 ; for— H2SO4, u, = o"S3), determine in how 

far your measurements indicate proportionality between the 
value of the velocity constant and the concentration of hydrion 
in the solutions j and conversely, assuming direct proportionality 
to exist, calculate from your values of the velocity constants 
the degree of ionization of hydrochloric and sulphuric acids in 
semi-normal solution. 

It will also be found >very instructive (see p. 243) to carry 
out another measurement with the same amount of, say, hydro- 
chloric acid as used above, but with double the quantity 
(2 c.c.) of methyl acetate. This experiment should, indeed, 
be carried out alongside of those just described. 

Exercise. — From the measurements made above, plot the 
values of x (the amount of reacting substance changed), against 
the corresponding values of the time, in rectangular co-ordinates. 
Draw a smooth curve through the points so obtained, and 
from the portion of the curve at which concordance with the 
observed values is best, calculate the value of the velocity con- 
stant. From the form of the curve, also, determine the influence 
of titration and time errors at different stages of the reaction. 

Velocity of Inversion of Cane Sugar. — Another re- 
action of the first order is the inversion of cane sugar, the 
velocity of which is also accelerated by acids to a degree 
which is approximately proportional to the concentration of 
the hydrion. Consequently, this reaction can also be em- 
ployed for the determination of the concentration of hydrion 
in a solution. 
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In order to follow the course of the reaction, use is made 
of the property of the solution of rotating the plane of polarized 
light. Whereas cane sugar is dextro-rotary, invert sugar 
(mixture of glucose and fructose) is l»vo-rotary, so that, as 
the result of the inversion, the sign of rotation changes from 
right to left. 

If Ao represents the initial angle, and A^ the final angle of 
rotation, after complete inversion has occurred, the initial 
amount of cane sugar will be proportional to the total change 
in rotation, i.e. to Aj — A«. Similarly, at time t,„ if the angle 
of rotation is A„, the amount of cane-sugar present will be 
represented by A„ — A». Hence, in accordance with the 
formula for a monomolecular reaction, we obtain the expres- 
sion — 

k = -;r^[logi„ (A„ - A„) - log„ (A„ - A„)] 

or, if the constant is calculated from reading to reading — 

k = p^. [logio (A, - AJ - log,„ (A, - AJ] 

In carrying out the calculation, the values of the angles 
must be given their proper sign, rotations to the right being 
reckoned +, and those to the left — . 

Experiment. — Determine the Velocity Constant of Inversion 
of Cane Sugar by Semi-normal Hydrochloric Acid. 

Before commencing this experiment, read through the 
section on polarimetric measurements, p. 97. 

Prepare a solution of cane sugar by dissolving 20 gms. of 
pure cane sugar in water and making the volume up to 
100 c.c. j and, if necessary, filter the solution so that it is 
quite clear. Add a crystal of mercuric iodide or of camphor 
as preservative. Prepare, also, a normal solution of hydro- 
chloric acid. Place about 25 c.c. of the sugar solution and 
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an equal volume of the acid in separate flasks which have 
previously been steamed out and dried (p. 149)) and stand the 
latter in a thermostat at 25°. 

After having set up the polarimeter and determined the 
zero,^ place a jacketed observation tube in the polarimeter, 
and cause water (at 25°) to circulate through the mantle of the 
observation tube (p. 70). The circulation of water through 
the tube must be so regulated that the temperature remains 
constant to within o'i° during the whole of the experiment. 
This should first be tested with the observation tube full of 
water, in which the bulb of a thermometer is immersed. 

The circulation of water having been satisfactorily regu- 
lated, the observation tube is dried and replaced in the polari- 
meter. When the temperature has again become constant, 
mix the acid and sugar solutions, and, as soon as possible, pour 
the mixture into the observation tube. Determine the angle 
of rotation, and note the time at which the reading is made. 

As the angle of rotation alters rather quickly during the 
first few minutes, a series of five or six readings should be 
made, one after the other, and the time noted at which the 
first and last readings are made. The mean value of the 
angles read, and the middle point of the time period between 
the first and last readings, should be taken as the initial value 
of the rotation (Aq) and the starting-point of the reaction, 
respectively. Further readings, up to the number of eight or 
ten, of the angle of rotation should be made after periods 
gradually lengthening from ten minutes to two hours, as in the 
previous experiment. The final reading should again not be 
taken until after at least forty-eight hours, the tube being kept 
during this time at 25° by placing it in the thermostat. 

' It will not be necessary to introduce the zero correction, because we 
are here dealing with dififerences of angles ; but the zero point should, 
nevertheless, be determined before and after the experiment in order to 
make sure that it does not change during the progress of the experiment. 
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The value of the velocity constant should be calculated 
according to one or other of the expressions given on p. 233, 
and the results tabulated under the headings time, rotation, k. 

The "constant" for a 20-per-cent. sugar solution, when 
mixed with an equal volume of normal hydrochloric acid at 25°, 
is o '0047 2. 

Similar measurements should be carried out with corre- 
sponding solutions of other acids, and the values of the con- 
stants so obtained compared. 

Application. — As the experiments just described will 
have shown, the measurement of the velocity of hydrolysis of an 
ester, or of the inversion of cane sugar in presence of acids, 
gives us a means of determining the concentration of hydrion 
in a solution ; and as an illustration of the application of such 
measurements for this purpose, we may determine the degree of 
hydrolysis of a salt of a weak base and strong acid (cf. p. 137). 

When such a salt as carbamide hydrochloride is dissolved 
in water, partial hydrolysis takes place with formation of free 
(practically unionized) carbamide and hydrochloric acid. If we 
consider the hydrochloric acid as being completely ionized, then 
it will be clear that the degree of hydrolysis of the salt will 
be measured by the amount of free hydrion produced in the 
solution. The reactions which we have just studied afford us 
a means of determining this, all that is necessary being to 
determine, first of all, the velocity of hydrolysis of methyl 
acetate or the inversion of cane-sugar in solutions containing a 
known concentration of hydrion, and then in a solution of the 
salt of known concentration. 

Experiment. — Determine the De^-ee of Hydrolysis of 
Carbamide Hydrochloride. . 

Determine, in the manner described on p. 229, the velocity 
constant of hydrolysis of methyl acetate first of all in a semi- 
normal solution of hydrochloric acid, and then in a solution 
of semi-normal hydrochloric acid in which an amount of 
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carbamide exactly equivalent to the amount of hydrogen 
chloride present in the solution, has been dissolved ; the amount 
of methyl acetate added and the temperature of the experiment 
being the same in both cases. It is best^ indeed, to carry on 
the two experiments side by side. 

The degree of hydrolysis is given by the ratio of the con- 
centration of free acid present in the solution to that which 
would be present if the salt were completely hydrolyzed. The 
latter is, of course, measured by the velocity constant (ii) in 
the pure acid solution, and the former by the velocity constant 
obtained after the addition of an equivalent amount of carba- 
mide (^2). Hence we obtain x =-f, where x is the degree of 

hydrolysis. 

With the solutions given above, k^ = 0*0032, and k^ 
= o"oo2o8. Hence, in semi-normal solution at 25", the 
degree of hydrolysis of carbamide hydrochloride is o"65 ; 
that is to say, 65 per cent, of the salt is hydrolyzed. 

More Accurate Method. — We have assumed above that 
the velocity constant of hydrolysis of methyl acetate is pro- 
portional to the free acid present, but this is only approximately 
true. The concentration of hydrion will not be equal to the 
total concentration of acid, owing to the presence of a salt of 
the acid ; and, further, the velocity will also be affected by the 
presence of the neutral salt. These two factors can be corrected 
for in the following manner. A determination of the approxi- 
mate degree of hydrolysis is carried out as described above, by 
which the degree of hydrolysis is found to be apparently 65 
per cent. A solution of hydrochloric acid and sodium chloride 
is then prepared so that it is semi-normal with respect to total 
chloride, but contains only 65 per cent, of this as free acid. 
The velocity constant obtained with this solution is then 
compared with the constant obtained with the solution of 
carbamide hydrochloride. 
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The degree of hydrolysis can also be obtained by studying 
the velocity of inversion of cane sugar. The procedure to be 
adopted in this case will be quite clear from what has just been 
said, and from the description of the experiment on p. 233. 

These two methods of determining the degree of hydrolysis 
can be used in the case of other salts formed from a weak base 
and a strong acid, provided the base is very weak. In the 
case of salts of bases of the strength, say, of aniline, the method 
is not suitable (cf. p. 137). 

Decomposition of Diazonium Salts. — In illustration of 
another method of following the course of a reaction, we may 
study the decomposition of diazonium salts, e.g. benzene 
diazonium chloride. When this salt is warmed with water, 
it undergoes decomposition according to the equation — 

CeH5.N,.Cl + H2O = CoHaOH + HCl + N, 

and we can follow the course of the decomposition by measur- 
ing the volume of nitrogen evolved from time to time. 

Since the concentration of benzene diazonium chloride in 
the solution is proportional to the total volume of nitrogen 
which the solution is capable of yielding, we can calculate the 
velocity constant of the decomposition by means of the 
formula — 

/.= ^[log,„V„-log„(V„-V„)] 

where V„ is the total volume of gas obtained, and V„ the 
volume of gas collected up to time 4. 

Experiment. — Determine the Velocity of Decomposition of 
Benzene Diazonium Chloride. 

Prepare a solution of benzene diazonium chloride as follows : 
Dissolve 6-64 gms. of aniline in 21-4 c.c. of hydrochloric acid 
(sp. gr. = I '1 6); cool in ice- water, and add gradually from a 
dropping-funneJ a cold solution of 4*9 gms. of sodium nitrite 
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in 75 c.c. of water. After the addition of the sodium nitrite, 
make the solution up to i litre. Place 30-35 c.c. of this 
solution in a tube of about 3 cms. in diameter, into which a 
side tube, B, of about i mm. bore is sealed (Fig. 81). The 
tube, which should be well cleaned and dried before use, should 




Fig. 81. 




be chosen of such a length that the air-space above the solution is 
small. The capillary side tube B is connected with a Hempel 
gas burette, or ordinary burette, exactly as shown in Fig. 11, p. 
50. The mouth of the tube A is closed by a rubber stopper 
through which a stirrer, S, passes, and the latter is furnished 
with a mercury seal, M, to prevent the escape of gas. 
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The construction of such a mercury seal, which is of great 
value in physio-chemical work, will be readily understood from 
Fig. 82. Through the rubber stopper, R, there passes a tube, 
a, which is slightly wider than the stem of the stirrer S. Passing 
about halfway through the rubber stopper is the moderately 
wide tube b, which forms a cup round the tube a. Attached 
by corks or rubber stoppers (rubber tubing) to the upper 
portion of the stem of the stirrer, are two tubes, c and d, the 
former of which is of the same diameter as a, while the latter 
has a width intermediate between that of a and b. It should 
be long enough to reach down nearly to the bottom of the 
mercury cup formed by b. Mercury is poured into the tube b 
so as to rise to about i cm. above the lower end of d. In this 
way a joint is obtained which, while allowing the stirrer to be 
rotated, prevents escape of gas from the inside of the tube.' 
The upper end of the tube a and the lower end of c should 
be cut straight, and the ends rounded in a flame. To reduce 
the friction, the stem of the stirrer where it passes through the 
tube a should be well coated with vaseline. 

The solution of benzene diazonium chloride having been 
placed in the tube A (Fig. 81), the stirrer is inserted, and the 
apparatus then fitted together, the side tube B being con- 
nected with a gas burette, as shown in Fig. 11. The tube 
with the diazo-solution is immersed up to the level of the cork 
in a thermostat, the temperature of which is regulated at about 
30°, and the stirrer is set in fairly rapid motion by means of an 
electric motor or engine. During this time the tube with the 
solution should be in open communication with the air, and the 
gas evolved allowed to escape. After 5-7 minutes, communi- 
cation with the gas burette is effected while that with the outside 
air is stopped, and the time at which this is done is noted. 

' Provided, of course, the pressure is not allowed to become so great 
as to force air out through the mercury. Attention should be paid to 
this. 
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This is taken as the starting-point of the reaction. Gas will 
now collect in the burette^ and its volume should be read off 
at intervals of about 30 minutes. The temperature of the gas 
and the barometer should also be noted. 

The end point of the reaction is determined by repeatedly 
immersing the tube with the reaction mixture in a large beaker 
of hot water, until, on coolbg again to the temperature of the 
experiment, there is no further increase in the volume of gas 
evolved. 

The velocity constant of the decomposition is then calculated 
by means of the equation given on p. 237, the results being 
tabulated under the headings, time; volume of Na in c.c; 
temperature ; barometer ; corrected volume of N2 in c.c. ; k. 



B. — Reactions of the Second Order 

Saponification of Esters by Alkalis. — In aqueous 
solution in presence of alkali, esters undergo hydrolysis, or 
saponification; and the velocity of saponification is approxi- 
mately proportional to the concentration of OH'. The reaction 
is represented by the equation — 

CH3.COO.C2H5 + OH' = CH3.COO' + CaHgOH 

This reaction differs, as will be seen, from the hydrolysis 
of esters in presence of acid, by the fact that the concentration 
of the catalyzer (OH') does not remain constant during the 
reaction, but gradually diminishes. 

Experiment. — Determine the Velocity of Saponification of 
Ethyl Acetate with Sodium Hydroxide. 

The measurement of the velocity of this reaction is carried 
out in a manner very similar to that used with methyl acetate 
and acid. As, however, hydrolysis takes place with very much 
greater velocity in presence of alkalis than in the presence of 
acids, the measurement is more difficult. 
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Place 50 C.C. of g^-solution of ethyl acetate in an Erlenmeyer 

flask (capable of holding about 100 c.c), which has previously 
been steamed out and dried. The flask is fitted with a 
paraffined cork and placed in a thermostat at 25°. Into 
another flask, similarly prepared, are introduced 50 c.c. of 

ft H 

— or — NaOH (free from carbonate, see p. 176). When these 

30 40 1 sr I I 

two solutions have acquired the temperature of the bath, the 
alkali is poured as rapidly as possible into the ester solution, 
and the mixture well shaken. The mean point of the time- 
interval required to add the alkali to the ester solution is taken 
as the initial point of the reaction ; and the alkali titre of the 
mixture corresponding with this moment is calculated from 
the known strength of the alkali solution, after subtracting 
the amount of alkali left in the flask. The latter should be 
determined by titration. 

At intervals of 3, 5, and 10 minutes, and then after increas- 
ingly greater intervals, 10 c.c. of the reaction mixture are with- 
drawn and allowed to run into a known volume of standard HCl 

(say — ), contained in a small flask (or in several small flasks) 

fitted with a paraffined cork. The mean point of the interval 
required for the pipette to deliver is taken as the time of stop- 
ping the reaction. The excess of acid is titrated with baryta 
solution. After six or seven titrations have been made, the 
remainder of the reaction mixture is allowed to stand in the 
thermostat for twenty-four hours, and the final titration then 
made. 

The velocity constant of saponification is then calculated 
by means of the formula for a bimolecular reaction (p. 2 2 7 ), viz. — 

k = ^°[log:„ T, + logic (To - T J - logio T„ - logio (T, - T J] 

where To, T„ T^ are the number of cubic centimetres of acid 
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solution required to neutralize the alkali in the reaction mixture, 
at the beginning of the reaction, at the time t minutes, and at 
the end of the reaction respectively. In order to reduce the 
values of the constant so obtained to that which would be 
obtained with normal solutions (containing i gm.-equivalent per 

V 

litre), the above expression must be multiplied by i;j, where v 

is the number of cubic centimetres of the reaction mixture 
withdrawn each time for titration (in the above case lo ex.), 
and N is the normality (concentration in gram-equivalents per 
litre) of the hydrochloric acid (in the above case ^). 

The results should be tabulated under the headings time (in 

minutes); number of c.c. of IfCllN — ~)> k- 

For ethyl acetate and caustic soda at 25°, k = 6*94. Devia- 
tions of 5 per cent, from the mean are allowable. 

Order of a Reaction, — In employing measurements of 
reaction velocity for the purpose of determining the mechanism 
of a chemical reaction, the first point which has to be settled is 
the order of the reaction. This is not always given by the 
number of reacting molecules as expressed in the ordinary 
chemical equation ; indeed, it is very seldom so given except 
in the case of the simplest reactions. 

For the purpose of deciding this important point, various 
methods may be employed. One of the most important consists 
in making several measurements of the velocity of the reaction, 
starting with different concentrations of the reacting substances, 
and determining, in each case, the time required for a certain 
fraction (say, one-half) of the total change to occur. For a 
monomolecular reaction, the times are independent of the 
initial concentration; for a bimolecular reaction they are 
inversely proportional to the initial concentrations ; and, 
generally, for a reaction of the «th order, they are inversely 
proportional to the (n — \) power of the initial concentrations. 
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Experiment. — Determine the Order of Reaction in the Case 
of the Hydrolysis of an Ester in Presence of Acid. 

For this purpose, two experiments should be carried out 
with methyl acetate and hydrochloric acid (see p. 232), using 
the same amount of acid in each case, but twice as much methyl 
acetate in one case as in the other. The results should then be 
plotted in rectangular co-ordinates, the times of titration (in 
minutes) being plotted as ordinates, and the corresponding 
values of a — a: (or T„ — T„) as abscissae. From the curves 
obtained, the time should be read off corresponding to the 
abscissa a - a; = fa (or T^ - T„ = i(T„ - To)). The time so 
found should be the same in the two cases. 

Experiment. — Determine the Order of the Reaction 6HI + 
HBrOa = HBr + sH.O + 3I,. 

Prepare deci-normal solutions of potassium iodide, potassium 
bromate, and hydrochloric acid ; also a centi-normal solution 
of sodium thiosulphate. 

(i) In a clean Erlenmeyer flask of about 300 c.c. capacity, 
prepared as described previously (p. 229), place 25 c.c. of the 
solution of potassium iodide, and 100 c.c. of the hydrochloric 
acid ; add 100 c.c. of water. In another flask place 25 c.c. of 
the solution of potassium bromate, and stand the two solutions 
in a thermostat at 25°. 

Have ready, also, one or two Erlenmeyer flasks containing 
40-50 c.c, of ice-cold water. 

When the solutions of iodide and bromate have acquired the 
temperature of the bath, pour the solution of bromate rapidly 
into the solution of iodide and note the time of mixing. At 
intervals of two or three, and later of five to ten minutes, 25 c.c. 
of the reaction mixture is withdrawn and run into the ice-cold 
water, the mean point of the time-interval required for the 
pipette to deliver being taken as the point at which the reaction 
is stopped. The amount of iodine is determined by titration 
with thiosulphate. 
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(2) After the first few titrations in the above series have 
been made, another series is commenced with solutions con- 
taining only half the concentration of bromate ; that is to say, 
50 c.c. of potassium iodide, zoo c.c. of hydrochloric acid, 225 
c.c. of water, 25 c.c. of potassium bromate. 

From the titrations with thiosulphate, calculate in each case 
the number of gram-equivalents of HI oxidized at the time of 
each titration ; plot these amounts against the time in minutes, 
and determine for each series, the time required for one-third 
or one-half of the HI to be oxidized. 

Since the concentrations in the two cases are — 

(l) O'oi gm. equivalents of HI (2) o'Ol gm. equivalents of ICI 

o-oi ,, ,, ICBrOs 0-005 >> .1 KBrOj 

o'04 ,, ,, HCl o'04 „ „ HCl 

it is evident that the product of concentration of the reacting 
substances (HI and HBrOs) is twice as great in the first case 
as in the second. As the reaction is found to be of the second 
order, the time required for the same fractional amount of 
transformation to take place, should be approximately twice 
as great in the second as in the first case. 



CHAPTER XIII 

THERMO- CIJEMISTR Y 

When a chemical reaction occurs, it is, in general, accompanied 
by a measurable heat effect — absorption or evolution of heat — 
and the amount of heat absorbed or evolved depends (i) on the 
nature of the reaction ; (2) on the condition (temperature and 
physical state) of the reacting substances ; (3) on the amounts 
of the substances. When, therefore, the last two factors remain 
the same, the heat effect accompanying a chemical reaction is a 
constant for that reaction. 

In the case of the measurements which we are to consider 
in this chapter, the effect of temperature will not make itself felt. 
The physical state of the reacting substances, however, must be 
specified in each case, unless it is sufficiently obvious from the 
conditions of the experiment; and the quantity of reacting 
substance must likewise be stated. As a rule, the heat effect 
of a reaction is referred to 1 gram-equivalent or to i gram- 
molecule of the reacting substances, or of the substance 
produced. 

The general method by which the heat of a reaction is 
measured, is to determine the elevation or depression of tem- 
perature produced in a known mass of a substance, generally 
water, of known specific heat. The heat of reaction is thus 
obtained as a product of specific heat, mass, and change of 
temperature. 

Apparatus. — The essential part of the apparatus is the 
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calorimeter, in which the reaction, the heat of which is to be 
measured, takes place. This is generally cylindrical in shape, 
^nd is usually made of silver, gilt internally; or of nickel, 
copper, or aluminium. It should have a capacity of upwards 
of 500 c.c, in order to contain a sufficiently large amount of 
the reaction mixture and so help to minimize errors due to 
radiation. To diminish the actual loss or gain of heat by radi- 
ation, the outer surface of the calorimeter is polished, and is 
surrounded by several other cylindrical and polished metal 
vessels, and by a doubled-walled vessel filled with water. The 
different vessels are insulated from one another by wooden 
blocks (Fig. 83, A). 

The change of temperature produced in the water or other 
liquid contained in the calorimeter is measured by means of a 
thermometer graduated in hundredths of a degree, and the 
temperature throughout the liquid is kept uniform by means of 
a metal stirrer. The calorimeter and surrounding cylinders 
should also be covered by non-conducting lids, in order to 
prevent air-currents and evaporation of the liquid in the calori- 
meter. The lids are suitably cut to allow of the passage of the 
thermometer and stirrer. 

Units. — Various units are employed in which to express 
the amount of heat. One of the oldest units is the amount of 
heat required to raise the temperature of i gram of water from 
i5°-i6° C. This quantity of heat is called the calorie (or gram- 
calorie), and is represented by cal. Since this unit is rather 
small, and since the expression of heats of reaction in this unit 
would lead to the use of very large numbers, the centuple calorie, 
represented by K, is frequently employed. This is the amount 
of heat required to raise the temperature of i gram of water 
from 0° to 100°. It is practically equal to 100 cal. A still 
larger unit is now frequently used, viz. the large calorie (abbrevi- 
ated Cal.) which is equal to 1000 small or gram calories. 

In many cases, especially where calculations of transfdrmation 
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Fig. 83. 
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of energy are involved, it is better to employ absolute units. 
In this system, the unit of energy is called an erg, and the value 
of I cal. is 4"i83 X lo'ergs. Since i joule is equal to i X lo' 
ergs, it follows that i cal. is equal to 4'i83 joules ; or i Cal. = 
4' 183 kilojoules {kj), or 1 kj = 0-2391 Cal. 



A. — Heat of Neutralization of Acids and Bases 
IN Dilute Solution 

According to the theory of electrolytic dissociation, the 
molecules of acids, bases, and salts in aqueous solution, are 
regarded as undergoing ionization to a greater or less extent. 
If this ionization were complete, then the process of neutraliza- 
tion, say of hydrochloric acid by caustic soda, could be repre- 
sented by the equation, H' -f CI' + Na- + OH' = Na- + CI' + 
H2O. That is to gay, the process would consist merely in the 
combination of hydrion and hydroxidion to form (practically) 
unionized water. This may be regarded as sufficiently near to 
the truth in the case of strong acids and bases in fairly dilute 
solution ; and consequently, in such cases, the heat of neutraliza- 
tion will be the same for all acids and bases, viz, i3'7 Cal. In 
the case of weak acids or weak bases, however, ionization may 
be far from complete, so that, on neutralization, the heat effect 
will involve not only the heat of combination of hydrion 
and hydroxidion, but also the heat of ionization of the weak 
acid or base. The heat of neutralization in such cases will, 
therefore, be either greater or less than 13-7 Cal., according as 
ionization of the base or acid is accompanied by an evolution 
or absorption of heat. 

In illustration of what has been said, the following experi- 
ments should be performed. 

Experiment. — Determine the Heat of Neutralization of 
Hydrochloric Acid by Sodium Hydroxide. 
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Prepare approximately semi-normal solutions of hydro- 
chloric acid and of sodium hydroxide, free from carbonate (see 
p. 176), and determine their strength by titration. 

Fit together the calorimeter and its protecting vessels (all 
well polished), as shown in Fig. 83, the outer vessel having 
been filled with water some hours previously in order that it 
may acquire, as nearly as possible, the temperature of the 
room. A Beckmann thermometer, previously set (p. 115) so 
that the mercury stands at the lower end of the scale at the 
temperature of the room, is passed through the holes in the 
covers of the calorimeter and supported so that the bulb 
passes about two-thirds down the calorimeter. The calorimeter 
is also furnished either with a simple ring stirrer to be worked 
by the hand, or, preferably, with a rotating screw stirrer to be 
worked by a small hot-air engine or electric motor. In the 
latter case the rotation should be as uniform as possible, and 
not too rapid. 

In the calorimeter are placed 250 c.c. of the solution of 
caustic soda, while 250 c.c. of the hydrochloric acid are placed 
in a flask surrounded by several polished metal cylinders, to 
minimize changes of temperature by radiation (Fig. 83, B). A 
Beckmann thermometer is also supported in the acid solution.' 
The readings on this thermometer must be compared with 
those on the thermometer placed in the alkali, in order that 
it may be known whether the temperature of the acid and 
alkali is the same at the time of mixing ; or, if not, what the 
difference of temperature is. 

' When the acid is afterwards poured into the alkali, a certain amount 
of it will, of course, remain adhering to the walls of the flask and to the 
thermometer. This amount can be determined bytitration ; but the ne- 
cessity for this can be avoided by first wetting the flask and thermometer 
with the acid solution, and then pouring in 250 c.c. of the acid solution. 
In this way practically the same amount of acid will be introduced into 
the flask at the beginning as is left after the acid has been poured into the 
alkali. 
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Since either before or after the addition of the acid to the 
alkali the temperature of the liquid in the calorimeter must 
be different from atmospheric temperature, it follows that there 
will be an interchange of heat between the calorimeter and the 
outside. As this can introduce a not inconsiderable error into 
the measurement, allowance for the heat lost or gained by 
radiation must be made. One way in which the error can be 
minimized is to arrange that the acid and alkali, before mixing, 
are at a temperature as much below that of the room as the 
mixture will be above room temperature. The amount of heat 
gained from the outside will then be approximately the same 
as that lost by radiation from the calorimeter. 

A better method, however, is the following : The tempe- 
ratures registered by the thermometers immersed in the acid 
and alkali should be read, say every minute, for at least five 
minutes before the mixing of the solutions takes place. During 
this time the solutions should be stirred quietly. Then, at a 
particular moment, which must be noted, the acid is poured as 
rapidly as possible into the alkali, the two solutions mixed 
well, and the temperature of the mixture read every half- 
minute or every minute for five or ten minutes after mixing 
took place, until it is found that the fall of temperature 
becomes uniform. At first the temperature rises rapidly, then 
more slowly, and then begins to fall. Since, as the tempera- 
ture rises above that of the room, radiation from tl^e' calorimeter 
is taking place, it follows that the highest temperature read will 
be lower than if no loss of heat by the calorimeter occurred. 
In order, therefore, to get the true elevation of temperature 
produced by the heat of neutralization, the temperatures read 
on the thermometer before and after mixing should be plotted 
on squared paper, the thermometer readings being represented 
as ordinates and the time as abscissae. In this way two figures 
similar to those shown in Fig. 84 will be obtained. 

In this figure the temperature of acid and alkali is represented 
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as rising slowly previous to mixing ; but the reverse may, of 
course, also be found. If the time of mixing was, say, at the 
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sixth minute, the temperature (/f or //) Iwhich the alkali and 
acid would have at that moment is obtained by drawing a line 
through the different temperature readings and producing it 
to cut the perpendicular at the sixth minute (point a or a') ; 
and the highest temperature (/2) which would have been reached 
in the absence of radiation is obtained by drawing a straight 
line through the last readings (when the fall of temperature has 
become uniform), and producing this line back so as to cut the 
perpendicular at the sixth minute. This gives the point b. 
The distance ab then gives the elevation of temperature re- 
quired (4 — A)- 

Calculation of the Heat of Neutralization. — As is 
shown in text-books on Physics, the heat produced in the 
reaction must be equal to the heat required to raise the solu- 
tion, the calorimeter, the thermometer, and the stirrer through 
the range of temperature 4 — /j degrees. This, however, is equal 
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to the sum of the masses of the diflferent parts multiplied by 
their specific heat. We therefore obtain for the heat evolved 
on mixing the acid and alkali — 

heat evolved = {m-^s-^ + m.^s^ + m.^s^ + miS^{t^ — t^ 

where m^, m^, m^, m,, are the masses of the solution, calorimeter, 
thermometer, and stirrer respectively, and j'l, s^, s^jS^ their specific 
heats. The following table gives the specific heat of the usual 
metals employed for calorimeter or stirrer : — 

Platinum ... 0-032 

Silver o'o56 

Brass o'oga 

Nickel ... o'log 

As regards the specific heat of the solution, this will vary 
more or less from that of pure water according to the con- 
centration of the dissolved salt. With solutions of the strength 
used above, it will be sufficiently accurate for our present 
purpose to take the water-equivalent of the solution (i.e. its 
mass multiplied by its specific heat), as being equal to that of 

ft 
the water contained in it ; or, the specific heat of —solutions 

of sodium chloride, potassium chloride, ammonium chloride, 
may be taken as equal to o'gS, that of sodium acetate to 
0-97. 

In the case of the thermometer, which consists of glass 
and mercury, the weight of which cannot be determined 
separately, the water-equivalent is obtained by making use 
of the fact that the specific heat of equal volumes of glass and 
mercury is practically the same and equal to 0*47 per cubic 
centimetre. To obtain the volume, a beaker of water is 
counterpoised on the balance, and the thermometer then 
supported on a stand so that the bulb is immersed in the 
water. The weight which has now to be added in order to 
obtain equipoise gives the volume of the bulb. In the case 
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of the Beckmann thermometer, the stem above the bulb is not 
solid, so that the external volume does not represent the 
volume of the glass and mercury. The external volume of 
the stem, so far as it was immersed in the solution during the 
experiment, should be determined separately from that of the 
bulb, and about one-fifth of the volume so obtained taken as 
the volume of the glass and mercury. 

Considering that the acid and alkali are not completely 
ionized, and that the specific heat of the solution is only 
approximately estimated, the result of the measurement carried 
out in the manner described, may deviate from the value 
i3'7 Cal. by about 0*2 Cal. 

Further Experiments. — In the manner described above, 
one should also determine the heat of neutralization of a weak 
base (ammonium hydroxide) with a strong acid (hydrochloric 
acid), and of a strong base (sodium hydroxide) with a weak 
acid (acetic acid). 

Problems 

1. From the heat of neutralization of ammonium hydroxide 
by hydrochloric acid, and of sodium hydroxide by acetic acid, 
combined with the value obtained for the heat of neutralization 
of sodium hydroxide by hydrochloric acid, calculate the heat 
of ionization of ammonium hydroxide and of acetic acid. It 
may be assumed that in the dilutions employed, these substances 
were completely unionized. 

2. Find what percentage error will be introduced into the 
result of the preceding calculation, if there was an error of 
± I per cent, in the determination of the heats of neutralization. 

B. — Heat of Solution 

The heat of solution of a solid or liquid substance can be 
determined in practically the same manner as that employed 
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for the determination of the heat of neutraUzation, and the 
same apparatus can be employed. Since the heat which is 
evolved or absorbed on dissolving a substance depends on 
the amount of water or other solvent employed, the statement 
of the heat of solution has a definite meaning only when the 
concentration of the solution formed is given. If the dilution 
is so great that further dilution is unaccompanied by any heat 
effect, then the heat measured per gram molecule of solute is 
known as the heat of solution at infinite dilution. Usually, 
however, it will not be possible to determine this heat of 
solution directly, and one must therefore state the number of 
moles of water in which one mole of solute is dissolved. 

Experiment. — Determine the Heat of Solution of Potassium 
Nitrate. 

A quantity of the salt, about 15 grms., is finely powdered 
and placed in a test-tube. The latter is weighed, and then 
placed in a beaker of water surrounded by the protecting 
cylinders (Fig. 83, B), and the temperature of the water noted. 
In the calorimeter are placed about 500 gms. of distilled water, 
and the apparatus then fitted together with thermometer and 
stirrer as described on p. 249. The same precautions as before 
as regards temperature readings are taken. 

When the salt has taken the temperature of the water (say 
after 10 to 15 minutes), the tube is removed, roughly dried, 
and the contents emptied into the water in the calorimeter. 
Since the accuracy of the determination depends to a consider- 
able extent on the rapidity with which the solid dissolves, it is 
of importance that the salt should have been finely powdered, 
and that the stirring should be fairly vigorous. In this case 
a motor-driven stirrer is preferable to a hand-stirrer. The 
weight of salt taken is determined by weighing the tube before 
and after the addition of salt to the water. 

In the above method, it may of course happen that the 
salt has not the same temperature as the water, so that a 
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knowledge of the specific heat would be necessary. When this 
is known, then the heat given to or taken from the solvent by 
the salt, owing to the difference of temperature, can be easily 
calculated ; but even where the specific heat of th» solid is not 
known, no great error will, in most cases, be made, unless the 
temperature difference between the solid and the solvent is 
considerable. By alteration of the temperature of the water in 
which the tube of salt is immersed, it will not be difficult to 
arrange that the difference of temperature between the solid 
and the solvent is very small. 

In determining the heat of solution of salts, attention must 
be paid to whether they are anhydrous or hydrated ; and in 
the latter case, to the degree of hydration. Different values 
for the heat of solution will be obtained according to the state 
of the solid as regards these factors. 

For the sake of comparison, the heat of solution of some 
of the commoner salts is given in the following table : — 



Salt. 



KCl . . 
KNO3 . . 
ZnSOj . . 
ZnSOi.7H20 
CUSO4 . . 
CuSO^sHjO 





Number of moles of 


Heat of solution, 




water to 1 mole of salt. 


Cal. 




200 


- 4"4 




200 


- 8-5 




400 


+ 18-5 




400 


- 4-24 




300 


+ 15-8 




300 


- 27 



C. — Heat of Combustion 



By the heat of combustion of a substance is meant the 
amount of heat evolved in the combustion of i gram-molecule 
of the substance. If m be the mass of substance burned, the 
molecular weight of which is M ; and if W and w represent 
the weight of water and the water-equivalent of the apparatus 
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respectively ; and if (T' — T) represents the rise of temperature 

produced by the combustion ; then the heat of combustion is 

given by — 

M 
Q = — (W + w)(T - T) calories 

The heat of combustion is best determined by the method 
due to Berthelot, which consists in burning the substance in an 
atmosphere of compressed oxygen. The original design of 
the autoclave in which the combustion takes place (the Ber- 
thelot bomb) has been modified in various ways ; and the form 
to be described here is the modification due to Mahler and to 
Kroeker. 

The Bomb. — The bomb consists of a steel vessel, the 
interior of which is enamelled, and is 
fitted with a lid lined on the under 
surface with platinum foil (Fig. 85). 
To ensure an air-tight junction, the lid 
is screwed firmly down on a lead 
washer. The lid is pierced by two 
channels — K2, through which the bomb 
is filled with oxygen, and Kj, through 
which the gaseous products of combus- 
tion can be allowed to escape. Both 
these channels can be closed by means 
of the screw spindles V2 and Vi. The 
continuation of the channel Kais formed 
by the platinum tube R, to which a 
platinum crucible, T, is attached for 
receiving the substance to be burned. 
The ignition of the substance is effected 
by means of a piece of iron wire, which 
is caused to burn by means of an elec- 
tric current. This wire is attached to 
the small pin a^ on the tube R, and to the wire D. The 
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current is led from a battery to these two poles, by wires 
clamped in the terminals Pj and P.>. The screws Si and 83 




Fig. 86. 
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serve merely to dose the lateral channels while the bomb is 
immersed in the water of the calorimeter. 

The Calorimeter.— The heat of combustion is measured 
by the elevation of temperature produced in a given weight of 
water in a calorimeter. The calorimeter used for this purpose 
is essentially the same as that previously described (p. 246). It 
consists (Fig. 86) of a large nickel-plated metal vessel, G, con- 
taining the water in which the bomb is immersed, and of a 
water-mantle, W. The water in the jacket can be stirred by 
means of the stirrers R R, and the water of the calorimeter by 
the stirrer r, which can be worked by hand, or driven by a 
motor or hot-air engine. The stroke of the stirrer should be 
so arranged that at its lowest point it almost touches the 
bottom of the calorimeter, and at its highest point rises almost 
to, but not above, the surface of the water. 

The rise of temperature is determined by means of a Beck- 
mann thermometer, graduated in hundredths of a degree. As 
it would be a matter of great inconvenience to determine the 
water-equivalent of the thermometer, stirrer, etc., separately, it 
is best to determine the water-equivalent of the whole apparatus 
subject to change of temperature, by finding the elevation of 
temperature produced on burning a weighed quantity of a sub- 
stance the heat of combustion of which is known. For this 
purpose one of the following substances may be used : — 



Substance. 


Approximate amount to 
be taken. 


Heat of combustion per 
I gm. 


Benzoic acid .... 

Camphor 

Naphthalene .... 
Hippuric acid . ■ . . 


O'8-I'O gm. 
0-5-07 „ 
0-5-0-7 „ 
0-8-I-0 „ 


6322 cal. 
9292 „ 

9693 >. 
5668 „ 



Making a Determination.— -The substance to be burned 
is first compressed into a tabloid by means of a press (p. 117) 
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andj after being weighed, is placed in the platmum crucible T. 
A piece of fine iron wire, about one-tenth of a millimetre in 
diameter and 6-7 cm. in length, is weighed, and its ends 
twisted round the wire D and the pin a.^. The middle portion 
of the wire should be formed into a narrow spiral by twisting 
it round a pin. When the wire is attached, raise the crucible 
until the middle portion of the iron ignition wire touches the 
rod of compressed substance. After having coated the lead 
washer and the screw on the bomb with vaseline, the cover is 
tightly screwed down with the help of a large spanner, the 
bomb being meanwhile fixed in its holder. Be very careful 
that no grit gets either on the lead washer or in the screw of 
the bomb. The latter is now ready to be filled with oxygen. 

Connect a cylinder of compressed oxygen with a man- 
ometer, and the latter, after removing the screw So, with the 
lateral channel of the bomb leading to the valve K^. See that 
the valve Vj is closed. Open the valve Vj and allow oxygen 
to pass into the bomb from the cylinder until the pressure 
registered on the manometer is 20-25 atmospheres. Now 
close the valve Ka, disconnect the tube from the manometer, 
and replace S3. If there is any leakage of gas, it will generally 
make itself known by a slight hissing sound. 

The calorimeter may now be got ready. The water-mantle 
having been filled with water (preferably some hours pre- 
viously), a thermometer is hung in the air-space inside. After 
it has taken the temperature of the enclosure, the temperature 
is read. A Beckmann thermometer is now set (p. 115) so 
that the lower end of the scale represents a temperature of 
about i'S-2 degrees below that found in the enclosure of the 
water-mantle. 

The calorimeter vessel is then tared, a quantity of water 
placed in it, and the weight of the water determined on a 
balance accurate to about i gm. The amount of water used 
should be such that when the bomb is immersed, the water 
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rises up to the level of the screws Sj, Sj. This must have been 
determined beforehand. 

In order to reduce the error due to radiation, the tempera- 
ture of the water in the calorimeter should be such that, before 
the combustion in the bomb occurs, it is about as much below 
the surrounding temperature (temperature of the air-space) as 
it will be above it, after the combustion has taken place. As 
the rise of temperature should be about 2'5° to 3°, the tempera- 
ture of the water should be made about r '5° lower than that 
of its surroundings. 

The charged bomb is now lowered into the water of the 
calorimeter, with the help of a stout cord passed through 
the hole in the middle pillar on the cover of the bomb. The 
wires from a battery ^ are then connected with the screws Pj, Pa, 
and the lid of the calorimeter placed in position. Insert the 
Beckmann thermometer through the cover of the calorimeter 
and set the stirrer in motion, at such a rate that it rises and 
falls about once per second. After the bomb has been in the 
water about five minutes, commence reading the temperature 
on the Beckmann thermometer, readings being made every 
minute for about ten minutes. At the tenth minute close the 
electric circuit by means of a switch key. The iron wire will 
thereby be caused to burn and will ignite the substance in the 
crucible. The temperature of the water in the calorimeter 
will now begin to rise rapidly. Again take readings of the 
temperature, minute by minute (it will probably be impossible 
to make a reading at the first minute after ignition), until the 
highest temperature is reached, a point which must be care- 
fully noted. The temperature will now begin to fall slowly, 
and readings at intervals of a minute must again be made for 
about ten minutes. 

' The potential employed must be such as to cause the iron wire to 
lake fire in the course of one or two seconds. This must be ascertained by 
a separate experiment. 
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This completes the series of observations. The bomb is 
removed from the calorimeter and carefully dried. Screw Sj 
is removed, and the valve Kj slowly opened so as to allow the 
gases to escape from the bomb. When the pressure has fallen 
again to that of the atmosphere, the cover is removed and the 
interior of the bomb cleaned and dried. Any of the iron wire 
which has not been oxidized should be detached and weighed, 
and the weight subtracted from that originally taken. 

The water-equivalent of the bomb, stirrer, thermometer, 
and calorimeter can now be calculated, as shown in the 
following example : — 

Weight of benzoic acid taken = 0'8523 grm. 

Weight of iron wire = 0^0252 „ 

Heat evolved by the combustion of the \ „.o,,, „ £,„, k,co., 1 
benzoic acid | = o 8523 X 6322 = 5388-2 cal. 

Heat evolved by the combustion of the \ _ „.„.-, „ ,<;,„ ,„., 

' > = o 0252 X 1000 = 40 3 ,, 

iron wire ) 

Total heat evolved = 5428'S ,, 

Rise of temperature produced = 2 '3425° ,, 
Weight of water which would have been raised 2 '3425° ^ _ ,,,,. 

by 5428-5 cal. /-23i7 4gm. 

Weigh! of water taken = 2O00-O ,, 
Water equivalent of bomb, etc. = 317-4 „ 

Correction of Temperature for Radiation.— The 

difference of temperature between that at the moment of 
ignition and the highest temperature observed must be cor- 
rected for radiation. For this purpose fairly accurate results 
can be obtained by the graphical method described on p. 250. 
Another method is the following. The average rate of change 
of temperature (AT) during the period preceding the com- 
bustion is determined, and likewise during the period after the 
highest temperature has been read (AT'). If n is the number 
of minutes which have elapsed from the moment of ignition 
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to the time at which the highest temperature is read, then the 
correction to be applied to the approximate elevation of 
temperature is given by — 

AT + AT' 

C = « . AT' + - 

2 

In the above expression AT or AT' is taken with + sign 
when the temperature is falling, and with — sign when the 
temperature is rising. All temperature readings are supposed 
to be made at intervals of one minute. For example — 



Number of minutes from 
first reading. 


Temperature. 


AT 


O 

I 
2 

3 
4 
5 
6 

7 

8 (contact made) 


1-577° 
1-581° 

1-583° 
1-586° 
1-589° 
1-591° 

1-594° 
1-597° 
1-599° 


— 0-004 

O-002 
0-003 
0-003 
0-002 
0-003 
0-003 
0-002 




Mean 


— 00027 





II. 



Number of minutes from first 
reading. 


Temperature. 


8 (contact made) 

9 
10 
II 
12 
13 
14 


1-599° 

3-70° 

3-810° 

3-925° 

3-930° 

3-935° 



THERMO-CHEMISTRY 



26J 



III. 









first reading. 




AT' 


14 


3-935° . 




IS 


3935° 


+ o-ooo 


16 


3-936° 


o-ooi 


'Z 


3-935° 


O'OOI 


18 


3-935° 


o-ooo 


•9 


3-934° 


o-ooi 


20 


3-933° 


Q-OOI 


21 


3-930° 


0-0O2 


22 


3-928° 


002 


23 


3-925° 


0-003 




Mean 


. . +0-00I2 



Approximate elevation] ^^ 

of temperature [= 3-935 - I'SQg = 2-336 



C = 6 X o'ooiz + 



' — 0'0027 + 0"00I2 " 



= 0-0072 — 0*0007 = +o'oo65 
True rise of temperature = 2"336 + 0-0065 = 2'3425° 

Having determined the water-equivalent of the apparatus, 
the heat of combustion of a substance (say, camphor or 
naphthalene) can be determined. The determination is carried 
out exactly in the manner described above. 



CHAPTER XIV 

DETERMINATION OF SOLUBILITY 

When a solid is brought into contact with a Hquid in which it 
can dissolve, a certain amount of it passes into solution ; and 
the process continues until the concentration of the solute in 
the solution reaches a definite value independent of the amount 
of solid present. A condition of equilibrium is thus established 
between the solid and the solution ; the solution is saturated. 
The condition of saturation, therefore, depends not only on 
the solvent, but also on the solute, or the solid phase in equi- 
librium with the solution ; so that in all determinations of the 
solubility it is necessary, not only to determine the amount of 
dissolved substance in the solution, but also to ascertain the 
character of the solid phase which is in equilibrium with the 
solution. The importance of this must ever be borne in mind. 

The amount of substance dissolved depends, not only on 
the substance, but also on the temperature ; and the solubility 
of a substance, or the number of grams of substance dissolved 
by a given weight of the solvent, may either increase or decrease 
with rise of temperature. In all cases, however, whatever be 
its particular form, the solubility curve of any substance is 
continuous, so long as the solid phase, or solid substance in 
contact with the solution, remains unchanged. If, however, a 
change in the solid phase occurs, the solubility curve will show 
a "break" or discontinuous change in direction. 

For the production of the equilibrium between a solid and 
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a liquid, i.e. for the production of a saturated solution, time is 
necessary; and the length of time required not only varies with 
the state of subdivision of the solid, and the efficiency of the 
shaking or stirring, but is also dependent on the nature of 
the substance. In all cases, therefore, care must be taken that 
sufficient time is allowed for equilibrium to be established ; 
more especially when changes in the solid phase may occur. 

Determination of the Solubility. — The production of 
a saturated solution is most simply carried out in the apparatus 
shown in Fig. 87. It consists 
of a tube, a, in which the solid 
and solvent are placed, and 
vigorously stirred by means of 
the glass screw stirrer shown 
at b. The stem of the latter 
passes through a glass tube, 
inserted in the rubber stopper 
by which the solubility tube 
is closed. The tube should 
be chosen of such a size that 
the stem of the stirrer just 
passes through, the bearing 
being well lubricated by means 
of vaseline. 

The progress of solution 
towards saturation can be 
tested by withdrawing some 
of the solution from time to time, and determining the amount 
of dissolved substance. This requires only to be done once, 
the solution in other experiments being then well stirred for 
a period somewhat longer than that required for complete 
saturation. 

When saturation has been effected, the solution must be 
analyzed. The stirrer is removed from the tube, and the latter 




Fig. 87. 
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closed with an unbored cork, the solubility tube being mean- 
while kept in the thermostat. After the solid has subsided, a 
quantity' of the solution is transferred to a tared weighing bottle 
by means of a pipette, to the end of which is attached, by rubber 
tubing, a short glass tube filled with cotton-wool to act as a filter ; 
and the solution is then weighed. The amount of solid in 
solution is determined in an appropriate manner, most simply 
(if allowable) by evaporation on the water-bath, and drying, if 
necessary, at a slightly higher temperature. 

When the temperature of experiment is fairly high, it may 
be necessary to first warm the pipette before withdrawing the 
solution ; otherwise solid may separate out in the pipette. 

Instead of an ordinary pipette, one may also use a graduated 
pipette like that shown in Fig. 88. This has the advantage 
that it allows of the determination of the density 
II (, of the solutions at the same time. The volume of 
the tube, up to different marks on the scale, is 
first determined by filling with water at a known 
temperature, and weighing ; the lower end of the 
pipette, below the stop-cock rf, being dried by 
means of filter-paper. When used for withdraw- 
ing solution, the pipette is furnished with the filter 
tube c, filled with cotton-wool. The tube with 
stop-cock / is attached at the upper end of the 
pipette, solution is sucked up until the meniscus 
is on the scale ; stop-cock/ is then closed, the level 
of liquid read off, and the stop-cock d then closed. 
The tube e is detached, and the end of the pipette 
cleaned and dried. The cap c is placed in posi- 
y s tion, and the weight of the solution determined. 
Fig. 88. The solution is then transferred to a vessel for 
analysis, the pipette being washed out with water. 
If solid has separated out in the pipette, fill the lower end of 
the pipette with water, stand the pipette in water, and open the 
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stop-cock d, the cap c being kept on. The heavier solution will 
pass downwards, while water will pass up into the pipette and 
dissolve the solid. 

Experiment. — Determine the Solubility of Potassium Chloride 
from 10° up to 50°. 

Fit up a thermostat, furnished with a Foote regulator (p. 66), 
and regulate the temperature so as to be at about 5°-8°, the 
variations of temperature being not greater than o'l". In the 
solubility tube (Fig. 87) place a quantity of finely powdered 
potassium chloride and water, and after fitting it with a stirrer, 
place it in the thermostat so that it is immersed up to the level 
of the cork. The solid and solution should now be stirred for 
2-3 hours, and a quantity of the solution removed as described 
above, weighed, and evaporated to dryness. To the solution 
in the tube add a further quantity o{ finely powdered potassium 
chloride, and allow the stirring to continue for another period 
of 1-2 hours. Again determine the composition of the solu- 
tion. If this agrees with the former determination, it shows 
that the saturation was complete in the first period of 2-3 
hours ; but if the amount of dissolved solid is greater in the 
second case, the stirring must be continued for some time 
longer, with addition, if necessary, of more potassium chloride, 
until the concentration of the solution becomes constant. This 
gives the solubility at the particular temperature of the experi- 
ment, and should be controlled by a second, independent 
determination. Express the solubility as grams of salt to 100 
grams of water. 

Having determined the solubility at a temperature between 
5° and 8°, raise the temperature of the thermostat by 5° or 10°, 
and make another determination of the solubility at this higher 
temperature. Make further determinations at intervals of not 
more than 10°, up to 5o°-S5°. At the higher temperatures, the 
Foote regulator must be replaced by a gas thermo-regulator 
(p. 62). Instead of making two determinations at each 
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temperature, as mentioned above, the first series of determina- 
tions can be controlled by approaching saturation from the side 
of super-saturation, i.e. by allowing the solution to cool down 
from a higher temperature while in contact with the solid. The 
solid phase must be present. 

The results are then plotted in rectangular co-ordinates, 
the temperatures being plotted as abscissae, and the solubility 
(grams of salt to too grams of water) as ordinates. Draw a 
smooth curve through the points so obtained, and from the 
curve read off the solubility at every five degrees. 

In the case of potassium chloride, we are dealing with a 
substance which remains unchanged throughout the course of 
the experiments. We shall now take a case where the solid 
phase undergoes change. 

Experiment. — Determine the Solnbility of Sodium Sulphate 
from 10° to 50°. 

The determinations of the solubility are carried out exactly 
as described above. Between 28° and 35", determinations 
should be made at every two degrees. The results are then 
plotted graphically as before, the solubility being calculated in 
grams of anhydrous salt to 1 00 grams of water. 

At the temperature of 30°, and also at the temperature of 
about 35", the excess of solid in contact with the solution 
should be rapidly separated by filtration with the aid of a 
water-pump, using for the filtration merely a loose plug of 
cotton-wool in the stem of the funnel. The solid is then 
rapidly pressed between filter-paper, and the amount of water 
of crystallization determined in the ordinary way. 

The solubility curves obtained from the above determina- 
tions should be produced so as to cut each other. The point 
of intersection gives the transition point of 

Na^SOj.roHsO r> Na^SOj -f- ioH,0 



CHAPTER XV 

DETERMINATION OF TRANSITION POINTS 

It is a well-known fact that there are many substances which 
are capable of existing in more than one crystalline form, one 
of the best-known examples of this being sulphur. In general, 
these different polymorphous forms, as they are called, are not 
equally stable at a given temperature. Thus, at the ordinary 
temperatures, rhombic sulphur is the most stable form, and 
monoclinic sulphur, if kept sufficiently long, will change 
spontaneously into the rhombic. If, however, we raise the 
temperature to, say, ioo°-iio°, it is found that the monoclinic 
crystals can be kept indefinitely without undergoing change, 
while the rhombic crystals pass . into monoclinic. At this 
temperature, therefore, the monoclinic is the most stable form. 
At a temperature of about 96°, however, it is found that both 
forms are equally stable, and that neither form changes into 
the other on keeping. This temperature is known as the 
transition temperature^ or transition point. This point gives 
the temperature at which the relative stability of the polymor- 
phous forms changes. 

Not only do we find such transition points in the case of 
polymorphous substances, but we find them, in general, also 
in the case of salt hydrates. When a salt combines with water 
to form one or more different hydrates, it is found that under 
given conditions of temperature, etc., only one of the hydrates, 
or it may be the anhydrous salt, is stable. Thus, on heating 
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sodium sulphate decahydrate to above 33°^ it is found that 
decomposition occurs into anhydrous sodium sulphate, and a 
saturated solution of this salt. On the other hand, on allowing 
a saturated solution of sodium sulphate to cool down in presence 
of anhydrous sodium sulphate, it is found that when the solution 
is cooled below about 33°, the anhydrous salt takes up water 
and forms crystals of the decahydrate. The temperature of 
(approximately) 33°, therefore constitutes a transition point or 
inversion point for the change NagSO^.ioHaO ^ Na2S04 
+ 10H2O. Similar relationships are, in general, found in the 
case of other salt hydrates. 

Determination of the Transition Point. — For the 
determination of the transition point of a polymorphous solid 
or of a salt hydrate, various methods have been employed. 
The different methods, however, are not equally suitable in 
every case ; nor is the value obtained by the different methods 
always identical. It is well, therefore, to determine the 
transition point by different methods. The more important of 
these are : solubility, thermometric, dilatometric, and tensi- 
metric methods. 

1. Solubility Method. — This has already been studied in the 
preceding chapter. 

2. Thermometric Method. — The thermometric method de- 
pends on the fact that change from one system to another on 
passing through the transition point, is accompanied by a 
heat effect — absorption or evolution of heat.* Thus, when 
Na2S04.ioH20 breaks up into NajSOi and solution, heat is 
absorbed ; while the reverse change is accompanied by evolu- 
tion of heat. 

Experiment. — Determine the Transitioti Point of Glauber's 
Salt by the Thermometric Method. 

' This method is not in general suitable for the determination of the 
transition point of polymorphic forms, on account of the slowness of change 
and consequent slight evolution of heat in unit of time. 



DETERMINATION OF TRANSITION POINTS 271 

A moderately large quantity (30 to 50 grms.) of recrystallized 
sodium sulphate decahydrate is placed in a thin glass tube, so 
as to entirely surround the bulb of a thermometer, graduated 
in tenths of a degree. The tube is placed in a large beaker of 
water, the temperature of which can be very slowly raised by 
means of a small flame, and be kept uniform by means of a stirrer. 
The temperature of the bath is raised to about 32", at which 
it may be kept for several minutes, and then very gradually 
raised until the Glauber's salt becomes partially liquid. The 
temperature of the bath is then kept constant. The partially 
liquefied mass in the tube is now well stirred by means of a 
ring stirrer of glass or platinum, as in carrying out a freezing- 
point determination with the Beckmann apparatus (p. 1 1 9), and 
the temperature of the mass read off from time to time. 
Meanwhile the temperature of the bath may be allowed to rise 
very slowly (1° in 5 minutes), and the temperature of the 
partially liquefied mass should be read off every minute. 
After the temperature of the bath and of the partially liquefied 
mass has risen to about 34°, allow the temperature to fall 
slowly. Meanwhile stir the sodium sulphate and solution 
well, and read the temperature every minute. 

The temperature readings for the mixture in the tube are 
plotted against the time, and in this way two curves will be 
obtained, one for rising and the other for falling temperature, 
each showing an approximately perpendicular portion. Owing 
to suspended transformation, these two perpendicular portions 
may not coincide. 

Repeat the experiment, but allow the temperature of the 
bath to rise more slowly between 32° and 33°. Again read 
the temperature on the thermometer in the tube every minute, 
and plot the results as before. 

3. Dilatometric Method.— S>va.c&, in the majority of cases, 
transformation at the transition point is accompanied by an 
appreciable change of volume, it is only necessary to ascertain 
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the temperature at which this change of volume occurs in order 
to determine the transition point. For this purpose the dilato- 
meter is employed, an apparatus which consists of a bulb with 
capillary tube attached, and which constitutes a sort of large 
thermometer (Fig. 89). Some of the substance to be 
examined is passed into the bulb A through the tube 
B, which is then sealed off. The rest of the bulb and 
a small portion of the capillary tube are then filled with 
some liquid, which is without chemical action on the 
substance under investigation. A liquid, however, may 
be employed which dissolves the substance slightly. 

In using the dilatometer, two methods of procedure 
may be followed. According to the first method, the 
dilatometer containing the form stable at lower tempe- 
ratures is placed in a thermostat^ maintained at a con- 
stant temperature, until it has taken the temperature 
of the bath. The height of the meniscus is then read 
on a millimetre scale attached to the capillary. The 
temperature of the thermostat is then slowly raised, 
and the height of the meniscus at each degree of 
temperature noted. If no change takes place in the 
Fig. 89. solid, the expansion will be practically uniform, or the 
rise in the level of the meniscus per degree of tempe- 
rature will be practically the -same at the different temperatures, 
as represented by the line AB in Fig. 90. On passing through 
the transition point, however, there will be a more or less 
sudden increase in the rise of the meniscus per degree of 
temperature (line BC), if the change in the system is ac- 
companied by increase of volume. Thereafter, the expansion 
will again become uniform (CD). Similarly, on cooling, con- 
traction will at first be uniform, and then at the transition point 
there will be a relatively large diminution of volume (DE, EF). 
If the transformation occurred immediately the transition 
point was reached, the sudden expansion and contraction would 




Temperature 

Fig. 90. 
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take place at the same temperature. There is, however, always 
a certain lag, so that, with rising temperature, the relatively 
large expansion does not 
take place until a tempe- 
rature somewhat higher 
than the transition point ; 
and with falling tempe- 
rature, the contraction 
occurs at a temperature 
somewhat below the 
transition point (e.^. BC 
and EF). The amount 
of lag will vary from case 
to casej and will depend 
on the rapidity with which 
the temperature is raised 

and the velocity with which the system changes. After the 
transition point has been ascertained approximately in this 
way, the determination is made with greater care, by allowing 
the temperature in the neighbourhood of the transition point to 
alter more slowly. In this way the amount of lag is diminished. 
Another method of using the dilatometer depends on the 
fact that while above or below the transition point transforma- 
tion of one form into the other can take place, at the transition 
point the two forms undergo no change. The bulb of the 
dilatometer is charged, therefore, with a mixture of the stable 
and unstable forms and a suitable measuring liquid, and is then 
immersed in a bath at constant temperature. After the tem- 
perature of the bath has been acquired, readings of the height 
of the meniscus are made from time to time to ascertain 
whether expansion or contraction occurs. If expansion is 
found, the temperature of the thermostat is altered until a point 
is reached at which a gradual contraction takes place. The 
transition point must then lie between these two temperatures ; 

T 
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and by repeating the determinations it will be possible to 
reduce the difference between the temperatures at which ex- 
pansion and contraction take place, to, say, 1°, and to fix the 
temperature of the transition point, therefore, to within half a 
degree. 

Experiment. — Detei-mine the Transition Point for Glau- 
ber's Salt and Anhydrous Sodium Sulphate. 

Invert the dilatometer (Fig. 89), and drop into the bulb a 
a, small glass bead with stalk, so as to close the end of 
the capillary tube, and so prevent it being blocked 
by solid material. Then introduce a quantity of 
powdered Glauber's salt until the bulb is half or 
three-quarters full, and seal the end of the tube B. 
The dilatometer must now be filled with some 
measuring liquid, e.g. petroleum or xylene. This is 
best done by attaching an adapter to the end of the 
capillary tube by means of a rubber stopper, as shown 
in Fig. 91. A quantity of petroleum is introduced 
into the wider portion of this tube, and the dilato- 
meter then exhausted by means of a water-pump. 
On now allowing air to enter at a, petroleum is 
driven down into the bulb. The operation is re- 
peated until all the air is withdrawn from the dilato- 
meter and replaced by petroleum. Tap the tube so 
as to loosen any adhering air-bubbles. The excess 
of petroleum is then removed from the capillary by 
means of a long, finely-drawn capillary tube, so that 
when the dilatometer is placed in the thermostat, the 
petroleum meniscus may remain on the scale. 
1 f Immerse the bulb of the dilatometer completely 

in the water of a thermostat, the initial temperature 
of which may be 25° to 26°. After about five or ten 
minutes, read the level of the petroleum, and then slowly raise 
the temperature, i ° in five to ten minutes, and at each degree 
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again read the level of the meniscus in the capillary. At 32° 
to 33°i it should be found that the rise of the meniscus per 
degree of temperature is relatively very large ; and that as the 
temperature is raised above 33°, the rise per degree becomes 
less again and nearly uniform. *This shows that the transition 
point is between 32° and 33°. Carry out the same series of 
observations in the reverse order, allowing the temperature to 
fall from about 35° or 36° to about 28°. Then make a more 
exact determination by allowing the temperature to alter very 
slowly from 31" to 34°. 

Experiment. — Determine the Temperature of Formation of 
Astracanite from the Simple Salts, 

When a mixture of sodium and magnesium sulphates is 
warmed to about 21°, partial liquefaction occurs, and astraca- 
nite separates out, as represented by the equation — 

Na,S04. 10H2O + MgSOj .7H2O ^ Na2Mg(S04)2.4H20 + 1 3H2O 

Similarly, on cooling astracanite plus water, formation of 
NaaSOi.ioHaO and MgS04.7H20 occurs on passing 21°. 
This transition point can also be determined by means of the 
dilatometer. 

The experiment is carried out as described under the pre- 
ceding experiment, the dilatometer being charged with a mix- 
ture of Glauber's salt and magnesium sulphate in nearly 
equimolecular proportions. The initial temperature of the 
thermostat may be taken at 15° to 16°. 

4. Tensimetric Method.— y^\\en the systems undergoing 
change at the transition point possess a measurable vapour 
pressure, measurements of the latter may be used to determine 
the transition point. This depends on the fact that at the 
transition point the vapour pressure of the two systems becomes 
equal. 

For the purpose of these measurements, a differential 
manometer is employed, the usual form being that known as 
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the Bremer-Frowein tensimeter (Fig. 92). This consists of a 
U-tube, the limbs of which are bent close together, and placed 
in front of a millimetre scale. The bend of 
the tube is filled with some suitable liquid, 
e.g. bromonaphthalene. The substances the 
vapour pressures of which are to be compared, 
are placed in the small flasks d and e, the 
necks of which are then sealed off. The 
apparatus is then placed in an inclined posi- 
tion so as to allow the measuring liquid to 
flow from the bend of the tube into the 
bulbs a and b. The tube f is connected 
with a mercury pump (or Fleuss pump), and 
the apparatus exhausted. The tube /is then 
sealed off. The apparatus is now placed in 
a perpendicular position in a thermostat, and 
kept at constant temperature until equilibrium 
is established. The difference of level of the 
liquid in the two limbs of the tube is read off. 
Experiment. — Determine the Vapour 
Pressure of Sodium Sulphate Decahydrate 
{Dissociation Pressure). 

Pure mercury is introduced into the ap- 
paratus so as to stand about halfway up each 
Fig. 92. jjjjjjj Qf |-jjg U-tube. In d is placed a quantity 

of Glauber's salt, fi7iely powdered and mixed 
with a small quantity of anhydrous soditmi sulphate. Into e 
introduce a quantity of pure sulphuric acid, and seal off both 
tubes. Incline the apparatus and exhaust by means of a Fleuss 
pump. Seal off/. Immerse the apparatus completely in the 
water of a thermostat with transparent sides, and regulate the 
temperature carefully to about 28°. Read the difference in 
the level of the liquid in the two limbs of the tensimeter 
after equilibrium has been established. Then raise the 
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temperature degree by degree, and at each point determine the 
difference of level in the two limbs. Continue the determina- 
tions up to 35" to 36°. Represent the results graphically. 

Experiment. — Determine the Transition Point for Glauber's 
Salt and Anhydrous Sodium Sulphate. 

At the transition point, the vapour pressure of the crystals 
NajSOj-ioHaO must become equal to that of the solution satu- 
rated for the decahydrate and the anhydrous salt. To test this, 
the bend of the tensimeter is filled with bromonaphthalene, and 
the bulbs d and e are charged with dry powdered crystals of 
NaaSOj.ioHaO, and with crystals moistened with a little water, 
so as to give a saturated solution. The apparatus is exhausted 
and sealed up as before. It is placed in a thermostat at 
about 25°, and the difference of pressure in the two limbs 
read off when it has become constant. The temperature is 
then raised degree by degree, and the difference of level of the 
liquid in the two tubes read off at each temperature. 
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Affinity constant, 167 
Approximate numbers, calculation 

with, 3 
Association factor for liquids, 78 



B 



Balance, 18 

, determination of the zero 

point, 20 

, sensitiveness of a, 22 

Baryta solutions, preparation of, 141 
Basicity of acids, 175 
Boiling-point determinations, 123 
Bomb, calorimetric, 256 
Buoyancy of air, correction for, 27 
Burettes, calibration of, 35 



Calculation, methods of, 6 

of results and errors, i 

Calorie, 246 

, centuple, 246 

, large, 246 

Calorimeter, 246, 258 
Cell constant, 159 
Cells, gas, 216 



Combustion, heat of, 258 
Commutator, 150 
Concentration cells, 213 
Conductance, specific, 145 
Conductivity, equivalent, 145 

, molecular, 145, 167 

of electrolytes, 144, 146 

of solutions of potassium 

chloride, 160 

vessel, 148 

water, 158 

Constant level apparatus, 61 
Copper voltameter, 184 
Cryoscopic method of determining 

molar weights, no 



Density, calculation of the, 43 

of benzene, 80 

of gases and vapours, 45 

of liquids, 39 

of water, 44 

Diazonium salts, decomposition of, 

237 
Dilatometer, 271 
Dissociation constant of an acid, 

167 
Distribution coefficient, 133 
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INDEX 



Distribution of a substance be- 
tween two non-miscible solvents, 
132 

Division, abbreviated, 9 



Electrode, calomel, 202 

potentials, Z04 

, influence of concentra- 
tion on, 211 

, measurement of, 201 

Electrodes, cleaning, 162 

of platinum on glass, 218 

, preparation of, 206 

, testing the uniformity of, 

206 

Electrometer, capillary, 194 

Electromotive force, 187 

, influence of concentra- 
tion on, 211 

, measurement of, 188 

of a cell, seat of, 200 

Error, maximum apparent, 2 

of observation, determination 

of, 17 

Errors, 13 

, accidental, 13 

, constant, 13 

of observation, 13 

— — ■ , influence of, on the 

final result, 14 



Flasks, marking of, 32 
Freezing-point apparatus, iii 

method of determining 

molar weights, I to 



Gas cells, 216 

, electrode vessels for, 219 

Geissler tube, 85 



H 

Heat of combustion, 255 

of neutralization, 248, 251 

of solution, 253 

Helium, spectrum of, 109 
Hydrogen, spectrum of, 109 
Hydrolysis of esters by acids, 228 

of salts, measurement of, 137, 

23s 



Induction coil, 147 

Interpolation, 14 

Inversion of cane sugar, velocity of, 

232 
Ionization constant, 169 

, degree of, 169 

of acetic acid, 1 70 

of benzoic acid, 170 

of mandelic acid, 1 70 

of succinic acid, 170 



Joule, 248 



K 

Key, Morse, 195 

lapping, 195 

, three-way, 199 
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Key, two-way, 198 
Kilojoule, 248 



Landsberger-WalUer apparatus, 128 
Light, monochromatic, 84 
Logarithms, errors of, 12 



M 

Mapping spectra, 107 

Measuring bridge, 152 

, calibration of, 153 

flaslis, calibration of, 30 

Mercury pipette, 65 

■ -, purification of, 192 

seal, 239 

Molar weight, determination of, by 
boiling-point method, 124 

, , by distribu- 
tion, 135 

, , by freezing- 
point method, no 

, ■, by vapour 

density, 45, 48, 53, 58 

of substances in solution, 

no 

, abnormal, 120 

Multiplication, abbreviated, 6 



N 

Neutralization point, determination 

of, by conductivity, 178 
Number of figures to be employed 

in calculation, i 
Numbers, approximate, calculation 

with, 3 



Observation tubes for polarimeter, 
102 



Partition, coefficient of, 133 
Pipette, mercury, 65 
Pipettes, calibration of, 32 
Platinizing electrodes, 1 50 

solution, 150 

Polarimeter, 99 

, adjustment of, 103 

Polarimetric measurements, 97 
Pyknometer, 39 

R 

Radiation, correction of temperature 

for, 261 
Reaction, order of a, 242 
Reactions of the first order, 228 

of the second order, 240 

Refractive index, 82 

of a liquid, measurement 

of, 82 
Refractivity, atomic, 92 

of substances in solution, 96 

, molecular, 83 

, specific, 83 

Refractometer, Pulfrich's, 86 
Refractometric measurements, 82 
Resistance box, 148 

, specific, 145 

Rotation, specific, 98 



Safety tube, 33 

Saponification of esters by alkalis, 
240 



INDEX 



Slide rule, 12 

Sodium hydroxide free from car- 
bonate, 176 

Solubility, determination of, 215, 
264, 265 

Spectra, mapping, 107 

Spectrometer, 105 

, adjustment of, 105 

Spectrometry, 104 

Surface energy, molecular, 77 

• , measurement of, 78 

of alcohol, 81 

of benzene, 80 

tension, 76 

Standard cell, 190 

Steaming vessels, apparatus for, 149 

Stirrers, 67 



Tabloid press, 1 1 7 

Temperature, regulation of, 62 

Tensimeter, 275 

Thermo-chemical units, 246 

Thermo-chemistry, 245 

Thermometer, Beckmann, 114 

■ ; ■, setting the, 115 

Thermometric method of deter- 
mining transition points, 270 

Thermo-regulator, 62, 66 

, filling and adjusting, 64 

, for low temperatures 

(Foote's), 66 

Thermostats, 59, 60 

Transition points, determination of, 
269, 270 



Transport numbers, 182 



Vapour density, determination of, 

49,54 

pressure of water, 54 

Velocity of reactions, 226 
Viscosity, yi 

, coefficient of, 72 

of benzene, 76 

, influence of temperature on, 75 

, relative, 73 

tube, 72 

Voltameter, copper, 184 

Volume corresponding with an 

apparent weight of I gm. of 

water, 30 
Volume, determination of, 18 
Volumetric apparatus, calibration 

of, 29 



W 

Water, apparent weight of I c.c, 30 
— — blower, 67 

, circulation of, 70 

free from carbonic acid, 140 

, ionization of, 222 

, vapour pressure of, 54 

Weighing by oscillations, 22 
Weight, determination of, 19 
Weights, calibration of, 24 
Weston cell, 190 

, e.m.f. of, 192 

, preparation of, 190 
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